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CHAPTER 1 


FUNDAMENTALS OF CATHODE-RAY TUBES 





Section 1. INTRODUCTION 


1. Historical Background 


a. DEVELOPMENT OF CATHODE-Ray TUuBEs. 


(1) 


(2) 


(3) 


In 1898 a research worker, Karl F. 
Braun, created a new type of vacuum 
tube. Present-day vacuum tubes were 
then unknown (although the diode had 
made its appearance), but experiments 
with various kinds of tubes from which 
air had been withdrawn had been con- 
ducted for some time. The Braun tube 
was the result of numerous developments 
over the years, and it is discussed here be- 
cause it can well be called the forerunner 
of modern cathode-ray tubes. 
Construction of the device was relatively 
simple, as illustrated in figure 2. The 
envelope was glass. A metal plate, K, 
was located inside the housing, at one 
end, with a connection extending through 
the glass. A thin metal electrode, A, 
which served as the anode, was located 
at a distance along the axis of the tube. 
This electrode extended upward into the 
envelope, but an essential part protruded 
through the glass housing in order to per- 
mit an electrical connection. A baffle, B, 
with a tiny hole at its center, was located 
approximately halfway along the length 
of the tube, near the end of the narrow 
neck. This baffle just fitted the inside 
diameter of the neck. An insulated 
plate, on which was a thin deposit of 
special chemicals, was located at the 
other end of the tube, near the inside sur- 
face of the flat portion. This plate was 
the screen, SC. 

Operation of the device was simple. It 
was a high-vacuum tube and a high volt- 
age, as much as 50,000 volts, was applied 
between the cathode, K, and the anode, 
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Figure 2. Cross-section view of Braun tube. 


(4) 


A, so that the anode was positive relative 
to the cathode. The high difference of 
potential between these two electrodes 
resulted in the forcible extraction of 
negative charges from the cathode and 
their acceleration toward the screen. At 
the time the Braun tube was developed, 
the association between charges drawn 
from the cathode and the electrons was 
still in doubt. The fact had been estab- 
lished, however, that the cathode par- 
ticles carried a negative charge and could 
be attracted by a positively charged 
plate. It was not until several years 
later that the negative charges became 
known as electrons. Consequently, it is 
not strange that the particles pulled out 
of the cathode gave the tube the name 
cathode-ray tube. 

The charges left the cathode at 
random (in a forward direction) as 
shown by the dotted lines in figure 2, but 
because of the baffle many of them were 
blocked from the screen. A _ sufficient 
number of these charges, however, pene- 
trated the opening to form a thin stream 
and continue to the screen. Their 
presence in the tube and their arrival at 
the screen were indicated by a glow on 
the screen at the point where the beam of 
charges struck. This action is called 
fluorescence. 


(5) 


(6) 


(7) 


The ability of the cathode rays to 
make certain substances fluoresce under 
their impact had been known for some 
time, even though the exact process in- 
volved was only surmised. Also, it was 
known that a stream of such charges 
could be deflected, or moved, from its 
normal path by certain fields. This 
action is understandable because sur- 
rounding the moving charges are fields 
which react with either an externally 
applied electromagnetic field or an ex- 
ternally applied electrostatic field. 

The early cathode-ray tube was intended 
as an indicator of the behavior of a 
cathode-ray stream when acted upon by 
such external fields. The means for ob- 
serving the action of the stream of 
charges was the glow on the screen. As 
long as the beam charges remained in one 
position, the location of the glow on the 
screen would remain fixed. When some 
action caused the beam of charges to de- 
viate from its normal path, the change 
would be indicated by a new position 
of the point of glow. Consequently, the 
movement of the cathode-ray stream 
could be followed by observing the screen. 
Changes in the electrostatic and electro- 
magnetic fields could be noted by the 
effect they had on the charges and this 
in turn would be displayed by the screen. 
Therefore, association of one change with 
another was made very simple. 

The purpose of the cathode-ray tube has 
never changed. The function of the 
modern tube is the same as that of the 
original Braun tube—that is, it is an 
indicator. The modern tube uses a beam 
of electrons, the deflection of which is 
accomplished by electrostatic or electro- 
magnetic fields, or both. The indication 
that appears on the screen is the result of 
fluorescence of the screen material by the 
bombarding electrons. The present-day 
tube also indicates the movement of the 
electron beam while the latter is under 
the influence of varying electrostatic and 
electromagnetic fields, except that now it 
is the voltage or the current responsible 
for these fields which is the subject of 1n- 
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(8) 


(9) 


vestigation or which is associated with 
the trace developed on the screen by a 
moving dot of light. 

The requirement of a high voltage on the 
anode of the Braun tube, to pull electrons 
out of the cold cathode, imposed numer- 
ous and serious limitations on the utility 
of the device. Because vacuum-tube 
amplifiers were unknown in 1898 and be- 
cause the high anode voltage imparted 
a high velocity to the charges in the 
stream, the device was usable only when 
high voltages and high currents were 
available for the creation of strong elec- 
trostatic and electromagnetic deflecting 
fields. Among the means for introducing 
the electrostatic fields was the application 
of a high voltage across a pair of parallel 
plates. These plates were located one on 
each side of the tube envelope along the 
path of the charges bet ween the baffle and 
the screen. The electromagnetic deflect- 
ing field was created by two flat current- 
carrying windings in series, one on each 
side of the tube and so located that their 
fields aided each other. 

The control grid was added to the 
vacuum tube by DeForest. Vacuum-tube 
amplifiers made possible the expansion 
of the field of electronics, particularly 
long-distance telephony and radio com- 
munication. Electronics experimenters 
became extremely interested in all means 
which would facilitate the investigation 
of electric and magnetic effects at the fre- 
quencies which were in use. As the 
knowledge concerning circuit behavior 
increased, more new, useful circuits were 
conceived. Work of this kind went on 
in all laboratories, including the military, 
but, because of the limitations of the re- 
search equipment available at that time, 
the activity was continually beset with 
difficulties. 


(10) A new type of cathode-ray tube was de- 


veloped by J. B. Johnson, for whom it 
was named, and announced in 1921. A|- 
though it resembled the old Braun tube, 
it contained many new features of great 
value to the scientific world. Figure 3 
is an outline drawing of this tube show- 
ing its various elements. 
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Figure 3. Johnson cathode-ray tube. 


(11) The Johnson tube was made of glass and 


had a narrow neck which flared out and 
ended in a flat surface. Within the nar- 
row part of the tube was a filament which 
could be heated by an external battery 
to a temperature high enough to emit 
electrons. Directly above the emitting 
part of the filament was an assembly con- 
sisting of a shield, with a tiny hole at its 
center, and a tubular anode. The fila- 
ment, the shield, and a part of the anode 
were sealed within a glass stem. The 
anode received a voltage from a battery 
which made it about 300 volts positive 
relative to the filament. The emitted 
electrons were, therefore, attracted to- 
ward the anode. Those which penetrated 
the tiny opening in the shield passed 
through the hollow core of the anode out 
into the main portion of the envelope and 
advanced toward the screen of the tube. 
This screen consisted of a thin deposit of 
special substances on the inside surface 
of the flat end of the tube. Fluorescence 
of the screen could be observed through 
the glass face of the tube. 


(12) Two pairs of parallel plates placed at 


right angles to each other one above the 
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other were located above the tubular 
anode. These were the deflection plates. 
They were so positioned that the unde- 
flected electron beam passed through the 
center of the space between each facing 
pair. 


(13) Adoption of electrostatic deflection was 


a forward step in the design of cathode- 
ray tubes. The Johnson tube was the 
first to use two electrostatic fields for 
beam-deflecting purposes and the first to 
establish this arrangement as a definite 
feature of such indicator tubes. The rea- 
son two pairs of deflection plates were 
used may not be evident at this time and 
will not be treated here because it is ex- 
plained later in this chapter. Let it suf- 
fice now to say that two voltages, usually 
alternating, were applied to these plates 
in order to control the beam; one was the 
voltage being investigated and the other 
was a timing voltage. 


(14) Another significant improvement in 


cathode-ray tube construction was the 
addition of a small amount of argon gas 
to the envelope. It performed an impor- 
tant function. The presence of argon 
gas ions in the space between the anode 
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cylinders to which various control d-c 
(direct-current) voltages are applied is 
responsible for the control of the electrons 
and their formation into a very tightly 
packed beam, and is also responsible for 
the acceleration of the beam toward the 
screen. The screen is a deposit on the 
inside surface of the flat end just as in 
the Johnson tube. The electrostatic de- 
flection plates are traversed by the elec- 
trons after they have been formed into a 


beam. 


(19) The tube shown in figure 4 is just one 


example of a group. There are others of 
different lengths and screen diameters, 
as well as kinds which utilize electromag- 
netic fields for the accomplishment of 
many actions. Figure 1 shows a group 
of typical tubes. Each of these is ex- 
plained later in this chapter. All tubes, 
whether electrostatic or electromagnetic, 
have the same distinctive physical out- 
lines shown in figure 1. 


6. Importance oF CaTHopE-Ray TUBE. 
(1) The importance of the cathode-ray tube 


in military applications stems from a 
number of its capabilities. Several have 
been mentioned, but it is well to empha- 
size them again and to state the others. 
These are— 

(a) The ability to portray visually the 
manner in which an electrostatic field 
changes in intensity, and in that way 
afford a display of the instantaneous 
changes in the voltage which is re- 
sponsible for the field—namely, voltage 
wave shape. 

The ability to portray visually the 
manner in which an electromagnetic 
field changes in intensity, and in that 
way afford a display of the instan- 
taneous changes in the current which 
is responsible for the field—namely, 
current wave shape. 

(c) The ability of the electron beam to 
follow field intensity changes at all 
frequencies from 0 up to 10,000 mc 
(megacycles) or higher, which means 
the visual display of voltages, tran- 
sient or recurrent, within this fre- 
quency range. 


(6 
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(d) The ability to control the intensity of 


(e 


the screen fluorescence or the bright- 
ness of the spot on the screen from 
zero to maximum. 

The ability deliberately to position the 
luminous dot of light with any degree 
of brightness at any particular point 
on the screen by arranging deflecting 
fields which have predetermined char- 
acteristics. In this way, the point on 
the screen struck by the electron beam 
can be preset automatically and any 
desired type of pattern can be devel- 
oped. 


ew” 


(2) The aggregate of all these facilities is an 


(3) 


(4 


wee” 


tndicator which, when used with differ- 
ent kinds of apparatus, can present a 
wide variety of information for visual 
examination. The kind of information 
is determined by the design of the asso- 
ciated apparatus and its purpose. The 
electrostatic and the electromagnetic 
fields that are called to act on the beam 
are only a means to anend. Every char- 
acteristic of a periodic quantity, such as 
frequency, phase, amplitude, harmonic 
content, duration, and others, can be de- 
termined by making this quantity re- 
sponsible for the production of the field 
which deflects the electron beam. 

Many military needs require the timing 
of actions of very short duration. The 
cathode-ray tube is an ideal indicator be- 
cause of the frequency response charac- 
teristics of the electron beam. The 
shorter the time interval involved, such 
as several microseconds or even fractions 
of a microsecond, the greater is the value 
of the cathode-ray tube as the display 
element. In fact, this special kind of 
vacuum tube made radar practical be- 
cause it afforded a convenient visual dis- 
play of the time interval between the 
departure of the searching signal and the 
instant of return of the echo. Examples 
of the many kinds of patterns developed 
on radar screens are illustrated in chap- 
ter 6 of this manual. 

The ability to position the beam at any 
point on the screen and the automatic 
control of the brightness of the spot by 
suitable deflecting fields are the founda- 
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2. Motion of Electrons in Electrostatic Field 


a. Natore or CuHarcep Bopres. The atoms 
which constitute all matter are composed of ele- 
mentary particles of electricity known as electrons 
and protons. The amounts of electricity repre- 
sented by these two basic particles are equal, but 
the magnitude of the elemental charges is far too 
small to be of much practical use. A charged 
body contains an excess or a deficiency of a large 
number of electrons. Charge in solid bodies usu- 
ally is described by referring to either addition or 
removal of electrons rather than of protons. 
Electrons are more mobile because of their much 
smaller mass (1/1850 that of the proton) and are 
forced more readily to move from place to place. 
Any body which has been forced to accept more 
electrons than it normally holds is said to be 
charged negatively. A body which has been 
forced to lose some of its electrons is said to be 
charged positively. 


6. Evecrric Fieutps anp Lines oF Force. 


(1) Bodies bearing charges react in a certain 
manner upon each other. For example, 
a hard-rubber comb assumes a negative 
charge if it is run through the hair a few 
times. If the comb is brought near some 
small bits of paper, the latter are given an 
opposite charge. The result is that the 
comb attracts the paper. A glass rod as- 
assumes a positive charge if it is rubbed 
with a silk cloth. If the rod is brought 
near some small bits of paper, they are 
given an opposite charge, and the rod 
then attracts them. Evidently some force 
exists between the bodies. The field con- 
cept was introduced to explain these oc- 
currences. An electrostatic field, some- 
times called an electric field, is a region 
in which electric forces are acting. This 
field represents energy, or the ability to 
do work. The work is done in the form 
of a force that is exerted on other charges 
within the field. Hence, the electrostatic 
field, or electric field, may be referred 
to as a field of force. Consider two neu- 
tral bodies, such as a pair of small pith 
balls freely suspended by fine threads. 
One of these is given a positive charge 
when touched by the positively charged 
glass rod mentioned above. The other is 
given a negative charge when touched by 
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the negatively charged rubber comb. 
Electrostatic fields now exist around 
these two oppositely charged bodies. The 
electric field around the positively 
charged ball exerts a force on the nega- 
tively charged body. The electric field 
surrounding the negatively charged body 
exerts a force on the positively charged 
ball. 

(2) These fields are invisible and can be de- 
tected only by the effects they produce. 
In order to assist in visualizing them, the 
artifice of lines of force is used. ‘These 
lines have no reality and are merely a 
convenient way to represent the patterns 
formed by the electric fields. They are 
the paths along which the force is ex- 
erted. This force not only has definite 
magnitude but also acts in a definite di- 
rection. Hence, the lines of electrostatic 
force usually are represented as arrows, 
to indicate direction. 

(3) Two conventions exist as to the direction 
of a line of electric force. One practice 
is to consider the effect of the field on a 
unit positive test charge. This charge 
would be repelled by a body having a 
positive charge and would be attracted to 
a body having a negative charge. There- 
fore, a line of electric force would have 
a direction from the body or region of 
positive charge to the body or region of 
negative charge, or from positive to 
negative. If the unit test charge is con- 
sidered to be negative, the direction in- 
dicated above would be reversed (fig. 7). 
In the cathode-ray tube we are interested 
only in the effect. of the field on the elec- 
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Figure 7. Electrostatic field beticeen two bodies with un 
like charges in which the direction of the lincs of force 
ts indicated by the cffect of the field on a unit negative 
test charge, such as an electron. 


(4) 


tron, which is the basic negative charge. 
For that reason, the direction along 
which the electrostatic line of force acts 
is shown from negative to positive, as 
this is the direction of electron motion. 

The lines of electrostatic force have two 
important properties. First is the prop- 


way altering the condition that lines of © 
force from a negative charge will ter- 
minate on a positive charge. Although 
the magnitude of the force exerted will be 
quite small with widely separated 
charges, this does not change the over-all 
picture. 


erty of lengthwise contraction. A (3) There should be no space between the 
stretched rubber band tends to contract lines of force. This would imply that 
along its length and in so doing accom- between the lines no force is felt. Actu- 
plishes work by converting potential ally, all the area should be understood 
energy into energy of motion, called kin- to be filled with the lines of force, but 
etic energy, and also heat. The poten- because of the limitation of illustration 
tial energy present along a line of electric only certain lines are shown. These lines 
force may be converted to kinetic energy represent force per unit area perpendicu- 
and heat when that line of force contracts. lar to the lines. The spacing of the lines 
This means that a stationary charge, has a quantitative aspect; where the lines 
such as an electron, may be moved. are concentrated, the field is intense. 

(5) Second, lines of force acting in the same (4) In the event that the two unlike charges 


direction have the property of lateral 
repulsion. Therefore, the lines of force 
which join two charges are curved at 
points other than on the straight-line axis 
between the charges (fig.7). Because of 
the equal repulsion on both sides of the 
axial line of force, this line is straight. 
At distances from the axis, the lines of 
force curve outward because of the 
greater repulsive force from the direc- 
tion of the axis and the smaller repulsive 
force from the outer side of the force 
line. 


c. Frecps Between UNLIKE CHARGES. 
(1) It is a basic law of physics that unlike 


(2 


—_ 


charges attract each other and _ like 
charges repel each other. This law is 
based on observation, experiment, and 
analysis. The lengthwise contraction of 
the electrostatic lines of force was 
assumed as an aid in the explanation of 
this phenomenon. 

Consider two small bodies which are 
charged oppositely (fig. 7). These two 
bodies tend to attract each other. Lines 
of electrostatic force are shown connect- 
ing them. Every line of force between 
two charges should be shown joining these 
two charges. However, because of limi- 


(1) 


are distributed uniformly over the sur- 
face of large or irregularly shaped 
bodies, the pattern of the lines of force 
is quite different. However, the general 
principles which have been given still 


apply. 


d. Fretps Between Like Cuarces. 


Consider the configuration of the electric 
field between two like charges (fig. 8). 
The lines of force shown seem to have no 
termination. This appears to be true be- 
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Figure 8. Electrostatic field between two like charge ~my 
(negative) showing the lateral repulsion effect and thu... 
flattening of adjacent lines of force having the sdm—qe 
direction. 


tations in illustrating, some of these lines 
are shown incomplete. The unlike 
charges may be far apart without in any 
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cause only part of the fields can be shown 
in the illustration. What actually is 
shown is that section of two separate 
fields extending between two unlike 
charges (one being shown and the other 
existing at some remote location in 
space), which is in the vicinity of the 
two like charges. 

(2) The repulsion which exists between two 
like charges is due to the lateral repulsion 
between lines of force having a similar 
direction. The charges, being attached 
to the lines, likewise feel the same forces 
and move apart. The motion of the 
charges is caused by these repulsive forces 
between similarly directed lines of force. 
Since lines of force cannot cross, the dis- 
tortion indicated in figure 8 results. If 
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Figure 9. Electrostatic field between tivo charged plates 
showing the uniform field consisting of parallel lines of 
force and the fringe field consisting of curved lines. 
Three individual electrons, a, b, and c, are shown in 


the charges are prevented from moving field. 


because of the nature of the system, the 
repulsive forces are still present. The 
facing lines of force are flattened along 
their length as a result of the repulsion 
between them. 


e. Forcrs IN FieELD BETWEEN CHARGED PLATES. 


10 


(1) Two parallel metal plates are arranged 


a short distance apart and then are con- 
nected to a source of d-c voltage. Plate 
C (fig. 9), which is connected to the nega- 
tive terminal of the voltage source, has 
an excess of electrons and is charged 
negatively. Plate A, which is connected 
to the positive terminal of the voltage 
source, is positively charged. An electro- 
static field is created between the plates, 
and the space is filled with lines of elec- 
trostatic force. Most. of the lines of force 
that are shown joining the oppositely 
charged plates are straight because of 
the balanced repulsive forces around the 
lines. With forces of equal magnitude 
tending to repel each line from all direc- 
tions, the balancing of these forces leaves 
the line straight. This is not true of the 
lines at the borders of the plates, or 
fringing area. These lines curve out- 
wardly because of the unbalanced forces. 
Disregarding the nonuniform fringe 
field, the rest. of the field can be seen to be 
a uniform field. 
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(2) Before a charge was placed on the metal 


plates, a balanced condition existed, and 
an equal number of electrons were present 
on both plates. During the course of 
charging the plates, it was necessary for 
work to be done on the electrons. The 
force needed to accomplish this work was 
applied by the voltage source. This volt- 
age source thus introduces the initial 
difference of potential or electromotive 
force that is needed to make the electrons 
move around the circuit. As the electrons 
are transferred from one plate to another, 
they convey energy and gradually estab- 
lish a corresponding difference of poten- 
tial between the plates themselves. When 
the electrons finally come to rest and the 
plates have been charged to the voltage 
of the power source, the energy which 
was imparted by the voltage source has 
been transferred to the electrostatic field. 
The charge in the plates establishes a cor- 
responding difference of potential be- 
tween the plates themselves. The differ- 
ence of potential between the two parallel 
facing plates represents the capabilities 
of the electrostatic field to make electrons 
move, just as the original difference of 
potential from the voltage source enabled 
the electrons to move through the system 
initially. 


(8) If three individual electrons are located 
within the uniform electrostatic field (fig. 
9), these electrons are acted upon by that 
field. The positively charged plate A 
attracts the electrons a, b, and c; the nega- 
tively charged plate C repels these elec- 
trons. Both of these forces are acting in 
the same direction. The electrons are 
made to move away from the negatively 
charged plate and toward the positively 
charged plate. Electron b, which is lo- 
cated midway between the charged plates, 
experiences equal force of attraction and 
repulsion, both tending to move b in the 
same direction. Electron a, which is 
nearer the negatively charged plate, ex- 
periences a greater force of repulsion 
because of its nearness to the negatively 
charged plate. It feels a smaller force 
of attraction to the positively charged 
plate because of its greater distance from 
that plate. The total force exerted on 
electron a therefore is maintained in the 
same manner as that exerted on electron 
b. Electron c, located nearer the positive 
plate, experiences a reduced repulsion 
force from plate C but an increased at- 
tractive force from plate A. The total 
force exerted on electron c is the same as 
that exerted on electron b. Regardless of 
the location of an electron within the 
uniform electric field, the force exerted is 
the same. Also, the electron tends to 
move in a direction which is parallel to 
the electrostatic lines of force. 

The field does work on the electrons, 
which acquire kinetic energy from the 
potential energy contained in the field. 
To specify the magnitude of energy 
gained by the electron, the term electron 
volt is used. If the difference of potential 
between the pair of parallel plates is 1,000 
volts and if the electric field accelerates 
the electron from one plate to another, or 
through 1,000 volts, the electron has 
gained 1,000 electron volts of kinetic 
energy. It can be said that the electron 
has a velocity of 1,000 volts. The velocity 
of an electron also can be expressed in 
terms of a percentage of the velocity of 
light. The following table gives the 


(4) 
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Accelerating voltage (volts) 


approximate electron velocities for vari— 
ous accelerating voltages: 


Percent of light velocit » 
percent) 


Beate sot user eeu oe ees 7 
ss pas eee A ae Sete sea ass 14 
Sis ease BE et eae 19 
Hoste eweue seus eee aes 33 
Tiassa ean eee nae eae cle 44 


f. EquirorentiaL Points anp Lins. 


(1) 


(2 


wee” 


(3) 


By definition, the potential of a point is 
the work which must be done on a unit 
charge to transport it from a ground ref- 
erence point to the point in question. As 
work is the product of force by distance, 
the potential of a point in space is pro- 
portional] to either force or distance when 
the other quantity is fixed. In a uniform 
electric field the force is constant at all 
points, therefore, the potential at any 
point is proportional to the distance froma 
the reference point. 

If two surfaces are 1 centimeter apart 
and have a difference of potential of 300 
volts between them, the potential along 
any line of force between the plates im- 
creases progressively from zero at the 
reference point (the negative plate) to 
a maximum of 300 volts at the positive 
plate. To move a charge to a point mid- 
way between the plates an amount of 
work must be done on the charge which 
is half the amount needed to move the 
charge all the way to the positive plate. 
Thus, this midway point would have a 
potential of 150 volts (fig. 10). A point 
in space that is located at one-fifth the 
total distance away from the negative 
plate would have a potential of 60 volts. 

In a uniform field, the points of differemy¢, 
potential, as established on one line q¢E 
force, are exactly the same as similaay. 
points on the other lines of force. Them~q_ 
fore, points of equal potential (equips ._ 
tential points) exist on each line of fore_~ 
If the equipotential points are connect@a, 
a pattern of equipotential lines is p : 
duced (fig. 10). Each equipotential lm 


” 


Kare 


actually represents an equipotent. =) =n 
plane, and thus each line shown in t— a 
ay 
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Figure 10. Potential of points located within uniform 


electrostatic field between two charged plates. 
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Point 


midway between plates will have a potential of 150 
volts, as shown. Points of equal potential along lines 
of force (dashed lines) between charged plates are con- 
nected to form equipotential lines (solid lines). 
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(4) 


illustration should be thought of as a cross 
section of a plane. The potential of any 
point located on an equipotential line is 
the same as that of any other point. At 
any point along the 150-volt equipoten- 
tial line which is located midway between 
the charged surfaces the potential is the 
same, 150 volts. At any point along the 
270-volt equipotential line the potential 
is the same, 270 volts. These equipoten- 
tial lines are not lines of electrostatic 
force but are lines along which the poten- 
tialis uniform. Equipotential lines cross 
the lines of electrostatic force at right 
angles. Hence, the electrons, which tend 
to move parallel to the electric lines of 
force, move across an equipotential line 
at right angles. 

Thus far only the uniform field, consist- 
ing of straight and parallel lines of elec- 
tric force, has been considered. If the 
field is examined at the borders or fringes 
of the charged plates, it will be seen that 
the lines of electrostatic force are curved 
outwardly. The equipotential lines must 
be at right angles to the lines of electric 
force; hence, these too are curved. When 
an electron is on the fringe field, it does 
not move directly to the positive plate but 
follows a curved path, always at right 
angles to the curved equipotential lines. 
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g. Movina ELecrron 


In Firmiu Berween 


CuarceD PLaTEs. 
(1) In most cases, the fields that are used 


(2) 


curved charged plates. 


within the cathode-ray tube are not uni- 
form. A simple nonuniform field may be 
produced by two surfaces, one plane and 
the other curved (fig. 11). In the vicin- 
ity of the curved surface the lines are 
curved, gradually straightening out as 
the plane surface is approached. At this 
surface the lines run parallel to each other 
and to the surface. Electron b moves di- 
rectly to the positive plate B, following 
a straight-line path. This path is, at 
every point, perpendicular to each 
equipotential line that is crossed by the 
electron. Electrons a and c, on the other 
hand, must follow curved paths, as 
shown, in order to cross the equipotential 
lines at right angles. Thus, the three 
electrons tend to converge upon plate B 
in a much smaller area than that from 
which they originated. 

To make the electrons diverge, a different 
field configuration is needed. This may 
be produced by changing the direction of 
curvature of the curved electrode (fig. 
12). Here the electrons obey the same 
laws and diverge in moving toward the 
positively charged plate B. Note that 
when the field curves in one direction, the 
electrons within that field are made to 
converge. When the field curves in the 
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Figure 11. Equipotential lines shown between plane and 


Hlectrons move perpendicular 


to lines and, in moving toward plate B, the three elec- 
trons shown tend to converge. 


Voy p barge are made to converge as they cross the 
. ‘ 1 | | | | | | lines which bulge through the opening 
Le teal in plate A. They then tend to cross each 
os TO as | | other within the field between the two 
O b| Vryugl | | +300 holes. Finally, they continue along ag 
—j-l--+4—l— 4 — diverging path as they cross the lines 
Cc} ly I} Jl | | which bulge through the opening in plate 
~ Py 7 - | | B. Electron b moves along a straight- 
A / ~ /_ a amelas oa ++ +-78 line path, as it is on the axis of symmetry, 
/ / 1 | 1 | | | and advances across each of the equipo- 
y ~_l bt tuirda tential lines at right angles. 


O 60 120 180 240 300 (4) The effect on the three electrons above 


is roughly similar to the effect on three 


T™ 671-12 
Figure 12. Equipotential lines shown between plane and light ie le which Bass through . simple 
curved charged plates. The three electrons reach optical lens. Just as a glass lens refracts 
plate B much farther apart than they were originally the rays of light in such a way as to bring 
when near plate A. them to a focus, so the electric field bends 

: ; ; Lee the electron paths. 
opposite direction, the electrons within (5) Two hollow cylinders arranged along a 


that field are made to diverge. The 
curvature of the electrostatic field has 
been produced by curving one of the 
charged surfaces. 


single axis may be used (fig. 14). Ifthe 
smaller cylinder A is made positive with 


(3) Asimpler method of producing this curv- A F _ C 
ature is to use two plane surfaces or C DEF 
disks with aperatures at their centers. SS ies eto ne? 
The equipotential lines (fig. 18) bulge o-— “See <—T OAXIS 
through the holes because of the field eee i al = 
which extends through the openings. Cee EER ON 
Electron movement is influenced not only oe epee NK 
in the space between the disks but also A FE’ p' C' 
outside this space in the vicinity of the eanearas 


openings. Assume that three electrons, 


: Figure 14. Elect i "€€ in-~ 
a, bheand c, are moving towar artheé aper- gu 4 ectrostatic field beticeen two charged cylin 


ders. The pairs of letters indicate the start and end 


an electrostatic field is set up between the 
cylinders. All the lines of force are act— 
ing in the same direction, and, because O-€ 
their lateral repulsion, they tend to he 
flattened near the axis. In this vicinit- ~»y 
the lines tend to run along almost paralle=y 
paths. The resulting equipotential line 
assume three general forms (fig. 15)—____ 
convex within cylinder A, plane in th>wy ot 
Figure 18. Mauipatentigl lines beticeen tio asks, each region where the edges of the two cylir ee: 
having an aperture at its center. The lines in the vicin- = 
ity of the aperture in disk A curve in the opposite direc- - 
tion to those in the vicinity of the aperture in disk B. cylinder B. 


2 ' ——— 


ture in plate A from the left. They first of each line of force, and the arrows indicate the direc- 
tion of the force as being from the cylinder of lower 
AQ@til | ( | [ | ( | B potential toward the cylinder of higher potential. 
Meta detain ee 
tt hay ! Ly i respect to a fixed reference point, while 
} } j play \ \ : cylinder B is made more positive than A, 
$i 1 | 
' 7 
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ders are near each other, and concave 2 +p, 


62527 °—-51 
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(6) Consider a source of electrons (fig. 15) 


from which three electrons, a, b and c, are 
emitted at a comparatively low velocity. 
These electrons move toward the cylin- 
ders because of the positive charge that 
exists there. When the electrons enter 
cylinder A, they begin to feel another 
force caused by the electrostatic field 
which exists between the cylinders. This 
field has a tendency to carry the electrons 
away from the inner surface of cylinder 
A and toward the inner surface of cylin- 
der B. Both of these forces act upon the 
electron, and its actual movement is the 
combined result of the two. When the 
electrons first enter cylinder A, they are 
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Figure 15. Equipotential lines resulting from electrostatic 
field that exist between tio charged hollow cylinders. 
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(7) 


moving at a comparatively low velocity. 
The influence of the field bet ween the two 
cylinders is great. This field causes the 
diverging electrons, a and c, to change 
their direction of motion and begin to 
move toward the axis. As the electrons 
approach the axis, they are being acceler- 
ated through the field by the higher 
positive charge on cylinder B. By the 
time the now converging electrons reach 
cylinder B, they are traveling at a higher 
velocity. The force tending to urge them 
to the inner surface of cylinder B has 
less effect. The electrons speed on 
through cylinder B and eventually con- 
verge at some remote point beyond cylin- 
der B. 

The direction in which electron b moves 
is not changed by the electrostatic field. 
This electron moves in such a way that it 
crosses each equipotential line at right 
angles. Thus, electron b is accelerated 
through the field but its original direc- 
tion of motion is unchanged. 
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3. Motion of Electrons in Electromagnetic 
Field 


a. MaGnetic Frevp anp LINngEs or Force. 


(1) 


(2) 


(3) 


When a charge is made to move, there is 
set up about that charge a field of force. 
This is known as an electromagnetic, or 
simply a magnetic, field, which is a direct 
result of the motion of the charge. If 
this motion stops, the magnetic field dis- 
appears. If the motion is constant, the 
strength of the field is unvarying. Ifthe 
motion varies, the strength of the field 
changes. This field originally was de- 
tected by its influence on a magnetic com- 
pass needle. Although the exact nature 
of the space in which the field existed was 
not known, it was recognized as a special 
condition akin to magnetism. There- 
fore, the term electromagnetic or mag- 
netic field was originated. 

This field represents potential energy 
which can be converted to kinetic energy 
when causing another object which has 
its own magnetic field to move. It is cus- 
tomary to show a pattern of this field of 
force and to indicate by arrows 'the direc- 
tion along which the magnetic force acts. 
This direction was decided arbitrarily to 
be the direction along which a unit north 
magnetic pole moves under the influence 
of the magnetic field in question. 

It has been shown that an electrostatic 
line of force joins unlike charges and 
starts from and terminates upon charges. 
Maenetic lines of force are not attached 
to the charge but form complete loops 
around the moving charge in planes 
which are at right angles to the direction 
of the motion of the charge. These loops 
of magnetic force, which constitute the 
magnetic field, extend outward infinitely. 
Because of limitations in illustration and 
because the intensity of the force dimin- 
ishes as the distance from moving charge 
is increased, usually only a few lines are 
shown. The direction of force due to the 
magnetic field at any point on a magnetic 
loop is tangential to the loop at that point 
and at right angles to the direction of the 
moving charge or electron flow (fig. 16). 
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Figure 16. Relationship of direction of current flow, 
plane of magnetic fleld, and direction of force caused 
by magnetic field. 


6. Macnetic Frrtp Arounp Conpvucror. 

(1) A moving charge in a conductor con- 
stitutes current flow. Surrounding 
every current-carrying conductor are 
closed loops of magnetic force which 
may be detected by test compass needles. 
The strength of the magnetic field at any 
point in space is directly proportional 
to the amount of current flow and in- 
versely proportional to the distance from 
the conductor to the point of measure- 
ment. 

(2) Consider two equal test areas surround- 
ing the conductor. Unless the areas are 
spaced equally from the conductor, the 
field strength is not uniform (fig. 17). 
If some object susceptible to magnetic 
forces were placed at different points in 
the field, it would feel forces of varying 
magnitudes. In most cathode-ray tube 
applications a uniform magnetic flux is 
required. Figure 18 shows a portion of 
the magnetic field that exists between the 
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Figure 17. Nonuniform magnetic field around current- 
carrying conductor. Number of lines of force cutting 
identical test areae are equal in A but are unequal in B. 
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poles of a horseshoe magnet. The portion 
indicated by the broken lines may be con- 
sidered uniform, and the two test areas 
depicted are areas containing uniform 
magnetic flux. The remainder of the 
path for the magnetic lines of force is 
within the horseshoe magnet itself. 
Thus, the straight flux lines shown are 
merely a section of the larger flux loops. 
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Figure 18. Uniform magnetic fleld between poles of horse- 
shoe magnet. Both test areas are cut by the same num- 
ber of lines of magnetic force. 


c. Macnetic Fietp Arounp Colt. 


(1) As a step toward the development of a 
uniform magnetic field, the simple cur- 
rent-carrying conductor is formed into a 
single loop. The concentric circles of 
force now become eccentric circular loops 
with considerable crowding of the lines 
of force within the single wire loop. A 
greater number of magnetic lines exist 
per unit area within the wire loop than 
exist outside the loop. This field inten- 
sity can be increased further by increas- 
ing the amount of current flow. Also, 
reducing the radius of the loop or pro- 
ducing a cumulative effect by using more 
than one turn increases the field intensity. 

(2) When a solenoid is used, the fields pro- 
duced by the individual turns combine 
and develop a resultant field through 
and around the solenoid. The pattern 
produced by the lines of magnetic force 
begins to exhibit some degree of uniform- 
ity within the center windings of the 
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Figure 19. Approvimate uniform field within multilayer 
coil. Drawing shows coil in cross section. Electron 
ourrent flow is toward the reader in the upper section 
of the solenoid and aicay from the reader in the lower 
section of the solenoid. 


solenoid. A multilayer solenoid, whose 
length is short, may produce a strong 
magnetic field which is quite uniform 
within the solenoid (fig. 19). 


d. INTERACTION BETWEEN Macnetio FIe.ps. 


(1) Assume that a conductor is placed within 
a uniform magnetic field such as was pro- 
duced above by a multilayer short sole- 
noid. The conductor is surrounded by its 
own magnetic field because of the moving 
charges in the wire. If the individual 
fields are examined (fig. 20), it will be 
seen that both fields are acting in the 
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same direction above the conductor. The 
fields are acting in opposite directions 
below the conductor. The result is that 
a much more intense magnetic field is 
produced above the conductor because of 
the addition of two forces acting in the 
same direction. Below the conductor, the 
resultant magnetic field is reduced in in- 
tensity. This is because of the addition 
of two forces acting in opposite direc- 
tions. Magnetic lines of force tend to 
shorten themselves along their length and 
to repel each other laterally. Therefore, 
a force is exerted on the conductor in 
such a way as to move it downward (fig. 
20). It may be seen that the action is 
from the stronger field toward the 
weaker. 

(2) If the current through the conductor is 
reversed, the direction of the magnetic 
field surrounding the wire is reversed. 
The relative positions of strengthened 
and weakened parts of the combined field 
then are changed. The wire now feels 
a force which tends to push it in the op- 
posite direction upward. The direction 
of the force, and therefore the motion, 
are perpendicular to both the motion of 
the charges and the direction of the field. 

(3) Instead of the moving charges within a 
conductor, assume that they are located 
In space or in a vacuum in the form of 
moving electrons. The force that would 
be exerted on the moving electrons would 
be the same as the force which has been 
described as acting on the conductor. 


é. Etecrron Motion 1n Unirorm Maenetic 
Fretp. When an electron is propelled into a uni- 
form magnetic field, a force is exerted on it. This 
causes the electron to move at right angles to the 
direction of the lines of force and at right angles 
to its original direction of motion. Ifthe electrons 
move into the field shown at right angles (fig. 21), 
the force exerted tends to move the electrons down- 
ward. As the electron already has kinetic energy, 
tending to move it toward the screen, the resultant 
force is the combination of the two perpendicular 
forces, and a downward deflection will result. The 
amount of the deflection is increased if the velocity 
of the electron is reduced, the field strength is in- 
creased, or if the length of the field is increased. 
It should be noted that the magnetic field does no 
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TM 671-20 
A. Individual fields surrounding a current-carrying conductor which is located within a uniform magnetic fleld Electron 
current is flowing into the puge. B. Resultant fleld tends to force the conductor downward. 


Figure 20. Magnetic fields. 


work on the electron because force is perpendicular is not affected by the lines of magnetic 
to the motion of the electron at all times. force but continues to move in its orig- 
inal direction. In this case the magnetic 
field produced by the moving charge pro- 
duces exactly the same effect all around 
the electron; consequently, no change in 
direction occurs. If the electron enters 
the field at some intermediate angle be- 
tween 0° and 90°, a composite motion 
results, partly circular and partly linear. 
This combination produces a corkscrew- 
shaped or helical path. The direction of 
rotation of the helix is determined by the 
direction of the lines of magnetic force 


f. CrrcuLAR AND HeEticaL Morton or ELEcrron. 


(1) If an electron is projected in a long field 
at right angles to the lines of force, it ex- 
periences a constant force which acts at 
right angles to the direction of motion. 
Since the electron remains within the 
field and feels this constant force at every 
point, the path of the electron becomes a 
circle (fig. 22). In this particular case, 
the path is initially upward. If the di- 
rection of the field were reversed or if 


the electron entered the field from the aaa . 
opposite direction, the initial movement relative to the advancing electron. If the 


would: have: heen downward: when trac: forward motion of the electron is in the 
ing the circular path. The radius of the direction of the magnetic field, the path 
circle is determined by the same factors is an ordinary right-hand corkscrew (fig. 


as those which determined the amount of = ). ati ae ° ia ve arene oe 
deflection given above. the velocity of the electron. With a given 


(2) Anelectron which enters a magnetic field, velocity the greater the angle (approach- 
moving parallel to the lines of force, ~~ ~~ ____ 


Preeererr’t 


, 





FRONT VIEW SIDE VIEW 
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Figure 22. Circular motion of electron projected perpen- 
dicularly into uniform magnetic field. Fis the dircction 





TM 671-2! of the force exerted by the magnetic field, while V is 

Figure 21. Deflection of electron projected into short, uni- the direction of the instantaneous velocity of the 
form magnetic fleld. Field is directed into page. electron. 
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ing 90°) at which the electron approaches 
with respect to the lines of magnetic 
force, the greater is the loop size. 
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Figure 23. Helical motion of electron having both vertical 
and horizontal velocity components, in a uniform mag- 
netic field. 


4. Electron Gun 


a. Basic Evectron Gun. In order to produce 
the beam of electrons which will be focused and 
deflected by either electrostatic or magnetic fields, 
an electron gun is required. The electron gun is 
that portion of the cathode-ray tube which pro- 
duces a narrow beam of electrons that is to pass 
through the deflection system and finally strike 
the fluorescent screen. Although there are many 
variations in electron guns, their basic functions 
are the same. All electron guns provide a means 
of generating a supply of electrons; a method of 
accelerating these electrons at high velocity toward 
the fluorescent screen; a method of controlling the 
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Figure 24. Basic electrostatic cathode-ray tube. The 
electron gun consists of the heater-cathode, control grid, 
and first and second anodes. 
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number of electrons that make up the beam; and a 
means of focusing the divergent electrons to pro- 
duce a small point of light on the screen. 

6, ELECTROSTATIC AND ELECTROMAGNETIC TUBES. 
In the electrostatic cathode-ray tube (fig. 24), the 
electron beam is focused and deflected by means 
of electrostatic fields. These fields are produced 
by applying voltages to suitably shaped electrodes 
within the tube. In the electromagnetic, or mag- 
netic, type (fig. 25) focus and deflection are accom- 
plished by means of magnetic fields. These fields 
are produced by means of current-carrying sole- 
noids. The solenoids are mounted externally 
around the neck of the tube. 


ORIGIN 


OF 
BeciaaN FOCUSIN 
AREA ® DEFLECTION 


AQUADAG 


FOCUS COATING 


Ry 






CATHODE 
CONTROL 
GRID 









DEFLECTION 
COILS 





ACCELERATING 
ANODE 


TM 671-25 
Figure 25. Basic electromagnetic cathode-ray tube. The 
electron gun consists of the heater-cathode, control grid, 


and accelerating anode. Although the focusing element 
18 considered a portion of the electron gun in the electro- 
static type, usually it is not considered a part of the gun 
because in the magnetic type this element is an exter- 
nally mounted coil. 


5. Formation of Beam 


a. CATHODE Emission. Most cathode-ray tubes 
utilize an indirectly heated cathode. Passage of 
current through the twisted heater wire causes it 
to become red hot. Some of this heat is trans- 
ferred té the cathode cylinder which surrounds 
the heater. Thermal agitation of the earth 
oxides which form the coating on the cathode 
results in the emission of a large quantity of elec- 
trons from the cathode surface. A cloud of elec- 
trons, known as the space charge, is formed 
around the cathode. As the cathode loses elec- 
trons, it assumes a positive charge which attracts 
the electrons in the space charge back to the cath- 
ode. <A condition of equilibrium is reached in 
which just as many electrons leave the space charge 
to return to the cathode as leave the cathode to 
enter the space charge. 


b. Gri Controt. The control grid in most 
cathode-ray tubes consists of a hollow metal cylin- 
der which fits over the cathode. The cylinder 
has a small aperture at oneend. The grid always 
is operated at a voltage which is negative with 
respect to the cathode. Because of the nearness 
of the control grid to the cathode, only a small dif- 
ference of potential is needed to produce an elec- 
trostatic field of large magnitude. Therefore, 
small changes in control grid voltage produce con- 
siderable effects. High accelerating potentials 
applied to other electrodes in the gun-‘cause many 
electrons to move from the space charge, through 
the control grid aperture, and toward the fluo- 
rescent screen. The number of electrons which 
make up this electron beam (or cathode ray) can 
be controlled closely by the negative charge on the 
control grid. The more negative this element 
becomes, the fewer will be the number of electrons 
that enter the electron beam. As in an ordinary 
vacuum tube, it is possible to make the charge on 
the grid so negative as to cut off beam current 
completely. The brightness of the image which 
finally will be seen on the fluorescent screen of 
the cathode-ray tube is determined partly by 
the number of electrons which strike the screen 
and the velocity at which they arrive. A control 
of pattern intensity or brightness may be obtained 
by varying the negative charge on the control grid. 

ce. Focustne 1x Execrrostatic Tuses. The 
electrostatic field that is set up between two hollow 
cylindrical electrodes is used to focus the electron 
beam. This field acts on the diverging electrons 
in the beam in such a way as to cause them to con- 
verge. The required point of convergence is at 
the fluorescent screen. To compensate for slightly 
different electron path lengths in various tubes 
and for different electron velocities and beam 
density, it is desirable to have control over the 
focus action. Therefore, a means always is avail- 
able to vary the intensity of the electrostatic focus 
field. By varying the voltage on the first electrode 
with respect to the second, the strength of the field 
may be changed to permit optimum location of the 
focal point. In this way a small point of light, 
sharply focused, will appear on the screen. 

d. Focustne in Exvecrromaenetic Tupes. A 
multilayer coil of short length is located around 
the neck of the cathode-ray tube. When current 
is passed through this coil, known as the focus 
coil, an intense, uniform magnetic field is set up 
within the neck and along the axis of the tube. 
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This field acts on the diverging electrons in the 
beam in such a way as to cause them to describe a 
single-turn helical path within the field. The 
electrons converge at or near the fluorescent screen. 
The control of the proper focus is accomplished by 
varying the amount of current through the focus 
coil. This changes the intensity of the magnetic 
field which in turn properly locates the focal 
point. It is also possible to move the focus coil 
along the neck of the tube so that the focus control 
has the correct operating range. 


6. Fluorescent Screen 


a. Propucrion or Licut Outrvr. 

(1) Certain materials called phosphors have 
the ability to glow visibly whenever a 
beam of electrons strikes them. By ab- 
sorbing some of the kinetic energy from 
the electrons in the beam, some of the 
electrons in the phosphor crystal struc- 
ture are raised to highér energy states 
or excitation levels then their normal 
states. These higher energy states are 
unstable, and certain probability func- 
tions exist that the excited electrons will 
give up the additional energy in the form 
of radiation, and in so doing fall back to 
their normal energy states in the crystal. 
This radiant energy generally falls 
within the visible light portion of the 
electromagnetic spectrum, and _ hence 
light is produced. 

(2) When the electron beam strikes the screen 
material, other electrons are knocked 
completely out of the phosphor. These 
free electrons are known as secondary 
electrons and the process is referred to 
as secondary emission. This secondary 
emission results in‘some ionization of the 
phosphor because of the removal of elec- 
trons. Any free secondary electron in 
the vicinity of the positive charges will be 
attracted to this region of the phosphor 
and may produce light by the same proc- 
ess as do the primary beam electrons if 
the energy is great enough. 

(8) To provide intermediate energy level 
trapping states in the phosphor crystal 
and help initiate the energy transfer 
process, very small amounts of certain 
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impurities are added to the basic phos- 
pher material. The impurity, known as 
an activator, largely determines the color 
of light produced when the phosphor is 
struck by the electron beam. For exam- 
ple, a common phosphor is zinc sulfide. 
When this material is activated with 
silver, it produces a blue light; when acti- 
vated with copper, the color is blue-green; 
and when activated with manganese, the 
color is orange. A variation in the 
amount of activator changes the color of 
light produced or may actually quench 
the light completely. 


b. CascaDE ScrEEN. This type of screen is made 
up of two separate phosphors, one coated on top 
of the other. The purpose of such a combination 
is to make available the best characteristics of 
separate phosphors and to combine them on the 
face of a single tube. For example, assume that 
a screen material is required which has high effi- 
ciency and a particularly long afterglow; that is, 
considerable visible light remains after the elec- 
tron beam has left the screen. A phosphor is 
known which has the required long afterglow but 
it is very inefficient. If a highly efficient phosphor 
is coated on top of the phosphor which has the 
required long afterglow, the following action 
occurs: The electron beam hits the highly efficient 
phosphor, which glows brightly upon impact; the 
bright light which is produced is used to excite the 
second layer; under the influence of the light from 
the first phosphor, the second phosphor produces 
visible light for a considerable period of time. 


c. LUMINESCENCE. 

(1) Visible radiation or the production of 
visible light by any means is known as 
luminescence. When light is produced 
by living organisms (such as the firefly) 
the term bioluminescence is used. Light 
produced by a chemical reaction is re- 
ferred to as chemiluminescence. Cath- 
odoluminescence is the term applied to 
luminescence that is caused by the impact 
of electrons, produced by cathode rays, 
against some surface. This last-named 
term is the one we deal with in cathode- 
ray tubes, where the surface is the screen 
of the tube. 
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(2) Materials can luminesce during and 
after their period of excitation. Fluw- 
orescence is the term used to refer to 
luminescence produced while the ma- 
terial actually is being excited or during 
the time that the electron beam actually 
is striking the screen. The period of 
fluorescence continues as long as the elec- 
tron beam is active and may exhibit any 
color; this depends on the material used. 
Phosphorescence refers to light emission 
which persists after the excitation has 
been removed. Thus, after the bom- 
bardment by the electron beam, the screen 
continues to give off light for a period of 
time which depends on the type of ma- 
terial that is used. The color of hght 
produced during the period of phos- 
phorescence may be the same as that pro- 
duced during fluorescence, or it may be 
a different color. 


d. Persistence. The duration of the period of 
phosphorescence or afterglow is the persistence of 
the screen material. If the persistence is from 
a few microseconds to about 1 millisecond, it is 
referred to as short. A medium-persistence 
screen may have an afterglow which lasts from a 
few milliseconds to 1 or 2 seconds. Any screen 
that has persistence which exceeds this amount 
is referred to as a long-persistence screen. The 
persistence which is required depends on the 
specific application. For example, when observ- 
ing a screen pattern which is constantly changing 
at a fast rate, a medium or short-persistence 
screen is needed. On the other hand, if a tran- 
sient is to be observed and studies, a long-persist- 
ence screen may be desired. 

e. SPECTRAL Enercy Disrrisution. The human 
eye responds to only a narrow portion of the elec- 
tromagnetic spectrum. Even within that narrow 
portion, the relative sensitivity of the average eye 
varies considerably. If a curve is drawn showing 
relative sensitivity versus wavelength, it will be 
seen that maximum sensitivity occurs at a wave- 
length of about 5560 A. (One angstrom unit, A,, 
corresponds to a wavelength of 10-° centimeters.) 
This corresponds to a _ greenish-yellow light. 
Curves which show the relative intensity versus 
wavelength of a particular phosphor are known 
as spectral-energy distribution curves. The exact 
shape of the curve varies widely; this depends on 
the particular phosphor involved. When two dif- 


ferent phosphors are used, two well-defined peaks 
may be seen in the curve (fig. 26). 
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Figure 26. Typical spectral-energy distribution curve of 
a screen material made up of two different phosphors, 
showing two radiant energy peaks at two different 
wavelengths. 





7. Writinc Speep Cuaracteristic. Writing 
speed refers to the linear velocity of the trace 
over the screen, usually stated in inches or centi- 
meters per second. This is an important charac- 
teristic in the observation of transient phenomena 
and certain radar displays. The writing speed 
is determined largely by the frequency and peak- 
to-peak amplitude of the deflection signal that is 
applied to the cathode-ray tube. For example, 
a 1 megacycle sine wave having a peak-to-peak 
amplitude of 2 inches requires a writing speed of 
6.28 inches per microsecond. 

g. PuospHors. Phosphors for excitation by 
cathode rays today are classified into 15 general 
groupings, designated from P1 to P15. A trend 
toward standardization exists, but it has not pro- 
gressed sufficiently to include the exact chemical 
composition and persistence of the common phos- 
phors referred to in the following table. 


Table I.—Phosphor Ratings 








Phosphor No. Fluorescence Phosphorescence Persistence Applications 

Plinwced Green__.....--- Green______---- Medium-_-_-_-_-_--- General oscilloscope use, such as for periodic 
waveform observation. 

PA cies Ses White:c220 524-2 White._._..__-- Medium_-_____-- Principally used for television picture tubes. 

POs Blue__....-_-_- Blue________--- Very short___-_-- Principally used in oscillography where high-speed 
photographic recording is required. 

PU Blue-white______ Greenish-yellow | Very long.------ Used for observation of slow and medium transient 

or yellow. phenomena. First used in radar (cascade screen). 
Pilgcenke BUG. 223s Bile soto sc Short_.-..--.-- Principally used for photography, but for lower 


h. Seor Burn. When the beam of electrons 
strikes the fluorescent screen, some of the kinetic 
energy is converted into heat. This reduces the 
efficiency of most phosphors. If the beam is con- 
centrated on a small part of the screen, the gen- 
erated heat is confined, and the temperature of 
that area rises. The amount of heat produced is 
increased if an extremely bright spot resulting 


Section II. 


7. Elementary Electrostatic Cathode-Ray Tube 


a. ORGANIZATION AND Funcrion oF ELEMENTs. 
The basic type of electron gun used in electrostatic 
cathode-ray tubes is known as the triode gun (fig. 
27). It consists of an indirectly heated cathode 
which is in the form of a cylinder closed off at one 
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speeds and higher efficiency recordings than the 
P5 phosphor. 


from a dense electron beam is used. As a result, 
permanent loss of screen efficiency may occur in 
that area. There may be sufficient heat produced 
to burn away the phosphor. In that case there 
will be no luminescence in the affected area. In 
order to prevent a burning of the screen, excessive 
intensity should not be used and the beam should 
not be allowed to remain for long periods of time. 


ELECTROSTATIC CATHODE-RAY TUBE 


end by a small plate. This plate is coated with 
barium and strontium oxides which emit a large 
number of electrons. The cathode is brought to 
operating temperature by a twisted heater ele- 
ment which is contained within the cathode cy]l- 
inder and separated from it by a heat-conducting 
ceramic sleeve. Surrounding the cathode is a cy]- 
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Figure 27. Complete triode electrostatic electron gun 
assembly with deflection vlates. 


inder which has a baffle with a tiny aperture at its 
center. The cylinder is known as the control grid. 
The grid aperture is smaller than the emitting 
surface, and the spacing between the aperture and 
the cathode emitting surface is very small. Fac- 
ing the control grid is the first anode cylinder (of- 
ten called the focus anode). This is coaxially 
symmetrical ‘with the control-grid cylinder and 
contains several baffles, each with an aperture at 
its center. Next to the first anode is the second 
anode, usually called the accelerating anode. This 
structure is coaxially symmetrical with the first 
anode and has two bafiles. An extension of the 
second anode exists in the form of a conducting 
coating on the inside of the envelope, extending 
from the limit of the anode cylinder almost to 
the screen of the tube. Connection to this coating 
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is accomplished by a spider arrangement of elec- 
trically conducting spring contacts which are 
mounted on the gun. 

6. Scoematic RepresenTATION. Consider the 
schematic representation of the basic triode elec- 
trostatic cathode-ray tube (fig. 28). The second, 
or accelerating anode, A2, is connected to a fixed 
positive potential of several thousand volts. The 
first or focus anode, Al, is operated at a positive 
potential which is approximately one-third of the 
potential applied to the second anode. The focus 
anode potential is made variable in order to change 
the magnitude of the electrostatic field that acts as 
lens No. 2. In this manner, a control of focus is 
obtained. The control-grid potential always is 
negative with respect to the fixed cathode poten- 
tial. The negative voltage is approximately 10 
to 100 volts. It is made variable to afford control 
of the density of the beam, which determines the 
intensity of the pattern on the screen. The control 
grid functions with the first anode to form lens 
No. 1 which assists in the focusing action. 
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Figure 28. Schematic representation of triode electrostatic 
electron gun showing location of the two lenses. 
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c. PuysicaL SHAPES. 


(1) The glass envelope of the electrostatic 
cathode-ray tube is conical in shape, with 
a long tubular neck in which the electron 
gun is mounted. The fluorescent screen 
is coated on the large inside face of the 
cone. Because of the high voltages that 
are used, a high degree of vacuum is re- 
quired for the tube. This high degree of 
vacuum, coupled with the large surface 
area of the screen face, makes the tube 
dangerous to handle. Any weakening 
of the envelope which might be caused 
by a mechanical shock or a scratch on the 
glass may cause a severe implosion. The 
result may be widespread scattering of 


(2) 


(3) 


(1) 


fragments of glass and screen material. 
The usual precautions are to wear heavy 
gloves and shatterproof goggles and to 
handle the tube with extreme care. The 
powdered graphite coating (aquadag) 
that is applied to the inner surface of the 
tube serves several purposes: In addition 
to acting as an extension of the second 
anode and collecting the secondary elec- 
trons that are knocked off the screen, it 
serves as an electrical and optical shield. 
The electrical shielding effect around the 
electron beam reduces the influence of 
stray external electrostatic fields. This 
prevents undesired deflection or defocus- 
ing. Because the coating is black and 
opaque, it prevents stray light from 
entering the sides of the envelope and 
shining in on the image produced on the 
fluorescent screen. This prevents a re- 
duction in contrast. 

The screen diameter of electrostatio 
cathode-ray tubes ranges from 1 inch up 
to and over 20 inches, although the most 
commonly used screen sizes are 3, 5, and 
7 inches in diameter. Much information 
concerning the screen can be obtained 
from the standard type number which is 
used by most manufacturers—2AP1, 
5BP4, etc. The first digit identifies the 
nominal screen diameter in inches. The 
first letter identifies the order in which 
tubes of the same diameter were regis- 
tered. The last letter-number combina- 
tion identifies the type of phosphor used. 
The designation 5BP1 indicates that the 
tube has a screen diameter of 5 inches, it 
was the second 5-inch tube registered, and 
the screen phosphor is type P1 which 
glows with a green color and has a me- 
dium persistence. 

Electrode connections are made with 
multiple-contact sockets, while high-volt- 
age connections are frequently made with 
connections in the glass envelope itself. 


d. MopiricaATions AND MuLTIGUN TUBES. 


Several improvements over the basic 
triode gun have come into common usage. 
These include the use of a tetrode gun 
and a zero-first-anode-current electron 
gun. In the tetrode electrostatic gun, 
also called the preaccelerator or screen- 
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grid type, an additional electrode is in- 
serted between the control grid and the 
first anode. This second grid, operated 
at the same potential as the second anode, 
produces a number of advantages in tube 
operation. Some of these are: greater 
electron acceleration, a denser electron 
beam having a smaller diameter and thus 
producing a smaller and brighter spot on 
the fluorescent screen, and the elimina- 
tion of interaction between the control 
grid and the first anode. The major dis- 
advantage of the tetrode gun is excessive 
current drawn by the first anode. This 
1s overcome by the zero-first-anode-cur- 
rent gun. Here a complete redesign of 
the length and spacing of the electrodes 
is used and many masking baffles are 
eliminated. This produces a gun which 
has all the advantages of the tetrode plus 
negligible current drawn by the first 
anode. 

Where it is desired to present informa- 
tion from different sources or to show si- 
multaneous observation of two or more 
phenomena, a multigun tube is used. 
Here, anywhere from 2 to 10 similar elec- 
tron guns, placed side by side, are 
mounted within the neck of a single 
cathode-ray tube. Each gun produces 
its own separate pattern on the screen. 


(2) 


8. Electrostatic Focusing 


a. CoMPLETE System. A typical electrostatic 
focusing system is of the dual-lens variety (fig. 
29). The electrostatic field set up between the 
control grid and the first anode can be referred to 
as lens No.1. The function of this lens is to focus 
the bundle of electrons which pass from the 
cathode through the grid opening into a cross- 
over point of minimum diameter. It is desirable 
that this cross-over point be as small as possible 
because it is finally imaged on the screen. The 
second lens consists of the electrostatic field which 
is set up between the focus anode and the acceler- 
ating anode. This field acts on the diverging 
electrons in such a way as to cause them to change 
their direction of motion and converge at the 
screen. In addition, several baffles are used in the 
control grid and focus anode in order to mask off 
undesired fringe electrons so that a dense beam 
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Figure 29. Practical electrostatic focusing system showing the two sets of equipotential lines that form the lenses of . 
triode electron gun. 


of small cross-sectional area is produced. If the 
voltage on the control grid is changed, the effect is 
to change the location of the first cross-over point 
as well as its dimension. <A variation in the volt- 
age applied to the first anode has somewhat the 
same effect and, in addition, changes the location 
of the second cross-over point. 

6b. OpricaL ANaLocy. The situation described 
above is somewhat similar to a two-lens optical 
system for producing a bright point of light upon 
a screen (fig. 30). Here two glass lenses and 
several opaque masking bafiles are used to produce 
the required spot. 


c. Grip AND ANODE CONTROL. 


(1) The control grid of the cathode-ray tube 
is operated at a potential which is nega- 
tive with respect to the cathode. Con- 
sider the equipotential lines that exist be- 
tween the control grid and the first anode 
for two conditions of operation; for ex- 
ample, a grid bias of 0 volts and —30 
volts (fig. 31). With zero voltage on the 
control grid, the area bet ween the cathode 
and the grid aperture has a positive po- 
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tential. Under these conditions, the area 
of the cathode that is emitting corre- 
sponds to a projection of the area of the 
grid aperture. The maximum number 
of electrons is passing through the grid 
opening, producing a high-density beam 
current. With —30 volts on the grid, 
only the small area at the center of the 
cathode acts as an emitter. The remain- 
ing surface is prevented from emitting 
because the negative lines of equipoten- 
tial increase the effect of the space charge 
in that vicinity. Under these conditions 
a reduction in beam density occurs. If 
the control grid is made sufficiently nega- 
tive, the beam current may be completely 
cut off and no pattern will be produced. 
In addition to this effect, the shape of the 
field affects the paths of the electrons so 
that the position of the cross-over point, 
as well as its dimensions, is altered. 

Although the control-grid voltage affects 
the focus of the beam, its most important 
use is to control the intensity of the pat- 
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Figure 30. Optical equivalent of electrostatic focusing system. 
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Figure 31. Equipotential lines with grid bias equal to 0 
volts and —30 volts with respect to the cathode. 
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tern produced on the screen by changing 
the electron beam density. The intensity 
control or brightness control found in 
most cathode-ray tube instruments allows 
an operator to vary the intensity of the 
pattern produced on the screen from 
complete extinction to the limit of the 
tube. This control is a potentiometer 
that supplies a continuously variable 
negative potential to the control grid with 
respect to the cathode. Frequently, a 
signal voltage is applied to the cathode 
grid. The result is a variation of the in- 
tensity in accordance with the amplitude 
and the polarity of the applied signal. 
This process is known as intensity modu- 
lation and has many practical applica- 
tions in television and radar displays. 
(8) The voltage on the first anode also is 
made variable by use of a potentiometer, 
known as the focus control, which varies 
the field intensity between the first and 
second anodes. This electrostatic field 
is the principal focusing lens. It deter- 
mines the location of the final cross-over 
point in conjunction with the location of 
the first cross-over point. Although this 
field may be varied by changing the sec- 
ond anode voltage, this also will affect 
the acceleration of the electrons and will 
require the controls to be located in 
higher voltage circuits. Note that any 
variation in focus anode voltage affects 
the field between it and the control grid. 
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Therefore, a variation in the focus con- 
trol may require a readjustment in the 
intensity control and vice versa. 


d. INTENSIFIER ANopDE. Some electrostatic 
cathode-ray tubes use one or more intensifier 
anodes in the form of conducting coatings on the 
inside of the glass envelope (fig. 32). The pur- 
pose of the intensifier anode is to increase the 
brightness of the trace. An extremely bright 
trace is required for daylight viewing or projec- 
tion purposes. A simple method of producing 
an intense trace is to increase the magnitude of 
the accelerating voltage. This increases the elec- 
tron velocity and permits a greater amount of 
energy to be converted into light at the screen. 
If a higher accelerating voltage is applied to the 
second anode, the increase in velocity occurs be- 
fore deflection. The accelerated electrons thus 
spend much less time in the deflection field with 
a result that the normal deflection voltages have 
less effect. A more satisfactory method involves 
the use of high accelerating potentials with the 
resultant increase in electron velocity after the 
deflection has occurred. The intensifier anode is 
the element to which this high accelerating poten- 
tial is applied. 

e. Spor Size. In order to produce thin, well- 
defined traces on the screen of a cathode-ray tube, 
it is necessary that a small spot be used. Although 
a fairly small spot often is produced near the 
center of the tube, there is a tendency for the spot 
size to increase as the spot moves toward the 
periphery. This is due to the greater radius of 
curvature of the beam focal point compared to the 
radius of screen curvature. Thus, the beam 
strikes the screen not at the point of minimum 
beam diameter, but after its second cross-over. 
Also, the deflection system tends to defocus the 
spot near the tube periphery. In general, the 
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Figure 32. Cross section of envelope of 5LP1A cathode- 
ray tube showing the second and intensifier anode 
coatings. 
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spot size is increased with a higher density elec- 
tron beam and with a reduced accelerating poten- 
tial. The spot dimension also depends on the 
gun design which in turn is related to the specific 
purpose for which the tube was designed. 
Usually, the tubes having large screen sizes have 
somewhat greater spot dimensions. <A typical 
83-inch electrostatic cathode-ray tube may have a 
spot diameter of about .035 inch. A spot diameter 
of about .027 inch might be typical for a 12-inch 
tube. 


ELECTRON 
PROPELLED 
INTO FIELD 


Figure 33. Deflection of electrons between two parallel plates. 


angles to the first, horizontal deflection can be 
produced. These are known as horizontal deftec- 
tion plates (fig. 34). Both sets of plates are 
mounted in the tube neck just beyond the accel- 
erating anode. They usually are constructed as 
part of the electron gun to simplify manufactur- 
ing. Frequently, they are flared to permit wide 
angles of deflection without having the electron 
beam strike the edges of the plates. Standard 
practice is to designate the pair of plates nearest 
the screen as D1 and D2 and use these as the hori- 
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If excessive defiection potentials are used, the electrons 


will strike the edge of the plates (dotted line). 


9. Electrostatic Deflection 


a. DEFLECTION BreTWEEN CHARGED PARALLEL 
Pirates. Assume that an electron or a stream of 
electrons is propelled into the electrostatic field 
that exists between two parallel charged plates. 
There it will come under the influence of a force 
perpendicular to its original direction. The vector 
Vv, represents the initial velocity of the electron. 
The electrostatic field acting on the electron results 
in an acceleration in the direction of the field, 
causing the electron to travel in a parabolic path 
curved toward the positive plate. The vestor v, 
represents the velocity toward this plate acquired 
by the electron at any instant. The resultant 
velocity is seen to be the vector sum v; of the 
velocities v, and v.. If the direction of the electro- 
static field is reversed, the deflection will be toward 
the lower plate. 

6. Posirion oF DEFLEcTION Puiates. Note that 
the plates which are horizontally mounted produce 
a Vertical deflection of the electron beam. These 
are known as vertical deflection plates. If a sec- 
ond pair of parallel plates is mounted at right 


26 


Google 


zontal deflection plates. The plates nearest the 
second anodes are referred to as D3 and D4 and 
usually are used as the vertical deflection plates. 

c. Evecrron Pata Arrer Leavine Fietp. The 
path of the electron after leaving the deflecting 
field is a straight line, tangent to the path at the 
point where the electron leaves the field. Moving 
bodies tend to follow straight paths unless some 
applied force causes a deviation. Once the elec- 
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Figure 84. Arrangement of deflection plates within clec- 
trostatic cathode-ray tube. Plates D1 and D2 are the 
horizontal deflection plates while D3 and D4 are the 
vertical deficction plates. 


tron has left the deflection field, the transverse or 
crosswise component disappears, and the electron 
advances unimpeded until it strikes a surface. 

d. ANGLE oF DeFLEcTiIon. The angle of deflec- 
tion is that angle between the path of the electron 
as it leaves the field and a line parallel to the axis 
of the tube. For a given intensity of field this 
angle is directly proportional to the length of the 
deflection field which is determined by the length 
of the deflection plates. With a longer field there 
is more time for the field to act on the electron 
beam and cause deflection. Also, the closer the 
spacing between the deflection plates, the more 
intense the field for a given voltage between plates. 
This increases the angle of deflection. The angle 
also may be increased by increasing the difference 
of potential between the charged plates. Under 
these conditions, the transverse force is increased, 
with a resulting increase in deflection. Finally, 
the angle of deflection may be increased by reduc- 
ing the accelerating voltage. This reduces the 
velocity of the electrons and allows them to spend 
more time within the deflection field, which can 
therefore produce a greater effect. 


é€. DEFLECTION SENSITIVITY AND Factor. 

(1) Deflection sensitivity of a cathode-ray 
tube is a constant which indicates how 
much the spot on the screen is deflected 
(in inches, centimeters, or millimeters) 
for each volt difference of potential that 
is applied to the deflection plates. For 
example, tube specifications may describe 
a certain tube as having a deflection sensi- 
tivity of 2 millimeter per volt d-c. This 
means that when the tube is operated ac- 
cording to the stipulated conditions, 
every volt of d-c applied to the deflection 
plates causes the spot to move .2 milli- 
meter from its undeflected position. De- 
flection sensitivity is directly propor- 
tional to the length of the deflection plates 
and the distance between the deflection 
plates and the screen. It is inversely 
proportional to the separation between 
the deflection plate and the accelerating 
voltage. 

(2) Deflection factor indicates the voltage 
required on the deflection plates to pro- 
duce a unit deflection on the screen, and 
it is the reciprocal of deflection sensi- 
tivity. It is expressed in terms of a cer- 
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tain number of d-c volts per centimeter 
(or per inch) of spot movement. For 
example, in the tube mentioned above as 
having a deflection sensitivity of .2 milli- 
meter per volt d-c, the deflection factor is 
50 volts per centimeter. It is also com- 
mon to express the deflection factor in 
terms of the second anode.voltage. That 
is, the deflection factor is given as a cer- 
tain amount for each kilovolt of second 
anode voltage that is used—for example, 
60 volts d-c per inch/kilovolt of second 
anode voltage. With 1 kilovolt applied 
to the second anode, the factor is 60 volts 
per inch. With 2 kilovolts applied to 
the second anode, the factor is 120 volts 
per inch. 


7. Rapiat Deriection. An unusual type of 
electrostatic deflection is used when radial deflec- 
tion is required. Radial deflection causes the elec- 
tron beam to trace a spot that moves toward or 
away from the center of the screen. This is ac- 
complished by mounting a thin metal rod at the 
center of the screen. This rod coincides with the 
tube axis and extends several inches into the en- 
velope. When this rod is made negative, the 
radial field which it produces in conjunction with 
the second anode coating causes a radial deflection 
away from the center. When the opposite polar- 
ity 1s applied to this special electrode, radial de- 
flection toward the center results. 


10. Development of Linear Trace 


a. One of the most important types of deflec- 
tion involves the production of a linear trace. A 
linear trace is the pattern produced by a spot 
which moves at a uniform velocity. This spot 
travels equal distances in equal periods of time. 
A spot which moves across a 5-inch fluorescent 
screen in such a way that it covers a constant dis- 
tance of 1 inch for every second of elapsed time is 
said to be moving at a uniform velocity. The 
trace produced by the spot is a linear trace. The 
linear trace is important because it affords a simple 
method of making time measurements on the 
screen of a cathode-ray tube. If it is known that 
the spot is located at the extreme left of a 5-inch 
screen at a certain time, and that it moves hori- 
zontally across the screen at a uniform velocity of 
1 inch per second, it is evident that when the spot 
is at the exact center of the screen a time interval] 
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of 21% seconds has elapsed. When the spot has 
moved four-fifths of the entire distance across 
the screen, a time interval of 4 seconds has elapsed. 
A timebase has been produced. This timebase 
may be traced in any direction, but the common 
practice is to trace it horizontally. The linear 
trace also is useful when using a cathode-ray tube 
to produce a graph of some variable quantity 
plotted against time. 

b. To cause the spot to move in the manner de- 
scribed above an arrangement involving a voltage 
source and a potentiometer can be used (fig. 35). 
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Figure 35. Horizontal spot movement to. left and right 
from center position. 


When the arm on the potentiometer is set at its 
midposition, both horizontal deflection plates are 
at the same potential. With no difference of po- 
tential between the plates, no deflection is pro- 
duced and the spot is at the 0 position. As the 
arm is moved quickly toward the left, the right- 
hand deflection plate becomes more negative and 
the spot is deflected toward the left through posi- 
tions 0 to 7. If the potentiometer arm then is 
moved slowly and uniformly from the extreme 
left-hand to the extreme right-hand position, the 


voltage on the right-hand horizontal deflection 
plate varies gradually from most negative, 
through zero, to most positive with respect to the 
fixed potential on the opposite deflection plate. 
This causes the spot to move slowly and uniformly 
across the screen through positions 7 to 7’. If the 
arm finally is moved quickly back to the midpoint, 
the spot begins to retrace its path and move 
through positions 7’ to 0. By repeating this pro- 
cedure periodically, the spot is made to move 
slowly across the screen from left to right, then 
rapidly retrace its path. 

c. If the spot is made to move rapidly enough, 
the persistence of the screen and the persistence of 
the human eye combine to give the illusion of a 
continuous horizontal line of light. This line of 
light may exhibit some flicker if the rate of motion 
is only 15 to 25 times per second, but at higher 
speeds little flicker is observed. 

d. It is usual to require rapid spot movements. 
Therefore, the mechanical system described above 
is not satisfactory. A practical substitute is a spe- 
cially designed circuit that generates a slow linear 
rise of voltage accompanied by a rapid fall. Such 
a circuit is known as a sawtooth generator because 
of the shape of the waveform produced (fig. 36). 
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Figure 36. A practical sawtooth signal which is used to 
produce a lineur trace. 


Section Ill. ELECTROMAGNETIC CATHODE-RAY TUBES 


11. Elementary Electromagnetic Cathode-Ray 
Tube 


a, ORGANIZATION AND FUNCTION OF ELEMENTS. 
The basic electron gun used in the electromagnetic 
cathode-ray tube is the triode gun (fig. 37). The 
cathode and control-grid arrangement for the elec- 
tron gun is the same as it is in the electrostatic 
tube. Beyond the control grid is a hollow cylinder 
which has several baffles and which is coaxially 
symmetrical with the control-grid cylinder. This 
is the accelerating anode. A spider arrangement 
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Figure 37. Basic triode electromagnetic electron gun. 


connects this anode to the conducting coating 
within the tube. This coating acts as an extension 
of the accelerating anode and as a shield. An 
externally mounted coil is used to produce the 
magnetic field, which is the principal focusing 
means. 

6. ScHeMaTic REPRESENTATION. The accelerat- 
ing anode is connected to a fixed positive potential 
of several thousand volts. The control grid is 
maintained negative with respect to the cathode, 
as it is in the electrostatic tube. A variable con- 
trol is provided so that the intensity can be 
changed. A source of several hundred volts is 
used to supply current for the focus coil. 


c. PuysicaL SHAPES. 


(1) The glass envelope of the electromag- 
netic cathode-ray tube is usually more 
bow]l-shaped than that of an electrostatic 
tube (fig. 38). The neck is almost always 
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Figure 38. Outline of 10BP4 electromagnetic cathode-ray 
tube. Dimensions are in inches. 
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of smaller diameter than that of an elec- 
trostatic tube of similar screen size. The 
considerations involving care in handling 
and functions of the powdered graphite 
coating are the same as those discussed 
in paragraph 7c. A recent development 
is the metal type of electromagnetic 
cathode-ray tube. In this type, a glass 
neck and face are used in conjunction 
with a metal truncated cone. Three rea- 
sons are advanced for its development: 
lightness of weight, greater manufactur- 
ing flexibility (resulting in a less expen- 
sive tube with larger screen sizes), and 
better optical quality. 

(2) The screen diameter of electromagnetic 
cathode-ray tubes ranges from 2 inches 
to over 30 inches, although the most com- 
monly used screen sizes are 5, 7, 10, 12, 
16, and 19 inches in diameter. The same 
standard tube designations and means of 
making electrode connections are used as 
those in the electrostatic tube. 


d. MopiIFicaTIoNs OF ELECTRON Gun. Several 
improvements over the basic triode electromag- 
netic gun have been used. One of these involves 
the insertion of an additional electrode between 
the control grid and the accelerating anode. This 
electrode is in the form of a short metal cylinder 
known as the screen grid. Usually, it is operated 
at several hundred volts positive with respect to 
the cathode. The purpose is to prevent interac- 
tion between the control grid and the accelerating 
anode. Another modification involves a change 
in the position of the masking baffles, This re- 
sults in producing a smaller spot on the screen and 
minimizes defocusing caused by deflection fields. 
It also is possible to produce intensity modulation 
by applying signals to the screen grid. 

é. Ion Traps. 

(1) The presence of negative ions which 
have been liberated from tube electrodes 
or residual gas poses a problem in the 
electromagnetic cathode-ray tube. In 
electrostatic focus and deflection, the 
mass of the particles involved plays no 
part and electrons and ions are focused 
and deflected simultaneously. However, 
in an electromagnetic cathode-ray tube 
the greater mass of the ion prevents it 
from being acted upon properly by the 
focusing and deflection fields. The ions 
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is magnetically shielded to confine its field to its 
own immediate vicinity. The intensity of the 
magnetic field is not increased thereby because of 
the large reluctance of the air gap. A small air 
gap in the inner surface of the shield permits a 
rather concentrated field to extend outward into 
the neck of the tube (fig. 40). In order to pro- 
duce the proper magnetic field for correct focus- 
ing, the proper coil must be chosen. The coil 
selected depends on the number of turns and the 
current flowing in it, which gives the specification 
called ampere turns. Although there is consider- 
able variation from tube to tube, a typical value 
might be 400 to 600 ampere turns. A focus coil 
having 4,000 turns and carrying .15 ampere carries 
600 ampere turns. 

ce. Maenetic Focusine. To produce the proper 
focusing action it is necessary to produce a mag- 
netic field whose strength is correct. If the mag- 
netic field is too intense, the cross-over point will 
be located behind the screen. If the field is too 
weak, the cross-over point will be located in front 
of the screen. A rheostat usually is used to con- 
trol the amount of current flowing through the 
focus coil. This control, known as the focus con- 
trol, permits the field strength to be varied to pro- 
duce the correct focus. The rotational forces 
which act on the diverging electrons in the mag- 
netic field of the focus coil are proportional to the 
angle of divergence from the axis of the tube. 
Consequently, all the diverging electrons which 
enter the field from the first cross-over point are 
returned to the axis of the tube at the screen. 

d. Postrion or Focus Com. The mechanical 
arrangement of the focus coil allows it to be moved 
and tilted. Changing the position of the focus 
control changes the operating range of the focus 
control. In addition, the position of the coil 
somewhat determines the size of the spot. Finally, 
the undeflected location of the spot is partially de- 
termined by the tilt of the focus coil. For 
example, if the electron gun of the tube is slightly 
out of alinement, so that the undeflected spot is 
above the center of the screen, it 1s possible to pro- 
duce proper centering by tilting the top edge of 
the focus coil downward toward the screen. This 
method of centering introduces undesirable 
changes in the spot shape. 


13. Electromagnetic Deflection 


a. Drertection Corts. In an electromagnetic 
cathode-ray tube, magnetic fields are used to cause 
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deflection of the electron beam. The force ex- 
erted on the electron beam will always be at right 
angles to the motion of the electrons and at right 
angles to the direction of the magnetic lines of 
force. The magnetic fields which deflect the 
beam are produced by causing currents to flow 
through deflection coils mounted externally 
around the neck of the tube. Usually four deflec- 
tion coils are used. Two of these are wired in 
series and are mounted in order to produce a 
magnetic field whose lines of force run vertically 
through the neck of the tube. This vertical mag- 
netic field causes a horizontal deflection of the 
spot. The other pair of coils is wired in series 
and mounted in order to produce a magnetic field 
whose lines of force run horizontally through the 
neck of the tube. This horizontal magnetic field 
causes a vertical deflection of the spot. 

b. Position oF Dertection Yoxe. All deflec- 
tion coils are housed together in an assembly that 
slips over the neck of the cathode-ray tube. This 
assembly, known as the deflection yoke, is located 
beyond the focus coil and next to the flared por- 
tion of the tube envelope. Several physical 
arrangements arecommon. The usual air-core de- 
flection yoke is made up of four coils wound in the 
form of rectangles. The rectangular winding 
then is bent to fit around the neck of the tube 
(fig. 41). An alternate deflection yoke which 
uses an iron dust core may be used to produce 
greater flux uniformity (fig. 42). 
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A, Typical air-core deflection coils. These windings are wired 
in series and produce a vertical magnetic flux through the tube 
neck. Horizontal deflection results. B, Side view of the hort- 
zontal deflection coils. C, End view showing two pairs of 
deflection coils. 


Figure 41. 
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A, Square-shaped iron-core deflection yoke; B, Connections and 
field produced by the vertical defiection coils. 


Figure 42. 


ce. Evecrron Paty <Arrer Leavine FYIevp. 
When the electron enters the magnetic deflection 
field it experiences a deflecting force as it does in 
the electrostatic deflection system. This force is 
at any instant perpendicular to the direction of 
motion of the electron at that instant, and it does 
not change the kinetic energy of the moving elec- 
tron. While in a uniform deflecting field, the 
electron describes a path which is a circular are. 
However, after the electron has left the field, the 
path is straight because no other forces are acting. 

d. ANGLE oF DeFLEcTION. The angle between 
the path taken by the electron as it leaves the de- 
flection field and the axis of the tube is known as 
the angle of deflection. This angle depends on the 
current through the deflection coil, the number of 
turns, the length of the deflection field, and the 
accelerating potential used. In an electromagnetic 
tube the angle of deflection varies inversely as the 
square root of the accelerating voltage rather than 
inversely as the accelerating voltage as in the elec- 
trostatic tube. Therefore, increasing the accel- 
erating voltage on a magnetic cathode-ray tube 
has less effect in reducing the deflection angle than 
it does in the case of an electrostatic tube. Com- 
mercial practice has somewhat changed the con- 
cept of the deficction angle. This angle is now 
frequently taken to mean the entire angle bounded 
by the maximum allowable swing of the beam. 
Therefore, if the electron beam can be deflected 
25° above and 25° below the axis of the tube, the 
tube is said to have a deflection angle of 50°. 

e. DEFLECTION SENSITIVITY AND DEFLECTION 
Facror. The deflection sensitivity may be ex- 
pressed in terms of deflection on the screen per 
unit field strength, for example in millimeter per 
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gauss, centimeter per gauss, or ampere turn. This 
sensitivity is determined by the angle of deflection 
and the distance from the center of the deflection 
field and the screen. The deflection factor in an 
electromagnetic cathode-ray tube, according to 
common usage, defines the amount of current re- 
quired in a standard coil to produce a certain 
deflection angle. 

f. Errect or DEFLECTION ON Focusine. So far, 
only deflection by means of uniform magnetic and 
electrostatic fields has been considered. If non- 
uniform fields are made to act upon an electron 
beam, all parts of the beam are not deflected by the 
same amount. This causes the shape of the spot 
produced by the beam to be changed during the 
deflection process (fig. 43). In addition, the entire 
pattern shape may be altered because of nonuni- 
form deflection fields. The lines of force from the 
horizontal and vertical deflection fields should be 
exactly perpendicular to each other throughout 
the entire deflection region. If this is true, the 
resultant deflection is proportional to the ampli- 
tude of the vertical and horizontal components. 
However, if the lines of force are not perpendic- 
ular, components of deflection which should be 
exactly horizontal and vertical are no longer in 
those directions. Considerable pattern distortion 
will result. Nonuniform fields may result from 
incorrectly designed or incorrectly located deflec- 
tion coils or from interaction caused by external 
fields. 


DIRECTION OF DEFLECTION 
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A. Shows a uniform field acting on the beam with no distortion 
resulting; B, Defocusing produced by a nonuniform pin- 
eves nets C, The distortion resulting from a nonuniform 

arrel field. 


Figure 43. Various types of deflection defocusing. 


14. Development of Trace 


a. DEFLECTION Com, CURRENT REQUIREMENTS. 
In order to produce a linear trace which can be 
used as a timebase, such as was discussed in con- 
nection with the electrostatic tube, certain require- 
ments must be met. In the case of the electro- 
static cathode-ray tube it was seen that a gradually 


rising and rapidly falling sawtooth voltage was 
required. The amount of deflection was directly 
proportional to the difference of potential between 
the deflection plates. In an electromagnetic tube 
the amount of deflection is directly proportional 
to the current through the deflection coil. There- 
fore, a gradually rising and rapidly falling saw- 
tooth current is needed. Because of the induct- 
ance of the deflection coils, it is not possible to 
produce a sawtooth of current by applying a 
similarly shaped voltage to the deflection coils. 
Instead, a specially shaped voltage, which will be 
discussed later, is required. 

6. Spor Movement. If the properly shaped 
voltage is applied to the horizontal deflection coils 
so that a sawtooth current is produced, the spot 
moves at a uniform velocity across the screen. 
This movement of the spot is the same as that 
which already has been discussed in connection 
with the electrostatic tube. If the spot is made 
to move back and forth rapidly enough a hori- 
zontal line of light will be produced. This line 
may be used as a timebase. If the frequency of the 
sawtooth current is above approximately 25 cps, 
little flicker will be present. 


15. Comparison of Electromagnetic and Elec- 
trostatic Cathode-Ray Tubes 


a. CHARACTERISTICS AND Uses oF ELECTROMAG- 
NETIC TUBES. 

(1) The electromagnetic cathode-ray tube 
has the following advantages over the 
electrostatic tube: A well-focused elec- 
tron beam of higher current density can 
be produced. Greater accelerating volt- 
ages can be used to obtain brighter screen 
patterns without as great a reduction in 
the deflection sensitivity of the tube. The 
structure of the electron gun is simpler 
and more rugged. The over-all length of 
the envelope is shorter. 

The disadvantages of the electromag- 
netic cathode-ray tube are as follows: 
Large, bulky focus coils and deflection 
yokes are used. More power is required 
to operate the focus and deflection sys- 
tems. The circuits which supply deflec- 
tion signals are somewhat more complex 
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and there is a definite limit to the type 
and frequency of deflection signals that 
can be used. 

(3) The electromagnetic tube is used widely 
in intensity-modulated displays espe- 
cially when a large screen diameter is re- 
quired. Most PPI scan radars and 
television displays use this type of 
cathode-ray tube. 


6. CHARACTERISTICS AND UseEs oF ELECTROSTATIC 
TUBEs. 

(1) The electrostatic cathode-ray tube has 
the following advantages over the electro- 
magnetic tube: No bulky external coils 
are used; the entire focusing and deflec- 
tion systems are contained within the en- 
velope. Somewhat simpler external cir- 
cuits can be used to deliver the deflection 
signals required for proper operation. 
Higher deflection frequencies and more 
complex waveforms can be applied with- 
out these signals being seriously affected 
by the deflection system of the tube. Low 
deflection powers are required as the tube 
is essentially a voltage operated device. 
The weight of the tube and its associated 
components is less. 

The disadvantages of the electrostatic 
cathode-ray tube are as follows: High 
current density patterns are not produced 
easily without defocusing. Patterns with 
considerable brightness over a large 
screen area usually cannot be formed 
without a loss in deflection sensitivity. 
The over-all length of the tube is greater 
and its electron gun structure is more 
complex. 

The electrostatic tube is widely used in 
test instrument applications. Also it is 
employed in certain radar displays such 
as the A scan and J scan where an in- 
tensity modulated display is not used. 
The tube is also found in other systems 
where weight 1s important, such as in air- 
craft installations. Some early television 
displays having cathode-ray tube screens 
with diameters of less than 7 inches used 
electrostatic tubes. 
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Section IV. BIDIRECTIONAL DEFLECTION 


16. Resultant of Two Forces 


a. ADDITION oF Forces. Any force which acts 
within a system has a definite magnitude and acts 
in a definite direction. Therefore, force is said to 
be a vector quantity. This is drawn as an arrow 
whose length represents the magnitude of the 
force and whose direction indicates the direction 
along which the force is acting. The addition of 
forces then merely becomes a matter of graphical 
construction (fig. 44). If two forces are acting 
in the same direction, the total force is merely the 
sum of their individual magnitudes. If the two 
forces are acting in opposite directions, the total 
force is the difference between their magnitudes. 
The direction of the resultant force is the same 
as that of the greater of the two. For example, 
if a 3-pound and a 4-pound force are both acting 
in the same direction on an object, the object will 
feel a total force of 7 pounds in that direction. 
If the forces are acting in opposite directions, the 
total force felt will be 1 pound in the direction 
that the 4-pound force operated. 
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Figure 44. Vector representation of two forces, F1 and 
F2, having various magnitudes and operating in various 
directions. The resultant force is alicays F3. 


6. Forces at Ricut AnGiEs. When forces are 
acting at right angles to each other, the resultant 
force is determined by the relative magnitudes of 
the forces. This resultant can act in any direc- 
tion from the direction of one force, through 90°, 
to the direction of the second force. Also, the 
size of the resultant may have any value from the 
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magnitude of the larger force to 1.414 times this 
magnitude (fig. 45). 
F3 


F3 
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Figure 45. Vector representation of two forces at right 
angles. The resultant is designated as F3. 


17. Bidirectional Electrostatic Deflection 


a. Srot DeFLecTiIon 1N HorizontaL D1recTIon. 
When a voltage is applied to the horizontal deflec- 
tion plates, an electrostatic field is produced. 
This field exerts a horizontal force on the electron 
beam. Whether the beam moves toward the left 
or the right is determined by the direction of the 
field. With the left-hand plate positive with 
respect to the right-hand plate, the deflection is 
toward the left. When the polarity is reversed, 
the direction of deflection is toward the right. 
The amount of deflection is determined by the 
strength of the deflection field. This is deter- 
mined by the magnitude of the difference of 
potential between the deflection plates. 

6. Spor DeFLectTIoN IN VertTicAL Direcrion. 
When a voltage is applied to the vertical deflec- 
tion plates, an electrostatic field is produced. The 
force exerted by this field causes the beam to be 
deflected in a vertical direction. Whether an 
upward or a downward deflection is produced 
depends on the direction of the field. This is de- 
termined by the polarity of the charge as described 
in a above. The amount of vertical deflection is 
determined by the magnitude of the charge. 

e. Resuttrant Spot DeEFtectrion. The two 
forces which act on the electron beam are seen to 
be at right angles. The resultant spot position 
depends on the resultant force. If forces produc- 
ing equal deflections are applied, the beam is de- 
flected at an angle which is midway between 
horizontal and vertical, or 45°. If the two forces 
producing equal deflection are acting upward and 


toward the right, the resultant diagonal deflection 
is at a 45° angle toward the upper right-hand por- 
tion of the screen. Two forces producing equal 
deflection acting upward and toward the left pro- 
duce a diagonal deflection at a 45° angle toward 
the upper left-hand portion of the screen. Simi- 
larly, if the forces are acting downward and 
toward the left, the resultant is a diagonal deflec- 
tion at a 45° angle toward the lower left-hand 
portion of the screen. Forces acting downward 
and toward the right result in diagonal deflection 
at a 45° angle toward the lower right-hand por- 
tion of the screen. If the deflections produced are 
not equal, the resultant deflection is in the same 
general directions as that above but not at 45°. 
The exact angle of deflection will be determined 
by the magnitude of the deflection forces involved. 
Therefore, it is possible to deflect the electron 
beam in any direction. The spot on the screen 
can be positioned at any location on the screen. 
This may be done by arranging two sources of 
variable voltage which are applied to the two pairs 
of deflection plates (fig. 46). 
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Figure 46. Basic method of causing spot deflection to any 
point on the screen, 


18. Bidirectional Electromagnetic Deflection 


The same principles of bidirectional deflection 
apply to electromagnetic tubes as those which have 
been discussed under electrostatic tubes. The two 
perpendicular forces are the result of magnetic 
fields rather than of electrostatic fields. These 
magnetic fields are produced when current is made 
to flow through the deflection coils. A reversal in 
the direction of current flow reverses the direction 
of the magnetic field. This permits either an up- 
ward or a downward deflection in the case of the 
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vertical deflection coils. The horizontal deflection 
coils produce the required deflection to the right 
or left. The magnitude of the deflection depends 
directly on the amount of current flow through the 
deflection coils. It is also possible with this system 
to cause the spot to move to any position on the 
screen of the cathode-ray tube by the application 
of suitable currents to the deflection coils, 


19. Formation of Screen Pattern 


a. Imace Formation. The image on the screen 
of the cathode-ray tube is produced by a moving 
electron beam. This beam causes a small spot of 
light to appear on the fluorescent screen. If the 
spot moves rapidly enough, a line of light is pro- 
duced. The line of light is made to form various 
patterns on the screen which may convey useful 
information. No matter how complex the pattern 
appears on the screen, it is produced by the pro- 
gressive motion of a single spot of light. Many 
patterns that convey useful information appear to 
be stationary on the screen. Actually, this is the 
result of a rapidly moving spot that continually 
retraces its path. 

6. Ustne Linear Horizontat DeErF.ecrion. 
Assume that a pattern which represents a single 
cycle of sinusoidal voltage is desired on the 
screen. The most common representation of a 
sine wave is actually a graph. The vertical axis 
of this graph represents the amplitude of the volt- 
age, while the horizontal axis represents time. 
This plot of voltage amplitude versus time results 
in the common sine wave pattern that is used. If 
the electron beam is deflected vertically in direct 
proportion to the amplitude of the signal to be 
traced, moving upward for the positive alternation 
and downward for the negative, a vertical line of 
light would be produced. If, however, the beam is 
made to move horizontally at a uniform velocity 
at the same time, the desired pattern will result. 
The pattern is produced by a vertical deflection 
force which depends on the signal amplitude 
acting in conjunction with a horizontal deflection 
force, which produces the linear timebase. Con- 
sequently, the required graph is traced on the 
screen. This process will be discussed in greater 
detail later in this manual. 

c. Ustne NonuinearR HorizontaL DEFLECTION. 
When it is not desired to show a linear timebase 
or when the horizontal axis of the graph to be 
traced on the screen is to be nonlinear, a nonlinear ‘ 
horizontal deflection must be used. 
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Section V. SUMMARY AND REVIEW QUESTIONS 


20. Summary 


a. A charged body contains an excess or a defi- 
ciency of electrons. 

b. An electrostatic field is a special condition 
of space surrounding every elemental charge of 
either polarity. This field represents potential 
energy. 

ce. Anelectron tends to move parallel to the lines 
of electrostatic force and at right angles to the 
equipotential lines. 

d. The force exerted on an electron located any- 
where within a uniform electrostatic field is the 
same. 

e. Beams of electrons may be made to converge 
or diverge by proper curvature of equipotential 
lines. 

f. A magnetic field is produced when charges 
are made to move. 

g. An electron moving within a magnetic field 
feels a force which is at right angles to the direc- 
tion of the magnetic lines of force and at right 
angles to its motion. 

h. The electrostatic cathode-ray tube uses elec- 
trostatic fields for focus and deflection of the elec- 
tron beam. The electromagnetic cathode-ray tube 
uses magnetic fields for these purposes. 

i. The intensity of the pattern produced on the 
screen may be controlled by varying the amount 
of negative voltage on the control grid. 

j. The focus control in the electrostatic tube 
varies the voltage on the focus anode with respect 
to the accelerating anode. In electromagnetic 
tubes, a variation in current through the focus 
coil is used. 

k. Certain materials, called phosphors, have the 
ability to glow visibly when a beam of electrons 
strikes them. 

1. Persistence of a phosphor refers to its after- 
glow. 

m. Spot burn is produced by a sharply focused, 
extremely bright, motionless spot on the screen. 

n. The basic triode electrostatic electron gun 
consists of heater-cathode, control grid, and focus 
and accelerating anodes. 

o. Complete electrostatic focusing uses two 
lenses made up of electrostatic fields. 

p. The pairs of parallel plates, mounted at right 
angles within the cathode-ray tube, accomplish 
electrostatic deflection. 
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q. The angle of deflection in an electrostatic 
tube depends on the length and spacing of the 
deflection plates, the amount of deflection poten- 
tial, and the accelerating voltage. 

r, A linear trace permits a cathode-ray tube to 
be used for time measurement and for graphs 
showing some variable versus time. 

sg. If the spot moves rapidly enough, a solid line 
of light is produced. 

t. The ion trap prevents the formation of an ion 
spot on the screen of an electromagnetic cathode- 
ray tube. 

u. Complete electromagnetic focusing uses two 
lenses; one is made up of an electrostatic field and 
the other of an electromagnetic field. 

». Two pairs of coils mounted at right angles 
around the neck of the cathode-ray tube accom- 
plish electromagnetic deflection. This assembly 
is called the deflection yoke. 

w. The angle of deflection in an electromagnetic 
tube depends on the current through the deflection 
coil, number of turns, length of the field, and the 
accelerating voltage. 

x. Nonuniform fields cause defocusing of the 
beam and distortion of the pattern. 

y. Two deflection forces, operating at right 
angles, may move the electron beam to any point 
on the screen. 


21. Review Questions 


a. What constitutes a charged body ? 

6. What is an electrostatic field? 
field 2 

c. What is the direction of the electrostatic lines 
of force? Why? 

d. Give two important properties of electro- 
static lines of force. 

e. What is meant by the fringe field? 

f. The velocity of an electron in an electrostatic 
field is determined by what factor 4 

g. What is an equipotential line? 

h. In what direction will an electron move un- 
der the influence of an electrostatic field? An elec- 
tromagnetic field ? 

4. Give several methods of causing electron 
beams to converge or diverge. 

j. Give two important properties of magnetic 
lines of force. 


An electric 


k. What is the advantage of using a multilayer 
solenoid over a simple current-carrying conductor 
in producing a magnetic field ? 

¢. Under what conditions will an electron de- 
scribe a helical path ? 

m. What is the difference between an electro- 
static and electromagnetic cathode-ray tube? 

m. Give the purpose of the following electrodes 
in an electrostatic cathode-ray tube: heater, cath- 
ode, control grid, focus anode, accelerating anode, 
deflection plates, powdered graphite coating, and 
fluorescent screen. 

o. Give the purpose of the following elements 
in an electromagnetic cathode-ray tube: focus coil 
and deflection yoke. 

p. How is pattern brightness varied ? 

g. How is pattern focus varied in an electro- 
static cathode-ray tube? In an electromagnetic 
tube ? 

7. What is the purpose of the air gap in the 
shield of the focus coil? 

s. Distinguish between the terms fluorescence 
and phosphorescence as applied to cathode-ray 
tube screens. 

t. What is a phosphor? 

wu. Distinguish between spot burn and ion spot. 

v. Why are cathode-ray tubes dangerous to 
handle? 

w. What is the purpose of the intensifier anode 
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that is used on some electrostatic cathode-ray 
tubes? 

x. Give some factors which determine the size 
of the spot which is produced on the screen of the 
cathode-ray tube. 

y. What forces act on the electron as it passes 
through two parallel charged plates? 

g. Describe the path of the electron after it 
leaves the deflection field. 

aa, What is meant by the angle of deflection 
and what determines the size of this angle? 

ab. Distinguish between deflection factor and 
deflection sensitivity. 

ac. What is meant by radial deflection and how 
can it be accomplished ? 

ad. What is the importance of a linear trace? 

ae. Give two reasons why a rapidly moving 
light spot will trace a line of light on the screen 
of a cathode-ray tube. 

af. For what purpose is an ion-trap magnet 
used? Why is it unnecessary in electrostatic 
tubes ? 

ag. Why is the focus coil mounted so that it 
may be moved and tilted? 

ah. Explain why nonuniform fields cause de- 
focusing and pattern distortion. 

ai. Explain how it is possible to move the spot 
on the screen to any location by application of 
only two forces operating at right angles. 
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CHAPTER 2 


BASIC DISPLAY SYSTEMS 
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a, ‘lo present the voltage waveform of an input 
signal on a cathode-ray oscilloscope it usually is 
necessary first. to increase the amplitude of the 
signal. As explained in paragraph 155 small 
volinges fed to the deflection system of the cath- 
ode-ray tube do not result in a measurable deflec- 
tion of the electron beam. Therefore, the first 
circuit to which the input signal is fed is the 
wertical-deflection amplifier, This section ampli- 
fies the signal so that its trace covers a good por- 
tion of the face of the cathode-ray tube. The 
vertical amplifier can consist of one or more stages 
of amplification, depending on the voltage re- 
quirements of the deflection system of the cathode- 
ray Cube. If the input signal is observed on the 
fave of the cathode-ray tube without a signal on 
the horizontal deflection plates, all that can be 
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seen is a spot moving up and down, tracing a ver- 
tical line. To follow the form of the signal with 
respect to time, it is necessary to have a time base 
against which the signal can be plotted. 

b. The timebase circuit generates a voltage 
which increases linearly with respect to time. It 
is applied to the horizontal-deflection plates of the 
cathode-ray tube. This voltage causes the elec- 
tron beam to sweep across the face of the tube 
horizontally, and then return rapidly to its initial 
position. Since the timebase voltage is a linear 
function of time, the input signal is shown as a 
graph of voltage plotted against time. The fre- 
quency of timebase voltage can be set at one- 
third the frequency of the input signal. This 
results in the presentation of 3 cycles of the input 
signal to one sweep; i. e., 3 complete cycles of the 
input signal are seen on the face of the cathode- 
ray tube. This proportion is necessary for good 
analysis. In order to adjust the horizontal trace 
to fill any portion of the screen desired, the time- 
base signal is fed to an amplifier. 

ce. The horizontal-deflection amplifier amplifies 
the timebase signal before it is fed to the horizon- 
tal-deflection plates. This timebase signal need 
not come from a special timebase generator. In 
some cases, the 60 cps a-c (alternating current) 
supply of the oscilloscope, or some other type of 
external signal, is used instead of the timebase. 
The horizontal amplifier generally is very similar 
in construction to the vertical amplifier. To make 
certain that the voltage from the horizontal ampli- 
fier, in combination with the voltage from the ver- 
tical amplifier, produces a steady trace on the face 
of the cathode-ray tube, synchronizing circuits 
must be used. 

d. The synchronization system locks the sweep 
voltage from the timebase circuits in step with the 
input signal from the vertical amplifier. To ac- 
complish this, part of the input signal fed to the 
vertical amplifier is sent through the synchroniz- 
ing circuits to the timebase generator. 

e. The cathode-ray tube is the display element 
of the oscilloscope. The deflection voltages from 
the vertical and horizontal amplifiers are fed to 
its plates, and a trace is produced in the manner 
explained in chapter 1. Included in the cathode- 
ray tube section are various circuits for position- 
ing, focusing, and intensifying the electron beam. 
The elements of the electron gun as well as the 
circuits just mentioned receive their operating 
voltages from the power supply. 
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f. The power supply is the source of operating 
voltages for all the sections of the oscilloscope. 
In general, two ranges of voltage are required: a 
high voltage (1,000 to 1,500 volts) for the cathode- 
ray tube, and a low voltage (300 to 450 volts) for 
the other tubes and circuits. In some cases the 
power supply is a separate unit from the rest of 
the oscilloscope. For use on domestic commercial 
power lines and on military power sources, the 
transformer of the power supply usually is de- 
signed to work on 115- to 125-volt, 50- to 60- 
C. p. 8. a-c. 


24. Variations of Basic Oscilloscope 


The basic oscilloscope whose block diagram is 
shown in figure 47 can be used to analyze only the 
simplest waveforms (fig. 48). For more advanced 
analysis, other circuits must be added. If, for ex- 
ample, it is desired to observe pulses with an ir- 
regular recurrence rate, the sweep circuits of the 
oscilloscope must be changed to give a sweep volt- 
age at irregular intervals corresponding to the re- 
currence rate of the pulse signal, otherwise the 
trace will not be a steady one. To accomplish this, 
triggered sweep circuits are added. 


a. TRIGGERED SWEEP SYSTEM. 


(1) This system is a sweep generator that 
furnishes either a periodic or a nonperi- 
odic time base voltage. The generator 
does not operate until an external signal, 
called the trigger signal, is fed to it. In 
many cases, the signal to be observed 
serves as the trigger signal by upsetting 
the operating balance existing in the gen- 
erator circuit and causing it to generate 
a sweep voltage. If this trigger signal is 
fed to the generator periodically, the re- 
sulting sweep is periodic; if it is not fed 
periodically (if it is, for example, an ir- 
regularly recurring pulse) the resulting 
sweep appears at irregular time intervals. 
Triggered sweeps are used in oscillo- 
scopes designed for the observation of 
nonperiodic pulses and transients. In 
these oscilloscopes, it is desired to have 
a sweep voltage only when the signal to 
be observed appears. In pulse applica- 
tions, for example, where the pulse is 
usually of interest rather than the inter- 
val between pulses, the pulse signal trig- 
gers the sweep system so that only the 


(2 


al 


39 





CS VR i eae, : 
Musa yRG RV ENA 


Ne 


in ee 


Eig ah Tyne al ieteetora m | gator scr ‘oahte: tl the uate une eittone ape. 


< puilbe i 
ae Liber. | Eh HORNE a SSeS A 
(ey To: qake’ fie ‘ants evan’ rere oiaande 


oe the «electron Rena, ‘Of the’ ranting 


9 ee ee a 


a ou Pe poe peek he: ingensity. of 
pes hea 18 Jnereased: BO “haut AL Siteepa 
wer the suceen, Cain: Teves. a bright © 

das “tea G:: 

et eh ey Swetion: is called & Z-axis cirentt: 


he, 2% Anis Cisco, (preyarcy Mameone ei 
44 Ina openttions a. signal i is fed either tothe. 
analy grid: or the withade of the eathi= = ¥ 
This: sina’ diner tig = 


 odistay faba 


a eit ee id, bie in the: Res: ss aa ae 


sul boon) a 


ioe “Tuitially,: the, véleute ath 


ereayed intensitye After me” 


40. 


f Go gle 


show i an th face of the cathode bas 


# love Rani: citi 


The elronit: which, ‘accompli sls, iy 
EN oy altag gp to he fed to the haseiutritat detection ‘ploles Bee 
and so to stark the sweep, before the, input signed 9. 
dg: superituposed: upan vu... ‘This action 4s Ti pore “ Sg 
tant in. the ‘abservatian of yuises. and transients on 
se hore wits npcessiry t6 follow the complete ampli- 
tide: vertat ion of the input signal. Te 
= 1 yteep start: hefare. the input stenal 48 shown, hour a an 
oh SE SN aca A oot the inpub sign rave for: is. slosts ON eee ee 
(By: (ie oe the OSE wenumnont: ‘Bes | pote dhe os ne 
ae Qe ervent is hat: of: bhouking: (elimi % * 2. ‘The ‘Synchroscope 
mating) dhe finehase retrace, This is 0° Ais 
 deconiplas shed: Hy the: follawing A ners Cally. for the observation af nenrepelitive ware 2 
Se ‘beam MOE the | : 
oe -eathudle-vay ¢ Calis sweeps: nies the serven es 
oe) Tne direction, ether abnoriwal or ae “f 
pens 


ee -durahion, 
Seo Menches | t thie: pin, of ats, Eran, at pibons. 


6S gielee ts w Oe state positon: Dung E 
=> this returns or etrack, the Faxis arent 
OTaereases the: negative. bias: Ya. the. fgube,-— 


= -oamsultinige AA, decrease of dhe wlectron: Ee 
This ERO he Ye=- SS zed 


, = ey dens’ sity ‘at the beam. | ‘ 
ae ee 22 en tae Ap. unobservable 
ake oo brigh tres seit). 


ye LAY: Nerworme. 


MM, On Repo “ 







“These: ate 7 pani Sich eae 


Pe ee 


“ary: fhe sce si ignol before it reaches the eee nee 





A sy nebrosvope.t is au talldecoie designed espe 


» ferns such as: houperiodia, pulses: and transienite, a 
“The Sy pthvoscope: Has’ Eriseered, sweeps’ which, WR oo! 
calibrated: to obeerva: WWE vefornis of areky?: ‘ehorts 
The aweep may gheas shot » 8s a. fraction. ois 






ont if niieresecnnd, 


tak zoel SSS 






“By having the 


a. Brock Dracram. 

(1) A block diagram of a simple synchro- 
scope is shown in figure 49. It should be 
noted that the major difference between 
this diagram and figure 47 (the basic 
oscilloscope) is the addition of the trig- 
ger and delay circuits. The switching 
arrangement makes available a variety of 
sweep voltages. 

(2) The circuit can be operated as a simple 
oscilloscope. To do this, the switches are 
set as shown, and the input signal is fed 
into the vertical amplifier, with the saw- 
tooth generator supplying the sweep volt- 
age. The trigger circuits are not used. 

(3) For pulse and nonperiodic waveform ob- 
servation, the triggered sweep generator 
and the delay network are switched into 
the circuit. The trigger signal can come 
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measurements. 


Figure 49. Simplified block diagram of the synchroscope. 
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from the trigger generator or from an 
external signal source through the sync 
amplifier. The initial position of the 
electron beam is at one end of the cathode- 
ray tube screen. At this point, there is 
no visible spot on the screen. After a 
trigger pulse is sent to the triggered 
sweep generator, the latter generates a 
sweep voltage which goes to the horizon- 
tal-deflection plates of the cathode-ray 
tube. At the same time, the electron beam 
is intensified by a voltage from the Z-axis 
circuit. The electron beam then traces 
the waveform of the input signal across 
the cathode-ray tube screen. After this 
is done, the beam is shut off and returns 
to its initial position. This cycle is re- 
peated with the next trigger signal. 
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6. CoMPARISON BETWEEN SYNCHROSCOPE AND 
Osctttoscorr. The synchroscope is used to ob- 
serve pulses and nonperiodic waveforms beyond 
the range of a standard oscilloscope. In addition, 
a trigger generator in the synchroscope circuit 
allows this instrument to record, across the width 
of the screen, only that portion of the input wave- 
form of interest. However, the additional cir- 
cuits used in the synchroscope are costly and are 
seldom used for general-purpose waveform obser- 
vation. For the latter, the oscilloscope is quite 
satisfactory. 


26. Uses of Oscilloscope and Synchroscope 


The oscilloscope and its variations are designed 
primarily for the observation of rapidly changing 
voltages. When used to measure these voltages, 
their accuracy is limited by the deflection sensi- 
tivity per inch of the cathode-ray tube, and the 
sharpness with which the beam can be focused. 
The smaller the dot on the screen, the more accu- 
rately can the trace be measured. 


a. Test Apriications. Some typical applica- 
tions of oscilloscopes are: the testing of electrical 
and mechanical vibrators; the measurement of 
voltage, current, impedance, and power; the visual 
alinement of a-m (amplitude-modulated), f-m 
(frequency-modulated), and television receivers ; 
the testing of power supplies to determine ripple 
voltage; ignition characteristic tests on internal- 
combustion engines; and speed measurement. 
Synchroscopes are used especially to test the 
characteristics of beacon transmitters and mag- 
netron oscillators. 

6. Anatysis. The primary advantage of the 
oscilloscope over other measuring equipments is 
its presentation of the pictorial aspect of a voltage 
waveform. Thus, the waveform of any voltage 
can be compared to standard waveforms of volt- 
ages whose characteristics are completely known. 
In this way, any waveform can be analyzed and 
the voltages described. Analysis of this sort is 
used for phase and frequency measurements, for 
determining the cut-off characteristics of pulses, 
and for finding the characteristics of interference 
signals, among other applications. 


Section II. DEFLECTION-MODULATED RADAR DISPLAYS 


27. General 


a. One of the most important uses to which 
cathode-ray tubes and their associated circuits are 
applied is the location of specific objects, or 
targets, in space. This is the function of radar 
equipment, for which the cathode-ray tube serves 
as the display unit. There are two types of radar 
systems. One is called pulsed radar because it 
uses pulse signals for the detection of targets. The 
other type is called c-w radar, for it uses a continu- 
ous-wave signal. The latter system is seldom 
used. The typical pulsed radar unit shown in 
the block diagram of figure 50 consists of— 

(1) A transmitter of high-frequency, high- 
power pulses. 

(2) An antenna system which directs these 
pulses in a systematic way to cover a 
specific area, and also receives the pulse 
as it returns after hitting an object. These 
antenna systems are extremely direc- 
tional. They transmit pulses along a 
narrow path toward the one particular 
spot at which they are aimed. Likewise, 
when used for receiving the echo, they 
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receive pulses from only the spot at which 
they are aimed. 

(3) A superheterodyne receiver whose input 
is tuned to the same frequency as the 
transmitter. 

(4) A switching arrangement which cuts out 

the receiver when the transmitter sends 

a pulse to the antenna and cuts out the 

transmitter when the receiver is operat- 

ing to respond to the echo. 

An indicating system which translates 

into observable and measurable form the 

information brought back by the echo 
pulses. The cathode-ray tube display 
circuits are part of this indicating system. 

A timing system for synchronizing all 

of the components of the radar system. 

It also fixes the rate at which pulses are 

generated and transmitted. 

(7) A computing and tracking system for 
automatically aiming a gun battery, etc., 
on a target detected by the radar system. 
This section is optional and is included 
only with those radar sets designed spe- 
cifically for tracking. 
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Figure 50. Basic sections of a typical pulsed radar system. The solid arrows indicate the path of the transmitted pulse; 
the dotted arrows represent the echo. 


6b. The display units used in pulsed radar are 
either deflection modulated or intensity modu- 
lated. These terms describe the method by which 
the echo signal affects the trace on the face of the 
cathode-ray tube in the indicator. In deflection- 
modulated displays, the input signal (the echo), 
after detection and amplification, is applied to the 
deflection system of the cathode-ray tube, and 
shows up asa pulse or pip on a single horizontal or 
circular sweep. Typical radar displays of this 
type are the A-scope and the J-scope. In inten- 
sity-modulated systems, the echo is fed to an inten- 
sifying circuit which changes the control-grid bias 
of the cathode-ray tube. Normally, the grid is 
biased at cut-off. When an echo is received, the 
echo voltage decreases the negative bias on the 
control grid, resulting in an increase in the 
electron-beam density. This action produces a 
bright spot on the normally dark screen. 


28. Deflection-Modulated Radar Displays 


In these systems, the position of an echo pulse 
on the trace (either linear or circular) indicates 
the range of a target—that is, its distance from 
the radar antenna. Since both the sweep and the 
distance traveled by the transmitted pulse and its 
echo are linear functions of the time, the two can 
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be correlated. In figure 51 are shown the two most 
common types of deflection-modulated displays, 
the A-scope and the J-scope. The length of the 
A-scope trace is divided into a number of inter- 
vals. Each interval is equal to a fixed distance 
(100 yards, 1,000 yards, etc.). The circular trace 
of the J-scope is divided similarly. In some in- 
dicators the range is calibrated either directly 
onto the tube face or onto a piece of glass or plas- 
tic which is placed over the cathode-ray tube face. 
In most units, however, marker signals from an 
indicator timing circuit are used. These may be 
steps, notches, or hairlines which divide the sweep 
into equal intervals, each interval representing 
a constant distance—2,000 yards for example. 
Some display units use movable markers which 
are made to travel along the trace until they line 
up with the echo pulse. The range is read directly 
off the control which causes the marker to move. 
The fundamental deflection-modulated radar sys- 
tem is the A-scope. 


a. A-Score (or A-Scan) System. 
(1) This system (fig. 52) is nothing more 
than a synchroscope without the hort- 
zontal input and Z-axis circuits. The 


echo signal passes from the receiver to 
the vertical (video) amplifier. At the 
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Figure 51. A-scope and J-scope displays. 


44 


MAIN PULSE 0 





410 
2050 
RANGE 
STARTING 3690 
1 
12300 are 4100 
ECHO 
CIRCULAR PULSE 
TRACE 
10250 
CALIBRATED 6200 
SCALE 
J- SCOPE 
™TM67t- 55 


The trace between pulses shows the effects of the noise generated by the 


various resistors and vacuum tubes in the receiver circuits. 


same time a trigger signal is fed to the 
triggered sweep generator. The trigger 
for starting the sweep can come from.the 
central timing section of the radar sys- 
tem, or from the transmitter. The sweep 
generator furnishes a horizontal time- 
base voltage to the cathode-ray tube, 
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while at the same time the received sig- 
nal is amplified and sent to the vertical- 
deflection plates. For the period during 
which the transmitted signal is on the 
way to the target and on the way back, 
there is no received signal; the trace on 
the screen therefore is a straight hori- 
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Figure 52. Simplified block diagram of A-scope indicator. 
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(2) 


zontal line. When the echo is received, 
however, it is amplified and produces an 
increase in the vertical deflection of the 
beam giving a pip on the screen. The 
distance between the radar antenna and 
the target is indicated by the position of 
this pip on the trace. Some of the pulse 
voltage of the transmitter is impressed 
directly upon the receiver, resulting in 
an initial pulse on the cathode-ray tube 
trace. This is used as the zero distance 
reference position on the trace. All dis- 
tances are measured from it. To facili- 
tate the measurement of the distance of 
the echo pip from the zero reference, 
markers generated by the marker genera- 
tor are used. 

The A-scope seldom is used by itself as 
the only indicator in radar receivers be- 
cause the A-scope display gives only the 
range of a particular target. The angu- 
lar position of a target left or right of 
the heading (the azimuth) and the angle 
of height above or below the horizontal 
plane of the radar antenna (the eleva- 
tion) can be obtained by observing the 
cathode-ray tube screen for the strongest 
echo signal as the antenna is directed 
toward various positions in the neigh- 
borhood of the target. When this 
strongest signal appears as a large pip on 
the screen, the position of the antenna 
axis gives the azimuth and the elevation 
of the target. This, however, is not a 
convenient method for obtaining the in- 
formation in continuous search systems 
where it is desired to cover a large area 
in a short time. Intensity-modulated 
display systems furnish either the eleva- 
tion or the azimuth, or both, directly on 
the face of the display tube. The 
A-scope usually is found in radar sys- 
tems using two or more types of indi- 
cators. The A-scan furnishes an accu- 
rate reading of the range of the target, 
while the other indicator furnishes the 
azimuth and the elevation. When it is 
desired to follow a single target continu- 
ously (as in searchlighting), as in artil- 
lery fire control, for example, this is done 
with the A-scope because of the accuracy 
of its range determination. The A-scope 
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also is used as a test instrument to observe 
video input signals during the testing 
and alinement of radar receivers. 


6. J-Scorpe SysTeM. 


(1) 


(2) 


(3) 


Except that it uses a circular sweep in- 
stead of a linear sweep, this type of dis- 
play is practically the same as the 
A-scope display. Time and range meas- 
urements on the J-scope tube are more 
accurate than those on the A-scope tube 
because the same single trace that ap- 
pears across the A-scope is stretched in 
a circle whose circumference is about 
three times the length of the A-scope 
trace. For example, if the face of the 
A-scope tube is 3 inches in diameter, 
the linear trace across it has a maximum 
length of 3 inches. A tube with a 3-inch 
diameter, however, has a face circumfer- 
ence of 9.4 inches, and the circular trace 
used in the J-scope can have this maxi- 
mum length of about 9 inches. The re- 
turn signal is indicated as a radial pip or 
pulse pointing away from the center of 
the tube on the circular trace (fig. 51). 
To accomplish radial deflection, a thin 
metallic rod is inserted through the face 
of the tube almost up to the deflection 
plates. The signal input from the re- 
ceiver is fed to this central electrode. 
The manner in which radial deflection 
occurs and the circular sweep is produced 
for such tubes is explained elsewhere. 

A simplified block diagram of a J-scope 
is shown in figure 53. A crystal oscilla- 
tor and a phase-shifting network furnish 
two sine-wave voltages, 90° out of phase, 
to the deflection plates to produce the 
circular trace. The trigger and sweep 
circuits blank out the tube, intensifying 
the electron beam only during the active 
sweep time. This blanking action can 
be utilized if, for example, the trace is 
expanded to sweep two circles for one 
transmitter pulse, with the echo pip ap- 
pearing on the second sweep. The first 
sweep is then blanked out. 

The J-scope is used in radar for ex- 
tremely accurate range determination of 
a particular target. In the laboratory, 
the J-scope is applied to the measure- 
ment of very short time intervals. 
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Figure 53. J-scope indicator block diagram. The echo pulse in this system goes to a central electrode in the cathode-ray 
tube. The electron beam is intensified by means of the intensifying circuits only during the time when the beam 


43 sweeping a trace on the tube face. 


29. Intensity-Modulated Radar Displays 


Deflection-modulated displays are limited in 
their application in radar because they provide 
a measurement of only one dimension, range. To 
locate a target, it is necessary to know its position 
with respect to three directions or coordinates— 
elevation, azimuth, and range. Intensity-modu- 
lated displays furnish two of these three coor- 
dinate values. Two such displays used together, 
or one used with a deflection-modulated display, 
completely locate an object in space. In intensity- 
modulated displays, echo signals appear as bright 
patches against a dark background. This is the 
result of feeding the returning signal to either 
the control grid or the cathode of the cathode-ray 
tube to increase the intensity of the trace on the 
face of the normally dark tube. The three most 
common types of intensity-modulated displays 
are the B-scope, the C-scope, and the PPI. 


a. B-Score anp C-Scorr. _ 

(1) In both the B-scope and the C-scope, the 
sweep scans a rectangular area on the 
screen of the cathode-ray tube (fig. 54). 
In both, the horizontal axis represents the 
azimuth or bearing. The vertical axis 
in the B-scope represents the range. The 
vertical axis in the C-scope represents the 
elevation angle. 
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(2) Figure 55 is a block diagram of the basic 


components of a B-scope indicator. The 
difference between the B-scope and the 
C-scope is in the vertical-deflection cir- 
cuits of the indicators. The vertical- 
deflection circuits of the B-scope are 
driven by a linear timebase signa] from 
a sweep generator. This sweep is initi- 
ated by a sync signal from the central 
timing circuits of the radar system. 
Thus, the vertical sweep is proportional 
to the time, which is proportional to the 
distance covered by the pulse. The ver- 
tical-deflection system of the C-scope is 
driven by a sweep voltage from a variable 
potentiometer hooked up to the radar an- 
tenna. The uniform change in elevation 
of the antenna as it scans the space in 
front of it results in a uniform change in 
the setting of the potentiometer. There- 
fore, the resulting sweep voltage and its 
trace on the cathode-ray tube correspond 
to the change in elevation of the antenna. 
This type of sweep-generating circuit is 
described in detail in chapter 6. The 
horizontal-deflection circuits of the 
B-scope and the C-scope are the same 
type of circuits as those used for the 
vertical-deflection system of the C-scope. 
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Figure 54. B-scan and C-scan displays. The range and angie calibrations shown are merely examples and vary accord- 
ing to the use of the system. 


In this case, the horizontal motion of the to time. Consequently, the range of the 
antenna is translated into a regularly target is not observable. 

varying voltage which causes the hori- 

zontal sweep in the cathode-ray tube. (3) The B- and C-scopes are used in radar 


systems for the continuous scan of an 


The echo signal is fed from the antenna 
assigned area. The B-scope is_ used 


through the receiver to a video amplifier 


circuit. From here it goes to either the chiefly for ground (or sea) targets in a 
cathode or the control grid of the tube, limited sector; the C-scope 1s more com- 
where it intensifies the trace. There is monly used for aircraft interception and 
no sweep voltage which is proportional beam landing. 
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Figure 55. Simplified block diagram of B-scope indicator. The C-scope indicator consists of the same major sections 
except that the vertical-deflection plates are controlled by a voltage from the antenna rather than from a sweep 
generator as is shown here. 
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6. PPI System. 
(1) This display presents a map of the area 
scanned by the radar antenna (fig. 56). 
Like the B-scope, the PPI presents the 
range and the azimuth of appearing on 
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Figure 56. A PPI display. This is a typical presentation 
of land and sea masees. 


the screen; its display, however, is circu- 
lar, rather than rectangular, with the 
radar site at the center. Magnetic de- 
flection generally is used. Because the 
PPI is intensity-modulated, the reflect- 
ing objects appear as bright patches on a 
dark background. The distance from 
the center of the display to a bright spot 
is the range. The azimuth of the spot 
is angular distance, clockwise around the 
display, from a heading. The off-cen- 
tered PPI is a variation of this display 
in which one sector of the scanned area 
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(2) 


(3) 


INTENSIFYING CIRCUIT 


is expanded to fill the face of the tube. 
Many other variations are used, depend- 
ing on the amount of detail required in 
the display. 

The block diagram of a simple PPI is 
shown in figure 57. The trigger input 
signal from the central timing system 
synchronizes the start of the sweep with 
the other operations of the complete 
radar system. A linear timebase voltage 
is produced by the sweep circuits. This 
voltage goes to the electromagnetic de- 
flecting assembly or yoke of the cathode- 
ray tube. In some PPI’s, this yoke 
rotates around the neck of the tube in 
synchronization with the rotating an- 
tenna of the radar set. In effect, there- 
fore, one end of a linear sweep, from the 
center of the tube to the edge, is rotated 
through 360° with the other end fixed at 
the center of the tube face. In this way, 
the angular position (azimuth) of the 
timebase is coordinated with the direc- 
tion of the antenna. In some cases, the 
yoke is fixed in position, but its magnetic 
field rotates, producing the radial sweep. 
The production of the radial sweep is 
explained in greater detail in chapter 6. 
The PPI is used in horizontal search 
radar where it can cover a complete area 
360° around the radar site. Since the 
PPI presents a map-like display, the in- 
formation gathered from this radar indi- 
cator can be correlated easily with stand- 
ard maps of the area covered. 
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Figure 57. Simplified block diagram of PPI showing major sections of rotating yoke system, 
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Section Ill. SPECIALIZED DISPLAY SYSTEMS 


30. Radio Direction Finder 


a. Radio direction finders are used to locate ra- 
dio transmitting stations. One direction finder 
gives only the bearing of a transmitter. Two di- 
rection finders are necessary to obtain the precise 
location of the transmitter. When thus used, this 
type of indicator serves as a source of signal in- 
telligence concerning the location of enemy in- 
stallations and units. The radio direction finder 
also is useful in air and sea navigation. A ship 
uses its direction finder to obtain its bearing with 
respect to two fixed transmitters whose positions 
are known. The radio direction finder often is 
used with a radar set of the range-indicating vari- 
ety. Consequently, both the bearing and the range 
of a transmitter can be determined. 

6. The radio direction finder consists of a re- 
ceiving antenna, a radio receiver, and an indica- 
tor. The antenna is extremely directional. Con- 
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sequently, the direction of the received radio wave, 
as given by the antenna position, is the bearing 
of the transmitter. 

c. The basic components of the radio direction 
finder are shown in block form in figure 58. The 
receiver takes the signal from the antenna, ampli- 
fies it, and sends it on to the modulation circuits 
of the indicating system. Here, the input signal 
is combined with a voltage from the modulating 
voltage generator to form a propeller-like bearing 
pattern on the face of the cathode-ray tube (A of 
fig. 59). Only one of the points of the propeller 
indicates the bearing of the transmitting station. 
To select the correct point, the sense pattern cir- 
cuits are switched in. This adds the received sig- 
nal from a nondirectional part of the antenna to 
the indicator. Consequently, the display is 
changed into an arrow-like pattern (B of fig. 59), 
which points to the true bearing of the transmitter. 
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Figure 58. Block diagram of radio direction finder receiver and indicator. The goniometer mechanically rotates the 
electromagnetic deflection yoke of the cathode-ray tube. 
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Figure 60. Simplified block diagram of a loran receiver and indicator. 


at equal amplitudes. The time difference between 
the pulses on both traces is found either by using 
adjustable markers or by an automatic time- 
difference indicator which measures directly in 
microseconds the time difference between the lead- 
ing edge of the master pulse and the leading edge 
of the slave pulse (fig. 61). The timing circuits 
are responsible for fixing the sweep time of the 
cathode-ray tube and for calibrating the markers 
used in the display. The timing signals trigger 
the square-wave generator which produces two 
voltages, one for the upper trace, and one for the 
lower trace. The operations switch, when in posi- 
tion 2, magnifies horizontally the pulses presented 
as part of the trace in position 1, so that more exact 
measurements can be made. The sweep circuit 
furnishes the horizontal sweep voltage. 


32. Television Receiving System 


a. Purposr. Television receivers are not only 
used commercially, but are used also in radar 
equipments for checking the light output and 
other screen characteristics of the cathode-ray 
tube. These receivers use intensity-modulated, 
rectangular displays. 

6. Brock Diacram. 

(1) A simplified block diagram of a typical 
television receiver is shown in figure 62. 
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(2) 


The received signals containing both the 
picture (video) and sound (audio) in- 
formation pass from the antenna to the 
r-f amplifiers where a particular signal 
is selected and amplified. The signal is 
then combined in the mixer circuit with 
a local oscillator signal. The combining 
action produces two i-f (intermediate- 
frequency) signals, one for the sound, 
and one for the picture. The sound sig- 
nal is sent through sound i-f amplifiers 
and eventually is fed to the loudspeaker. 
The picture or video signal goes to the 
indicator section. 

The indicator section of the television 
receiver is somewhat similar to the one 
used in the B-scope. In this case, how- 
ever, both sweeps, the horizontal as well 
as the vertical, are produced by electronic 
sweep circuits. The frequency of the 
horizontal sweep is much higher than 
that of the vertical sweep since 26214 
horizontal sweeps occur during one ver- 
tical sweep. The video signal carries 
its own trigger signal, called the sync 
signal. This is separated from the video 
signal in the sync separator. The sync 
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Figure 62. Typical television receiver. 


Section IV. SUMMARY AND QUESTIONS 
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34. Summary 


a. Display systems are electronic equipments 
using cathode-ray tubes for the measurement and 
analysis of electrical signals. 

b. The basic oscilloscope consists of a vertical- 
deflection amplifier, a timebase system, a horizon- 
tal-deflection amplifier, a synchronization system, 
a power supply, and a cathode-ray tube. 

c. For more advanced waveform analysis than 
is possible with the basic oscilloscope, trigger cir- 
cults, delay circuits, and intensity-modulation cir- 
cuits are added. 

d. The synchroscope is an oscilloscope with the 
addition of trigger circuits for the observation of 
nonrepetitive waveforms. 

e. Deflection-modulated pulsed radar displays 
present the echo signal as a vertical or radial pzp 
on the trace of the cathode-ray tube. 

f. Intensity-modulated pulsed radar displays 
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present the echo signal as a bright patch on the 
normally dark tube face. 

g. The A-scope is a deflection-modulated radar 
display presenting the range of a target on a hori- 
zontal trace. 

h. The J-scope is a deflection-modulated radar 
display presenting the range of a target on a cir- 
cular trace. Its range determination is more accu- 
rate than that of the A-scope. 

?. B- and C-scopes are intensity-modulated 
radar displays presenting two coordinate values 
for any target detected. The B-scope gives range 
and azimuth; the C-scope presents elevation and 
azimuth. 

j. The PPI system is an infensity-modulated 
radar display giving the azimuth and range of a 
target on a map-like presentation. 

kk. The circular presentation of the PPI is 
formed by a rotating electromagnetic field derived 
either from a yoke assembly which rotates about 
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the neck of the cathode-ray tube, or a fixed assem- 
bly whose electromagnetic field is made to rotate. 

l. The radio direction finder modulates the radio 
signal from a transmitter to produce a propeller- 
like pattern on the screen of the cathode-ray tube 
which indicates the bearing of the transmitter. 
A sense pattern indicates which tip of the pro- 
peller pattern gives the correct bearing. 

m. Loran display systems present the pulse sig- 
nals from a pair of transmitters (master and 
slave) as two horizontal traces. The time differ- 
ence between the arrival of the pulses at the loran 
receiver is read directly from the display. In con- 
junction with a similar pair of transmitters, it 
helps to determine the location of the receiver. 

mn. Television receivers are intensity-modulated, 
rectangular-display systems reproducing the video 
portion of the transmitted signal. Two timebase 
sweeps are used in this display to give a two- 
dimensional picture. 


35. Questions 


a. Explain the function of each of the major 
components of the basic oscilloscope. 
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b. What type of circuit often is added to the 
basic oscilloscope for the observation of non- 
Periodic pulses and transients? 

c. How is intensity modulation effected in a 
cathode-ray tube? 

d. How is the horizontal sweep in the synchro- 
scope initiated ? 

e. The range of a target is determined on the A- 
scope as the distance on the trace between a refer- 
ence point and the echo pulse. What is this refer- 
ence point? How is it obtained ? 

f. What are the major differences, both in pres- 
entations and circuits, between the B- and the 
C-scopes ? 

g. How is the bearing of a transmitter shown in 
a radio direction finder display ? 

h. Explain how a ship using a loran receiver 
and indicator can determine its position. 

2. How is the time difference of arrival between 
the master and slave pulses determined on the 
loran display ? 

j. Where is the signal which initiates the hori- 
zontal and vertical sweeps in the television display 
system obtained? What is it called? 


CHAPTER 3 


SWEEP-GENERATING CIRCUITS 





Section |. GAS-TUBE GENERATORS 


36. General 


a. NEED FOR SWEEP. 
(1) A sweep-generating circuit is required in 
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equipment which uses the cathode-ray 
tube. This circuit produces the wave- 
form which deflects the electron beam 
in a certain direction. The spot of light 
on the screen is made to move in a steady 
continuous stroke across the screen. It 
can be described as having been swept 
across the screen. Consequently, the 
waveform is referred to as a sweep while 
the circuit which produces the waveform 
is called a sweep generator. 

In most applications, a sweep voltage or 
current causes the electron beam to move 
horizontally in accordance with the 
amount of deflection force. At the same 
time, another signal is applied to the 
cathode-ray tube in such a way as to 
cause vertical deflection. These two 
forces are at right angles. The spot of 
light can be moved to any point on the 
fluorescent screen by varying the mag- 
nitude of these perpendicular forces. 
Therefore, a graph involving two dimen- 
sions is produced. The sweep is respon- 
sible for one of these dimensions; the 
signal to be observed is responsible for 
the other dimension. 

In an ordinary graph, one variable 
quantity is plotted along a vertical axis 
while another variable quantity is plotted 
along a horizontal axis. A number of 
points are produced which, when con- 
nected, form acurve. Every point on this 
curve represents the resultant of two 
quantities. For example, one graph can 
show the instantaneous values of voltage 
at various instants of time. Another 
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graph can show the gain of an amplifier 
at various frequencies. 

One of the two quantities plotted on the 
graph depends on the other. Conse- 
quently, in a graph showing voltage 
versus time, the amount of voltage which 
exists depends on the particular time at 
which the observation is made. Voltage 
is referred to as the dependent variable, 
and time as the independent variable in 
this case. In brief, voltage depends on 
time. In the second graph showing gain 
versus frequency, the amount of gain de- 
pends on the particular frequency at 
which the measurement is made. Gain 
is the dependent variable while frequency 
is the independent variable. 

The spot on the screen of a cathode-ray 
tube traces a graph of two variables. 
One of these variables depends on the 
other. It is the purpose of the sweep- 
generating circuit to produce a waveform 
which moves the beam in accordance with 
the independent variable. Just as it is 
common practice to plot the independent 
variable on the horizontal axis of a graph, 
the sweep voltage produces horizontal 
deflection in a cathode-ray tube. 

By far the most common independent 
variable is tzme. In electronics, we are 
interested in voltage or current at vari- 
ous instants of time. When an oscillo- 
scope shows a pattern of a particular 
electrical waveform, the pattern is a 
graph of voltage or current amplitude 
versus time. In order that equal amounts 
of horizontal deflection can represent 
equal intervals of time, a linear sweep is 
required, as explained in paragraph 10. 
The trace produced by a linear sweep on 
the screen of the cathode-ray tube along 
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which time can be measured is called the 
timebase. 

A sawtooth wave is the most common 
type of waveshape used to produce a 
straight-line linear sweep. If an electro- 
static cathode-ray tube is used, a saw- 
tooth voltage is applied to the horizontal- 
deflection plates. An electromagnetic 
tube requires a sawtooth current through 
the horizontal-deflection coils. The saw- 
tooth wave can be produced mechanically 
as described in paragraph 10. However, 
this method is not too satisfactory be- 
cause of the possibility of mechanical 
failures. High sweep frequencies re- 
quire electronic circuits using gas or 
electron tubes. These circuits will be 
discussed in the following subpara- 
graphs. 


6. Sweep REQUIREMENTS. 


(1) 


The voltage produced by the potentiome- 
ter previously described is shown in A 
of figure 63. This voltage begins at zero 


A B 
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Figure 68. Single cycles of sawtooth sweep voltages 


56 


(2) 


produced by potentiometer. 


potential and falls rapidly to its most 
negative value. It then rises linearly at 
a much slower rate toward zero potential. 
This uniform rise continues through zero 
to the most positive value of voltage. 
Then, the voltage falls rapidly back to 
zero. The beginning of the sweep usu- 
ally is considered to be at the extreme 
left rather than at the center of the 
screen. Because of this, it will be more 
convenient to redraw 1 cycle of sawtooth 
sweep voltage as shown in B of figure 63. 
This waveform is the same as has been 
described except that the cycle is con- 
sidered to begin at its most negative 
point. 

This gradually rising voltage causes the 
spot to move slowly and linearly from 
left to right across the screen. A hori- 
zontal line of light is produced if the spot 
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motion is rapid enough. This line often 
is called the trace. When the spot has 
moved to the extreme right, the voltage 
falls rapidly through zero to its original 
negative starting potential. This causes 
the spot to move quickly from right to 
left, back to its original starting posi- 
tion. The spot motion during this retrace 
or flyback is much more rapid than the 
left-to-right motion, therefore, the 
brightness of the retrace line is less than 
the trace line. 

Assume that a sine-wave signal is applied 
to the vertical-deflection plates and that 
a sawtooth sweep voltage is applied to 
the horizontal-deflection plates of a cath- 
ode-ray tube. Figure 64 shows how the 
screen pattern consisting of 1 cycle is 
produced. At the time marked 0, there 
is no vertical deflection because the sine- 
wave voltage is 0. The sawtooth sweep 
voltage is at its maximum negative value 
and the spot is deflected to the extreme 
left. At the times marked 1, 2, and 3, 
the amount of upward vertical deflection 
increases as a result of the increasing 
amplitude of the sine-wave signal. At 
these same times, the sawtooth sweep 
voltage causes the spot to move toward 
the center of the screen. The spot passes 
through the points marked 1, 2, and 3 
on the screen. At the times marked 4, 5, 
and 6, the amplitude of the sine wave 
decreases. This causes the spot to move 
downward from the top of the screen. 
During these same times, the sawtooth 
wave still is increasing, causing a contin- 
uing left-to-right horizontal deflection. 
The spot passes through the points 
marked 4, 5, and 6 on the screen. When 
the time marked 7 is reached, the sine- 
wave amplitude has been reduced to zero 
and there is no vertical deflection. The 
spot has moved to point 7 on the screen. 
The first alternation has now been traced 
on the screen. 

From the times marked 7 through 12, the 
sawtooth voltage continues to increase. 
Therefore, the spot moves toward the 
right side of the screen. During these 
same times, the sine-wave signal swings 
negative. This causes a downward de- 
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Figure 64. Production of a singie cycle of a sine-wave signal when sweep frequency equals the signal frequency. 


flection from the times marked 7 through 
10 and the spot moves toward the bottom 
of the screen. From the times marked 
11 and 12, the spot moves upward toward 
the center. The spot has moved through 
points 7 to 12 on the screen. 

When the time marked 12 is reached, the 
sawtooth voltage begins to fall rapidly. 
This causes the spot to move back toward 
the left and to produce the retrace. The 
retrace occurs during the times marked 
12 to 14. At these same times, the sine- 
wave signal still is causing the spot to 
move upward toward the screen center. 
The spot moves through points 12 to 14 
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on the screen during this fly-back time. 
After the retrace has been completed, the 
entire process is repeated. The spot re- 
draws the pattern shown above once each 
cycle. In this way, a rapidly moving spot 
continually reforming the same pattern 
of light produces a stationary waveform 
on the screen. The actual appearance of 
the cathode-ray tube screen under these 
conditions is shown in figure 65. Many 
oscilloscopes use special circuits to re- 
move the retrace from the screen com- 
pletely. These circuits will be discussed 
in chapter 5. 


57 





Tonga Chics an ae . Spey eth 3 TM: 67-68) 


| Wee 


“Figur as ‘hoc te sharin Hoe: pinecone f. + gna mo 


ws 5 : 













ts of 0 fo 1h. only yy “ayele of ce z 


3 yal 1% ge is completed 








plate. site-wave cycle as. araesd onthe 
| anot doves from { 18 extreme ee hh 


cerreen as tlw: 


: tS the eanint as s06¢ 









Hal ene. o ‘the. Soren te ‘hel extrem: right. SS eee a 
The pattern prodneed 1 om. tee ‘Berean: Re ie) 
= shows Hit are) 6." BATE BURTON Sh Eee aes FESR 


- an 





3 ™ 67 66 ee 
Pigne ee bi, aPec et nil ip we wilt ed, eehhdeae Meee DE RCO < 
as ne: hate tee, fre ain an te nt sgiates aban: Sek ants Ste i 


Sepa cues en ‘Ry one thivd nk thie. “algral tres aE TN 


i 





eR quenoy. thee a 
ELIS IT Ne ‘appear “ot the. SOTHENS pe : 









te e iew the au ceclonnss cee 


“5B 


Oc guaney tobe equal roth 
Se submititrple we i, 

CMs | “queniy: Tee niultiple: at the seual: Pipes 
° “ yhency, Stationary. patierus coy also: hie panes 


are difficult to “iit er pret. 2 
49): 9 
anges expual- to. bwice. the. 38h . 
Say Dring one. sweep: from lett ts: aight. BCS 
Sn positive alteration: of the the sine-waye. 
oo) ipa kas braved, on : nite 
Se See dbtae arapid rebrace feo tocy tle ee 


the ime sere complete 1 savtoith a 


‘Therefore, Teom-* 2 * oe 


ce ne AES SS, 


dade.” 


a the: si ey’ CONS s s iehiee: mae c cn 


Wi etter cousistiog: yk ae Sant atin “not line: ax (Gre. 69). 
{ iectind used previously ¢ Bare be eS 
(aa Ste padern: He ‘siretched ‘out at the. fief. 

i BVM iad eee al to renter at the pees cae 


@) ne ‘hae oe snowh fine ae ante to pross 2 28: 
Med duce: i or more, GFE Tes: ‘pf: ae sigaial on the ae oa 
oo aereen, Th is TRCeSA LY for. the: Sweep frie: eee 
6 Shirnal frequeniey: 
“AE: the: sweep. fren : 







: ~ predaced - ae 7 Tbneever, these. Hsien 


~ patterns ar 





<t Ags 











dn A ot fie: G8, he. ewer 1 Eanags se es 
inal frequency. rae 


tO hy es a: 





ithe. acroen: From a 


ALIVE alteruation of the sinewave signal BESS 
ee treed, en ihe govern. from a 10. We AG: £0 
--sbeond | retrace fremd to: i overs: ‘aad the - ee 





> process ts. repainted.” th B af gus oar: 
the. Sweep: Frequency. qs equal to. ‘three. 0 
= ~ tines: ‘the algnal- frequency. The: AMSEC: 
defe -ho- right trace draive. one-third | aE 78 
ne soewaye eye Ne ‘front atob. The Nees 
seer ee nce a draw ws the second third of the, . seats 










a ine fra stot “Sia sit van oe 
x a fet feegoeicy < SS 









Mi i ie tn ied : : 










nies ats aii eee oes : 2 : a 
“Seeanid, aw “peemits: the pose SN 
S ‘ton ag wi wide THIEL. iput, ‘sigoiul- aes 
ques vcies. In other applications, stich aa 
i Synchiiverspes and vervaiy. pede tee tees 
ey severly: fixed sweep Sane nye res eS 





ies qwiteds ie Ree = x 
ou ye The: Simbatlts sweep, ‘should’ hed 4s a Bake eS aes 
SHS ee: possible, ” } The: 48h ecessary: for eve = Re 
oh) Saved AUIS. ‘First, considerable: ae eS Ss 


“teric ilistvts ton. -posults: when the. aweepr qe: 


The: Sweep voltage. : 
apot. ROPE cmepidly: ak tye: ee Se 
tice (hin we the ending 





“es “owes. the 
: gira of the 








wy + of 





TO HORIZONTAL 
DEFLECTION PLATES 


Figure 67. Graphical representation showing a sweep frequency of one-third the signal frequency. 


second disadvantage of the nonlinear 
sweep is that equal amounts of horizontal 
deflection no longer correspond to equal 
intervals of time. In the interval of time 
from 0 to 1 (C of fig. 69), the spot travels 
a much greater distance than it does in the 
equal time interval from 7 to 8. It is no 
longer possible to measure time along the 
horizontal axis by means of a simple 
linear scale. 


(12) It is desirable to have a short retrace 


time. The effects of various lengths of 
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retrace times are shown in figure 70. In 
the illustration, the sweep and signal fre- 
quencies are the same. It can be seen that 
with a short retrace time, a greater per- 
centage of the single cycle of signal is 
shown on the screen. As the retrace time 
is increased, two effects are noted. First, 
an increasing amount of the signal to be 
observed occurs during the retrace. Sec- 
ond, the reduced spot speed causes the 
brightness of the retrace to approach that 
of the forward trace. Consequently, not 
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trace time is 10 usec and that the sweep 
frequency is 2,000 cps. The time re- 
quired for one sweep cycle is 1/2,000 sec- 
ond or 500 usec. Under these conditions, 
the retrace time amounts to only 2 per- 
cent of the entire cycle. However, if the 
sweep frequency is increased to 40,000 
cps, the time required for one sweep cycle 
is 1/40,000 second or 25 usec. Now the 
10-usec retrace time amounts to 40 percent 
of the cycle. Therefore, the effect of the 
retrace time becomes increasingly evi- 
dent as the sweep frequency is increased. 


37. Basic Circuit 


a. ReELAxation Oscru.ator. A relaxation oscil- 
lator is one whose fundamental frequency is de- 
termined by the time of charging or discharging a 
capacitor or inductor through a resistor. The out- 
put waveform is-abrupt in shape and rich in 
harmonics. Most relaxation oscillators produce 
either a rectangular or a sawtooth waveform. 
Some relaxation oscillators use gas tubes while 
others use electron tubes. Both types are impor- 
tant sweep-generating circuits. Most relaxation 
oscillators use R-C  (resistance-capacitance) 
rather than R-L (resistance-inductance) circuits 
to produce the required waveform. The opera- 
tion of these basic circuits will be reviewed below. 


6. OrERATION. 

(1) In figure 71, a simple circuit is shown 
consisting of an R-C combination, a volt- 
age source, and a switch. When the 
switch is placed in position 1, the battery 





(2) 


voltage is applied to the series R-C cir- 
cuit. Charging current I, begins to 
flow in the direction indicated A cer- 
tain amount of time is required for the 
charge to be built up in the capacitor. 
This charge cannot change instantane- 
ously. In the beginning, a small charge 
is on the capacitor and the full battery 
voltage causes current to flow. Conse- 
quently, a large amount of current flows. 
In due time, the capacitor charge is in- 
creased. The resultant voltage across 
the capacitor opposes the battery volt- 
age. This reduces the effective voltage 
in the circuit and the charging current 
is reduced. Later, after an additional 
accumulation of charge, the circuit volt- 
age is reduced further. The charging 
current 1s reduced still more. Therefore, 
the voltage across the resistor, E,, is max- 
imum at time 1 when the switch is in posi- 
tion 1. The amplitude of this voltage is 
then reduced exponentially. The voltage 
across the capacitor, E,., is zero at 
time 1. This voltage rises exponentially. 
The rate at which the voltage changes is 
greater in the beginning. As time pro- 
gresses, the rate of change is reduced. 
When the capacitor becomes fully 
charged and its voltage equals the supply 
voltage, the effective circuit voltage is 
reduced to zero. No more charging cur- 
rent flows. The voltage across the re- 
sistor is reduced to zero while the voltage 
across the capacitor is a maximum. 
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Figure 71. Basic R-C circuit. 
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(3) At time 2 in figure 71, the switch is moved 


(4) 


(5) 


REQUIRED 
SWEEP VOLTAGE 


instantaneously from position 1 to posi- 
tion 2. The capacitor begins to discharge 
exponentially through the resistor. The 
discharge current, I, is very large at first. 
As time goes on, the capacitor loses its 
charge, and the amount of current is re- 
duced. The capacitor voltage falls 
rapidly at first. As the rate of discharge 
is reduced, the rate of reduction in ca- 
pacitor voltage is lowered. The shape of 
the curve of capacitor voltage during the 
charging period is exactly the same as 
during the discharging period. The di- 
rection of the discharge current is op- 
posite to that of the charge current. Con- 
sequently, the polarity of resistor voltage 
E, is reversed when the discharge occurs. 
The amount of time required for the ca- 
pacitor voltage to reach a certain value 
is determined by the time constant of the 
circuit, which is directly proportional to 
both resistance and capacitance. If either 
capacitance or resistance is increased, the 
time constant is increased. In this case 
a greater amount of time is required for 
the capacitor voltage to rise or fall. 

Most sweep voltages for electrostatic 
cathode-ray tubes are derived from this 
capacitor voltage. Several modifications 
of this waveform are required before it 
can be used. First, the rise rate of ca- 
pacitor voltage is not linear. However, 
if only a small portion at the beginning 
of the voltage rise is used, the departure 
from linearity is not great (fig. 72). 





CAPACITOR MAGNIFIED 
VOLTAGE VIEW 
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Figure 72. Generation of required sweep. 


Second, the time required for the ca- 
pacitor voltage to fall is the same as the 
time required for the rise in voltage. If 
this condition is not changed, the trace 
and retrace times will be equal. To pre- 
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vent this, it is necessary to reduce the 
time constant of the circuit when the dis- 
charge occurs. When this is done, a more 
rapid voltage fall is produced. Conse- 
quently, the retrace time is reduced. The 
method of changing the time constant of 
the circuit during the discharge will be 
discussed shortly. 

An R-L circuit can be used to produce a 
sawtooth sweep current for an electro- 
magnetic cathode-ray tube. A basic R-L 
circuit is shown in figure 73 with the asso- 
ciated waveforms. When the switch is 
placed in position 1, current I, begins to 
flow. In the beginning at time 1, the 
counter electromotive force produced by 
the inductance is maximum. Therefore, 
the amount of current flow is minimum. 
As time goes on, the counter electromo- 
tive force is reduced and the current 
builds up toa maximum value. Once this 
maximum steady value of current has 
been reached, the counter electromotive 
force is reduced to zero. Under these 
conditions, maximum voltage appears 
across the resistor. At time 2, the switch 
is placed instantaneously in position 2. 
The collapsing magnetic field around the 
coil induces a voltage of opposite polar- 
ity. This voltage tends to sustain the 
current flow after the source of voltage 
has been removed. As time progresses, 
the induced voltage is reduced and the 
current decays to zero. 

The time required for the current to build 
up or decay a certain amount depends on 
the time constant of the circuit. An in- 
crease in the inductance or a reduction in 
the resistence will increase the time con- 
stant. Reducing the inductance or in- 
creasing the resistance will reduce the 
time constant. The current waveform 
can be used as the sweep signal for an 
electromagnetic cathode-ray tube. If a 
small portion of the current rise is used, 
the departure from linearity is not great. 
To reduce the retrace time, it is necessary 
to reduce the time constant during the 
decay of current so that this can occur 
quickly. 
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Figure 78. Basic R-L circuit. 


38. Neon-Tube Sawtooth Generator 


a. Circuir Operation (fig. 74). 

(1) A d-c voltage is applied to a simple R-C 
circuit. A neon tube is shunted across 
the capacitor. The capacitor begins to 
charge exponentially toward the value of 
the voltage source. When the capacitor 
voltage reaches a value, E1, which equals 
the breakdown voltage or the ionization 
potential of the neon tube, the neon gas 
lonizes and the tube conducts. During 
conduction, the resistance of the neon 
tube drops to a very low value and the 
capacitor discharges rapidly through the 
tube. When the capacitor voltage drops 
to a value, E2, which no longer can main- 
tain ionization (deionization potential), 
the neon tube is extinguished. The tube 
now acts as an open circuit and the en- 
tire process is repeated starting from E2. 






B+ 
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(2) Because the resistance of R is much 
greater than the resistance of the con- 
ducting neon tube, the time constant of 
the circuit during charge is much greater 
than the time constant during discharge. 
Therefore, a gradually rising and rapidly 
falling voltage is produced. A blocking 
capacitor, C1, is used to remove the d-c 
component of the sawtooth voltage be- 
fore it is applied to the horizontal ampli- 
fier. 


6. VARIATION OF FREQUENCY AND LINEARITY. 


(1) If the series resistor is varied the fre- 
quency of the sawtooth output is changed. 
A variation in frequency also can be pro- 
duced by making capacitor C variable. 
When the variation of either resistance or 
capacitance is such as to increase the time 
constant of the circuit, the output fre- 
quency will be lowered. Under these 











A. Neon-tube sawtooth generator; B, Voltage time characteristic. 


Figure 74. 
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(2) 


(3) 


conditions, a longer time is required for 
the capacitor to charge to the breakdown 
voltage. Each cycle of sawtooth voltage 
uses a longer time interval; therefore its 
frequency is reduced. If the time con- 
stant of the R-C circuit is lowered the 
output frequency is raised. The capaci- 
tor now charges more rapidly and each 
cycle is completed in a shorter period of 
time. 

A second method of changing the output 
frequency is to change the magnitude of 
the d-c voltage applied to the circuit. If 
the d-c voltage is increased the capacitor 
charges to this higher voltage. With the 
same time constant as before, the same 
percentage of the full charge voltage is 
reached in the same amount of time. Un- 
der these new conditions of higher ap- 
plied voltage, the breakdown voltage of 
the neon tube is reached more quickly 
and a higher frequency is generated (fig. 
75). Ifthe supply voltage is lowered, the 
frequency will be reduced. 

A second important change occurs when 
the supply voltage is increased. The 
linearity of the voltage rise is improved. 


This is true because a smaller portion of 
the charging curve is used (fig. 75). 

c. Cuaracreristics. The neon-tube sawtooth 
generator is the simplest circuit which can be used 
to produce a sweep voltage for a cathode-ray tube. 
However, small variations in operating temper- 
ature or gas pressure change the amount of break- 
down voltage required. The dependability of 
ionization is not great and, as a result, the circuit 
is unstable. Also, the time required for deioni- 
zation is long. This causes the retrace time to be 
long and reduces the sweep effectiveness at high 
sweep frequencies. 


39. Thyratron Sawtooth Generator 


a. Review or Circuit Operation (fig. 76). A 
more satisfactory sawtooth generator can be made 
if a thyratron is substituted for the neon tube. 
The circuit operation is the same as that of the 
neon tube. The capacitor C is charged exponen- 
tially through the resistor R. When the capacitor 
voltage reaches the ionization potential of the 
thyratron, it conducts. The capacitor discharges 
rapidly through the tube. When the capacitor 
voltage drops to the deionization potential, the 
thyratron stops conducting and the capacitor 
holds its charge. The entire cycle is then repeated. 
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Figure 75. Frequency and linearity changes caused by variation in supply voltage. 
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Figure 76. Basic thyratron sawtooth generator. 


6. VARIATION OF FREQUENCY AND LINEARITY. 


(1) 


(2) 


A change in the circuit time constant will 
affect the output frequency of the thy- 
ratron circuit. If the time constant is 
increased, the frequency is decreased. A 
reduction in the time constant will raise 
the frequency. These effects occur for 
the reasons given in the discussion of the 
neon-tube circuit. A change in supply 
voltage also produces the same effect as 
in the previous circuit. An increase in 
plate voltage will increase the frequency 
and the linearity of the output waveform. 
Another variable is possible in the thy- 
ratron circuit. The grid voltage of this 
tube can be changed. Normally, the 
grid is negative with respect to the cath- 
ode and no grid current flows. If the 
fixed voltage applied to the grid is made 
more negative, it becomes more difficult 
to ionize the gas within the tube. A 
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- 
a" 
” 
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VOLTAGE 


CAPACITOR 


higher ionization voltage is required. If 
the grid voltage is made less negative, the 
amount of ionization voltage needed is 
reduced. Therefore, one important fac- 
tor which determines the amount of volt- 
age required for ionization is the amount 
of grid potential. 

(3) A method of varying the amount of 
negative grid voltage is provided by R1 
in figure 76. When the grid bias is large, 
the capacitor voltage can increase to a 
higher value before the thyratron con- 
ducts (fig. 77). A longer time is re- 
quired for the capacitor voltage to reach 
this higher value, therefore, the time re- 
quired for 1 cycle is increased and the 
frequency is lowered. Another effect of 
a large negative grid-bias voltage is that 
the amplitude of the sawtooth output is 
increased. The capacitor voltage varies 
between the fixed deionizing potential 
and the increased ionizing (firing) 
potential. A third effect is that a larger 

‘ portion of the capacitor charging curve 
is used with its attendant nonlinearity. 
A small negative grid bias has the oppo- 
site effects. The frequency is increased, 
the amplitude is reduced, and the linear- 
ity is improved. 

c. Cuaracreristics. The thyratron uses a hot 
cathode and has a different physical construction 
than the neon tube. Also argon, krypton, or xenon 
can be used as the filler gas instead of neon. For 
these reasons, several advantages can be obtained 
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Figure 77. Variation in frequency, amplitude, and linearity of a thyratron sawtooth generator by change in grid bias. 
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by its use. A smaller voltage drop appears across 

the thyratron and it will pass a larger instantane- 

ous current than the neon tube. Greater dependa- 

bility of ionization makes for a more stable output 

frequency. A faster deionization time results in a 

shorter retrace. Because the thyratron passes a 

larger instantaneous current and deionizes rap- 

idly, high sweep frequencies can be generated. 

These characteristics make the thyratron sawtooth 

generator popular for general-purpose oscillo- 
scopes. 

d. Practica Circurr. 

(1) A typical circuit showing the thyratron 

as a sweep generator is shown in figure 78. 

In this circuit the cathode of the thyra- 

tron is maintained at a potential of +3.1 

volts through the voltage divider consist- 

ing of R34 and R31. Since the grid is 

grounded through R29 and R30, its volt- 

age is —3.1 volts with respect to the 

cathode. This voltage is the fixed nega- 

tive bias on the thyratron. A regulated 
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supply is used as the source of this bias 
voltage so that a minimum amount of 
variation will be caused by line voltage 
changes. If this were not done, a change 
in sweep frequency, amplitude, and 
linearity would result. 

A bank of eight capacitors is used with 
switch S3 to provide a means of making a 
coarse frequency adjustment. The capac- 
itors used vary in size from 40 uuf (micro- 
microfarads) to 1 uf (microfarad). 
These capacitors in conjunction with re- 
sistors R32 and R33 form the R-C charg- 
ing circuit. R32 is made variable to pro- 
vide a means of making fine frequency 
adjustment. With the particular R-C 
circuits used, the sweep frequency is con- 
tinuously variable from about 2 cps to 
50,000 cps. A synchronizing signal is 
applied through the coupling capacitor 
C14 to the grid of the thyratron. The 
purpose of this signal will be discussed 
later. 
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Figure 78. Thyratron sawtooth sweep-generator circuit. 


Section Il. ELECTRON-TUBE SAWTOOTH GENERATORS 


40. Discharge Tube Actuated by Pulse 


a. Basic Circurr (fig. 79). 

(1) The gas-tube circuits shown previously 
were free-running relaxation oscillators. 
When the proper supply voltages are 
used, the circuit begins to oscillate and 
produces a sawtooth waveform. The 
circuit to be described differs in many 
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respects from the previous circuits. An 
electron tube is used to discharge the 
capacitor. The resistance of the hard 
tube, when it is conducting, is higher 
than that of a gas tube. However, its 
resistance is lower than that of the series 
resistor. Consequently, a slow charge 
and a rapid discharge can still be pro- 
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Figure 79. Discharge tube actuated by pulse. 
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duced. This circuit is not a free-running 
oscillator but it must be driven by a rec- 
tangular input pulse. The pulse drives 
the electron tube below cut-off. Under 
these conditions, the tube behaves like an 
open circuit and the capacitor charges 
through the resistor in the normal man- 
ner. A slow exponential voltage rise is 
produced. 

At the end of the negative alternation, 
the grid voltage is raised above cut-off. 
The tube conducts heavily and discharges 
the capacitor rapidly. When the next 
negative rectangular alternation is ap- 
plied, the process is repeated. If there isa 
considerable time delay before the second 
negative pulse is applied, there will be a 
delay between the sweeps. The dis- 
charge tube must wait for a negative 
pulse to cut if off again so that the ca- 
pacitor can begin its normal charge. 

In some displays, such as those used in 
radar sets or synchroscopes, the waiting 
period exceeds the active sweep period. 
The discharge tube, therefore, conducts 
for a longer period of time than it is cut 
off. At the beginning of the conduction 
period, the charged capacitor discharges 
rapidly toward the plate voltage of the 
electron tube. Since the value of series 
resistance used is much larger than the 
plate resistance of the tube, the effective 
plate voltage is far below that of the 
plate-supply source. This low value of 
steady output voltage is maintained un- 
til the next negative alternation arrives. 
This negative alternation is often called 
the sweep gate. The capacitor begins its 
charge at the beginning of this gate when 
the discharge tube is first cut off. The 
voltage across the capacitor continues to 
rise toward the value of the power-supply 
voltage during the cut-off period. At the 
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end of the gate, the discharge tube con- 
ducts, the charging stops and the sweep 
voltage terminates. 

6, CHARACTERISTICS. The circuit described above 
is used when it is desired to have a sweep voltage 
that is controlled rigidly by some external pulse 
generator. The stability of this sweep generator 
is determined solely by the stability of the incom- 
ing pulses. The sweep voltage produced is called 
a driven or a gated sweep. 


41. Plate-Coupling Multivibrator Sweep Gen- 
erator 


a. Circurr Operation (fig. 80). 


(1) The circuit shown is a symmetrical mul- 
tivibrator in which the output of V1 is 
coupled through the circuit C2R2 to the 
input of V2. The output of V2 is coupled 
through the circuit C1R1 to the input of 
V1. The operation of the circuit is such 
that one section of the electron tube is 
cut off while the other section is sat- 
urated. These conditions reverse period- 
ically. W1 is cut off when the plate po- 
tential of V2 falls. This voltage drop is 
coupled through the coupling circuit 
C1R1 to the grid of V1. Capacitor Cl 
discharges through resistor R1 and pro- 
duces a negative voltage across the resis- 
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Figure 80. Circuit of symmetrical plate-coupled multt- 
vibrator with typical component values given. 


67 


tae This ‘valiint ti  kesbe Vi etitroff, Ag se, ACTOSS: orie: sie the Sections ar the duke 


“the discharge.1 niurrend 1s redtwed, the MMPs triode electron tube,’ say We, Second, the 
Titaite: of the tegetive grid waltage } is des 05 multivibestor hgoally 18. unbalanced Ore 
ertased, Wher. this’ Noltage 4 iSstaclenper yb NES es oa ; 

~ siffieiontly arepative by elt Wi eu: of, | ee 

tie: Fike: saualuvebe: ae nities eo TNA 


co The eesirllant: fail ity: she late aneea eRe 
oak a i 1s Hhauigta the thirougty, CORY inthe OSES 
open af NSO NA nay is wat att by the 20%. 
“negative. elie at! tis. uvil costing é 
a ron the: thechange at Cy hie Tine, ee 
Dis discliitoy cuprent fi alle i ice yan pels te, 
Fase of this: magne » enltuge is ceuuced. BATES 
“When this yallage is. yey Jonger aulliciently. ONT 
negative Ld ineintane V2 below cm-off, 
this tiibe eoud Hiehs, tint the’ CPCu ue Shawn, Sate 
the. tute af thechy ree in. bath Ree ein es Sees 
oe ‘the SUE. Deretore, both Vi ‘ural DYE) Gite | 
Bred leernately. foto and-saturated foro 
the Semis pierinda of fine. This 8 cipenié BR 
8 fglaticnt wuiltivibrator Sire tlie dur Be Oo 
Soe on ef both allernations. is‘ tle sume, 00 < 
i Be e-paniing ‘relaxation. ‘escilliations aKa > Ae 
Cues aheit the. oper AITUE cwoltigtes. 00) i 
are applied The frequency: of ‘these fu) 
— gsdillations is determined by the damien i) 
: oe “ponent: va lies, the: char: ‘acteristics ‘of the) Nas ~ 
eee » babes, and the vallages applicd, tng gene a 
eral, “ihe: factors: avhich affect: frequency 
ae ‘wy. ony the. see: THANE as i ‘the Bee 
views relaxati fon (Be Ulators, ook, inereage: 
a the: Hilid apstants nk the: CPCI: pe Wee 
ee thas autput frequency j ete reduction 00) 
Lae the. ‘tire constants: MLCT SHS, x the Are: es 
sees ee, PERSE ON Go ais =e | 
18) The. @avelions siden i such a Bra seas 
“cen yee shown bie Fignve 81, “Fhe two 3°: 
plate: waltagee v waveforns. ( (A. al Co Ee 
ae 81) are approxitaute: squana: Wayds PRES 
_owhiel: ure TBO? ant of. yilase, Phe slight Shine ae 
cee sil roundel COTHLELS: ‘aie: ‘cuuised: TES ies 
the charging of © cir ruil “ca preitances AS seece ak 
the ove. grid vole: wareforns: ilius- ane 
“tented | in -B asd p show thie. adleei Re ee L8, 
shay absthar, gerdk the: eppbng: rapa ; 
“bane: abet Haine Spel Betd, BERL | 






















| “Sistors: ye a on 23 Se eae es Pe et nee 
By. Saverontie Gen av t ? Bint Sahat eta DiNMa NUER rg bac ER. 9 IES Ph one oa OE ae a as D ‘ 
fd “Several unadilicatinns’ are vives: 6 Cape hse tA aR ean Na its Wat BRAN 6 
5 : PIES Ma geo as gs aa UIT TM: ete at 
WEEE ais oP: Hit Tate. a Sweep genera hyit, PERSE eS gers 





| SRST QUT et oie yi eine: eta oN mt iwncertcat 
Fist, a » tictly fareee ‘ouput is é slated AAT AR y) ee Ageates miliinibie tor, PERO IR EHTS 





YT: 
ate eig cs Maees | ‘ 
. ee ee rei 
WilitaA be Nda Sees ‘ 
Patty ae Sats ott . j 
1%. fy avec eps 7 
“a4 #2 ah 1 ‘ 
f 
4 
. } 
te ‘ 
= : : ‘ 
i 
ey L : e. 
< ' 
, i ' ; 
t ‘. ‘ 
J . : of? 4 
‘ & “ i if ityuw I r —_> > 


vor eohe bi sedissele 2Ften al 


(2) 


(3) 


made to produce an asymmetrical output. 
In such a circuit the time required for 
each alternation is unequal and the out- 
put waveform is a rectangular rather 
than square wave. 

The capacitor which is added is the com- 
ponent across which the sawtooth sweep 
voltage is obtained. The multivibrator 
serves as a discharge device for the ca- 
pacitor. Actually, the section of the 
multivibrator across which the capacitor 
is connected operates in the same manner 
as the simple discharge tube actuated by 
a pulse. In the multivibrator circuit, the 
pulse is generated by the circuit itself 
rather than supplied externally. The 
capacitor voltage rises gradually toward 
the value of the plate-supply voltage. 
This rise continues as long as the section 
of electron tube across which the capaci- 
tor is connected remains cut-off. When 
the section of electron tube is made to 
conduct, the capacitor discharges rap- 
idly. In this way, a gradually rising 
and rapidly falling sawtooth sweep volt- 
age is produced. 

A balanced multivibrator generally is 
not used in the circuit. The one excep- 
tion is when a gated sweep is needed in 
which the time of the sweep and the time 
between sweeps are to be exactly the 
same. More frequently, an asymmetrical 
multivibrator is used. With this circuit 
a simple recurring sweep can be gener- 
ated as shown in A of figure 82. During 
the time that high plate current flows in 
the section of the double triode which 
shunts the capacitor its plate voltage is 
reduced. The capacitor discharges rap- 
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idly. However, before the discharging 
voltage reaches the low value of plate po- 
tential, the tube section is cut off and the 
capacitor begins to recharge. In B of 
figure 82, a gated or driven sweep is gen- 
erated in which the time between sweeps 
is longer than the actual sweep time. 
When the tube section is cut off, the rising 
sweep voltage is generated. When the 
tube begins to conduct heavily, the capac- 
itor quickly discharges. This produces 
the rapid retrace. The capacitor voltage 
then remains at the low plate-voltage 
value until the next cut-off period occurs. 
The usual method of converting a sym- 
metrical plate-coupled multivibrator to 
one that is asymmetrical is to change the 
time constant of one of the R-C coupling 
circuits. A shorter time constant re- 
duces the time required for the capacitor 
to discharge through the resistor to a 
specific voltage. Therefore, the cut-off 
tube section remains in that condition 
for a shorter period of time. 

e. Practicau Circuit (fig. 83). In this circuit, 
the time constant of R1C1 is 350 usec and the time 
constant of R2C2 is 1,000 usec. The time con- 
stant R1C1 is determined by the values of R, and 
C, and also the value of C3. Therefore V2 re- 
mains cut off for a longer period of time than does 
V1. While V2 is cut off, the capacitor C3 charges 
through R4. During this time, the gradually 
rising sawtooth sweep voltage is generated. 
When V2 conducts, C3 discharges rapidly 
through V2, thereby producing the rapid retrace. 
The period of conduction for V2 is short com- 
pared to its cut-off period. The brief pulse of 
plate current soon ends, V2 again is cut off and the 
charging of C3 begins again. In this way, a recur- 
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Figure 82. Asymmetrical multivibrator sweep voltages when capacitor is shunted across output. 
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changes the time constant of the coupling 
circuit. This alters the output fre- 
quency of the multivibrator which, in 
turn, varies the sawtooth sweep fre- 
quency. As the capacitance of C1 is in- 
creased, the frequency of the output is 
reduced. Capacitor C2 is ganged with 
Cl. This is done so that the shape of the 
output sawtooth signal does not vary 
with changes in frequency. The fine fre- 
quency control consists of R1 and R4, 
which are ganged. The size of the re- 
sistances used is such that a variation in 
the fine frequency control will not affect 
the amplitude of the sawtooth output. 
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Figure 85. Typical cathode-coupled multivibrator sweep 
generator. 


42. Blocking-Oscillator Sweep Generator 


a. Crrcurr OPERATION. 


(1) In addition to the multivibrator, another 
relaxation oscillator can be used as a 
sweep-generating circuit. This is the 
blocking oscillator. The type of block- 
ing oscillator frequently used is some- 
times called the single-swing blocking 
oscillator. This circuit, which is dis- 
cussed in detail in other technical man- 
uals, appears to be an ordinary tuned-grid 
tickler feedback oscillator (fig. 86). How- 
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ever, a special design of transformer is 
used. This transformer uses close 
coupling so that the signal coupled back 
to the grid drives it very positive. The 
transformer also has a low Q so that sus- 
tained oscillations are nct. produced. In 
addition, the resonant frequency formed 
by the transformer inductance and the 
stray capacitance is several megacycles so 
that a narrow output pulse is generated. 
The circuit consisting of R1C1 has a 
long time constant so that any charge 
which accumulates on the grid capacitor 
requires a long time to leak off through 
Rl. 
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Figure 86. Typical circuit of a free-running blocking 


oscillator. 


(2) The grid and plate voltages are shown 
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wee” 


in figure 87. Sufficient charge accumu- 
lates on capacitor C1 to block the oscil- 
lator after 1 cycle of oscillation. The 
oscillator remains blocked until the nega- 
tive bias voltage developed across Ri rises 
to the cut-off level. When this occurs, 
another single cycle is generated. In this 
manner, a single radio-frequency oscil- 
lation, which is repeated at a much lower 
rate, is produced. If the time constant 
of the R-C circuit is increased still fur- 
ther, even more time is required for the 
discharge to occur. Under these condi- 
tions, a longer time interval will elapse 
between cycles. The plate current in this 
circuit flows in narrow, widely spaced 
pulses. This type of plate-current flow 
is well suited for the production of a 
recurrent sweep having a short retrace 
time. 

All that is required for the generation of 
a sawtooth sweep is the addition of a 
shunt capacitor, such as C2 in figure 88. 
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Figure 87. Wareforms produced by blocking oscillator, 


In this circuit, the capacitor C2 charges 
toward the value of the plate-supply volt- 
age through resistor R2. This charging 
continues as long as the oscillator is cut 
off. During the brief period of conduc- 
tion, the resistance of the electron tube is 
lowered and the capacitor discharges 
through the tube rapidly. The variable 
resistor R3 is used to alter the frequency 
of the sawtooth output voltage. As the 
value of this resistor is increased, the time 
constant of the R-C circuit is increased. 
A longer time interval elapses between 
plate-current pulses. This lowers the fre- 
quency of the sawtooth output. 

Resistor R2 is made variable so that it 
can serve as an amplitude control. As 
the value of this resistor is increased, the 
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Figure 88. A simple blocking-oscillator sweep-generating 
circuit. 
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capacitor C2 charges at a slower rate. 
The sawtooth voltage does not rise to as 
large a magnitude before the plate-cur- 
rent pulse occurs which discharges the 
capacitor. Consequently, the amplitude 
of the sawtooth voltage is reduced. A 
damping resistor, R4, is occasionally used 
in this circuit to damp out resonant os- 
cillations. Although the _blocking- 
oscillator transformer has a low Q, the 
rapid current change through the wind- 
ings can shock the transformer into os- 
cillation without this resistor. 


6. Biocking OsciILLATOR AND DiscHaRGE TUBE. 


(1) 


(2) 


(3) 


The previous circuit has several disad- 
vantages. These arise because the dis- 
charge path for the capacitor C2 includes 
the plate winding of transformer T. It 
is difficult to produce the required rapid 
discharge which is needed for a short re- 
trace. The inductance of the transformer 
has a definite retarding effect on the rate 
of capacitor discharge. When the ca- 
pacitor is not allowed to discharge suf- 
ficiently, the amplitude of the sawtooth 
output is reduced. Also, if a large ampli- 
tude sweep voltage is required, the retrace 
time will be too long. This is true be- 
cause the charge and discharge of the 
capacitor must cover a large voltage 
range. 

These disadvantages are overcome by the 
use of an additional tube as the discharg- 
ing device. The blocking oscillator is 
then used to trigger the discharge tube. 
Common practice is to use a duo-triode 
so that both functions are accomplished 
by a single tube. 

A practical circuit, which is used in some 
television displays, is shown in figure 89. 
In this circuit, V1 is a conventional block- 
ing oscillator. The repetition frequency 
is determined by the circuit consisting of 
C1, Ri, and R3. This last resistor is 
made variable to provide a frequency ad- 
justment. A decoupling filter, consisting 
of R2 and C3, 1s used in the plate circuit 
of the oscillator. The two grids are con- 
nected so that the voltage which appears 
on the grid of V1 also appears on the grid 
of V2. Both sections of the electron tube 
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(6) If a damping resistor, R5 (fig. 89), is 


inserted in the circuit, a slight improve- 
ment is produced. The waveforms shown 
in D, E, and F of figure 90 show the effect 
of adding the damping resistor. These 
waveforms were obtained from the same 
points as were A, B, and C. Complete 
damping in the plate-voltage waveform 
is evident in E. As a result, minor ir- 
regularities at the beginning of the saw- 
tooth sweep are prevented. The addition 
of the damping resistor reduces the amp- 
litude of the resulting waveforms and 
changes the frequency of operation. 
The design engineer must decide whether 
the advantages to be gained outweigh the 
disadvantages. 


43. Triggered Sweep Generator 


a. NEED FOR TRIGGERING. 
(1) All the relaxation oscillators discussed so 
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far for sweep generation have been free- 
running oscillators. The neon-tube or 
thyratron circuit, the multivibrator, and 
the blocking oscillator all begin to gen- 
erate an output voltage soon after the 
correct operating potentials are applied. 
The frequency at which these oscillators 
operate depends on the component values, 
the operating voltages, and the charac- 
teristics of the tubes and circuits used. 
None of these oscillators are particularly 
stable, although the electron-tube circuits 
are better in this respect than the gas-tube 
circuits. 

Frequently, it is required to produce a 
sweep voltage whose frequency is con- 
trolled rigidly by some externally pro- 
duced signal. This signal can be repeated 
periodically or it can be transient. Ifthe 
signal is periodic, the frequency can be 
constant or it can vary slightly. The 
sweep frequency must always follow the 
frequency of the externally applied 
signal. 

One method that is used to accomplish 
this involves the triggered sweep. In 
this method, an input trigger whose re- 
petition frequency is the same as the re- 
quired sweep frequency is applied to a 
special type of multivibrator or blocking 
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oscillator. These circuits are operated in 
such a way as to produce no output volt- 
age until the input trigger is applied. 
One complete cycle of operation and one 
complete sweep occur upon the receipt of 
each input trigger. If the input triggers 
are repeated periodically, the sweep also 
will be repeated periodically. If the fre- 
quency of the input trigger varies, so will 
the sweep frequency. A single transient 
trigger will cause a single sweep to be 
generated. 

Another method of causing the sweep 
frequency to be controlled closely by some 
externally applied signal frequency is 
known as synchronization. In this 
method a conventional free-running re- 
laxation oscillator is used. The fre- 
quency of the oscillator can be changed 
slightly by applying a suitable synchron- 
izing voltage. This voltage causes the 
oscillator frequency to be altered to the 
frequency of the synchronizing signal. 
Synchronization frequently is used with 
recurrent sweep circuits and those in 
which the sweep frequency can be ad- 
Justed reasonably close to the desired 
frequency by the operation of a free- 
running relaxation oscillator. The entire 
subject of synchronization will be dis- 
cussed in detail in section ITI. 
Frequently, the input trigger required 
for a triggered sweep has the same wave- 
form as a synchronizing signal. Several 
methods can be used to determine whether 
a driven or triggered sweep is being used 
or whether synchronization is taking 
place. First, if the input pulse is re- 
moved and the sweep generator stops 
operating, the input pulse is a true trigger 
and the sweep is a driven or triggered 
sweep. If, however, the sweep generator 
continues to operate but at a slightly dif- 
ferent frequency when the input pulse is 
removed, synchronization was being used. 
A second method can be used to distin- 
guish triggering from synchronization. 
A relaxation oscillator which is suitable 
for synchronization is usually a conven- 
tional free-running oscillator. The cir- 
cuit can be recognized as such. A circuit 
which is suitable for triggering, however, 
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must be modified in such a way as to 
prevent its operation until the input 
trigger is applied. 

The terms gated sweep generator or trig- 
gered sweep generator are sometimes 
used interchangeably. However, a dis- 
tinction can be made between them. A 
true triggered sweep circuit is one in 
which the sweep-circuit operation is 
merely started by the input pulse. This 
pulse is known as the trigger and usually 
is a peaked waveform. The sweep-gen- 
erating circuit terminates the sweep. A 
gated sweep circuit is one in which the 
sweep circuit is started, maintained for 
a certain specified time, and then termi- 
nated. The input pulse in the latter case 
is known as a gate and is usually a square 
or rectangular waveform. The genera- 
tion of a true gated sweep has been dis- 
cussed in the basic electron-tube sweep 
generator that was actuated by a pulse. 


6. TricGERED CIRCUITS. 


(1) Special types of multivibrators, called 


start-stop multivibrators, and also, by 
some authors, one-shot multivibrators, 
are used to generate triggered sweeps. 
These multivibrators normally are in- 
operative but go through one complete 
cycle when triggered. A common start- 
stop multivibrator is shown in figure 91. 
In this circuit, the cathode bias voltage 
developed across the common cathode re- 
sistor R is applied to the grid of V1 only. 
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Figure 91. Schematic diagram of a start-stop 


multivibrator. 
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(2) 


(3) 


(4) 


The grid of V2 is returned to its own 
cathode through R2. 

When the operating voltages are applied 
to this circuit, V2 conducts heavily and 
V1 is cut off because of the large cathode 
bias. This condition is maintained until 
the positive input trigger is applied. The 
trigger drives V1 into conduction and 
causes its plate potential to fall. The 
drop in voltage is transmitted through a 
conventional coupling circuit, C2R2 to 
the grid of V2, which is driven negative. 
The resultant reduction in plate current 
through V2 reduces the amount of cur- 
rent through resistor R which reduces the 
amount of cathode bias applied to V1 so 
that its plate current rises. A regener- 
ative switching action occurs which 
causes V1 to become saturated and V2 
to become cut off. 

As time progresses, the charge continues 
to leak off C2 through R2. When the 
grid voltage of V2 is no longer sufficiently 
negative to hold the tube cutoff, it con- 
ducts. This conduction increases the 
cathode bias applied to V1. The regen- 
erative action which occurs causes V1 to 
be cut off and V2 to become saturated. 
This is the original condition of the cir- 
cult prior to the application of the trig- 
ger. The circuit remains in this condi- 
tion until the next trigger is apphed, at 
which time the entire cycle begins again. 
In order for the circuit to operate, an in- 
put trigger is required. Without the 
driving trigger the circuit remains in a 
state of equilibrium. 

To convert the multivibrator into a 
sweep generator, a capacitor is connected 
between the plate of V2 and ground. As 
long as V2 conducts, the capacitor is 
shunted by the low plate resistance. 
When a trigger is applied to the multi- 
vibrator, V2 is cut off. This allows the 
capacitor to charge through R4, the plate 
resistor of V2, thereby generating the 
saw-tooth sweep voltage. When V2 con- 
ducts once more, the capacitor discharges 
rapidly through the tube. In this way, 
the trigger that is applied to the start- 
stop multivibrator begins the sweep. 
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The sweep voltage continues to increase 
as long as V2 is cut off. The time con- 
stant of the coupling circuit C2R2 
largely determines the amount of time 
that V2 remains cut off. The sweep 
terminates when V2 conducts. 

(5) In some applications several sweep 
lengths are required. A_ switching 
arrangement permits various sizes of re- 
sistance to be inserted as R2. If this 
resistance is increased, then V2 remains 
cut off for a longer period of time and a 
longer sweep duration voltage is gen- 
erated. If R2 is reduced, the sweep 
duration also is reduced. The switching 
arrangement which alters the size of R2 
also changes the value of the capacitor 
across V2 where the sweep voltage is 
generated. This is necessary in order to 
maintain the same amplitude of sweep 
when its time duration is changed. 

(6) Some radar applications use the output 

of the start-stop multivibrator to gate a 

discharge tube. This tube produces a 

gated sweep which has already been 

described. 

Another triggered sweep generator uses 

a special blocking oscillator (fig. 92). 

This circuit differs from the circuit 

described earlier in one important re- 

spect. The grids of the tube are returned 
through Ri and R3 to a source of large 
negative bias. The amount of negative 
voltage is far beyond plate-current cut- 
off. As a result, no current flows in 
either section of the electron tube. When 

a sufficiently large amplitude positive 

trigger is applied to the grids, the nega- 

tive bias is overcome and plate current 
flows. The circuit now operates nor- 
mally and produces the single oscillation. 

The negative alternation of grid voltage 

is far below the original bias voltage. 
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Figure 92. Typical circuit of a triggered blocking 
oscillator and discharge tube. 


After the single cycle has been generated, 
the oscillator is again blocked. 

(8) In due time, the additional negative 
charge resulting from oscillation leaks off 
capacitor Cl. In an ordinary blocking 
oscillator, this voltage discharges toward 
ground potential. When the cut-off bias 
is reached, another oscillation occurs. In 
the circuit shown in figure 92, however, 
the capacitor discharges toward the large 
value of initial negative bias. Even when 
this large value of voltage is reached, no 
oscillation is generated since the grid volt- 
age still is below cut-off. A trigger volt- 
age is required to drive the tube into 
conduction to produce the next oscillation. 

(9) As long as both tubes are cut off, the 
output capacitor C2 charges through R4 
toward the value of the plate-supply volt- 
age. When the trigger is applied, the 
tube conducts. Capacitor C2 discharges 
rapidly through the low resistance of the 
discharge tube. Consequently, the trig- 
ger initiates the retrace and the sweep 
begins when the tube has been cut off. 


Section Ill. SYNCHRONIZATION OF TIMEBASE CIRCUITS 


44. Need for Synchronization 


a. The frequency of most signals that are ap- 
plied to the cathode-ray tube is such that the elec- 
tron beam must move across the screen rapidly in 
order to trace them. If a single cycle of a 60-cps 
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waveform is to be produced, the electron beam 
must produce the pattern in 1/60 second. AlI- 
though the beam has no difficulty in moving rap- 
idly enough, the pattern produced would be lost 
to the eye in so brief atime. At higher frequen- 
cies, the time required for a cycle is even shorter. 


b. Several methods are used to make the pattern, 
which is traced in so brief a time, useful to the eye. 
First, a long-persistence phosphor can be used as 
the screen material. This method has several 
drawbacks. First, the writing-speed character- 
istics of most long-persistence phosphors are such 
as to require a fairly long excitation period in order 
to produce a large light output. Consequently, a 
rapidly moving beam of electrons cannot produce 
a sufficiently bright pattern. Second, if the pat- 
tern changes, the long persistence will produce a 
Serious smear on the screen. 

c. A more satisfactory method is to cause the 
cathode-ray tube to redraw the same pattern rap- 
idly. If a single cycle is retraced on the screen 
in such a way that the pattern always occupies 
the same position, the eye sees a stationary image. 
This is true whether the frequencies involved are 
60 cycles per second or several million cycles per 
second. The persistence of human vision is such 
that when more than about 16 complete patterns 
are produced in a second, the moving spot can no 
longer be seen. 

d. It already has been pointed out that if a 
single cycle of signal is to be observed, the sweep 
frequency must be equal to the signal frequency. 
Also, if more than 1 cycle is to be viewed, the sweep 
frequency must be an exact submultiple of the sig- 
nal frequency. If the exact frequency relation- 
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ships are not maintained, a different portion of 
the signal is traced during each sweep. The pat- 
tern is then not stationary but moves across the 
screen. When the sweep frequency is only slightly 
incorrect, the motion of the pattern is slow enough 
to see. However, if the sweep frequency is con- 
siderably in error, the motion of the pattern is so 
rapid that a meaningless blur appears. 

e. Assume that a 60-cps test signal is applied to 
the vertical plates of a cathode-ray tube. In order 
to see a stationary pattern on the screen consisting 
of 1 cycle, a 60-cps sawtooth sweep voltage is ap- 
plied to the horizontal-deflection plates. If the 
sweep generator is unstable, its frequency changes. 
Assume that the drift is such as to increase the 
sweep frequency slightly. The time required to 
complete 1 sweep cycle is now slightly less than 
the time required to complete 1 signal cycle. The 
effect on the pattern is seen in figure 93. 

f. In the first sweep, slightly less than 1 com- 
plete signal cycle is traced on the screen (A of fig. 
93). After a rapid retrace, the second sweep 
begins when the signal is still below the reference 
line. The second sweep ends still earlier in the 
signal cycle and the pattern in B is produced. 
The third sweep begins when the signal is still 
more negative and terminates at the negative peak. 
This produces the pattern shown in C of figure 93. 
By the time the fourth sweep starts, its phase has 
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Figure 98. Drifting of pattern from left to right on cathode-ray tube screen when sweep frequency is slightly higher 
than signal frequency. 
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signal. When this is done, the sawtooth genera- 
tor frequency is accurately locked-in with that 
of the power source. This type of synchroniza- 
tion, sometimes called dine sync is useful when sig- 
nals to be observed recur at the frequency of the 
power source or its harmonic. 

c. When the nature of the signal to be observed 
is such that it will not synchronize the sweep gen- 
erator properly, some external source of sync sig- 
nal must be used. Also, it sometimes is required 
that the sweep generator be synchronized with 
some remotely located oscillator or other device. 
For example, in a television display, it is necessary 
that the sweep generators used in the receiver 
operate at exactly the same frequency as is used in 
the original scanning process. To accomplish 
this, synchronizing signals sent out by the trans- 
mitter are used to control the operating frequency 
of the sweep circuits in the receiver. 


46. Synchronization of Gas-Tube Sweep Gen- 
erator 


a. NEON-TuBE SYNCHRONIZATION. A neon-tube 
relaxation oscillator can be synchronized by ap- 
plying a large amplitude voltage in series with the 
tube. The frequency of this synchronizing volt- 
age must be slightly higher than the natural op- 
erating frequency of the oscillator. This sync 
voltage alternately raises and lowers the potential 
applied to the neon tube. The tube is made to 
conduct at the peak of the sync signal, just a little 
before the tube would have conducted without the 
sync signal. This circuit is rarely used, however, 
because of the advantages of the thyratron circuit. 

b. TrryRATRON-TUBE SYNCHRONIZATION. 

(1) The thyratron relaxation oscillator can 
be synchronized readily. First, the os- 
cillator is adjusted near to or slightly 
lower than the desired operating fre- 
quency. Then, a sync signal is applied 
to the control grid of the thyratron. It 
has been shown that when the grid bias 
is made less negative, the ionization po- 
tential is reduced, and when the grid bias 
is made more negative, the ionization po- 
tential is increased. The sync signal, 
therefore, raises or lowers the voltage at 
which the tube ionizes. 

(2) The sync signal is applied through a con- 
ventional R-C coupling circuit to the 
grid of the thyratron (A of fig. 95). The 
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resistor is made variable in order to per- 
mit a variation in the amplitude of the 
sync signal. Certain types of sweep cir- 
cuits require a specific polarity of sync 
signal for proper operation. The cir- 
cuit shown in A does not allow a reversal 
of polarity to be made in case the sync 
signal polarity is incorrect. Some oscil- 
loscopes use the circuit shown in B for 
this purpose. The circuit is a single-tube 
paraphase amplifier in which a center- 
tapped potentiometer is used. An in- 
verted sync signal appears across Rl 
while a noninverted sync signal appears 
across R2. As the potentiometer arm is 
moved away from its midposition the 
amplitude of the sync signal which is ap- 
plied to the thyratron grid is increased. 
Opposite-polarity sync signals are ob- 
tained from opposite sides of the 
grounded center tap. In this way, the 
polarity of the sync signal may or may 
not be reversed and its amplitude can be 
varied by means of a single control. 
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Figure 95. Circuits used for application of sync signals 
to grid of thyratron sawtooth generator. 
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(3) Before the sync signal is applied, the 


capacitor across the thyratron charges 
up normally until the ionization poten- 
tial is reached. The capacitor then dis- 
charges rapidly through the tube and 
the normal free-running sawtooth sweep 
is generated. However, when a sync 
signal, such as a simple sine wave, is ap- 
plied to the grid of the thyratron, the 
operation of the circuit is changed. The 
ionization potential of the tube is alter- 
nately lowered and raised in accordance 
with the variation of sync signal. As- 
sume that the sweep generator is operat- 
ing at a slightly lower frequency than the 
sync signal. The operation of the cir- 
cuit is seen in figure 96. 
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Figure 96. Graphical analysis of sychronization of a 
thyratron sawtooth generator by means of a sinusoidal 
sync signal. 
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(4) When the sync signal is applied, the 


capacitor voltage does not build up to 
point M, but instead the charge is inter- 
rupted at point N. The ionization 
potential is reduced during the first posi- 
tive alternation of sync signal. The sec- 
ond sawtooth ends a short period of time 
before it normally would have ended 
without synchronization. The capacitor 
discharges rapidly, and the third sweep 
begins. The sweep normally would ter- 
minate at point P if the oscillator were 
allowed to free-run. However, because 
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the ionization potential is again reduced, 
the tube conducts at point O. Succeed- 
ing sawtooth cycles are terminated at 
points Q, S, and U rather than at points 
R, T, and V. 

Synchronization does not occur instantly. 
In figure 96, it can be seen that a few 
cycles must elapse until proper lock-in 
occurs. Each one of the first four saw- 
tooth waveforms shown has a slightly 
different frequency. The length of each 
sawtooth cycle is reduced slightly com- 
pared to the previous cycle. A gradual 
increase in frequency occurs during these 
first four cycles of operation. Point O 
represents a greater reduction in the free- 
running lonization potential than does 
point N. This same point O represents 
a smaller reduction than does point Q. 
While these first few cycles are being 
produced, the frequency of the sawtooth 
waveform is increasing gradually toward 
the frequency of the synchronizing sig- 
nal. Once the fourth sawtooth cycle has 
occurred, however, all succeeding cycles 
end at identical points on the ionization 
potential curve. The frequency of the 
sawtooth voltage is exactly the same as 
the frequency of the sine-wave sync sig- 
nal. When this occurs, the sawtooth 
voltage is said to be locked-in with the 
applied sync signal and synchronization 
1s complete. 

Synchronization can also occur when the 
sync signal frequency is an exact har- 
monic of the required sawtooth fre- 
quency. Figure 97 shows the effect of 
applying a sync signal whose frequency 
is twice the required sawtooth frequency. 
Before the sync signal is applied, the 
sawtooth generator is adjusted to pro- 
duce a frequency that is slightly lower 
than one-half the frequency of the sync 
signal. In other words, the frequency 
of the sync signal is slightly higher than 
twice the free-running sawtooth fre- 
quency. After a few cycles of adjust- 
ment, the sawtooth signal is locked-in at 
a frequency which is exactly one-half the 
sync signal frequency. The figure shows 
that synchronization has occurred on 
every second cycle of the sync signal. 
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Figure 97. Synchronization of a thyratron sawtooth gen- 
erator by means of a sync signal whose frequency is the 
second harmonic of the desired sawtooth frequency. 


(7) If the frequency of the sync signal were 
three or four times the sawtooth fre- 
quency then synchronization would occur 
on every third or fourth cycle. Conse- 
quently, synchronization can occur at the 
fundamental or subharmonic frequency 
of the sync signal. In general, however, 
as the order of the subharmonic of the 
sync signal increases, synchronization be- 
comes more difficult. Sine-wave synchro- 
nization generally is not used when the 
sync frequency is more than three or four 
times the sawtooth frequency required. 
When greater frequency division of the 
sync signal must be used, peaked sync 
waveforms are more satisfactory. Count- 
ing circuits are also used. Almost any 
waveform can be used for synchroniza- 
tion if the ionization voltage of the gas- 
tube relaxation oscillator can be modified 
in accordance with that waveform to pro- 
duce a frequency modification. 

c. Errect oF INcorrEcT Sync SicnaL AMPLI- 
TUDE. 

(1) Some means usually is provided to vary 
the amplitude of the sync signal that is 
applied to the gas-tube relaxation oscilla- 
tor. This usually takes the form of a 
potentiometer as shown in A of figure 95. 
As the potentiometer arm is moved to- 
ward ground, the amplitude of the sync 
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signal is reduced. When the arm is 
moved in the opposite direction, the am- 
plitude of the sync signal is increased. 
If the amplitude of the incoming sync 
signal were fixed, a fixed adjustment 
could be used to obtain the correct ampli- 
tude of sync signal. Because of the wide 
range of amplitudes of sync signals, a 
variable adjustment is required so that 
the correct amplitude of sync signal is 
applied to the oscillator. 

The correct amplitude of sync signal is 
that amount which properly synchronizes 
the relaxation oscillator without causing 
oversynchronization. If the amplitude 
of the sync signal is too low, the resultant 
variation in ionization potential will not 
be sufficient to lock-in the pattern on the 
screen. This low amplitude of sync sig- 
nal can cause proper synchronization for 
a short time but the sweep frequency will 
soon pull away from the sync frequency. 
The pattern on the screen of an oscillo- 
scope will remain stationary for a short 
time. Then the pattern will begin to 
move across the screen. Following this 
the pattern will again stop for a short 
time. This stop-and-go motion indicates 
that an insufficient amplitude of sync sig- 
nal is being applied at the particular 
sweep frequency used. A slight increase 
in the amplitude of sync signal will result 
in the desired stationary pattern. How- 
ever, if the amplitude is increased still 
further, the harmful effects of oversyn- 
chronization may occur. 
Oversynchronization often results in se- 
vere pattern distortion, erratic pattern 
Jumping, superimposition of one pattern 
over another, or excessive change in sweep 
generator frequency. <A of figure 98 
shows an analysis of oversynchronization. 
With the proper amplitude of sync signal 
applied, the ionization voltage rises and 
falls normally as indicated by waveform 
A. The correctly synchronized sawtooth 
voltage is shown at B. Assume that the 
amplitude of the sync signal is increased 
several times. A large variation in ioni- 
zation voltage is produced which causes 
this voltage to swing downward almost to 
the value of the low deionization poten- 


(4) 





tial. The upward swing of ionization 
voltage on the opposite alternation of 
sync signal carries it to practically twice 
its norma] value without synchronization. 
The waveform at C shows the large vari- 
ation in ionization potential. This wide 
swing of ionization voltage causes the 
sawtooth voltage to be produced as fol- 
lows. The second sawtooth cycle shown 
normally rises to S, then begins the re- 
trace. However, because of the increased 
sync signal amplitude, the thyratron con- 
ducts at T instead. The sawtooth voltage 
falls normally to U and third sweep be- 
gins. The rise in voltage continues for 
only a short time because of the great 
reduction in ionization voltage during 
this alternation. The sawtooth rise is 
terminated at V, and the retrace begins. 
A low-amplitude, high-frequency sweep 
voltage is generated. 

The next sweep cycle, D, rises to X; then 
the retrace occurs. The following sweep 
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Figure 98. Graphical analysis of oversynchronization. 
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cycle is another low-amplitude, high-fre- 
quency voltage whose rise terminates at 
Z. Consequently, the sweep generator 
oscillates alternately in two conditions. 
Every second sweep cycle is large in 
amplitude and low in frequency, while 
the alternate sweep cycles are low in 
amplitude and high in frequency. Under 
these conditions, an unsatisfactory pat- 
tern will be produced on the screen. 

B of figure 98 shows another possible ef- 
fect of oversynchronization. The fre- 
quencies involved here are somewhat. 
different than those shown in A. Here, 
three different sweep frequencies of 
widely differing amplitudes are produced. 
The first cycle rises to point a, where 
lonization occurs. The second cycle 
rises to point b, while the third cycle can 
rise only to point c before the retrace 
begins. If the sync signal amplitude 
were increased further the thyratron 
would continue to conduct for a longer 
period of time. Under these conditions, 
the capacitor charge could not occur and 
a time interval between sweeps would 
result. 

The effect of gradually increasing the 
amplitude of the sync signal can be seen 
in the series of oscillograms shown in 
firure 99. In A the sync signal ampli- 
tude has been increased so that a small 
amount of oversynchronization occurs. 
Alternate sweep cycles are seen to have a 
lower amplitude and a higher frequency. 
As a result there will be superimposed 
on the desired 3-cycle pattern a 2-cycle 
pattern whose width is less than that of 
the desired pattern. 

B shows the effect of a further increase 
in the amplitude of the sync signal. The 
effect of further increasing the sync sig- 
nal causes the sweep generator to jump 
frequency completely so that the screen 
pattern has only 2 complete cycles. Also, 
the amplitude of the sweep voltage is 
reduced so that the pattern width is de- 
creased. Again, a sweep voltage is pro- 
duced having two different frequencies 
and amplitudes. In C the sync amplitude 
is increased to a point where the sweep 
frequency again jumps. Here the ampli- 
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Figure 100. Grid voltage of multtiribrator showing the 
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effect of sine-wave sync signal 


Although the sync signal still is ap- 
plied from D to F, it has no effect. The 
reason for thisis: Grid limiting is caused, 
since grid current flows; this flattens the 
positive alternations of the sync signal. 
The negative alternations do not have 
sufficient magnitude to cut off the con- 
ducting tube. Consequently the time 
from D to F will be the same as from B to 
C. The effect of the sync signal has been 
to raise the frequency of the multivibra- 
tor and cause it to lock-in at some sub- 
multiple of the sync signal. Synchroni- 
zation can also occur when the sync 
frequency is equal to the multivibrator 
frequency rather than several times 
higher, as was illustrated. 

By far the most common sync signal for 
multivibrators is a sharply peaked wave. 
When the free-running frequency of the 
multivibrator is slightly lower than the 
frequency of the sync signal, the multi- 
vibrator will be synchronized at the exact 
frequency of the sync signal. The grid- 
voltage waveform and the sync signal are 
illustrated in A of figure 101. The first 
sync pulse occurs at some random phase 
with respect to the grid waveform. The 
first 2 cycles of multivibrator operation 
are free-running from A to C. This is 
true because the first three sync pulses 
do not happen to fall at a point on the 
grid-voltage waveform where they can 
produce any effect. 

The first sync pulse occurs when the grid 
voltage is negative; however, the ampli- 
tude of the pulse is not sufficient to drive 
the tube into conduction. Both the sec- 
ond and third syne pulses occur when the 
grid voltage is above cut-off. They can 
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Figure 101. Multivibrator synchronization by means of 


(6) 


(7) 


Sharply peaked pulses. 


have no effect on the tube, which is 
already conducting at saturation. The 
fourth sync pulse occurs just before the 
cut-off bias is reached. The pulse momen- 
tarily raises the grid voltage above cut- 
off. This starts the regenerative switch- 
ing action that ends an alternation of 
square-wave output at D. Every succeed- 
ing sync pulse occurs at the correct time 
in the cycle to terminate 1 square-wave 
cycle and begin the next. In this way, the 
frequency of the multivibrator as well as 
the sweep frequency controlled by the 
multivibrator operation is synchronized 
to the same frequency as that of the sync 
pulses. 

B of figure 101 shows the operation of 
the circuit when it is synchronized at a 
frequency which is one-third the sync 
signal frequency. In this case the syne 
pulses numbered 1, 4, 7, 10, and 13 are 
responsible for proper synchronization. 
Free-running blocking oscillators which 
are used in sweep-generating circuits can 
be synchronized in the same manner. 
The R-C discharge curve with only a 
slight modification is found also as the 


grid-voltage waveform of the blocking 
oscillator. If a series of sync pulses is 
introduced in the grid circuit of the oscil- 
lator, it can drive the tube into con- 


duction. The single oscillation is then 
repeated, not at some free-running fre- 
quency but at the frequency of the sync 
signal or its submultiple. 


Section IV. LINEARIZATION 


48. Need for Linearization 


a. A linear timebase is required in order that 
equal amounts of deflection can represent equal 
intervals of time. By the amount that the sweep 
departs from true linearity it fails to show ac- 
curate graphs of voltage or current versus time. 
In some radar applications, a linear sweep is re- 
quired to measure the range of a target. If the 
sweep is not linear it is difficult to estimate the 
exact range of a target. In television displays, 
the effects of a nonlinear sweep are obvious im- 
mediately. The resultant pattern is squeezed to- 
gether if the sweep speed is reduced. Ifthe sweep 
speed is increased, a stretched out pattern results. 

b. Most sweeps are produced by a charge or dis- 
charge of a capacitor through a resistor. Since 
the rate of current flow is not truly linear but is 
exponential, it is not possible to obtain true line- 
arity from such a simpie circuit. If only the be- 
ginning of the exponential charge is used and if 
only a very small portion of the charging curve 
is used for the sweep, the amount of nonlinearity 
can be unimportant. However, when more accu- 
rate linearity is required, special methods and cir- 
cuits must be used to improve the sweep linearity. 
The use of these methods and circuits is known as 
linearization. 

c. Linearization of the sweep is not used in ordi- 
nary general-purpose oscilloscopes. However, 
special-purpose oscilloscopes, radar and television 
sets generally use some type of linearization in 
order to improve the display. Occasionally, more 
than one means of linearization is used when 
necessary. 


49. Methods of Linearization 


a. ConsTANT-CURRENT PENTODE. 


(1) When using the constant-current pentode 
method of linearization, the resistor 
through which the sweep capacitor 
charges is removed. A pentode electron 
tube is substituted for the resistor. The 
screen-grid voltage of a pentode can be 
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chosen so that the plate current remains 
constant over a wide range of plate volt- 
age. Ifthe charging current which flows 
into the capacitor is made constant, the 
charge accumulates at a linear rate. The 
resultant capacitor voltage rise is, con- 
sequently, made linear. 

A thyraton sawtooth generator which 
uses a constant-current pentode is shown 
in figure 102. When the plate voltage is 
applied to this circuit, the capacitor C 
charges up through the pentode, V2. The 
voltage across the capacitor rises as the 
charge accumulates. Since the plate cur- 
rent of V2 remains fairly uniform, the 
voltage across the capacitor increases at 
a linear rate. Discharge of the capacitor 
occurs when the ionization voltage of the 
thyratron is reached. The coarse fre- 
quency control consists of several capaci- 
tors which are switched in across the thy- 
ratron. The fine frequency control is a 
bias adjustment on the grid of the pen- 
tode. A variation of bias alters the plate 
resistance of the tube which determines 
the amount of charging current that flows 
into C. The effect on frequency is the 
same as though the resistance of a series 
resistor were varied to change the fre- 
quency. 
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Figure 102. A thyraton relazation oscillator using a 


constant-current pentode for linearization. 
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(8) Another circuit using the constant-cur- 


rent pentode with a pulse-operated triode, 
V1, is shown in figure 103. In this cir- 
cuit, a series of rectangular pulses is ap- 
plied to the grid of V1. Plate current 
flows through this tube in a series of short 
pulses. V1 is cut off for a much longer 
period of time than it is allowed to con- 
duct. The sweep capacitor C is in the 
cathode circuit of the triode while the 
constant-current pentode is shunted 
across the capacitor. 
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Figure 108. A pentode in conjunction with a triode which 
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is actuated by a pulse. 


(4) During the brief intervals when V1 con- 


(5) 


ducts, the capacitor charges through the 
triode. The current through the pentode 
is negligible because of its high internal 
resistance. Because the plate resistance 
of the triode is low, the time constant of 
the charging circuit is short. Conse- 
quently, the capacitor charges rapidly. 
This produces a rapid rise of capacitor 
voltage. When the pulse which had 
caused V1 to conduct ends, the triode is 
cut off. The capacitor C now begins to 
discharge through the pentode. Because 
of the high plate resistance of the pent- 
ode, the time constant of the discharge 
circuit is long. A rather slow capacitor 
discharge occurs. Because of the char- 
acteristics of the pentode, the plate 
current which flows is uniform. Conse- 
quently, the discharge of the capacitor is 
a linear rather than an exponential one. 
Most sweep generators use a slow charge 
and a rapid discharge of a capacitor in 
order to produce a slowly rising and rap- 
idly falling waveform. In this circuit, 
however, the reverse method is used. The 
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capacitor is made to charge rapidly and 
discharge slowly at a linear rate through 
the pentode. The voltage produced rises 
rapidly and falls slowly. The rapid rise 
is used to produce the sweep retrace while 
the slow fall is used to produce the sweep 
trace. This waveform is applied to the 
opposite deflection plate of a cathode-ray 
tube. An ordinary electron-tube ampli- 
fier can be used to invert the polarity of 
this sweep waveform if desired. 
Potentiometer R2 is a means of varying 
the amount of cathode bias that is applied 
to the pentode. As the grid is made more 
negative with respect to the cathode, the 
plate resistance of the pentode is in- 
creased. This increases the time constant 
of the discharge circuit which lowers the 
sweep frequency produced. 


6. NoNLINEAR AMPLIFIER. 
(1) A common method of improving the 
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linearity of a sawtooth sweep is to use a 
nonlinear amplifier. No amplifier is per- 
fectly linear since it introduces some dis- 
tortion into the waveform which is being 
amplified. It is common practice in elec- 
tronic circuits to introduce one nonlinear- 
ity which compensates for another cir- 
cuit nonlinearity. 

If the transfer characteristic curve A of 
a tube as shown in figure 104 is examined, 
considerable nonlinearity is seen. This 
curve is a portion of the transfer charac- 
teristic of a variable-mu tube. The shape 
of the characteristic curve of this tube is 
most suitable for linearization, although 
sharp cut-off tubes are also used. The de- 
gree of curvature in the characteristic of 
a sharp cut-off type is much less than for 
a variable-mu type. However, if only a 
small amount of nonlinearity is to be cor- 
rected, ordinary sharp cut-off amplifiers 
are used. The operating voltages of the 
nonlinear amplifier are adjusted so that 
the curvature of the transfer charac- 
teristic of the amplifier is approximately 
opposite to that of the input exponential 
sawtooth waveform. In this way the in- 
put signal (B of fig. 104) produces a lin- 
ear rise in plate current; the output sig- 
nal C is used to produce a linear sweep. 
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Figure 104. Analysis of lineartzation of sawtooth sweep by 
means of a nonlinear amplifier 


(3) A typical circuit is shown in figure 105. 
Here V1 is a discharge tube which is actu- 
ated by a pulse. When V1 is cut off, the 
capacitor C1 charges up exponentially 
through Ri. When V2 is made to con- 
duct it discharges C1 rapidly. The ex- 
ponential sawtooth waveform is applied 
to the grid of V2 through the coupling 
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Figure 105. A typical sweep circuit which uses a nonlinear 
amplifier to produce a linear sweep. 
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circuit C2R2. V2 operates as a nonlinear 
amplifier whose plate load is R4. Poten- 
tiometer R3 allows the bias on the ampli- 
fier to be adjusted so that operation can 
occur on the most satisfactory portion of 
the characteristic curve. When the ad- 
justment of bias is correct, a linear saw- 
tooth sweep voltage is obtained at the 
output of V2. 


co. ADDITIONAL Time ConstTaNT. 
(1) Another method of improving the linear- 
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ity of the sawtooth sweep is to insert an 
additional R-C circuit at the output of a 
conventional sweep circuit. If the ca- 
pacitor in this additional circuit is made 
to discharge for part of the time that the 
main sweep capacitor is charging nor- 
mally, the output voltage waveform will 
be altered. The usual sweep voltage is 
a convex voltage as it bulges upward away 
from the reference line. The discharge of 
the additional capacitor is a concave volt- 
age as it bulges downward toward the ref- 
erence line. These two waveforms are 
added together to produce the sweep. If 
these voltages have the proper amplitude 
and curvature, a linear sawtooth sweep 
voltage is generated. 

A sweep circuit which incorporates this 
principle is shown in B of figure 106. For 
comparison the conventional circuit is 
shown in A of figure 106. In the con- 
ventional circuit, C charges through Rl 
from the power supply while V1 is cut 
off. This produces the exponential rise 
in voltage. The electron tube is then 
made to conduct briefly, during which 
time the capacitor discharges quickly 
through the tube. In B of figure 106, 
capacitors C1 and C3 take the place of 
capacitor C. An additional time-con- 
stant circuit made up of R2C2 is added 
in parallel with Cl. The capacitors C1 
and C2 usually are about the same values. 
Resistor R2 is made fairly large, approx- 
imately .6 meg (megohm). The saw- 
tooth output voltage is the sum of the 
voltages across C2 and C3. 

Assume that all capacitors are fully 
charged by the power supply. Both C1 
and C3 charge through R1; C2 charges 
through R1 and R2. When V1 starts 
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Figure 106. 


conducting, all capacitors begin to dis- 
charge through the tube. Capacitors Cl 
and C3 discharge rapidly since the low 
plate resistance of the tube is directly 
in parallel with this series combination. 
However, C2 discharges slowly because 
of the large resistance R2 through which 
its discharge current flows. As a result, 
when V1 is again cut off, both C1 and C3 
have lost practically their entire charge. 
C2, however, has lost only a small part 
of its charge. 


(4) With V1 cut off, C1 and C3 begin to re- 


(5 


wv’ 


charge. At first, when the voltage across 
C2 is still larger than the voltage across 
C1, C2 continues to discharge through R2 
and into Cl. Consequently, at the begin- 
ning of the sweep, C1 and C3 are being 
charged by the power supply, C1 is also 
being charged by C2, and C2 is discharg- 
ing. In due time, the voltage across C1 
rises and the voltage across C2 falls. 
When the voltage across C1 exceeds the 
voltage across C2, then C2 begins to 
charge. This occurs considerably later 
in the sweep cycle. 

The sawtooth output voltage is taken 


across C2 and C3. The voltage across - 


C3 is the usual nonlinear sawtooth sweep. 
However, the voltage across C2 is con- 
siderably different. At the beginning of 
the sweep, C2 discharges. This reduces 
the rate of sweep rise. Near the ending 
of the sweep when the charging current 
which flows into C3 tapers off to produce 
a flattened sawtooth, C2 charges. This 
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rise of voltage increases the rate of sweep 
rise. The voltage across C2 takes the 
form of an approximate semicircle or 
parabola which is concave upward. If 
the time constants of the circuits chosen 
are correct, the sum of the voltages across 
C2 and C3 is a linear sawtooth. 

C of figure 106 shows the waveforms re- 
quired for proper linearization. Curve 1 
is the conventional exponential voltage 
rise toward the maximum charging volt- 
age E; this is the waveform produced by 
C3. Curve 2 is the required compensat- 
ing voltage which must be added to curve 
1 to produce true linearity. Curve 2 is 
the approximate waveform produced by 
C2. When curves 1 and 2 are added, the 
resultant is curve 3. 

Several modifications of the method de- 
scribed above are used for sweep linear- 
ization. In A of figure 107, the opera- 
tion of the circuit is as follows: Assume 
that both C1 and C2 are fully charged. 
When V1 is made to conduct, both cap- 
acitors begin to discharge. Capacitor C1 
discharges rapidly through the low plate 
resistance of the triode. Capacitor C2 
discharges slowly through R1 and the 
tube. By the time the tube is driven be- 
yond cut-off, capacitor C1 has lost most of 
its charge. C2, however, has lost only a 
small amount of its charge. When the 
tube is cut off, capacitor C1 begins to 
charge through resistors R1 and R2. Be- 
cause of the large amount of charge still 
on C2, this capacitor continues to dis- 
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charge into C1. After a short time, the 
voltage across C2 drops below that of 
C1. Then capacitor C2 begins to charge 
from the power supply. 
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Figure 107. Typical circuits which use additional R-O 
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circuits for improved linearity. 


The sweep voltage is obtained only 
across Cl. This capacitor is charged not 
only by the power supply but also by 
means of the discharge of capacitor C2. 
The voltage of charge from the power 
supply is the usual convex exponential 
rise. The charge voltage from capacitor 
C2 is a concave waveform. The total 
voltage across Cl is the result of these 
two waveforms. When the time con- 
stants of the circuits are chosen properly, 
the resultant is a linear rise. 

Frequently, a potentiometer is used in 
place of fixed resistors Ri and R2 (B of 
fig. 107). The potentiometer provides 
a means of changing the time constants 
of both R-C circuits so that the most 
linear waveform is_ produced. The 
potentiometer is called the linearity 
control. 


ad. Freppack Nerwork. 


(1) 


Still another method of improving the 
linearity of a sawtooth sweep voltage is 
to use a feedback network. Many feed- 
back circuits are used but one of the most 
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popular is the bootstrap sweep circuit. 
The sweep voltage within the circuit 
appears to raise itself by its own boot- 
straps. 

A simplified schematic diagram of the 
bootstrap sweep circuit is shown in figure 
108. The electron tube V1 is the dis- 
charge tube for capacitor Cl. This 
capacitor charges from the power supply 
through resistors R1 and R2. The saw- 
tooth voltage across C1 is coupled directly 
to the grid of the cathode-follower V2. 
The output of the cathode-follower is 
the voltage across R,. This is where the 
sawtooth sweep voltage is obtained. The 
cathode-follower is operated with a gain 
very close to unity. Therefore, almost 
the same amplitude of sawtooth voltage 
which is applied to the grid of V2 ap- 
pears at the cathode. 





TM 671-108 
Figure 108. Bootstrap sweep circuit in which feedback is 


used to improve linearity. 


(3) The sawtooth output voltage is coupled 


back to the junction of Rl and R2 
through capacitor C2. Since this capaci- 
tor is large, the potential across it re- 
mains fairly constant as the sawtooth 
voltage increases in amplitude. There- 
fore, the sawtooth voltage is fed back to 
the junction of R1 and R2 with a mini- 
mum amount of loss. As capacitor Cl 
charges, the voltage at the end of Ri con- 
nected to C1 rises. The feedback saw- 
tooth voltage, which is applied to the 
other end of R1, also rises by almost the 
same amount. If the voltages applied to 
both ends of Ri increase by the same 
amount, the difference of potential across 
the resistor remains constant. As a re- 
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sult, the current through R1, which is 
the charging current for C1, remains 
constant. Consequently, the accumula- 
tion of charge by C1 is linear and a 
linear sweep is generated. 


(4) By taking the sawtooth output voltage 
across the cathode resistor R, instead of 
across C1, the cathode-follower can act 
as a buffer and as an impedance matching 
stage to the following circuit. 


Section V. SINUSOIDAL AND CIRCULAR SWEEPS 


50. Sine-Wave Sweeps 


a. Meruop oF Ostainina. A sine-wave sweep 
is obtained by applying a simple sine wave to the 
horizontal-deflection plates of a cathode-ray tube. 
The electron beam is swept alternately across the 
screen in one direction and then in the opposite 
direction. The speed at which the spot moves 
varies at a sinusoidal rate. The same amount of 
time is required for retrace as is required for the 
trace. This sweep voltage can be obtained from 
any sine-wave oscillator. Frequently, the power- 
line is used as the source of the sine-wave sweep. 
A connection usually is made to one of the low- 
voltage secondary windings of a power trans- 
former within the oscilloscope. This voltage is 
amplified by the horizontal-deflection amplifier, 
and is then applied to the horizontal-deflection 
plates. 

6, CirARACTERISTICS. When a sine-wave sweep 
is used, the speed of the spot varies continuously. 
The rate of change of a sine wave is greatest when 
the voltage passes through zero. At the extreme 
positive or negative peak of the waveform, the rate 
of change is the least. Therefore, the spot travels 
most rapidly in the center of the screen. At each 
end of the sweep, the spot speed is the lowest. 
Since the retrace is produced in exactly the same 
speed and duration, a reversed waveform can be 
traced during the flyback of the beam. 

c. UsEs. 

(1) If the amplitude of the sine- 
wave sweep is increased so that only a 
small part of sweep voltage occupies the 
entire screen, some degree of linearity is 
achieved. This is sometimes done when 
there is not enough space in a piece of 
equipment to permit a sweep-generator 
circuit to be built. The sine wave can be 
obtained from any convenient power 
transformer. Certain special types of 
simple indicators showing pulse phe- 
nomena that occur once a cycle use the 
sine-wave sweep. 
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(2) An important use of a sine-wave sweep 
is for an oscilloscope that is used to trace 
a frequency-response curve. <A_ fre- 
quency-modulated signal generator must 
also be used. Most such signal generators 
use sine-wave modulation of the fre- 
quency-modulated signal. The sweep 
frequency must be a sine wave of the 
same frequency used as the modulating 
signal. With this system, a response 
curve is traced out as the frequency rises 
and the spot moves from left to right. 
An identical response curve is traced over 
the first as the frequency falls and the 
spot moves from right to left. This proc- 
ess will be described in detail in chapter 7. 


51. Circular Sweeps and Radial Deflection 


a. GENERAL. A sweep which traces a circle cen- 
tered at the screen center is used in some special 
displays. Such a sweep can display more informa- 
tion than can be displayed on a simple linear trace 
which cannot occupy a distance greater than the 
screen diameter. As the sweep ends at the same 
point on the screen where it begins, no retrace 
appears. Many circular sweeps are produced by 
precision sine waves which permit these sweeps 
to be used for accurate time measurement. 

6. Basic Lissasous CrrcuLarR Patrern. 

(1) The most common method of producing 
a circular or elliptical trace on the screen 
of a cathode-ray tube is by the use of two 
pure sine waves having the same fre- 
quency. These waves must be equal in 
amplitude of deflection but 90° out of 
phase. When one sine wave is applied 
to the vertical-deflection plates and the 
other is apphed to the horizontal-deflec- 
tion plates, a circular trace is produced. 
If the amplitudes are not the same, an 
elliptical trace occurs. 

(2) The generation of a circular sweep is 
shown in figure 109. Assume that the 


sine wave shown at A is applied to the 
upper vertical-deflection plate and that 
the lower vertical-deflection plate is 
grounded. This waveform begins at the 
reference line and increases to its maxi- 
mum positive value in the first 90°. A 
second sine wave, shown at B, is applied 
to the left-hand horizontal-deflection 
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to the extreme left-hand side of the screen. 
The spot is located at point 0-0’ in C of 
figure 109. During the first quarter-cycle 
of operation, the vertical-deflection volt- 
age moves the spot upward, while the 
horizontal-deflection voltage moves the 
spot from the extreme left toward the 
center of the screen. Therefore, the spot 
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Figure 109. Production of a circular sweep by two sine waves of equal frequency and amplitude but 90° out of phase. 


(3) 


plate, while the right-hand horizontal- 
deflection plate is grounded. This wave- 
form begins at its most positive value and 
decreases to the reference line in the first 
90°. Consequently, the sine wave at B 
leads the sine wave at A by 90°. The 
amplitude and frequency of these two 
waveforms are the same. 

At the beginning of the sweep, there is 
no vertical deflection as voltage A is at 
zero amplitude. At the same time, volt- 
age B is at its maximum positive value. 
Consequently, the spot moves horizontally 
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passes through the points 1-1’, 2-2’, and 
3-3’ to form the first quarter of the cir- 
cular sweep. These points correspond to 
similarly numbered points on the two 
deflection waveforms. They represent 
the resultant deflection at 30°, 60°, and 
90° of the deflection voltages. 

During the second quarter-cycle, voltage 
A passes from its maximum positive value 
back toward the reference line, while 
voltage B changes from zero toward its 
maximum negative value. During this 
time, the spot is deflected downward from 
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the top of the screen toward the center 
by voltage A and at the same time is 
being deflected toward the right hori- 
zontally. The spot passes through the 
points 4-4’, 5-5’, and 6-6’ to form the 
second quarter of the circular sweep. 
During the third and fourth quarter- 
cycles of operation, the horizontal-deflec- 
tion voltage causes the spot to travel 
across the screen from right to left. At 
the same time, the vertical-deflection 
voltage moves the spot downward from 
the screen center and then back upward 
to the center. Consequently, the spot 
travels through points 7-7’, 8-8’, 9-9’, 
10-10’, 11-11’, and 12-12’. The spot is 
now back to its original starting point 
and the next sweep is started. Patterns 
such as this, produced by two simple 
harmonic motions at right angles to each 
other, are called Lissajous figures. 

The time required for one circular sweep 
is the same as the time required to com- 
plete 1 cycle of the sine-wave deflection 
voltage. If low frequencies are used, the 
spot moves slowly. When high deflection 
frequencies are used, the spot moves rap- 
idly. Crystal oscillators frequently are 
used so that a very precise frequency is 
maintained. When this is done, the time 
interval represented by one circular trace 
can be fixed to a high degree of accuracy. 
For example, a specific radar set gener- 
ates a constant-speed circular sweep rep- 
resenting a time duration of 12.2 Usec. 
To produce this sweep, an 82-kc crystal- 
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controlled oscillator is used which varies 
only + 2 cycles under extreme temper- 
ture variations. 

A phase-splitting circuit is used to pro- 
duce the required 90° phase shift. When 
a sine wave is applied to such a circuit, 
two sine-wave output voltages are ob- 
tained which are 90° out of phase. The 
most common phase-splitting circuit is a 
simple series R-C circuit, shown in A of 
figure 110. The resistor voltage Ex is in 
phase with the circuit current. This cur- 
rent leads capacitor voltage E, by 90°. 
Consequently, Ep leads Ec by 90°. These 
are the two output voltages that are used 
to produce the circular sweep. In order 
to make the amplitudes of these voltages 
the same, the reactance of the capacitor 
must be equal to the resistance of R. Un- 
der these conditions, the current leads the 
input voltage E,y, which is the sum of Ex 
and E., by 45°. - These phase relations 
are shown in B of figure 109. The resis- 
tor is made variable so that the circuit 
resistance can be made equal to the ca- 
pacitive reactance over a range of input 
frequencies. The variable resistor also 
compensates for any changes of circuit 
resistance or capacitive reactance. 

An R-L circuit can also be used as a 
phase-splitting circuit. However, be- 
cause of the resistance of the coil, a com- 
plete 90° phase difference is more difficult 
to produce. Another method of produc- 
ing the required phase shift is by the use 
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Figure 110. R-C phase-splitting circuit. 
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of a phase-splitting transformer. A cir- 
cuit in which such a transformer is used 
is shown in figure 111. In this circuit, 
the output of a crystal oscillator is ap- 
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these windings, the amplitude of the in- 
duced voltage is large. The total phase 
difference between the voltages across L1 
and L4 is 270°. This is the sum of the 
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Figure 111. Circuit used to produce a circular sweep using a special phase-splitting transformer. 


plied to the tuned circuit, C1L1. This 
circuit is tightly coupled to L3 and 
loosely coupled to the tuned circuit, 
C2L2, which is tightly coupled to L4. 

The voltage induced in the secondary of 
a transformer is 180° out of phase with 
the primary voltage. Therefore, the 
voltage across L3 is 180° out of phase 
with the voltage across L1. Because of 
the tight coupling between these wind- 
ings, the amplitude of the induced voltage 
is large. The induced voltage in circuit 
C2L2 is also 180° out of phase with the 
primary voltage across L1. The ampli- 
tude of this induced voltage is small be- 
cause of the loose coupling. However, a 
large current flows because C2L2 is a 
resonant circuit. This large current pro- 
duces a reactwe voltage across L2 which 
leads the current by 90°. (Voltage leads 
current by 90° in an inductor.) There- 
fore, the reactive voltage across L2 lags 
the primary voltage across Li by 90°. 

The voltage across [4 is 180° out 
of phase with the voltage across L2, 
Because of the tight coupling between 
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90° phase shift from L1 to L2 and the 
180° phase shift from L2 to L4. The 
total phase difference between the volt- 
ages across L1 and L3 is 180°, as ex- 
plained in (8) above. Therefore, the 
phase difference between the voltages 
across L3 and L4 is the required 90°. 
This phase relationship is maintained by 
the balanced circuit all the way to the 
deflection plates where the desired circu- 
lar sweep is produced. 

(10) The physical construction of 
the unit is such that two widely separated 
chassis are used. A long transmission 
line connects the two units. Because of 
the low impedance of the line, a step- 
down turns ratio is required from L1 to 
L3 and from L2 to L4. At the other end 
of the line, the voltage is stepped up by 
the transformers T1 and T2. These are 
used to deliver a high voltage to the de- 
flection plates of the cathode-ray tube. 
Centering controls supply d-c voltages to 
position the resultant circle on the screen 
properly. In order to obtain voltages 
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Figure 118. Radial deflection using special cathode-ray tubes. 


(4) If more radial deflection sensitivity is 
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needed, another special cathode-ray tube 
is used. This tube uses a set of truncated 
metal cones which are mounted beyond 
the usual deflection plates (B of fig. 118). 
The outer cone is connected to the accel- 
erating anode, which is at ground poten- 
tial. An input signal is applied to the 
inner cone. The electron beam is made 
to trace a circular pattern on the screen 
by the usual method. The beam moves in 
the space between the cones. When the 
signal is applied to the inner cone, a 
radial electrostatic field is set up between 
the cones. If the input signal is negative, 
the beam moves away from the inner 
cone. An opposite polarity signal will 
cause the beam to move toward the inner 
cone. In this way the spot of light is 
deflected radially on the screen of the 
cathode-ray tube. 

The special circuit shown in figure 114 is 
used to provide a circular sweep and 
radial deflection. A sine wave is ap- 
plied to the input R-C circuit. The 
voltage across capacitor C1 is 90° out of 
phase with the voltage across R1. These 
two out-of-phase voltages are applied to 
V1 and V2 by transformer T1 and to V3 
and V4 by transformer T2. The imped- 
ances of transformers T1 and T2 must be 
high compared to those of C1 and Rl. 
The transformers provide voltages which 
are equal in amplitude but opposite in po- 
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larity for the push-pull amplifiers. Com- 
mon cathode resistor R2 provides bias for 
V1 and V2; common cathode resistor R3 
provides bias for V3 and V4. The push- 
pull output of V1 and V2 is applied 
through R-C coupling circuits to the 
vertical-deflection plates of the cathode- 
ray tube. The push-pull output of V3 
and V4 is coupled similarly to the hori- 
zontal-deflection plates. In this way, 
balanced horizontal and vertical deflec- 
tion is provided and a circular sweep 
results. 

The screen voltage for the four ampli- 
fiers is controlled by the voltage at the 
plate of V5. This stage serves as an 
amplifier for the input signal which is to 
produce radial deflection. So long as no 
input signal is applied to the grid of V5, 
the voltage at its plate remains steady. 
Therefore, the screen voltage of amplifi- 
ers V1, V2, V3, and V4 is constant. This 
results in a constant amplifier gain and 
the normal circle is traced on the screen. 
If a negative pulse is applied to V5, its 
plate current is reduced and a smaller 
voltage drop appears across R14. Con- 
sequently, the plate voltage of V5 and 
the screen voltage of the push-pull ampli- 
fiers increase. This rise in screen voltage 
raises the gain of the push-pull amplifi- 
ers. The result is that the size of the 
circle on the screen is increased for the 
duration of the negative input pulse. 
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Figure 114. Circtlar sweep generator with radial deflection. 


If the input pulse has a short duration, 
the size of the circle increases for the 
same short time. The result is a radial 
deflection outward from the center of the 
screen. <A positive input signal has the 
opposite effect. The screen voltage is re- 
duced and the gain of the push-pull am- 
plifiers is decreased. The size of the circle 
is reduced momentarily so that an inward 
radial deflection occurs. If an alternat- 
ing voltage is applied to V5, the gain of 
the amplifiers is raised and lowered alter- 
nately. The result is an alternating out- 
ward and inward radial deflection on the 
circular sweep. 

When the electron beam can be moved 
circularly and radially at the same time 
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as in the circuit described above many in- 
teresting and unusual patterns can be 
produced. Two of the most useful are 
the radial sweep and the spiral sweep 
(fig. 115). The radial sweep is useful in 
certain types of radar displays. Several 
methods of generating a radial sweep 
are discussed in detail in chapter 6. The 
spiral sweep is used when the circular 
sweep is not long enough to display cer- 
tain data. The circuit shown in figure 
114 can be used to illustrate the produc- 
tion of these two special sweeps. 

Assume that a sawtooth voltage is 
applied to the amplifier tube V5 in figure 
114. The frequency of the sawtooth is 
about 100 times higher than the frequency 
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Figure 115. Radial and spiral siceeps. 


of the sine wave that is producing the 
circular sweep. The amplitude of the 
sawtooth is such that a considerable 
change in gain of the push-pull amplifiers 
results. The variation in gain is sufficient 
to produce a radial deflection that moves 
the spot into the center of the screen and 
outward near the periphery. The spot 
moves radially outward at a slow rate as 
the sawtooth voltage rises. It then moves 
radially inward toward the center at a 
rapid rate as the sawtooth voltage falls. 
Because the sawtooth frequency is a hun- 
dred times higher than the sine-wave 


frequency, 100 cycles of the radial de- 
flection voltage occur during a single 
cycle of the circular deflection voltage. 
As the electron beam moves in a circle, it 
is being radially deflected by the sawtooth 
voltage. A series of 100 spokes appears 
on the screen. Each spoke will be curved 
in the direction of sweep rotation. Ifthe 
sawtooth frequency is increased still 
more, a greater number of spokes will be 
seen. These spokes will be closer together 
and less curvature will be evident. 

(10) In order to produce a spiral sweep, it is 
necessary only to reduce the sawtooth 
frequency so that it is lower than the 
sine-wave frequency. If the frequency 
of the sawtooth is adjusted to one-fourth 
that of the sine wave, then a four-turn 
spiral is produced. The time required 
for one sawtooth cycle is now four times 
that required for a sine-wave cycle. 
Consequently, four loops are traced by 
a spot which at the same time is being 
deflected radially outward by the saw- 
tooth voltage. 


Section VI. EXPANDED TIMEBASES 


52. Need for Expansion of Timebase 


a. A time base is expanded when a portion of it 
is spread out on the screen of a cathode-ray tube. 
When this is done, the speed of the electron beam 
is not constant for the duration of the sweep. 
Instead, the beam moves rapidly when the ex- 
pansion occurs and more slowly at all other times. 
Occasionally, an expanded timebase is produced 
in which the expansion is gradual so that the speed 
of the spot is changing constantly. 

6b. The more common expanded timebase, how- 
ever, is one in which two distinct rates of spot 
travel are used. Two different sweep rates then oc- 
cur during each trace. The spot can travel slowly 
across the screen until it has covered perhaps the 
first third of the screen diameter. Then the speed 
increases considerably so that the second third of 
the screen diameter is covered in a much shorter 
period of time. Next, the speed is reduced to its 
original low value. The last third of the screen 
diameter is covered in the same long time which 
was required for the first third. Consequently, 
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the center of the sweep is expanded and the begin- 
ning and ending are traced normally. 

ce. Expansion of the timebase is useful for a 
number of reasons. It permits a waveform which 
occurs at a particular location along the timebase 
to be examined more closely. This can be done 
without removing other signals which appear at 
different locations along the sweep. Also, an 
expanded timebase is useful in certain radar dis- 
plays. When very long range sweeps are used, 
the scale on the indicater screen can become too 
large to measure range accurately. If a target 
signal can be placed in that portion of the sweep 
which has been expanded, its characteristics and 
exact range can be determined more readily. 


53. Methods of Producing Timebase Expan- 
sion 
a. EXPONENTIAL SWEEP GENERATOR. 
(1) A simple method of producing an ex- 
panded timebase is by the use of an ex- 
ponential sweep generator. The circuits 
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(2) 


that have been described previously in this 
chapter for the generation of a linear 
sweep depend on the charge and discharge 
of acapacitor. The voltage rise across a 
capacitor is normally an exponential rise. 
Only by using a small portion of this rise 


As the sweep progresses, the sine-wave 
cycles are squeezed together. 


6. OTHER Circuits. 
(1) If it is desired to expand only a small 


portion at the center of the sweep, other 
circuits are used. Both circuits to be dis- 
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A, Exponential sweep voltage; B. Series of sine waves on an exponential sweep. 


Figure 116. Exponential sweep. 


and by adding special linearization cir- 
cuits is some degree of linearity produced. 
If a sawtooth generator is designed so 
that a large portion of the capacitor 
charging curve is used, an exponential 
sweep voltage is produced (A of fig. 116). 
When such a sweep voltage is applied to 
the horizontal-deflection plates of a cath- 
ode-ray tube, the speed of spot travel is 
not uniform. At the beginning of the 
trace, the spot moves rapidly. In due time 
the rate of voltage rise is reduced and the 
speed of spot travel is lowered. When a 
higher-frequency sine-wave signal is ap- 
plied to the vertical-deflection plates, the 
pattern shown in B of figure 116 results. 
The first few cycles are spread out, be- 
cause of the fast sweep speed at this time. 
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cussed generate a sawtooth sweep volt- 
age having two distinct rates of change. 
The sweep voltage changes at a slow rate 
at the beginning and ending of the trace. 
At the center of the trace, the rate of 
change is increased so that expansion 
occurs here. The resultant pattern on the 
screen of the cathode-ray tube is shown 
in figure 117. 

During the times that the sweep is travel- 
ing at its normal speed, an intense trace 
is produced along which the signals are 
spaced closely. During the fast sweep. 
however, a less intense trace is produced 
because of the rapid spot movement. The 
signals that appear in this portion of the 
sweep are spread out considerably. 


NORMAL 
SWEEP 


FAST 
SWEEP 


NORMAL 
SWEEP 
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Figure 117. Radar A-scan presentation with erpanded 
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(4) 


Sweep. 


One circuit which can produce this type 
of expanded sweep is shown in figure 118. 
Before the sweep gate is applied to the 
grid of V1, this tube conducts heavily. 
Capacitor C6 rapidly charges up through 
V1 so that its cathode side is highly posi- 
tive as compared to ground. When V1 
is cut off by the negative sweep gate, ca- 
pacitor C6 begins to discharge slowly 
through V2. This tube operates as a con- 
stant-current pentode which maintains a, 
steady discharge current during the dis- 
charge of C6. Therefore, a linearly fall- 
ing voltage is generated across C6. The 
rate of change of this voltage can be var- 
ied by resistor R4 which alters the bias 
on V2. 

After a time t has elapsed which is equal 
to slightly less than one-half the time 
required for the entire sweep a short posi- 
tive pedestal voltage is applied to V2. 
The pentode V2 conducts a larger amount 
of current for the duration of the pedes- 
tal voltage. Therefore its plate resistance 
is reduced and the sweep capacitor dis- 
charges more rapidly for the duration 
of the positive pedestal voltage. This 
more rapid discharge produces the fast 
sweep that is required. After the pedes- 
tal has terminated the grid voltage of V2 
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Figure 118. Circuit for producing an expanded sweep 
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at the center of the trace. 


is restored to its normal level and the 
plate resistance of the tubes increases to 
its original value. Consequently the nor- 
mal slower sweep is resumed as capacitor 
C6 continues to discharge at its original 
slow rate. At the end of the sweep gate, 
V1 conducts heavily. Capacitor C6 re- 
charges rapidly, thereby producing the 
rapid retrace. Except for the application 
of the pedestal voltage to produce sweep 
expansion, the operation of this circuit is 
similar to that of the circuit shown in 
figure 103. 

Another circuit, which has been used to 
produce the same effect, is shown in fig- 
ure 119. In this circuit a slow linear 
sweep is produced by the charging of 
capacitors C5 and C6 through R5, R6, 
and R77. A sweep trigger applied to the 
grid of the thyratron V1 causes it to con- 
duct and to discharge the sweep capaci- 
tors through R2C2, V1, and R4. This 
produces the rapid retrace because of the 
low resistance path. The slow charging 
of the sweep capacitors now begins and 
the trace is produced. 
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sharp positive peaked wave at time t2. 
This peaked wave triggers a start-stop 
multivibrator which is called the range- 
gate generator. The output of this cir- 
cuit is a negative square wave which be- 
gins at time t2. The square wave gates 
a sweep generator whose output is applied 
to the horizontal-deflection plates of the 
cathode-ray tube. The range-gate multi- 
vibrator also delivers an intensity gate 
to the grid of the cathode-ray tube. The 
purpose of this gate is explained in chap- 
ter 6. 

The setting of the potentiometer R can 
be varied to change the amount of time 
delay provided by the circuit. As the 
potentiometer arm is moved toward a 
higher positive voltage point, the diode 
V1 starts to conduct at a later time. Con- 
sequently, the time delay of the final 
sweep is increased. If the arm is moved 
in the opposite direction, a smaller delay 
occurs. The potentiometer frequently is 
calibrated in yards or miles so that the 
exact amount of the delay can be present. 
Resistors R1 and R2 are adjustable so 
that the calibration of the potentiometer 
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R is correct. The delayed sweep voltage 
cannot be obtained directly from V1 be- 
cause the amplitude of the sweep voltage 
varies at this point as the amount of delay 
is changed. With the circuit shown, the 
length of the range gate is constant for 
any delay and the sweep amplitude is 
uniform. Also an intensity gate is re- 
quired and this cannot be obtained if the 
circuit terminates at the diode. 

Several modifications of this circuit are 
used. A stepped voltage divider some- 
times is used in place of the continuously 
variable delay potentiometer. When this 
is done, the taps on the voltage divider 
provide definite time delays. A cathode- 
coupled multivibrator occasionally pro- 
vides a continuously variable delay in 
place of the pick-off diode. A variable 
resistance changes the d-c voltage applied 
to the grid of the tube which normally is 
nonconducting. Two separate cathode- 
ray tubes can be used with this circuit. 
One tube displays the entire range; the 
other displays only a small portion of 
the entire range. 


Section Vil. SAWTOOTH CURRENT GENERATORS 


54. Required Waveform for Linear Electro- 
magnetic Deflection 


a, SwEep CurrENT. When an electromagnetic 
cathode-ray tube is used, the sweep generator must 
be modified. The reflection produced in an elec- 
tromagnetic cathode-ray tube depends on the 
magnetic field strength. This is determined by 
the amount of current which flows through the 
deflection coils. When a linear sweep is required, 
the magnetic field must increase in intensity at a 
linear rate, and then must decrease quickly to pro- 
duce a rapid retrace. A sawtooth current is re- 
quired to produce a linear spot motion. 

6b. SwEEP VOLTAGE. 

(1) When a sawtooth sweep is required in an 
electrostatic cathode-ray tube, a sawtooth 
voltage is applied to the deflection plates. 
A small amount of capacitance exists be- 
tween these plates but its effect is neg- 
ligible except at very high frequencies. 
The deflection produced is directly pro- 
portional to the exact amplitude of the 
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deflection voltage applied to the plates. 
This is not the case when electromagnetic 
deflection is used. 

The deflection coils of an electromag- 
netic cathode-ray tube usually con- 
sist of many turns of fine wire. The 
inductance of such coils can be several 
hundred millihenrys and the resistance 
of the winding can be several hun- 
dred ohms. The exact values of in- 
ductance and resistance depend on the 
particular deflection yoke used. In any 
case, the deflection coil inductance and re- 
sistance usually cannot be disregarded. 
In addition, a small amount of distributed 
capacitance exists across the deflection 
coil. This capacitance usually can be 
neglected except when high-frequency or 
very short time-duration sweeps are 
required. 

Because of the above-mentioned elec- 
trical constants, the shape of the volt- 


age waveform that must be applied to 
the deflection coils to produce a sawr 
tooth sweep current is not a sawtooth 
voltage. If a sawtooth voltage were ap- 
plied to the deflection coils a nonlinear 
sweep current would result. In order to 
produce a linear sweep and a sawtooth 
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much greater than the rate of rise. Con- 
sequently, when the rectangular wave- 
form shown in B of figure 121 is applied. 
a slow nearly linear rise of current oc- 
curs during the first alternation of the 
applied voltage. During the next alter- 
nation, a rapid current decay occurs. 
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Figure 121. Development of required trapezoidal voltage needed to produce a linear sweep in electromagnetic cathode. 
ray tube. 
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current, the voltage that is applied to 
the deflection coils is trapezoidal. A 
trapezoid is a four-sided figure in which 
two sides are parallel and the other two 
are nonparallel. The reason for using 
this particular voltage waveform is il- 
lustrated in figure 121. 

When a sawtooth voltage is applied to a 
simple resistor, as in A of figure 121, the 
current which flows through it has the 
same waveform as the applied voltage. 
The current varies directly with the ap- 
plied voltage in accordance with Ohm’s 
law and no phase shift occurs. Assume 
that a sawtooth of current is required to 
flow through the inductor. A linear rise 
of current through a pure inductance is 
produced only when a uniform voltage is 
applied. As long as the voltage applied 
is steady, the current rises linearly to- 
ward an infinite value. When the applied 
voltage suddenly drops to zero or reverses 
its polarity, the current through the pure 
inductance decays at a linear rate toward 
zero. If the circuit constants remain the 
same during the build-up and decay of 
current, the time required for the rise and 
fall is equal. A triangular waveform of 
current results. 

In the usual practical circuit, however, 
some constant is changed during the de- 
cay time so that the rate of current fall is 
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The total voltage applied to the deflection 
coils is made up of two components. One 
of these is a sawtooth voltage which is 
required for the resistance of the deflec- 
tion coil. The other component is the 
rectangular voltage which is required for 
the inductance of the deflection coil. 
When these two voltages are added, the 
resultant voltage is a trapezoidal wave- 
form (C of fig. 121). Therefore, in order 
to produce a sawtooth current through a 
deflection coil, it is necessary to apply a 
trapezoidal voltage, as in D. 

In practice, there will be considerable 
variation in the relative magnitudes of 
inductive reactance and resistance, de- 
pending on the design of the particular 
deflection coil used. When the induc- 
tance is large so that the reactance is 
greater than the resistance, then the 
amplitude of the rectangular component 
is greater than the sawtooth component. 
The resultant trapezoidal waveform ap- 
pears as in A of figure 122. This wave- 
form approaches the shape of the simple 
rectangular wave. 

When the inductance of the deflection 
coil is low so that the reactance is smaller 
than the coil resistance, the sawtooth 
component is larger. The resultant trape- 
zoidal waveform is shown in B of figure 
122. This waveform approaches the 
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shape of a simple sawtooth wave. Even 
when a fixed relationship exists between 
reactance and resistance, it is necessary 
to alter the shape of the trapezoidal 
waveform when different sweep frequen- 
cies are required. In general, the wave- 
form required for a fast sweep resembles 
that shown in A of figure 122. The effect 
of the inductance then is large because 
of the rapid changes in sweep current 
required to produce a fast sweep. For 
slow sweeps, the trapezoidal waveform 
resembles that shown in B. Here, the 
effect of the inductance is low because of 
the slow changes in sweep current re- 
quired. 

When rapid sweeps are used and good 
linearity is desired at the very beginning 
of the sweep, the shunt capacitance of the 
deflection coil must be taken into account. 
The steep rise that occurs at the begin- 
ning of the trapezoidal voltage wave- 
form charges the shunt capacitance. This 
rounds off the leading edge of the voltage 
waveform and causes a delay in the start- 
ing of the sawtooth sweep current (A of 
fig. 123). To compensate for the effect 
of the shunt capacitance, a sharp spike of 
voltage occasionally is added at the lead- 
ing edge of the trapezoidal voltage. This 
sudden large amplitude rise of voltage 
supplies a large current at the beginning 
of the sweep. This charges the shunt 
capacitance. The resultant sawtooth cur- 
rent starts at the proper time without 
delay. 
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Figure 123. Effect of shunt capacitance of deflection coil. 


55. Sweep Generators for Electromagnetic 


Cathode-Ray Tube 


a@ TRAPEZOIDAL VOLTAGE GENERATOR CIRCUIT 
(fig. 124). 
(1) In the circuit shown, V1 is used to gen- 


(2) 


erate the required trapezoidal sweep 
voltage. This voltage is coupled to a 
power amplifier which delivers the re- 
quired current to the deflection coil. A 
series of rectangular waves is used to 
trigger the trapezoidal generator. These 
triggers (A of fig. 125) cause V1 to con- 
duct for a much shorter period of time 
than it is cut off by the large negative 
bias. 

When V1 is cut off, capacitor C1 begins 
to charge from the power supply through 
R2 and R3. The voltage across the capac- 
itor rises at an exponential rate. Since 
only a small part of the charging cycle 
is used, a fairly linear rise is produced. 
This linear voltage rise is shown between 
times tl and t2 in B of figure 125. The 
charging current is constant during the 
linear rise of capacitor voltage and its 
magnitude is low because of the com- 
bined resistance of R2 and R3. As a 
result, a constant low voltage is produced 
across R2 which is positive in respect to 
ground. 


2a" 
oA ZV! 
A : (3) At time t2, the trigger causes V1 to con- 


B duct. The low resistance of the triode is 


TM 671-122 : : 
shunted across the circuit compose 
Figure 122. Resultant trapezoidal voltages required when 4 P d of 
Ci and R2. The capacitor discharges 


the inductive reactance of deflection coil is not the same : 
size as the resistance of the coil. quickly through R2 and V1. The voltage 
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Figure 124. Trapezoidal voltage-generator circuit. 


across C1 falls rapidly (B of fig. 125) 
from time t2 tot3. During the discharge 
a voltage drop appears across R2 whose 
polarity is opposite to that which is pro- 
duced during the charging time of the 
capacitor. The negative voltage has a 
greater magnitude than the positive volt- 
age produced during the charging time. 
This is true because the discharge current 
is considerably greater than the charge 
current (the resistance of R3 is much 





larger than the resistance of V1 when it 
conducts). Thecharge current is limited 
by R2 and R38, and the time constant of 
the charge circuit islong. The discharge 
current is limited by R2 and the low plate 
resistance of V1. The time constant of 
the discharge circuit is short. C of fig. 
125 shows that the negative voltage across 
R2 is reduced in amplitude somewhat 
from time t2 to time t8. This occurs be- 
cause of the decrease in discharge current 
at time t3. 


ti t2 t3 (4) When the sawtooth voltage across the 

TRIGGER = capacitor C1 is added to the approximate 
Ee rectangular voltage across the resistor R2, 
a trapezoidal waveform is produced (D 

of fig. 125). This trapezoidal voltage is 

C1 applied to the grid of V2 through the 
WOEIAeS coupling circuit C2R4. Sufficient nega- 
tive bias is applied to the grid of V2 to 

prevent the grid voltage from going posi- 

R2 tive. V2 is a beam power amplifier 
VOLTAGE which is used because of its high power 


sensitivity. Power amplification is re- 
quired so that sufficient current is avail- 
able for the deflection coil. 


This coil may 
TRAPEZOIDAL 


VOLTAGE AT 
V2 GRID 


require 50 or 100 ma (milliamperes) for 
maximum deflection. 

(5) The trapezoidal voltage that is applied to 
V2 is amplified by the power amplifier. 
The output of V2 is applied to the proper 
deflection coil of the electromagnetic cath- 





TM 671-128 
Figure 125. Waveform in circuit of figure 124. 
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ode-ray tube. The deflection coil is 
shown in figure 124 as a circuit composed 
of inductance L and resistance R5. When 
the trapezoidal output voltage is applied 
to this circuit, a sawtooth current flows 
through the deflection coil. This pro- 
duces the required linear sweep. 

The preceding circuit differs in two 
important respects from a circuit 
which is used for electrostatic cathode- 
ray tubes. First, the addition of R2 
causes the required rectangular wave- 
form to be produced. This is added to 
the sawtooth waveform produced across 
C1 to form the required trapezoidal 
voltage. Second, a power amplifier in- 
stead of a voltage amplifier is used. This 
is done to furnish the deflection power 
required in an electromagnetic deflection 
system. 

Any of the circuits discussed earlier 
in this chapter which produce a 
sawtooth voltage for electrostatic deflec- 
tion can be converted to trapezoidal volt- 
age generators. This is done, as shown 
above, by the insertion of a resistor in 
Series with the capacitor that is used to 
produce the sawtooth voltage. Frequent- 
ly, blocking-oscillator and multivibrator 
Sweep generators are used to produce 


trapezoidal voltages for electromagnetic — 


deflection with this simple modification. 


6. Sawroorn CuRRENT GENERATOR. 
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Another circuit used which does not re- 
quire a trapezoidal voltage generator is 
shown in figure 126. In this circuit a 
rectangular waveform is applied to the 
grid of a power amplifier, V1. Sufficient 
bias voltage is developed by the voltage 
divider consisting of R2 and R4 to main- 
tain V1 normally cut off. When the first 
positive alternation is applied to the grid 
of V1, this tube conducts. 

The plate current of V1 flows through 
a large inductor, L1, and through the 
deflection coil L2.. The current through 
these coils builds up _ exponentially 
toward some steady value limited only 
by the circuit resistance. This exponen- 
tial current rise, shown by the dotted line 
in figure 126, is interrupted so that only 
a small portion of it is used. Therefore, 
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the departure from linearity is not great. 
The interruption occurs at the end of the 
positive alternation of the rectangular 
input waveform. V1 is cut off and the 
current through the deflection coil decays 
toward zero. 

The current through the deflection coil 
builds up slowly and decays rapidly. 
The time constant (L/R) of the circuit 
during the current build-up is long. This 
is true because of the large inductance 
and, therefore, the large reactance of L1 
and L2, and the small resistance of the 
circuit. The resistance through which 
the current flows is resistor R2 and the 
relatively low plate resistance of the con- 
ducting tube, VI. The time constant of 
the circuit during the current decay is 
short. Although the inductance remains 
the same, tube V1 no longer conducts. 
Its plate resistance is increased, and a 
rapid current decay results. 

(4) Inductor Li is added to the circuit to 
increase the time constant. Therefore, 
a slow current build-up can occur. If 
faster sweeps are required, L1 is shorted 
out. This reduces the time constant of 
the circuit so that a more rapid current 
build-up can occur. 

(5) Ifa long resting time is required between 
sweeps, the input waveform is altered so 
that a longer time interval exists between 
positive alternations. The same effect 
can be accomplished in the circuit shown 
in figure 124 by changing the input wave- 
form. Here, the trapezoidal generator is 
cut off for a period of time which equals 
the required sweep duration. Then the 
generator is made to conduct for the dur- 
ation of the resting time. 

(6) Many other circuits are used to generate 
linear sweeps for electromagnetic cath- 
ode-ray tubes. These are used in special 
applications. Some of these circuits are 
discussed in chapter 6. 


56. Damping in Electromagnetic Sweep 
Circuits 


a. Neep ror Damprinc. When the rapid retrace 
occurs, the current in the deflection coils decays 
from its maximum value to its minimum value in 
a very short period of time. The magnetic field 
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Figure 126. Sarctooth current generator. 


associated with the current collapses rapidly. As 
a result, a large counter electromotive force is pro- 
duced which tends to prevent the current from 
falling to zero. Also, the inductance of the de- 
flection coils forms a parallel-resonant circuit with 
the shunt capacitance. This circuit often is 
shocked into oscillation by the sudden change of 
current through the deflection coil. These oscilla- 
tions gradually die away but the Q of the circuit 
can be so high that they continue well into the 
following sweep. Asa result the beginning of the 
sweep is noticeably nonlinear as shown in 
figure 127. 
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TM 671-127 
Figure 127. Oscillations in deflection-coil current. 


6. Dampina METHOps. 
(1) A resistor can be shunted across the de- 
flection coils. This resistor has two pur- 
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poses. First, it damps out the resonant 
oscillations by lowering the Q of the 
circuit. The resistor is a load which 
absorbs the energy contained in the rapid- 
ly collapsing magnetic field. Second, the 
resistor limits the voltage that appears 
across the deflection coil to a safe value. 
This prevents breakdown of insulation 
and arc-over in the deflection coils. The 
disadvantage of this method is that the 
resistor wastes some of the current which 
would otherwise be used to produce de- 
flection. Some of the deflection current 
flows through the resistor at all times. 
(2) A more satisfactory method is to use a 
damping diode. This diode is connected 
across the deflection coil (fig. 128). Dur- 
ing the time that the sweep current rises, 
" the voltage at the plate of V1 is less posi- 
tive than the supply voltage by the 
amount of voltage drop across the deflec- 
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tion coil. The plate of the diode, V2 is 
less positive than its cathode and the tube 
does not conduct. 

(3) When the retrace occurs, a large counter 
electromotive force is produced by the in- 
ductance of the deflection coil. The 
polarity of this voltage tends to maintain 
the current flow through the coil. The 
voltage at the plate of V1 and V2 rises 
above the potential of the plate supply. 
The plate of V2 is now more positive than 
its cathode and the diode conducts. The 
oscillations are damped out rapidly by the 
low plate resistance of the diode and the 
series resistor R. The diode must be able 
to handle high currents and must have 
suitable internal insulation to prevent 
arc-over. This is necessary as reactive 
voltages produced can be much higher 
than the d-c voltages used in the circuit. 
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Figure 128. Damping diode connected across deflection coil. 


Section Vill. SUMMARY AND REVIEW QUESTIONS 


57. Summary 


a, A sweep voltage produces a deflection of the 
electron beam in one direction, usually horizontal, 
while the signal to be observed causes a deflection 
which is at right angles to this direction. 

b. A linear sweep produces equal amounts of 
deflection in equal periods of time. Time can be 
measured along the trace produced by a linear 
sweep. This trace is referred to as a timebase. 

c. The sweep frequency must be exactly equal to 
or a submultiple of the signal] frequency to be ob- 
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served in order to see 1 or more cycles of the signal 
on the screen . 

d. A rapidly moving spot, which continually 
reforms the same pattern of light on the screen, 
produces a stationary pattern on the screen. 

e. In a conventional oscilloscope, it 1s necessary 
for the sweep generator to be adjustable over a 
wide frequency range and to produce a linear 
sweep voltage with a short retrace time. 

f. The gradually rising voltage across a charg- 
ing capacitor can be used to produce a sawtooth 
sweep voltage. The gradually rising current 


through an inductor can be used to produce a saw- 
tooth sweep current. 

g. A neon tube or thyratron circuit can be used 
to produce a sawtooth sweep. The frequency of 
the sweep varies inversely with the time constant 
of the charging circuit and directly with the ap- 
plied voltage. 

hk. An electron tube used as a discharge tube 
actuated by a pulse can produce a gated sweep 
whose duration is controlled rigidly by the length 
of the negative input pulse. 

7. A multivibrator can be used as a sweep gen- 
erator. The circuit is usually asymmetrical and 
one of the tubes is used as a discharge device for 
a capacitor. 

j. The blocking oscillator is well suited for the 
generation of sweep voltages. It produces a series 
of widely spaced narrow pulses of plate current. 

k. The blocking oscillator often is used with a 
discharge tube so that the inductance of the block- 
ing-oscillator transformer does not increase the 
retrace time and reduce the sweep amplitude. 

l. Triggered sweep generators are used when 
the sweep frequency must be controlled rigidly 
by some externally produced signal. 

m. A synchronizing signal is a control voltage 
which is used to stabilize the sweep frequency so 
that a stationary pattern is produced on the 
screen. Synchronization causes the sweep-gener- 
ator frequency to lock-in at the exact frequency 
or subharmonic of the synchronizing signal. 

nm. An excessive synchronizing voltage can result 
in pattern distortion, erratic pattern jumping, 
superimposition of one pattern over another, or 
excessive change in sweep frequency. 

o. A nonlinear timebase produces pattern dis- 
tortion and results in inaccuracy in measuring 
time on the cathode-ray tube screen. Some meth- 
ods of improving the linearity of the sweep in- 
clude the use of a constant-current pentode, a non- 
linear amplifier, an additional time-constant cir- 
cuit, or feedback networks. 

p. A circular sweep is used when a longer trace 
is to be produced on the cathode-ray tube screen. 
Precise measurement of short time intervals is 
made possible when sine waves, whose frequencies 
are controlled closely, are used to produce the 
sweep. 

g. Radial deflection generally is used on a circu- 
lar sweep to prevent pattern distortion and permit 
observation of the exact location of signal voltages 
on the sweep. 
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r. Expansion of the timebase is used when it is 
desired to examine closely signals appearing on 
a portion of the normal sweep. 

gs. An exponential sweep produces a nonuni- 
form speed of spot motion. A high speed sweep 
occurs at the beginning of the trace and this speed 
is reduced gradually as the spot reaches the end 
of its travel. 

t. A delayed sweep can be produced by a pick- 
off diode or a delay multivibrator. This allows a 
small portion of the sweep to occupy the entire 
screen of the cathode-ray tube. 

u. In order to produce a linear sweep for an 
electromagnetic cathode-ray tube, a sawtooth cur- 
rent must flow through the deflection coils. This 
is produced by applying a trapezoidal voltage to 
the deflection coils. 

v. A sawtooth voltage generator can be con- 
verted to a trapezoidal voltage generator by in- 
serting a resistor in series with the sweep-gener- 
ating capacitor so that both charge and discharge 
currents flow through the resistor. 

w. Damping must be used to prevent large-am- 
plitude, shock-excited oscillations from destroy- 
ing the linearity of the sweep. These oscillations 
are caused by the rapid change of current through 
the deflection coils of an electromagnetic cathode- 
ray tube during the rapid retrace. 


58. Review Questions 


a. What is the purpose of a sweep voltage or 
current ? 

6. Along which axis of the screen is the depend- 
ent variable usually displayed? 

c. What is meant by a linear sweep? What isa 
timebase ? 

d. What is meant by the terms retrace or fly- 
back? 

é. Why should the retrace time be as short as 
possible ? 

f. What frequency relation must exist between 
the sweep signal and the signal to be observed on 
the screen in order to see a pattern consisting of 
one or more cycles? 

g. Describe the screen pattern which is pro- 
duced when the sweep frequency is twice that of 
the signal frequency. 

h. Give several reasons why an adjustable 
sweep frequency is required for an ordinary os- 
cilloscope. 
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7. Why must a sweep voltage be linear? 

j. Why is the effect of the retrace time greater 
when high sweep frequencies are used ? 

k. In a gas-tube sweep-generator circuit, ex- 
plain why the capacitor voltage rises more slowly 
than it falls. What determines the frequency of 
the sawtooth waveform produced ? 

l. How does an increase in the applied voltage 
improve the linearity of a neon-tube sawtooth gen- 
erator ? 

m. Give some operating characteristics of the 
gas-tube sweep generator? 

n. What is the purpose of the sweep gate which 
is used in some electron-tube sweep generators? 
What determines the sweep length in the sweep 
generator which uses a discharge tube actuated 
by a pulse? 

o. How can a free-running multivibrator be 
used as a sweep generator? Why is the multi- 
vibrator usually asymmetrical ? 

p. Why does the blocking-oscillator sawtooth 
generator produce a sweep voltage whose retrace 
time is short ? 

g. How is the sweep frequency changed in the 
blocking-oscillator sweep generator ? 

7. What is the purpose of the discharge tube 
used with the blocking oscillator for sweep genera- 
tion? 

s. What is the function of the damping resistor 
used in some blocking oscillator sweep generators ? 

t. Distinguish between a sweep generator that 
is triggered and one that is synchronized. What 
differences exist in these two methods of frequency 
control ? 

u. What is the difference between triggered 
sweeps and gated sweeps? 

v. Why does the input trigger applied to a 
driven blocking-oscillator sweep generator initi- 
ate the retrace rather than the trace? 

w. What 1s the effect of a drift in the frequency 
output of the sweep generator? 

xv. What is the purpose of synchronization of the 
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sweep generator? Give some common sources of 
sync signals. 

y. Why is it necessary to control the amplitude 
of the sync signal used? What are the results of 
insufficient amplitude of sync signal? Excessive 
amplitude of sync signal ? 

z. What is meant by sweep linearization and 
why is it important ? 

aa. What characteristic of a pentode allows it 
to be used for sweep linearization ? 

ab. How can a nonlinear amplifier be used to 
improve the linearity of a sweep? Of an addi- 
tional time-constant circuit ? 

ac. At what portion of a sine-wave sweep volt- 
age is the motion of the electron beam fastest ? 

ad. How can a circular sweep be produced ? 
Give some uses of the circular sweep. 

ae. Give an application of the sine-wave sweep. 

af. Why is a radial deflection on a circular 
sweep desirable? 

ag. Give several methods of producing radial 
deflection on a circular sweep. 

ah. What is an advantage of a spiral sweep? 

at. Why can an exponential sweep generator 
be used to produce an expansion of the timebase? 

aj. Give another method of expanding the time- 
base. 

ak. For what purpose is an expanded sweep 
used ? 

al. What is meant by a delayed sweep? 

am. Why is a trapezoidal voltage required to 
produce a linear sweep in an electromagnetic 
cathode-ray tube? 

an. Why is the shape of the voltage required for 
fast sweeps in electromagnetic cathode-ray tubes 
different from that required for slow sweeps? 

ao. How can a conventional sawtooth genera- 
tor be modified to produce a trapezoidal output 
voltage? 

ap. Why must damping be used with electro- 
magnetic cathode-ray tubes? 

aq. Give several methods of producing damp- 


ing. 


CHAPTER 4 
VERTICAL AND HORIZONTAL AMPLIFIERS 


Section |. VERTICAL-AMPLIFIER SYSTEM 


59. Input Signal Voltage 


a. OscitLoscore DispLays. The signals to be 
observed on a cathode-ray oscilloscope are conven- 
tionally applied to the vertical-deflection circuits. 
Because the deflection sensitivity of the cathode- 
ray tube is usually too low to apply the signal di- 
rectly to the deflection plates, a vertical amplifier is 
needed. These signals are voltages whose wave- 
forms or instantaneous values are to be determined 
by viewing them on the cathode-ray tube screen. 
For some special types of oscilloscope displays, 
both linear and nonlinear sweep voltages can be 
applied to the vertical-amplifier input. 

6. OrHerR Disptays. There are other displays, 
such as appear on radar and television scans, in 
which the waveform of the input signal voltage 
cannot be observed directly on the cathode-ray 
tube screen. Instead, the signal will cause a verti- 
cal deflection whose shape will be determined by 
other circuits. For example, in one type of radar 
display the vertical deflection of the sweep de- 
pends on the elevation of the antenna. In other 
systems, a simple timebase is applied to the verti- 
cal amplifier. The exact signals which can be 
delivered to the input of the vertical amplifier 
vary with the purpose and function of each type of 
display. 


60. Circuit Requirements 


a. INpuT IMPEDANCE. 

(1) A perfect vertical amplifier has an in- 
finite input impedance. This amplifier 
draws no current from the vertical signal 
source. With an infinite input imped- 
ance, the vertical amplifier does not load 
the output circuit supplying the signal. 
In practice, an infinite input impedance 
cannot be obtained. However, input 
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impedances of several megohms are com- 
mon in typical vertical amplifiers. 

In some special displays, the input sig- 
nal to the vertical amplifier is coupled 
from a low-impedance source. Unless 
the input impedance of the vertical ampl- 
fier matches the low source impedance, 
serious distortion in the waveform dis- 
play results. The input impedance then 
must be made low. A typical value is 
50 to 70 ohms. 

The input capacitance of the vertical 
amplifier should be as low as possible. 
This capacitance shunts the vertical 
signal source. It bypasses the high-fre- 
quency components of any complex input 
signal and distorts the waveform. Typi- 
cal values of input capacitances in 
vertical amplifiers are from 10 to 30 ppf. 


6b. FREQUENCY RESPONSE. 


(1) The vertical-amplifier circuit is designed 


for the cathode-ray tube display desired. 
Its frequency response requirements are 
determined by the frequency characteris- 
tics of the signals used. If different 
types of oscilloscopes are examined to de- 
termine the frequency response of their 
vertical amplifiers, widely differing re- 
sults are found (fig. 129). In general, 
the cost and complexity of an amplifier in- 
crease as frequency response is increased. 
An oscilloscope for examining signal 
frequencies up to 100 ke (kilocycles), 
does not require a vertical amplifier with 
good response up to 1 me. Also, a field 
maintenance technician probably would 
not require as wide a frequency response 
to examine a specific waveform as a lab- 
oratory engineer examining the same 
waveform. 
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Figure 129. Usable frequency ranges of various oscilloscopes. 


(2) Frequency-response requirements in- 


(3) 


crease considerably when complex wave- 
forms must be examined. <A_ vertical 
amplifier with a good response from 10 
cycles to 1 mc can be used for sine waves 
within and somewhat beyond this fre- 
quency response. However, it seriously 
distorts a square wave whose fundamental 
frequency is 100 kc. This is true because 
the amplifier is not able to handle higher 
than the tenth harmonic of the complex 
waveform. 

The most common complex waveform of 
voltage applied to the vertical amplifier is 
the square wave. A perfect square wave 
contains an infinite number of odd har- 
monics of its fundamental frequency. 
This waveform has zero rise and decay 
times as well as a perfectly flat top and 
bottom. The voltage changes from a 
maximum positive plateau to a maximum 
negative plateau instantaneously. To 
amplify a waveform containing an in- 
finite number of harmonics without dis- 
tortion requires an amplifier with an in- 
finite bandwidth. Such a waveform 
and such an amplifier do not exist. Any 
change in voltage, no matter how abrupt, 
requires a certain amount of time to 
occur. If there is any shunt capacitance 
in a circuit, as there always is, the rate of 
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change of voltage is reduced further. 
The voltage across a capacitor cannot 
change instantaneously. Also, every 
amplifier introduces some distortion, no 
matter how carefully designed. 

The actual square wave applied to a 
vertical amplifier contains several hun- 
dred odd harmonics. Figure 130 il- 
lustrates the effect of adding more har- 
monics. In order to reproduce a square 
wave with reasonable fidelity, the ver- 
tical amplifier should have a bandwidth 
which will pass the tenth odd harmonic 
of the fundamental frequency. This isa 
frequency of 21 times the fundamental. 
For more accurate work, the vertical 
amplifier should have a bandwidth which 
can pass the fortieth odd harmonic. The 
low-frequency response of the vertical 
amplifier also is important. In general, 
the lowest frequency square wave which 
is satisfactorily passed by an amplifier 
is about 10 times the low-frequency cut- 
off of the amplifier. 


(5) If the waveform applied to the vertical 


amplifier has a very short time duration 
(fig. 131), a different method of calcu- 
lating the required frequency response 
is used. The minimum upper limit of 
the amplifier response is inversely pro- 
portional to the pulse duration: 
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Figure 1838. Complea wave composed of a fundamental 
sine wave and a second harmonic. 


shift is produced which is directly pro- 

portional in degrees to the frequency ra- 

tio of the harmonic to the fundamental. 
d. GAIN. 

(1) The vertical amplifier should have 
enough gain to produce a good-sized pat- 
tern on the cathode-ray tube screen. This 
gain should allow some vertical expan- 
sion of the pattern in order to examine 
a small portion of the waveform. What 
this amount of gain will be depends on 
many factors. The physical size of the 
cathode-ray tube is one factor. A good- 
sized pattern on a large tube would not 
be the same size as the picture on a small 
tube. The deflection sensitivity of the 
cathode-ray tube is another factor. The 
higher the deflection sensitivity, the low- 
er is the voltage required to produce a 
given vertical deflection. Still another 
factor is the amplitude of the input sig- 
nal. An input signal whose amplitude is 
low requires an amplifier with a greater 
gain than is needed for a large amplitude 
signal. If an input signal is large enough, 
no vertical gain is necessary, and it can 
be applied directly to the vertical-deflec- 
tion plates of the cathode-ray tube. 
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(2) Bandwidth has an adverse effect on gain. 
Almost every circuit modification that 
improves bandwidth does so by cutting 
down the gain. Where a very wide band- 
width is required, more stages of ampli- 
fication usually are needed to make up 
the loss in gain. 

(3) Two methods are used to state the 
amount of gain in the vertical amplifier. 
The first is the actual voltage gain of 
the amplifier. Ifan amplifier has a volt- 
age gain of 60, the amplitude of the out- 
put signal voltage is 60 times the amplli- 
tude of the input. A second method is 
more common. In this method, the de- 
flection factor is the amount of a-c input 
voltage in rms (root means square) val- 
ues necessary to produce 1 inch of de- 
flection on the cathode-ray tube screen. 
This is equal to the reciprocal of the gain 
of the amplifier times the deflection fac- 
tor of the cathode-ray tube for 1 inch of 
deflection on the screen. 

(4) A certain oscilloscope has a deflection 
factor of .8-volt a-c (rms) per inch de- 
flection. The peak value of this voltage 
is 1.13 volts, and the peak-to-peak value 
is 2.26 volts. With no horizontal deflec- 
tion, a vertical line of light 1 inch in 
length is produced by this voltage (fig. 
134.). Typical values of deflection fac- 
tors range from .01- to 1-vole a-c (rms) 
per inch deflection for general-purpose 
oscilloscopes. 

(5) Excessive gain is not desirable in the 
vertical amplifier. Such an amplifier is 
unstable and susceptible to excessive 
noise and interference pick-up. The in- 
put circuit 1s more sensitive to improper 
grounding or shielding and to external 
fields. 


61. Attenuators for Oscilloscope 


The purpose of the attenuator is to provide a 
means for controlling the signal level. As the am- 
plifier is a fixed-gain device, the output can be 
changed by changing the amplitude of the input 
signal voltage. The smaller the input signal, the 
smaller the output voltage. The attenuator also 
serves to prevent the amplifier from being over- 
loaded as a result of excessive input signal volt- 
ages. 
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In some applications, the peak ampli- 
tudes of the input signal remain constant. 
The amplifier then can be designed to 
produce a fixed amount of gain. If an 
attenuator is used, its setting is fixed, and 
fixed resistors take the place of the poten- 
tiometer. 


6. CaATHODE-FOLLOWER ATTENUATOR. 


il} -o 3 
+ 


(1) 


A cathode-follower stage sometimes is 1n- 
serted between the input terminals and 
the potentiometer. The signal voltage is 
developed across a resistance and applied 
directly to the grid of the cathode fol- 
lower, or a step-voltage divider can be 
inserted (fig. 187). This stage is essen- 
tially an impedance transformer. The 
high input impedance of the cathode fol- 
lower prevents loading of previous cir- 
cuits, which distorts the input signal. 
Also, the low output impedance mini- 
mizes the effect of shunt capacitance. 
This reduces the loss of the high-fre- 
quency components when complex waves 
are applied to the vertical amplifier. 


B+ B+ 
STEP 
CONTINUOUSLY 
VARIABLE 
A B 
TM 67H37 


Figure 137. Tico forms of cathode-follower attenuators. 
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(2) 


(3) 


A low-resistance potentiometer can be 
used which affords a smooth control of 
input signal amplitude. The cathode 
follower serves to isolate the vertical am- 
plifier from the circuit which supplies the 
vertical signal. 

When a step-voltage divider is used, a 
fixed resistor often is placed in series with 
the potentiometer. This prevents the 
variable control from reducing the signal 
below a certain minimum. Under these 
conditions, the step control must be ad- 
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justed to reduce the amplitude of the sig- 
nal applied to the cathode follower. This 
arrangement reduces the possibility of 
overloading the input stage with an ex- 
tremely strong signal. 


c. FREQUENCY-COoMPENSATED ATTENUATOR. 


(1) 


(2) 


(3) 


(4) 


The attenuator potentiometer is fre- 
quency sensitive because of the distributed 
capacitance between the moving arm of 
the potentiometer and the wiring and cir- 
cuit elements. Also, there is stray capac: 
itance and vacuum-tube input capaci- 
tance between the moving arm and the 
ground. There is only one setting of the 
attenuator arm where the resistance divi- 
sion and the capacitance division are in 
the same ratio. Figure 138 shows the 
distortion produced at various potentio- 
meter settings. 

The resistance of the potentiometer 
should be as high as possible to maintain 
maximum input impedance. However, 
the greater the resistance, the greater 1s 
the effect of stray capacitance. The use 
of a small resistance minimizes the dis- 
tortion caused by capacitance; it can, 
however, seriously load the input circuit. 
Also, if the resistance is made small, the 
time constant of the R—C coupling cir- 
cuit is reduced. This introduces distor- 
tion at the low frequencies unless the 
Input coupling capacitance is increased 
by using a capacitor of larger physical 
size with consequent increase in stray 
capacitance. 

Some means must be provided to compen- 
sate for the frequency sensitivity of the 
attenuator. It is difficult to compensate 
a simple potentiometer used alone as the 
attenuator. Usually, the step attenuator 
or cathode-follower attenuator is used 
instead. In the first case, the potenti- 
ometer has low resistance, and compensa- 
tion is applied to the step-voltage divider 
(fig. 139). 

Shunt capacitors C1 and C2 are added to 
the attenuator to provide frequency com- 
pensation. When the attenuator is set 
to position 2, the input to the amplifier 
is reduced to one-tenth of the total signal 
across the voltage divider. R2 is then 
one-tenth of Ri plus R2. The ratio of 
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Figure 141. Input probe for vertical amplifier and sche- 
matic diagram of a typical probe circutt. 


63. Typical Circuit 
(fig. 142) 


a. An input signal is applied to a cathode-fol- 
lower attenuator stage. The input circuit con- 
tains a two-step voltage divider which uses fre- 
quency compensation. C202 is adjusted so that the 
time constant of the circuit consisting of R201 and 
C202 is the same as the time constant of the cir- 
cuit consisting of R203, R202, C203, and the shunt 
capacitance from the grid of V201A to ground. 
When this adjustment is made, the attenuation 
is practically constant for all frequencies. This 
attenuation is in the circuit only when the at- 
tenuator switch is in the INPUT UNDER 250V 
RMS position. No input attenuation is provided 
for signals under 25 volts. The input impedance 
is constant at about 2 meg for either setting of 
the attenuator switch. The input capacitance is 
about 40 pyf. 

b. The purpose of the cathode-follower stage 
has already been discussed. Although the cathode 
of V201A is returned to a —280-volt connection, 
the plate current flowing through R205 and R204 
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makes the cathode positive with respect to ground. 
The output of this stage, which is obtained across 
R204, is coupled through a large coupling capaci- 
tor to the potentiometer R206. This control is 
used to vary the amplitude of the signal that is 
applied to the first stage of vertical amplification. 
This control is the Y-AXIS GAIN VERNIER. 

c. A two-stage, wide-band voltage amplifier fol- 
lows. Frequency-compensation networks extend 
the range of this amplifier down to about 2 cycles 
and up to about 1 mc. High-frequency compensa- 
tion is provided by means of peaking coils L201 
and L202. These coils provide inductive reactance 
which increases with frequency. The normal 
amplifier response drops at higher frequencies 
because of the shunt capacitances, and the peaking 
coils tend to compensate for this effect. The use 
of small plate-load resistors, R213 and R214, fur- 
ther reduces the effect of shunt wiring and tube 
capacitances. The value of the cathode bypass 
capacitor, C209, 1s small enough to cause degenera- 
tive feedback at low frequencies. This flattens the 
response at low frequencies by decreasing the sig- 
nal input. 

d. The low-frequency response of the amplifier 
is improved by the use of R-C filter circuits which 
are in series with the peaking coils. These circuits 
are composed of R211 and C207 in the first stage 
of amplification and R212 and C208 in the second 
stage of amplification. When the frequency of the 
signal applied to the amplifier is low, the reactance 
of C207 and C208 is high, and resistors R211 and 
R212 are less effectively bypassed. The plate-load 
impedance is increased and a greater output volt- 
age is produced. Therefore, the normal drop in 
amplifier response which would ordinarily occur 
at about 30 cycles is compensated for. The low- 
frequency response of the amplifier is extended 
down to about 2 cycles by these low-frequency com- 
pensation circuits. 

e. Good low-frequency response is also main- 
tained by the use of long time-constant coupling 
circuits. The coupling circuit between the first 
and second stages of amplification consists of 
C210 and R215. The time constant of this circuit 
is 1 second. The coupling circuit between the 
second stage and V201B is composed of C206 and 
R209. The time constant here is also one second. 
Degenerative feedback in the second stage im- 
proves the frequency response and the stability of 
the amplifier. 

f. The output of V202B is coupled to a cathode 
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Figure 142. Schematic diagram of a vertical amplifier excluding output stage. 


light, the electron beam produces a large, 
elliptical spot. The deflection field can be 
fairly uniform near the axis of the cath- 
ode-ray tube, but away from the axis 
considerable nonuniformity can exist. 
This produces defocusing of the pattern 
near the periphery of the screen. In 
addition to spot defocusing, the pattern 
itself can be distorted by nonuniform de- 
flection fields. If the horizontal-deflec- 
tion field is not quite horizontal and the 
vertical-deflection field is not exactly 
vertical, a distorted pattern is produced. 
To prevent defocusing and pattern dis- 


follower. This stage is used as a wide-range iso- 
lating stage which employs direct coupling to the 
paraphase amplifier which follows. The function 
of the amplifier and the Y-POSITION control 
will be described later. 


64. Paraphase Amplifiers and Balanced Out- 
put 


a. Reason For USE. 

(1) Earlier it was shown that a nonuniform 
deflection field would defocus the electron 
beam in a cathode-ray tube. Instead of 
a small, sharply defined round spot of 
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(2) 


(3) 


(4) 


tortion, uniform deflection fields are 
needed. 

The positive side of the high-voltage 
power supply usually is grounded. This 
maintains a minimum difference of po- 
tential between the accelerating anode 
and the deflection plates. If this is not 
done, the deflection field is extremely 
nonuniform. Another reason for this 
connection is that high-voltage insulation 
between the accelerating anode and the 
deflection plates and circuits is not re- 
quired. 

In simple circuits, unbalanced or single- 
ended deflection is used. In this arrange- 
ment, one deflection plate of the cathode- 
ray tube is grounded and the deflection 
voltage is applied to the other plate. This 
voltage is positive or negative with re- 
spect to ground. As the accelerating 
anode is at the same potential as the other 
deflection plate, a nonuniformity in the 
deflection field is produced. Defocusing 
of the beam and pattern distortion result. 
In balanced or push-pull deflection, nei- 
ther deflection plate is grounded. Sig- 
nals are applied to both deflection plates. 
These signals are equal in amplitude and 
opposite in polarity. When one deflection 
plate is charged to a potential that is 
above that of the accelerating anode 
(ground), the opposite deflection plate is 
charged to an equal potential] that is be- 
low that of the accelerating anode. Under 
these conditions, the equipotential line 
midway between the two charged plates 
is maintained at ground potential. The 
effect of the accelerating anode potential 
in distorting the deflection field is mini- 
mized. With balanced deflection, beam 
defocusing and pattern distortion are re- 


duced. 


(5) Another advantage of balanced deflection 


is that the amplitude of the deflection 
signal required is one-half that required 
for unbalanced deflection. In single- 
ended deflection, a 20-volt positive sig- 
nal apphed to the upper deflection plate 
may produce a 1-inch vertical deflection. 
In push-pull deflection, the same amount 
of deflection is produced by the applica- 
tion of a 10-volt positive signal to the 
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upper deflection plate and a 10-volt nega- 
tive signal to the lower deflection plate. 
In both cases, the difference in potential 
between the charged plates is 20 volts. 
In unbalanced deflection, one plate is 20 
volts above ground and the opposite 
plate is grounded. In balanced deflec- 
tion, one plate is 10 volts above ground 
and the other plate is 10 volts below 
ground. 

Another advantage of balanced deflec- 
tion is the greater linearity of the deflec- 
tion. This is accomplished by the reduc- 
tion of even-harmonic distortion in the 
push-pull amplifier and by the symmetri- 
cal application of deflection voltages. 


b. StmpLte PHASE INVERTER. 
(1) An ordinary vacuum-tube amplifier has 
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a plate output which is opposite in po- 
larity to its input signal. If a positive 
peaked wave is applied to the grid of the 
amplifier, plate current rises. This in- 
creases the voltage drop across the plate- 
load resistor. The effective plate voltage 
of the amplifier is therefore reduced by 
the amount of voltage drop across the 
load. This drop in effective plate volt- 
age can be coupled through an R-C cou- 
pling circuit to another stage. The cou- 
pling circuit removes the d-c component. 
The remaining signal is a negative peaked 
wave. Thus, an ordinary vacuum-tube 
amplifier is a phase inverter because it 
produces an output voltage which is op- 
posite in polarity to the input. 

If balanced deflection is used, two volt- 
ages of equal magnitude and opposite 
polarity are required. A phase inverter 
following an amplifier can be used (fig. 
143). The output of the amplifier is ap- 
plied to one of the vertical-deflection 
plates, and also through a fixed attenu- 
ator to the phase inverter. The attenu- 
ator reduces the amplitude of the am- 
plified signal which comes from the 
amplifier so that the output of the phase 
inverter will have the same magnitude as 
the output of the amplifier. 


c. PARAPHASE AMPLIFIERS. 
(1) This circuit produces two output volt- 


ages which are equal in amplitude but 
opposite in polarity. The circuit is used 
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Figure 148. Simple phase inverter used to produce bal- 
anced vertical deflection. 


to obtain balanced deflection. There are 
many different paraphase amplifier cir- 
cuits. Two examples are shown in figure 
144, 


(2) In the single-tube circuit, the positive in- 


put signal is inverted at the plate because 
of conventional amplifier phase-inverter 
action. This negative peak is coupled to 
the upper vertical-deflection plate of the 
cathode-ray tube. A signal of opposite 
polarity is coupled to the other deflection 
plate. This is obtained at the cathode 
circuit as a result of the change in voltage 
across R2. The voltage obtained at this 
point is of like polarity to the original 
input signal. The circuit behaves like 


B+ 


Ri 





a combination of ordinary amplifier and 
cathode follower. To obtain two deflec- 
tion voltages which are equal in ampli- 
tude it is necessary to make R1 and R2 
equal. The current through R1 and R2 
is the same; therefore the voltage drops 
across them are equal. 


(3) In the cathode-coupled paraphase ampli- 


fier, the signal is applied to the grid of V1 
through the coupling circuit C1—R1. 
This tube operates as a conventional am- 
plifier whose output is coupled to one 
vertical-deflection plate. If a positive 
peaked wave is applied to the input of 
this tube, its output is an amplified nega- 
tive peaked wave. The voltage at the 
cathode end of R2 with respect to ground 
has the same polarity and waveform as 
the input signal. If tubes V1 and V2 
are similar and the values of load resis- 
tors R3 and R4 are the same, the no-sig- 
nal currents through the tubes will be 
equal. The sum of these currents flow- 
ing through R2 will develop a bias volt- 
age for both tubes of a value that will 
maintain this current flow. Then the 
application of a positive signal voltage 
to the grid of V1 will increase the plate 
current in this tube and tend to increase 
the bias voltage across R2. However, be- 
cause of the grounded grid of V2, an in- 
crease of the bias voltage at the cathodes 
will decrease the current through V2, 
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Figure 144. Paraphase amplifiers used to produce balanced vertical deflection. 
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thus tending to reduce the bias voltage 
across R2. This reduction in bias volt- 
age caused by reduction in V2 current 
cannot be equal to or greater than the in- 
crease in bias voltage caused by increase 
in V1 current, or there would be no bias 
change across R2 to cause the reduction 
in V2 current. This means that the 
change in current in V2 must always be 
less than the change in current in V1, 
whether caused by a positive or negative 
input signal. Asa consequence, the volt- 
age change across R4 will be less than 
that across R3, or the amplification of V2 
will be less than that of V1. In order 
to obtain equal output voltage changes 
from the two tubes, it is necessary either 
to make R4 larger than R3 or to use a 
higher gain tube for V2 than for V1. 

(4) The output signal from V2 is reversed in 
polarity from the input signal, as in any 
ordinary vacuum tube amplifier. The 
input voltage to V2 is the voltage devel- 
oped across the bias resistor R2, which is 
of the same polarity as the input signal. 
Because the signal is applied to the cath- 
ode of V2 and the grid is grounded, the 
output signal at the plate of V2 has the 
same polarity as the input signal at the 
cathode of V2 or the input signal at the 
grid of Vi. Therefore, the signals ap- 
plied to the vertical deflection plates of 
the cathode-ray tube are opposite in 
polarity. 

(5) The paraphase amplifier usually serves 
as the final stage of amplification in the 
vertical-amplifier system. In order that 
these amplifiers do not restrict the band- 
width, they also must have wide frequen- 
cy response, low distortion, and time 
delay proportional to frequency. Com- 
pensation circuits similar to those dis- 
cussed earlier are used in the paraphase 
amplifier. For simplicity, these networks 
are not shown in the schematic diagrams, 


65. D-C Amplifier 


a. Neep ror D-C AMPLIFIER. 
(1) A d-c amplifier is one which amplifies 
very slow variations in voltage. It is used 
when the signals applied to the vertical 
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amplifier are low in frequency and when 
good low-freqency response is required, 
or when changes in the level of a d-c 
voltage are to be amplified. Usually the 
high-frequency response of the d-c am- 
plifier is limited. When an extended 
high-frequency response is required, the 
d-c amplifier generally is not used. This 
circuit responds to voltage changes with 
practically no delay, and no distortion 
resulting from differentiating action oc- 
curs. The use of d-c amplifiers also per- 
mits a d-c voltage to be superimposed on 
an a-c signal in the vertical amplifier. 
This is one method of centering or posi- 
tioning the pattern and will be discussed 
later. 

(2) Any component which prevents the pas- 
sage of d-c from the plate to the follow- 
ing grid must be removed if d-c ampli- 
fication is used. R-C coupling circuits 
cannot be used; direct coupling must be 
used. 

6. Simpte D-C Amptirter Circurr (fig. 145). 
The plate-load resistor of V1 also acts as the grid 
resistor for V2. The plate current of V1 flows 
through R and produces a voltage drop of 55 volts. 
The d-c voltage applied to the grid of V2 is then 
185 volts. The cathode of V2 is connected to a 
point on the voltage divider whose potential is 
190 volts. Under these conditions, the grid oper- 
ates at a potential of minus-5 volts. Very low 
frequencies are amplified satisfactorily by this 
circuit. 


Vi V2 


+350 
B- B+ 


TM 671-145 
Figure 145. Schematic of simple d-c amplifier. 
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c. DisapvanTaceEs. In view of the excellent low- 
frequency response and absence of undesirable 
phase distortion in the d-c amplifier, it would 


seem that it should be more widely used. The 
most serious disadvantages are that the bias set- 
tings are very critical and subject to drift, causing 
large d-c changes in the output, and the fact that 
in most d-c amplifier circuits the input and output 
circuits appear at very different voltage levels for 


d-c; that is, the input circuit may have one side 
grounded, but then the output circuit is at a high 
d-c positive potential, or vice versa. Circuits de- 
signed to prevent this and to allow both input and 
output to be grounded do so at a sacrifice of gain 
and frequency response. 


Section Il. HORIZONTAL-AMPLIFIER SYSTEM 


66. Signal Requirements 


a, OscitLoscore DispLays. The most common 
horizontal input signal to the horizontal-deflec- 
tion plates is the sawtooth sweep voltage. This 
sweep voltage produces the horizontal timebase on 
the cathode-ray tube screen. The horizontal am- 
plifier is required to increase the amplitude of the 
sawtooth sweep so that it produces sufficient hori- 
zontal deflection. For special types of oscilloscope 
displays, nonlinear voltages are applied to the 
horizontal amplifier. ~ 

6. OrneR Dispiays. Many radar displays re- 
quire a horizontal timebase. A sawtooth signal is 
applied to the horizontal amplifier just as in the 
oscilloscope. Other radar displays use a special 
form of sawtooth sweep which is triangular in 
shape. In television displays, a horizontal time- 
base is also required. 


67. Circuit Requirements 


a. Input ImprepANCE. As with the vertical am- 
plifier, it is desirable for the horizontal amplifier 
to have a high input impedance to prevent loading 
the preceding circuit. Also, the input capacitance 
should be as low as possible to prevent undesired 
shunting effects. | 

6. FREQUENCY RESPONSE. 

(1) If the same types of signal are applied 
to the horizontal amplifier as to the verti- 
cal amplifier, the frequency responses of 
both amplifiers should be the same. Usu- 
ally, however, the frequency-response re- 
quirements of the horizontal amplifier 
are much lower. The sweep frequency is 
usually a submultiple of the vertical sig- 
nal frequency. Consequently, the hori- 
zontal amplifier bandwidth can be lower 
than that of the vertical amplifier. If the 
lowest vertical] signal frequency is 30 cps 
and more than 1 cycle is to be observed 
on the cathode-ray tube screen, the sweep 
frequency must be 15 cps or 10 cps. The 
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horizontal amplifier must handle these 
low frequencies with a minimum of dis- 
tortion. 

The high-frequency response usually is 
limited as compared to the required 
high-frequency response of the vertical 
amplifier. There are two reasons for 
this. First, the sweep frequency need 
not be as high as the signal frequency. 
Second, the nature of the sawtooth wave- 
form is such that the number of harmon- 
ics required to produce reasonable re- 
production is less than for other complex 
waves. As explained earlier (par. 600 
(4)) at least 10 odd harmonics are 
required for adequate square-wave repro- 
duction. This is the twenty-first har- 
monic of the fundamental. Consequent- 
ly, an amplifier must respond to a fre- 
quency of 21 times the fundamental. 
Unlike the square wave, the harmonics 
which constitute a sawtooth wave are 
both odd and even. Frequencies up to 
the tenth harmonic are required for ade- 
quate sawtooth reproduction. Conse- 
quently, an amplifier must respond to a 
quency of 10 times the fundamental. 

(3) In an actual sawtooth wave, harmonics 
above the seventh have been found to 
contribute little to the linearity of the 
waveform. Therefore, if the horizontal 
amplifier has a high-frequency response 
up to the seventh harmonic, adequate 
linearity is obtained. 

A 15-ke square wave is applied to the 
vertical amplifier. It is desired to ob- 
serve 3 cycles. The sweep frequency 
must be adjusted to produce a 5-kc saw- 
tooth wave. For reasonable reproduc- 
tion, the bandwidth of the vertical ampli- 
fier must be 300 kc. However, the band- 
width of the horizontal amplifier need 
be only 35 ke. If it is desired to observe 
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Section Ill. POSITIONING CIRCUITS 


70. Need for Positioning Circuits 


a. One reason for using a positioning circuit is 
to center the undeflected electron beam properly. 
If the cathode-ray tube electron gun were perfect- 
ly alined, the undeflected electron beam would 
follow the axis of the tube. The spot of light 
would then be positioned at the exact center of the 
screen. A slight manufacturing misalinement of 
only a few degrees can displace the spot as much 
as one-half inch or more from the center of the 
screen. When deflection voltages are applied, the 
resultant pattern will not be centered properly. 
A positioning circuit enables the picture to be 
centered. For this reason, these circuits often are 
called centering circuits. The controls associated 
with the circuits are called centering controls. 

b. A second use for a positioning circuit is to 
shift the pattern to any desired location on the 
screen. For example, assume that a slight distor- 
tion is observed on the positive peak of the ob- 
served waveform. It is desired to examine the 
distortion closely. The amplifier attenuators are 
adjusted to produce large amplitude deflection 
voltages. The positioning control is then adjusted 
to move the entire pattern downward. The posi- 
tive peak can be centered on the screen, where it 
can be observed closely. 

c. Both horizontal—and_ vertical—positioning 
circuits are used. These circuits are often identi- 
cal in a particular piece of equipment. The 
output of one circuit affects the vertical position 
of the pattern or spot, allowing the pattern to be 
moved up or down. The output of the other cir- 
cuit affects the horizontal position of the pattern 
or spot, allowing the pattern to be moved to the 
left or right. 


71. Method Used to Accomplish Positioning 


a. Positioning circuits operate by applying d-c 
voltages to the deflation plates or direct current 
to the deflection coils. In the absence of any other 
deflection signal, this d-c voltage or current sets 
up a field of constant intensity which moves the 
electron beam. 

6. When deflection voltages are applied to the 
deflection plates, the d-c positioning voltages are 
added to the deflection signals. In this way, these 
signals are given a d-c component. Assume that 
an a-c sine wave is applied to the vertical-deflec- 
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tion plates of a cathode-ray tube. A sawtooth 
sweep of equal frequency is applied to the horizon- 
tal-deflection plates. There is an equal amount of 
deflection above and below the axis of the cathode- 
ray tube. The pattern on the screen appears as 
in A, figure 147. 


PATTERN 


VERTICAL INPUT SIGNAL 









COMPONENT 


__0-C 
COMPONENT 
SES 8 


Cc 


TM 671-147 
Figure 147. Effect of vertical-positioning voltage. 


c. If a positive d-c voltage is inserted in series 
with the a-c signal that is applied to the upper 
vertical-deflection plate, this symmetrical condi- 
tion no longer exists. Instead, the deflection volt- 
age varies above and below an average positive d-c 
value. Assume that this average d-c value is of 
such amplitude as to cause the beam to move ver- 
tically upward 1 inch (B, fig. 147). The entire 
pattern is displaced upward by this amount. If 
a negative d-c voltage is inserted, the entire pat- 
tern is moved vertically downward (C, fig. 147). 
The distance the pattern is displaced is directly 
proportional to the amplitude of the positioning 
voltage. 

d. In single-ended deflection systems, one deflec- 
tion plate is grounded. The d-c positioning volt- 
age is inserted in series with the signal applied to 
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the opposite deflection plate. In balanced sys- 
tems, positioning voltages must be applied to both 
deflection plates. These voltages are equal in 
magnitude but opposite in polarity. Similar re- 
quirements apply to the horizontal-positioning 
voltages. 


72. Typical Circuits 


a. Posrrion1ne 1n Outrut Stace. 

(1) The circuit shown in figure 148 can be 
used for vertical positioning when un- 
balanced deflection is used. The ampli- 
fied signal from the last stage of vertical 
amplification is coupled through capaci- 
tor C1 and appears across resistor Rl. 
This a-c voltage is the vertical-deflection 
signal. Resistors R3 and R4 form a volt- 
age divider across a power supply. R2 
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AMPLIFIER 
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STAGE ) 


Cl RI} 


CRT 


reduce the effect of power-supply voltage 
changes or transients produced by the 
action of the moving contact. 


(2) With balanced deflection, a dual or back- 


to-back potentiometer is used. This po- 
tentiometer applies equal but opposite 
polarity voltages to opposite deflection 
plates. A simple circuit is shown in 
figure 149. Deflection signals from a 
paraphase amplifier are applied to the 
vertical-deflection plates by means of 
coupling circuits C1-R1 and C2-R2. Ca- 
pacitors C3 and C4 are bypass and filter 
components. Resistors R5 and R6 form 
a voltage divider across the power supply. 
The vertical-positioning control consists 
of the potentiometers R3 and R4, which 
are ganged together. As the arms on this 
dual control are moved to the left, a nega- 
tive d-c voltage is applied to the upper 


+400 
R3 
ce R4 
-400 
TM 671-148 


Figure 148. Positioning circutt with unbalanced deflection. 


is a potentiometer which acts as the verti- 
cal-positioning (or centering) control. 
As the potentiometer arm is moved, it 
taps off a d-c voltage ranging from — 400 
to +400 volts. This d-c voltage is the 
positioning voltage and it is inserted in 
series with the a-c signal voltage de- 
veloped across Rl. When the arm is at 
its midposition, no positioning voltage is 
applied, as the arm is at ground potential. 
When the arm is moved toward the nega- 
tive end of the potentiometer, the pattern 
moves down. As the arm is moved to- 


vertical-deflection plate. At the same 
time, a positive d-c voltage is applied to 
the lower vertical-deflection plate. This 
causes the pattern to move down. When 
the arms on the dual potentiometer are 
moved to the right, the polarity of d-c 
voltage is reversed. A positive potential 
is applied to the upper deflection plate 
and a negative potential is applied to 
the lower deflection plate. This causes 
the pattern to move up. A similar circuit 
is used with the horizontal-deflection 
plates to produce horizontal positioning. 


ward the positive end, the pattern moves 6. PostrionInc BETWEEN SraGEs. 


up. Capacitor C2 is a low-reactance path 
to ground for the a-c deflection signal and 
a block to d-c. It also serves as a filter to 
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(1) A drawback of the two positioning cir- 


cuits described above is the sluggishness 
of the positioning controls. When 


(2) 
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Figure 149. Positioning circuit with balanced deflection. 


good low-frequency response is needed, 
the time constant of the R-C coupling 
circuits must be very long. This requires 
that R1-C1 (figs. 148 and 149) and R2-C2 
(fig. 149) be made very large. Any 
change in the setting of the positioning 
control must change the amount of charge 
on these coupling capacitors. 

Until the capacitors can readjust their 
charge to the new voltage level, charging 
current will flow through the resistors. 
The voltage drop produced opposes the 
positioning voltage. This retards the 
action of the positioning potential until 
the capacitors change their charge to the 
new value. The amount of time required 
for this depends on the time constant of 
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v9 VI0 
SAW- TOOTH C=) 7 
INPUT WAVE 
R42 
R37 vit 
R38 ue 
-280V 


LS 


(3) 


the R-C combination. The longer the 
time constant, the more sluggish is the 
operation of the positioning controls. 

To overcome this drawback, the circuit 
shown in figure 150 is used in the vertical 
system. The sawtooth sweep voltage is 
applied to the grid of the cathode fol- 
lower V9. The plate of this stage is 
connected to a + 155-volt regulated power 
source, while the lower end of the cathode 
resistor R38 is connected to a —280-volt 
source. The sizes of resistors R37 and 
R388 are so chosen that, with normal plate 
current flowing through V9, the midpoint 
of potentiometer R37 is at ground poten- 
tial. 


(4) V10 and V11 serve as a paraphase ampli- 
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Figure 150. Horizontal-deflection paraphase amplifier with horizontal positioning between stages. 
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age at the plate of V11 varies around 
a more positive value than that at the 
plate of V10. Under these conditions, 
the pattern is displaced toward deflection 
plate D1. 

(7) If the potentiometer arm is moved to- 
ward the negative end of the control, 
the pattern is displaced toward deflection 
plate D2. Under these conditions, a 
negative d-c component is added to the 
signal that is applied to V10. Its plate 
current is reduced and a smaller negative 
bias voltage is applied to the grid of V11. 
The plate current of V11 rises. Now the 
average positive potential at the plate of 
V10 is larger than that at the plate of 
V11. Positioning occurs in the opposite 
direction to that described in the pre- 
vious paragraph. 

(8) If the resistance of the horizontal-posi- 
tioning potentiometer is too large, exces- 
sive change in operating bias occurs at 
extreme settings of this control. Asa re- 
sult, the linearity of the sawtooth sweep 
voltage that is applied to the horizontal- 
deflection plates suffers (fig. 151). The 


principal reason for making R37 much 

smaller than R38 and returning R38 to a 

high negative voltage is to get a reason- 

ably large d-c voltage change at the arm 
of R37 without greatly sacrificing signal 
amplitude from the cathode follower. 

Capacitors C25 and C26 are in a position 

to introduce sluggishness in this system. 

This is prevented, however, because the 

maximum voltage change across R43 and 

R44 is not more than 10 percent of the 

change in plate voltage. Consequently, 

since these capacitors are not required to 
change their charge by a large amount, 
the lag is not noticeable. 

(10) Direct coupling to the deflection plates 
introduces the problem of maintaining 
the deflection plates at d-c ground poten- 
tial. Deflection plate D1 is at ground 
potential because of the voltage-divider 
circuit R48, R47, R44, and R41 con- 
nected between the —1,050-volt supply 
and the +280-volt supply. Deflection 
plate D2 is at ground potential because of 
the voltage-divider circuit R46, R45, R43, 
and R39 connected between the same two 
supplies. 
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Section IV. SUMMARY AND REVIEW QUESTIONS 


73. Summary 


a. Amplifiers are required to increase the ampli- 
tude of deflection signals so that sufficient deflec- 
tion is obtained. 

6. The deflection amplifier should have a high 
input impedance and a low input capacitance. It 
should have a sufficiently wide frequency response 
to handle the expected signal inputs with reason- 
able fidelity. 

c. When short duration pulses are applied to 
an amplifier, the minimum upper limit of fre- 
quency response should be inversely proportional 
to the pulse duration. 

d. The deflection amplifiers should have a phase 
shift proportional to frequency, resulting in a 
constant time delay for the expected frequencies. 

é. Sufficient gain should be available to produce 
the required amount of deflection. Gain usually 
varies inversely with frequency response. 

jf. An attenuator is used to provide a means of 
varying the amount of deflection and to prevent 
amplifier overloading. 
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g. Frequency-compensated attenuators improve 
the frequency response by offsetting the effect of 
stray circuit capacitance. 

h. Input probes are used to increase the input 
impedance and reduce the shunt capacitance of 
deflection amplifiers. 

2. A cathode-follower attenuator provides a 
means of obtaining wide range response and iso- 
lation of the signal source. 

j- Balanced deflection is required to prevent 
spot defocusing and pattern distortion at loca- 
tions away from the screen center. To obtain 
balanced deflection, two voltages which are equal 
in amplitude but opposite in polarity are needed. 
A paraphase amplifier provides such an output. 

k. D-c amplifiers are used when good low-fre- 
quency response is required. These amplifiers re- 
quire direct coupling between stages. 

?. Horizontal-deflection amplifiers usually have 
a better low-frequency response than vertical-de- 
flection amplifiers. However, the high-frequency 
response requirements are much lower. 

m. Positioning circuits are used to compensate 
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for electron-gun misalinement and to move the 
pattern to any desired screen location. 

nm. Positioning is accomplished by applying d-c 
voltages to the deflection plates or coils in series 
with the normal deflection signals. These d-c volt- 
ages can be applied directly between the output 
amplifier and the cathode-ray tube or they can be 
applied indirectly by means of interstage controls 
and circuits. 


74. Review Questions 


a. Why is it desirable to have a high input im- 
pedance and a low shunt capacitance in a deflec- 
tion amplifier ? 

b. Why is a wide frequency response required 
in a deflection amplifier ? 

c. What is the purpose of the vertical- and 
horizontal-deflection amplifiers ? 

d. If a 400-cps square wave is applied to the 
vertical-deflection amplifier, what should be the 
high-frequency response for reasonably good re- 
production ? 

e. Which amplifier must have the greater high- 
frequency response, one which is to amplify a 
2-usec pulse or one which is to amplify a one-half- 
usec pulse ? 

7. Would it be desirable to have more gain in 
the vertical- or the horizontal-deflection ampli- 
fier ? 

g. A certain oscilloscope has a deflection factor 
through the vertical amplifier of .5 volt a-c (rms) 


130 


Google 


per inch deflection. What value of d-c voltage 
will result in exactly the same amount of deflec- 
tion? 

h. What is the purpose of an attenuator in a 
deflection amplifier? 

2. Why are attenuators frequency compensated ? 
How is attenuation usually accomplished ? 

j. What is the purpose of an input probe as used 
with the vertical-defiection amplifier? 

k. What advantages are obtained by using bal- 
anced deflection as compared with unbalanced de- 
flection ? 

?. How can balanced deflection be obtained ? 

m. Why are d-c amplifiers sometimes used as 
deflection amplifiers? 

nm. Compare the frequency response required in 
the horizontal- and the vertical-deflection ampli- 
fiers, 

o. If a 400-cps sawtooth signal is applied to the 
horizontal-deflection amplifier, what should be the 
high-frequency response for reasonably good re- 
production ? 

p. For what purpose are positioning circuits 
used ? 

g. Why are positioning circuits often called 
centering circuits? 

r. How is positioning accomplished ? 

8. What advantage is obtained in using the po- 
sitioning circuit in which the control is located 
between stages rather than the circuit in which 
the control is beyond the last stage? 
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CHAPTER 5 
AUXILIARY CIRCUITS 





Section I. BLANKING AND INTENSIFYING 


75. Definitions 


a. Buankinc. The process of removing all or 
a portion of the pattern that is displayed on the 
screen of a cathode-ray tube is known as blanking. 

6. InrenNsiry Mopvunation. This is the process 
of varying the intensity of the pattern produced 
by the electron beam in such a way that informa- 
tion is presented. 


76. Blanking 


a. GENERAL. 


(1) 


(2) 


Usually blanking is used to remove a part 
of a screen pattern that is undesirable. 
This portion of the pattern may contain 
some useful information. However, 
when this information is displayed it may 
obscure another part of the screen pat- 
tern which contains more pertinent in- 
formation. The blanked portion of the 
pattern may contain signals which, if not 
removed, would convey incorrect infor- 
mation. When it is desired to keep the 
equipment in a stand-by position, blank- 
ing also can be used to remove the entire 
pattern from the screen. All operating 
voltages then are applied but no pattern 
appears on the screen. 

The most common purpose of blanking 
is to prevent the sawtooth retrace from 
appearing on the screen of the cathode- 
ray tube. The retrace is produced by an 
electron beam that travels at a greater 
speed during the retrace than during the 
trace. As a result, the intensity of the 
retrace is less than that of the trace. Be- 
cause of this reduced intensity, the re- 
trace may not be objectionable and in 
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(3) 


(4 


~~ 


(5) 


many simple oscilloscopes no blanking 
is used. 

When the retrace is blanked, any infor- 
mation presented during the retrace time 
is not displayed on the screen. For ex- 
ample, assume that a 5-kc sawtooth sweep 
voltage is applied to the horizontal-de- 
flection plates of a cathode-ray tube and 
that a 70-kc sine-wave signal is applied 
to the vertical-deflection plates. Because 
the sweep frequency is one-fourteenth 
of the signal frequency, a pattern consist- 
ing of 14 cycles appears on the screen. 
If the time required for the retrace is 
one-sixth of the time required for the 
trace, then 12 cycles of the sine wave 
appear on the trace and 2 cycles of the 
sine wave appear on the retrace. When 
no blanking is used, the 2 cycles that oc- 
cur during the retrace appear as in A, 
figure 152. With the retrace blanked, the 
pattern appears as in B, figure 152. 

In the previous example, if it is desired 
to observe the waveform of the applied 
signal the use of blanking does not de- 
stroy the usefulness of the presentation. 
However, if a frequency comparison is 
to be made, the use of blanking can lead 
to an incorrect conclusion. In B, figure 
152, it appears that the sweep is operat- 
ing at a frequency that is one-twelfth 
of the signal frequency rather than one- 
fourteenth of the signal frequency. Ir 
this case it is net desirable to use blank- 
ing. 

Blanking the retrace also may remove 
some required information when a short- 
duration pulse is to be observed on certain 
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voltage required is reversed. For ex- 
ample, assume that the negative bias 
voltage required to cut off the beam and 
blank the pattern in a certain cathode-ray 
tube is 50 volts. If the cathode of the 
tube is operated at some fixed high nega- 
tive potential, such as —1,500 volts, 
the negative blanking bias is applied to 
the grid as in A, figure 153. The voltage 
at the grid with respect to ground is now 
—1,550 volts. Under these conditions, 
the grid voltage is 50 volts negative with 
respect to the cathode voltage and blank- 
ing results. 
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Figure 158. Two methods of making grid negative with 


respect to cathode. 


(3) A blanking voltage also can be applied to 


the cathode of the cathode-ray tube. The 
polarity of the blanking voltage required 
is reversed (B, fig. 153) and placed in the 
cathode circuit. The control grid of the 
tube is operated at the fixed negative po- 
tential of -—1,500 volts. A positive 
blanking bias is applied to the cathode of 
the cathode-ray tube. The cathode volt- 
age is — 1,450 volts because the polarity 
of the blanking voltage is such as to op- 
pose the supply voltage. Under these 
conditions, the grid voltage is 50 volts 
more negative than the cathode voltage, 
and blanking results. Therefore, when 
the blanking voltage is negative, it is ap- 
plied directly to the control grid. When 
the blanking voltage 1s positive, it is 
applied directly tothe cathode. In either 
case, the grid is made more negative than 
the cathode and blanking results if the 
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voltage is large enough to cut off the elec- 
tron beam. 

Occasionally, a negative blanking voltage 
is applied to the screen grid of the cath- 
ode-ray tube. The amount of blanking 
voltage required under these conditions is 
considerably greater than is needed in the 
grid-cathode circuit since it is operating 
at a higher voltage than the bias voltage. 


c. Signa SOuRCEs. 
(1) A common source of obtaining a blank- 
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ing signal is the sweep voltage. The saw- 
tooth sweep voltage is applied to an R-C 
differentiating circuit, and the resultant 
square-wave output is used as a blanking 
signal. If a sawtooth voltage is applied 
to an R-C circuit whose time constant is 
short with respect to the period of the in- 
put wave, the voltage across the resistor 
will appear as in B, figure 154. During 
the time that the sweep voltage rises from 
A to B (A, fig. 154) a constant small cur- 
rent flows through the resistor in the 
differentiating circuit because the small 
rate of change of the sweep voltage in- 
duces a small displacement current in the 
capacitor to maintain a constant volt- 
age across the capacitor. This produces 
a low-amplitude constant voltage across 
the resistor. During the time of the re- 
trace from B to C, a large current flows 
through the resistor in the opposite di- 
rection because the large rate of change 
of the sweep voltage induces a large dis- 
placement current in the capacitor to 
maintain a constant voltage across the 
capacitor. This produces a large-ampli- 
tude voltage across the resistor whose po- 
larity is opposite to that produced during 
the trace. The amplitude of the resistor 
voltage is proportional to the rate of 
change of the sawtooth voltage. The 
large negative-going voltage shown dur- 
ing retrace times in B, figure 154, is 
applied to the control grid of the cath- 
ode-ray tube to drive it beyond cut-off, 
thus blanking the tube. 

A simplified circuit which uses the fore- 
going principle is shown in C, figure 154. 
The sawtooth sweep voltage is applied to 
the R-C circuit consisting of C29 and 
R49. The time constant of this circuit is 
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Figure 154. Blanking signal obtained by differentiating 
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sweep voltage. 


5 usec which is short as compared to the 
period of the sawtooth waveform. The 
voltage across R49 is a rectangular wave 
having large-amplitude negative pulses 
that occur during the retrace time. Ca- 
pacitors C28 and C30 are large cathode 
bypass capacitors which do not affect the 
differentiated waveform. The average 
grid voltage on the cathode-ray tube is 
—1,050 volts. This voltage is obtained 
from a high-voltage power supply which 
is represented by a battery in the figure. 
A variable voltage source is inserted in 
the cathode to provide a means of varying 
the brightness of the pattern. This volt- 
age can be varied from 0 to 50 volts and 
is connected in such a way as to oppose 
the high voltage. Therefore, the voltage 
from cathode to ground can be varied 
from — 1,000 volts to — 1,050 volts. Asa 
result, the grid bias can be varied from 0 
to — 50 volts with respect to the cathode. 
As the voltage applied to the grid is made 
more negative, the beam current is re- 
duced and the pattern brightness is de- 
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creased. The large-amplitude negative 
pulses which are produced across R49 
increase the bias on the cathode-ray tube 
beyond cut-off during the retrace times. 
As a result, the electron beam is cut off 
during the retrace, and blanking occurs. 
Another source of blanking signals is the 
same circuit that produces the pulse that 
drives the sweep generator. When the 
sweep generator is an electron tube actu- 
ated by a pulse, some circuit must be used 
which produces the pulse that controls 
the operation of the discharge tube. An 
input rectangular waveform alternately 
cuts off the tube and drives it into con- 
duction. While the tube is cut off, its 
plate capacitor charges slowly to produce 
the trace. When the tube conducts, the 
plate capacitor discharges rapidly to 
produce the retrace. This circuit has 
been discussed in chapter 3. The rec- 
tangular waveform can be applied to the 
cathode of the cathode-ray tube to pro- 
duce the required blanking. 

During the time that the waveform is 
highly negative, the trace is produced and 
no blanking is required. During the 
time that the waveform is less negative 
(A, fig. 155), the retrace is produced and 
blanking is required. If the waveform 
is applied directly to the cathode of the 
cathode-ray tube, the voltage is shifted 
toward a less negative voltage during the 
retrace. With the control grid at a fixed 
potential, the effect of raising the cathode 
voltage is the same as the effect of lower- 
ing the control-grid voltage. If the am- 
plitude of the rectangular voltage is large 
enough and the control grid is driven 
beyond beam cut-off, blanking of the re- 
trace occurs. 


(5) In some radar and synchroscope displays, 


the time between sweeps is greater than 
the time required for the sweep. In this 
case the blanking period exceeds the peri- 
od when no blanking occurs (B, fig. 155). 
Therefore, the cathode-ray tube can be 
blanked normally at all times except dur- 
ing the brief times when the trace is pro- 
duced. An unblanking pulse, or inten- 
sity gate, is used to overcome the effect of 
the normal blanking voltage. The po- 
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Figure 155. Blanking signals obtained from sweep-generator input, 


larity of the voltage required to unblank 
or intensify the pattern produced on the 
screen of a cathode-ray tube is opposite 
to that required to produce blanking. If 
the grid voltage normally is beyond cut- 
off, blanking occurs. When the grid volt- 
age is raised above cut-off, unblanking 
occurs. In order to unblank the pattern, 
a positive voltage is applied to the grid of 
the cathode-ray tube or a negative voltage 
is applied to the cathode. 

When the sweep generator is a multivi- 
brator circuit, the sweep voltage is ob- 
tained across a capacitor that 1s connected 
from the plate of one tube, or a section of 
a tube, to ground. A blanking voltage 
can be obtained from the other tube or 
section. This voltage is a rectangular 
waveform in which the length of one al- 
ternation is the same as the sweep length. 
The length of the next alternation is equal 
to the time between sweeps. When the 
sweep generator is a blocking-oscillator 
circuit, the blanking voltage can be ob- 
tained by differentiating the sawtooth 
output as previously explained. Alter- 
nately, the trigger voltage produced by 
the blocking oscillator can be used to 
drivea multivibrator. The output of the 
multivibrator is then used for blanking. 
Blanking signals can also be supplied to 
a cathode-ray tube from some external 
source. In the television display, for ex- 
ample, the television transmitter sends 
out blanking signals as part of the radi- 
ated signal. These signals are amplified 
and detected by the receiver along with 
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the video signals that produce the actual 
picture on the cathode-ray tube screen. 
Blanking occurs at the end of each hori- 
zontal scanning line while the electron 
beam moves from right to left. This 
eliminates the horizontal retrace. Blank- 
ing also occurs at the end of each com- 
plete field while the electron beam moves 
from the bottom of the screen to the top. 
This eliminates the vertical retrace. 


d. MARKERS. 
(1) Occasionally, it is necessary to produce a 


(2 


ll 


series of evenly spaced markers along a 
trace. These markers provide a linear 
scale for the measurement of equal periods 
of time. If the time interval between 
markers is constant, they provide a means 
of checking the linearity of the trace 
along whose length they are displayed. 
With a linear trace, equal amounts of de- 
flection occur in equal periods of time. 
Therefore, if the sweep is linear, the 
markers, which are repeated at a constant 
rate, will be displayed with equal spaces 
between them. 

Markers can be applied by blanking the 
trace at regular intervals. The blanking 
signal, in this case, is a series of peaked 
waves whose frequency is constant. This 
signal can be obtained from a stable sine- 
wave oscillator whose output is limited 
to produce a square wave. The square 
wave is differentiated and applied to a 
limiter which removes the positive peaks. 
The resultant waveform is applied to 
the control grid of a cathode-ray tube to 
produce the markers required (fig. 156). 
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The negative peaks have sufficient ampli- 
tude to cut off the electron beam. As a 
result, a series of blank spots appear along 
the trace. If the trace is linear, the spac- 
ing between blank spots will be uniform 
all along the trace. 






TM 671-166 
Figure 156. Markers by blanking. 


77. Intensity Modulation 


a. GENERAL. 


(1) 
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Information can be presented on the 
screen of a cathode-ray tube by means of 
a moving spot of light which has a con- 
stant brightness. This spot of light can 
be deflected horizontally and vertically 
to produce a pattern on the screen. If a 
third dimension is added to the pattern, 
more information can be displayed. The 
screen of a cathode-ray tube is a plane 
or two-dimensional surface. Although 
actual physical depth cannot be dis- 
played, it is possible to represent a third 
dimension on the screen by varying the 
density of the electron beam. The beam 
is at right angles to the screen and any 
variation of beam density represents a 
change along an axis which is perpen- 
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dicular to both horizontal and vertical 
screen axes. Such an axis is referred to 
as a Z-axis. 

A variation in the density of the electron 
beam produces a change in the intensity 
or brightness of the spot of light. If the 
intensity is made to change in accordance 
with some intelligence, the result is in- 
tensity modulation. In certain radar dis- 
plays, the presence of targets is disclosed 
by an increase in the intensity of the 
pattern. The brightness of the pattern 
depends on the amplitude of the target 
signal. When there is no target signal, 
the intensity of the pattern is zero and 
no effect is noted. A strong target signal, 
which can be an echo from a large target, 
increases the intensity of the pattern con- 
siderably. A very intense spot or area of 
hght appears on the screen. A weak 
signal will produce some increase in 
brightness. Therefore, the brightness of 
the pattern is determined by the ampli- 
tude of the signal. In this way, infor- 
mation concerning the presence or 
absence of a target and concerning the 
amplitude of the echo signal is displayed 
on the screen. 

Intensity modulation is also used to pro- 
duce a pattern having shades ranging 
from black to white on the screen of a 
cathode-ray tube used in a television dis- 
play. A phosphor is used whose color of 
fluorescence is white. When the density 
of the electron beam is maximum, an 
intense spot or area of white light is 
produced on the screen. A reduction in 
the beam density reduces the brightness 
of the white light so that a gray area 
appears on the screen. If the beam den- 
sity is reduced to zero, no fluorescence 
occurs and darkness results. In this way, 
a pattern containing all shades from 
black to white can be produced. The 
pattern is similar to a black and white 
photograph or motion picture. The 
presence of light produces whiteness; the 
absence of light produces darkness. 


6. Meruops or SIGNAL APPLICATION. 


The signal voltage which varies the in- 
tensity of the pattern is applied to the 
control grid or cathode of the cathode- 
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scale is so calibrated as to indicate equal 
intervals of time along the trace. The 
zero time calibration point occurs at the 
beginning of the sweep. When sweep 
clamping is used, the start of the sweep 
always coincides with the zero time cal- 
ibration point. Asa result, the accuracy 
of time measurement is maintained. 
Certain types of radar displays require 
rotating radial sweep. One method of 
producing the required sweep current is 
to apply a trapezoidal voltage to the 
stator of a rotary transformer as de- 
scribed in paragraph 100 a (6). As with 
an ordinary transformer, the output has 
no d-c component and the average voltage 
over a cycle is zero (fig. 160). Each 
trapezoidal cycle should begin at the ref- 
erence line. The start of the trapezoi- 
dal cycles is below the reference line 
from time 0 to time 1, above the reference 
line from time 1 to time 2, and below the 
reference line from time 2 to time 3. In 
addition, the voltage between sweeps 
varies in magnitude from cycle to cycle. 
As a result, different values of current 
flow in the deflection coils between sweeps 
and the start of each sweep is at a differ- 
ent point on the screen. 

To prevent this undesirable condition, 
sweep clamping must be used. The cir- 
cuit cannot be a simple diode or grid 
clamping circuit because voltage varia- 
tions both above and below the reference 
line must be produced. Therefore, a two- 
way clamping circuit is used. It is made 
inoperative during sweeps so that no 
clamping action occurs at this time. The 
clamping tubes are cut off during sweeps 
by means of large-amplitude negative 
pulses. Between sweeps, the clamping 
circuit is not cut off and normal clamping 
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Figure 160. A-c output of rotary transformer. 
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occurs. This action is known as syn- 
chronized clamping. 


c. UNBLANKING VOLTAGE CLAMPING. 
(1) In radar and synchroscope displays, 
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several fixed sweep lengths are used. The 
blanking time can be longer than the time 
during which unblanking occurs. The 
unblanking pulses have several fixed du- 
rations to coincide with the sweep lengths. 
Clamping of this waveform is required 
so that the same unblanking level is main- 
tained regardless of the length of the 
pulse. If no clamping circuit is used, the 
intensity of the pattern would change 
when the sweep length is changed. 

In figure 161, several unblanking pulses 
are shown. The unblanking time indi- 
cated in A is equal to the time during 
which blanking occurs; in B, the un- 
blanking time is shorter than the blank- 
ing time, and in C, the unblanking time 
is longer than the blanking time. When 
these waveforms are applied to the grid 
of the cathode-ray tube through an R-C 
coupling circuit, the d-c component is re- 
moved. The coupling capacitor charges 
up to the average value of voltage. The 
voltage across the resistor varies above 
and below this average value. 

The average value of the waveform 
shown in A, figure 161 is one-half the 
peak-to-peak value. Therefore, the volt- 
age across the resistor rises just as much 
above the average value during the first 
alternation as it falls below the average 
value during the second alternation. 
With a short unblanking pulse (B, fig. 
161), the average value of the voltage is 
closer to the blanking level than one-half 
the peak-to-peak value. Therefore, the 
resistor voltage rises above the average 
value much more during the unblanking 
time than it falls below the average value 
during the blanking time. With a long 
unblanking pulse (C, fig. 161), the aver- 
age value of the voltage is farther from 
the blanking level than one-half the peak- 
to-peak value. Therefore, the resistor 
voltage rises above the average value 
much less during the unblanking time 
than it falls below the average value dur- 
ing the blanking time. 


UNBLANKING 


oS a REQUIRED LEVEL [————7- —- — - -----— 
| 


UNBLANKING 





BLANKING 
0 


Le UNBLANKING | | 
Svs aa ene os 


0 


C 
BLANKING —>|  je— 


(4) Assume that the peak level of the un- 


blanking voltage is set properly to the 
required level when the waveform shown 
in A, figure 161 is applied to the grid of 
the cathode-ray tube. When the sweep 
length is reduced, the peak level of the 
unblanking pulse is too high (B, fig. 
161); the brightness of the pattern is 
higher during the time that the short 
sweep is applied. When the sweep length 
is increased, longer unblanking pulse is 
required (C, fig. 161). The peak level of 
the unblanking pulse is now too low and 
the brightness of the pattern is lower. 
Therefore, the pattern brightness changes 
when the sweep length changes. A clamp- 
ing circuit can be inserted at the grid of 
the cathode-ray tube. This circuit will 
maintain the required level constant in 
spite of changes in the length of the un- 
blanking pulse (D, E, and F, fig. 161). 
Therefore, no variation in pattern bright- 
ness occurs at different sweep lengths. 


d. Vipeo Sianau CLAMPING. 
(1) Clamping circuits often are used to 


stabilize the level of video signals. When 
these signals produce vertical deflection, 
as in oscilloscopes, synchroscopes, and 
A-scan radar displays, clamping prevents 
the trace from shifting vertically. This 
vertical shift occurs when the average 
signal level changes. For example, con- 


962527 °—51——__10 


Google 


, L_-—>+ BLANKING r A 


(2 


~~” 





TM 671-16) 
Figure 161. Variation in unblanking level for different unblanking pulses. 


sider an A-scan radar display on which a 
single signal appears. The average volt- 
age level of this video signal is very low. 
When a large number of signals occur, 
the average voltage level is increased. 
If the video signals pass through an R-C 
coupling circuit before being applied to 
the deflection plates of the cathode-ray 
tube, a change in level occurs as in figure 
161. This results in a vertical shifting 
of the trace as the average signal content 
changes. When it is necessary to com- 
pare the amplitudes of pulses that appear 
at different times, this shift is undesirable. 


(3) Most R-C coupling circuits used in video 


amplifiers have long time-constants so 
that low-frequency distortion and unde- 
sired phase shift are reduced. Assume 
that a large amplitude pulse is applied to 
such a coupling circuit. A large nega- 
tive charge accumulates on one plate of 
the capacitor. This charge can leak off 
through the large resistor only at a slow 
rate. A negative bias can be developed 
which is great enough to cut off the video 
amplifier for a short time after the large 
pulse. A clamping circuit provides a 
low-impedance path for removing the 
charge when it exceeds a certain refer- 
ence level. In this way, the loss of sig- 
nals which follow immediately after 
large-amplitude signals is prevented. 
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(4) Clamping circuits are also used to prevent 


the loss of small-amplitude signals which 
immediately follow long pulses. When a 
long pulse is applied to an R-C coupling 
circuit, the amplitude of voltage across 
the resistor can be lower at the end of the 
pulse than at the beginning. This occurs 
because during a very long pulse there 
is enough time for the charge on the cou- 
pling capacitor to change. At the end of 
the pulse, an wndershoot occurs during 
which a voltage of opposite polarity is 
produced. During this time, weak sig- 
nals will not be displayed properly and, 
In some cases, may not appear atall. A 
clamping circuit prevents this effect. 


(5) When intensity modulation is used, such 


as in PPI-scan radar and television dis- 
plays, clamping performs the same func- 
tions as were given in (1) through (4) 
above. When clamping of the video sig- 
nals is used, the loss of weak signals im- 
mediately following strong or long pulses 
is prevented. Also, the correct range of 
intensity is maintained when the average 
value of the video signal varies. This is 
particularly important in a television dis- 
play. Assume that such a display has 
been adjusted to produce a pattern hav- 
ing the proper intensity. A sudden 
change in scene to one which is mostly 
dark or mostly light changes the average 
level of video signal voltage. The black 
portions of the patterns do not remain 
black and the white portions do not re- 
main white. Instead, changes in the in- 
tensity of portions of the pattern occur 
so that the average pattern brightness 
tends to remain constant. 


79. Clamping Circuits 


a. SWEEP CLAMPING. 
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(1) The circuit shown in figure 162 is used 


to clamp the beginning of each electro- 
magnetic sweep to a fixed reference level, 
when the sweep signal applied to the 
amplifier tube grid goes more positive 
during the sweep. A trapezoidal voltage 
is applied to the control grid of the triode 
sweep amplifier. The current which 
flows through the deflection coil in the 
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plate circuit has a sawtooth waveform. 
The current in the coil begins to increase 
from a certain value which is determined 
by the grid voltage at the beginning of 
each trapezoidal waveform. If every 
cycle of this waveform begins at a fixed 
voltage level, every cycle of sweep current 
begins at the same value. In this way, 
each sweep starts at the same point on the 
screen. The fixed reference voltage level 
in the circuit shown in figure 162 is —60 
volts. The diode is a negatively biased 
positive clamper in which the clamping 
level is below ground. 

A common sweep-clamping circuit used 
in oscilloscopes with bilateral deflection 
is shown in A, figure 168. Here, V1 isa 
negative clamper whose clamping level is 
above ground and V2 is a positive clamp- 
er whose clamping level is at ground po- 
tential. Equal amplitude sawtooth volt- 
ages of opposite polarity are applied to 
the horizontal-deflection plates D1 and 
D2 to produce bilateral deflection. The 
spot of light moves from A to B on the 
screen at a slow linear rate to produce 
the trace. It then moves rapidly from 
B to A to produce the retrace. The action 
of the clamping circuit is such as to fix 
the beginning of each sweep at point A 
on the screen regardless of variations in 
the amplitude of the sweep voltages. 
Assume that the diodes are not connected 
and that the arm of potentiometer R3 is 
set at +50 volts. The undeflected electron 
beam is moved to the left toward plate 
D1 by this centering voltage. When the 
sawtooth sweep voltage is applied 
through coupling capacitor C1, the de- 
flection voltage applied to D1 varies 
equally above and below +50 volts. 
When the sawtooth sweep voltage is ap- 
plied through coupling capacitor C2, the 
deflection voltage applied to D2 varies 
equally above and below ground. As long 
as the amplitude of the sweep voltages is 
constant, each sawtooth cycle begins at 
the same voltage level and the beginning 
of the trace occurs at the same point on 
the screen. However, any slight varia- 
tions in sweep-voltage amplitude causes 
the sawtooth waveform to begin at slight- 
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Figure 162. Diode clamping circuit used in electromagnetic sweep systen. 


ly different voltage levels. As a result, 
the entire sweep changes its position on 
the screen. 

To prevent any variations in the point 
at which the trace begins, the diodes V1 
and V2 are connected across R1 and R2 
as shown in A, figure 163. Assume that 
the peak-to-peak amplitude of the saw- 
tooth sweep voltage is 100 volts. The 
potentiometer R3 is now readjusted to 
+150 volts to maintain the same 50-volt 
average difference of potential between 
the deflection plates. This difference of 
potential is the original centering volt- 
age that was applied before the clamping 
diodes were connected. It is required to 
maintain the same centering voltage with 
the diodes in the circuit. 

B and C of figure 163 shows the voltages 
at the deflection plates. In figure B, the 
first sawtooth cycle is shown unclamped 
so that it can be compared with the 
clamped waveform. The average value 
of the first cycle is +150 volts because of 
the new setting of R3. The cathode of 
the clamping diode V1 is at a potential of 
+150 volts because of its connection to 
R3. When the plate voltage of V1 at- 
tempts to rise above this value, the diode 
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conducts and capacitor Cl charges rap- 
idly. The voltege on the deflection plate 
D1 does not rise above +150 volts. Dur- 
ing the rest of the sawtooth cycle, the 
voltage falls by an amount that equals 
the peak-to-peak value of sawtooth volt- 
age. Diode V1 puts a charge on Cl which’ 
changes the average voltage of the saw- 
tooth waveform to +100 volts for the 
remaining sweeps. The small charge 
which leaks off C1 during the sweep 
causes the beginning of such sawtooth 
cycle to rise slightly above +150 volts. 
The diode V1 immediately conducts and 
replaces this charge. As a result, the 
points A in B of figure 163 are clamped 
to the +150-volts reference level. 

Before diode V2 is connected, the 100- 
volt sweep voltage varies about ground 
potential. This is shown in the first cycle 
of C of figure 163. The clamping diode 
is connected with its plate at ground po- 
tential. Any tendency for the sawtooth 
voltage to go negative causes the cathode 
of V2 to become negative with respect to 
its plate and the diode conducts. The 
diode puts a charge on C2 which changes 
the average voltage of the sawtooth wave- 
form to +50 volts for the remaining 
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sweeps. As a result, the points A in C, 
figure 163 are clamped to the ground ref- 
erence level. The average potential of the 
deflection plate D1 is +100 volts and the 
average potential of plate D2 is +50 
volts. As a result, the average voltage of 
D1 still is 50 volts higher than that of 
D2. In this way, the same centering ef- 
fect is produced as when the clamping 
diodes are not used and potentiometer R3 
is set to its original +50-volt value. 
When the clamping circuit is used, any 
changes in sweep amplitude change the 
length of the trace only since point B of 
the trace is not held constant. The begin- 
ning of each trace is fixed at point A on 
the screen. 


6. SYNCHRONIZED SWEEP CLAMPING. 


(1) 


(2) 


A synchronized two-way clamping cir- 
cuit is shown in figure 164. The need for 
such a circuit has already been discussed. 
V3 is a sweep amplifier whose bias is con- 
trolled by V1 and V2, except when V1 
and V2 are cut off by a synchronizing 
pulse. The input voltage to V3 is a saw- 
tooth waveform when an electrostatic 
cathode-ray tube is used or a trapezoidal 
waveform when an electromagnetic tube 
is used. With electromagnetic deflection, 
V3 is usually a beam power amplifier 
rather than a triode as shown in figure 
164. To indicate that either polarity of 
sweep voltage can be applied to this cir- 
cuit, two sawtooth waveforms which are 
opposite in polarity are shown. In this 
circuit, no clamping occurs during the 
sweep. At this time, negative synchro- 
nizing pulses are applied to the clamping 
tubes, V1 and V2. The negative pulses 
are coupled to both grids through C2. 
Since amplitude of the negative pulses 
is great enough to cut off the clamping 
tubes, no clamping action takes place dur- 
ing sweeps. Between sweeps, however, 
these tubes are not cut off and normal 
clamping occurs as described in (2) be- 
low. 

The operation of V1 and V2 is such as to 
maintain the voltage at the grid of the 
Sweep amplifier, V3, fixed at a constant 
reference level between sweeps. If this 
constant reference level is maintained, 
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Figure 164. Synchronized clamping circuit. 


(3) 


(4) 


each cycle of sweep voltage, whether 
positive or negative, begins at exactly that 
reference potential. V1 and V2 are con- 
nected in series between B+ and ground 
and form a voltage divider across the 
plate supply. The grid of V3 is connect- 
ed to the cathode of V1 and to the plate 
of V2. The voltage applied to the grid 
of V3 is determined by several compo- 
nents: the voltage across V1, the voltage 
across V2, and the cathode bias voltage 
developed across R. The voltages across 
V2 and Rare relatively constant. There- 
fore, the grid voltage of V3 is determined 
largely by the voltage across V1. 

The grid of the clamping tube V2 is re- 
turned to its own cathode. Therefore, 
V2 operates at zero bias and can be con- 
sidered as a simple rectifier. However, 
such is not the case for clamping tube V1. 
The grid of V1 is connected to the grid 
of V2 which is effectively returned to 
the cathode of V2 when no synchroniz- 
ing potential is applied. The cathode of 
V1 is connected to the plate of V2. Asa 
result, the bias voltage of V1 is the volt- 
age drop across V2. 

The sweep voltage to be clamped is 
coupled to the circuit through capacitor 
C1 to the grid of V3. Assume that the 
voltage between sweeps attempts to rise 
above the reference level (becomes more 
positive). This increases the plate volt- 
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age on V2 and also increases the bias 
voltage of V1. A greater effect is noted 
in V1 than in V2, since changing the bias 
voltage of a tube has a greater effect than 
changing the plate voltage by the same 
number of volts. As a result of the in- 
creased bias on V1, its plate resistance is 
increased. At the same time the con- 
ductivity of V2 is increased. This re- 
duces the voltage at the cathode of V1, 
the plate of V2, and the grid of V3. The 
bias voltage at the grid of V3 is thereby 
reduced and the output of V3 is returned 
to its original value. 

(5) Assume that the voltage between sweeps 
attempts to fall below the reference level 
(becomes more negative). This reduces 
the plate voltage on V2, reducing its con- 
ductivity, and also reduces the bias volt- 
age applied to V1. Asa result, the plate 
resistance of V1 is reduced. The effect is 
to raise the voltage at the cathode of V1, 
the plate of V2, and the grid of V3. The 
bias voltage at the grid of V3 is thereby 
increased and the output of V3 is returned 
to its original value. V1 acts asa variable 
resistance which controls the fraction of 
B+ voltage that appears across V2 and 
is applied to the grid of V3. 

(6) If a synchronizing pulse is applied as a 
negative rectangular wave, V1 and V2 
are cut off for a period of time which co- 
incides with the sweep time. During this 


time interval, the grid of V3 is left free 
to follow any changes in input-voltage 
amplitude. Capacitor C1 had no path to 
discharge through, except the very high 
resistance of V2. Therefore, the voltage 
at the grid of V3 follows exactly the input 
voltage. At the completion of the nega- 
tive synchronizing pulse, V1 and V2 
again conduct, returning the voltage at 
the grid of V3 back to the proper refer- 
ence voltage level. 
ce. OTHER CLAMPING CIRCUITS. 

(1) Clamping circuits are also used to main- 
tain a fixed reference level for blanking 
voltages and video signals. These are 
usually simple diode or grid clamping 
circuits that are inserted at the point in 
the circuit where clamping is required. 
The circuits are similar to the one-way 
clamping circuit shown in figure 162. The 
diode can be inverted to produce negative 
clamping if needed. The particular ref- 
erence voltage is used that is required in 
the specific application. 

(2) Germanium crystals are used in some 
diode clamping circuits because of their 
small size and convenience. The use of 
grid clamping does not require a special 
clamping tube but uses the grid circuit 
of an amplifier that is already in the cir- 
cuit. Because of this, it may not be obvi- 
ous immediately that clamping is being 
used. 


Section Ill. TIMING CIRCUITS 


80. General Purpose 


a. Timing circuits are used to produce the sig- 
nals that synchronize the various circuits in a 
cathode-ray tube display system. These circuits 
are needed so that the proper time relationship 
exists among the various waveforms used. 

b. Sometimes, most of the timing circuits used 
in a particular system are grouped together in one 
unit. This unit can be referred to as the timer, 
keyer, synchronizer, or control central. More 
often, however, the timing circuits are grouped 
with the particular component or circuit with 
which they are associated. Because of this, it 
sometimes is difficult to draw a line between the 
circuit that does the timing and the circuit that is 
timed. 
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ce. Timing circuits accomplish their purpose by 
applying specially shaped waveforms to the cir- 
cuit that is to be timed. These waveforms can be 
wholly generated within the timing circuit or the 
timing circuit can change the shape of some ex- 
ternally applied waveform to make it suitable for 
use. 

d. The specific timing circuits used and the 
exact timing waveforms applied are subject to a 
wide variation. In simple oscilloscopes, for ex- 
ample, the timing requirements are not compli- 
cated. In more complex display systems, the tim- 
ing requirements and circuits are many and varied. 
Because of the possible differences in the type and 
number of circuits used in complex display sys- 
tems, it is natural to expect a wide variety of tim- 


ing circuits. Since this 1s true, specific schematic 
diagrams of timing circuits will not be discussed. 
Instead, these circuits are discussed from a general 
point of view. 


81. Timing Signals 


a. DIFFERENCE BETWEEN DRIVING SIGNALS AND 
Syne Sienazs. A circuit can be timed either by 
the application of driving signals or by the appli- 
cation of sync signals, provided they have the 
proper characteristics. The two signals are not 
similar. When the driving signal is removed from 
a circuit whose operation it times, the circuit stops 
operating. When the sync signal is removed, how- 
ever, the circuit continues to operate although at 
perhaps a different frequency. 

b, TRIGGER AND GATE. 

(1) A driving signal can be either a trigger 
ora gate. A trigger isa waveform which 
initiates the operation of another circuit. 
The timed circuit terminates its own 
operation. The important characteris- 
tics of a trigger are its amplitude and the 
shape of its leading edge. The ampli- 
tude of a trigger should be sufficient to 
cause the required operation. For exam- 
ple, if a vacuum tube must be cut off to 
start the operation of a circuit, the trig- 
ger should have sufficient amplitude to 
drive the tube beyond cut-off. If satura- 
tion must be produced, the trigger should 
have sufficient amplitude to produce this 
required condition. The leading edge of 
the trigger voltage is made as nearly 
vertical as possible to insure accurate tim- 
ing. If a sloped leading edge is used, 
the triggering action can occur at a differ- 
ent time on successive cycles of operation. 
If the slope of the leading edge changes 
from time to time, erratic or random 
timing can result. 

(2) The time duration of trigger waveforms 
usually is short. Typical trigger pulse 
widths range from 1 to 10 usec. The 
most commonly used trigger waveform is 
a sharply peaked voltage, although a short 
duration rectangular or sine wave also 
is used. The polarity of the trigger de- 
pends on the requirements of the circuit 
that is to be triggered. Both positive 
and negative triggers are used. 
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(3) A gate is a waveform that initiates the 
operation of a circuit, continues the oper- 
ation of the circuit for a certain definite 
period of time and finally terminates the 
operation. A gate can also be used to 
make a circuit inoperative, maintain this 
condition for a certain amount of time, 
then allow the circuit to operate once 
more. The important characteristics of 
a gate are its duration and amplitude. 
The duration of the gate must be correct 
so that the circuit controlled is turned on 
or off for the required amount of time. 
The amplitude of the gate must be suffi- 
cient to produce the required operation. 
In some cases, the amplitude of the volt- 
age must not vary. In other cases, such 
as when a tube is driven below cut-off, the 
gate amplitude can change just so long as 
the cut-off condition is maintained. The 
negative synchronizing pulse shown in 
figure 164, whose function is to cut off V1 
and V2, is an example of a gate. 

(4) Long gating voltages can be produced by 
mechanical switches or contacts. Volt- 
ages which gate other circuits for 
shorter time intervals require the use 
of electronic switches. The most common 
gating waveform is a square or rectang- 
ular wave. 


82. Required Circuits 


a. Repetition Rate Circuits. 

(1) Timing voltages usually are repeated 
periodically. A circuit commonly is in- 
cluded in the timing system which estab- 
lishes the repetition rate of the timing 
signals. This circuit is an oscillator 
whose output is converted into the re- 
quired timing voltages. Both sine-wave 
and relaxation oscillators are used. Be- 
cause the repetition rate usually is fairly 
low, audio-frequency oscillators are com- 
mon. In radar displays, for example, 
typical repetition rates can vary from 
500 to 3,000 cps. 

(2) Phase-shift and Wien bridge oscillators 
are sine-wave oscillators frequently used 
in timing circuits. Blocking oscillators 
and multivibrators are also used to estab- 
lish the repetition rate of the timing 
signals, 
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6. Saapine Circurrs. A timing system must 
include some means of shaping the required timing 
signals with the proper time relations, amplitudes, 
and reference levels. Common circuits that are 
used include driven multivibrators, amplifiers, 
limiters, peakers, clampers, and artificial trans- 
mission lines. 

‘ ¢. IsoLaTING AND AMPLIFYING Cixculits. Be- 
cause of the large number of timing waveforms re- 
quired in complex display systems, some means 
are provided to protect one circuit or component 
from being excessively loaded by another. Sharp 
pulses sometimes must be transmitted over long 
interconnecting cables from one unit to another. 
An impedance-matching circuit is required to pre- 
vent undesired reflection and distortion. Isolation 
or buffer amplifiers and cathode followers are used 
to accomplish this purpose. 


83. Typical Timing Systems 


a. To illustrate a number of typical timing 
methods used in a complex display system, con- 
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sider some arrangements for timing radar displays 
(fig. 165). The display illustrated is chosen be- 
cause of the wide variety of timing voltages used. 
In such a system, timing voltages are required for 
circuits in the radar transmitter, indicator, and 
occasionally in the radar receiver. In A, figure 
165, a stable audio-frequency sine-wave oscillator 
establishes the system repetition rate. This wave- 
form is applied to an overdriven amplifier which 
converts it to a square wave. The square wave is 
differentiated by means of an R-C circuit having a 
short time constant. The resulting peaked wave- 
form is applied to a limiter circuit which removes 
the negative alternations. The output of the 
limiter is applied to the transmitter, where proper 
timing is desired. The indicator circuits are timed 
by the sine wave directly. 

b. In B, figure 165, a multivibrator relaxation 
oscillator establishes the system repetition rate. 
The square-wave output is peaked by a differentia- 
tor. The output of this circuit is applied to a 
limiter circuit which removes the negative alterna- 
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Figure 165. Typical timing systems. 
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tion. The resultant output is applied to the trans- 
mitter. The square-wave output of the multivi- 
brator is also applied to the indicator. In C, 
figure 165, a blocking oscillator establishes the rep- 
etition rate. The output of the oscillator is ap- 
plied to a limiter which removes the negative 
alternation. The output is applied to the trans- 
mitter. The transmitter contains a shaping cir- 
cuit which converts the input waveform to a 
rectangular waveform. This waveform is applied 
to the indicator and receiver to time the circuits 
contained in those parts of the system. 

c. Figure 166 shows the time relationship of 
some specific radar timing voltages. The trans- 
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mitter trigger is a sharply peaked positive signal 
which is applied to the radar transmitter. The 
purpose of this trigger is to begin the generation 
of the r-f transmitter pulse. Circuits contained 
within the transmitter itself determine the pulse 
width of the r-f pulse. A rectangular receiver 
gate is applied to the receiver in such a way that 
normal operation can occur only during the time 
that the gate voltage is most positive. This gate 
puts the receiver into normal operation after the 
end of the transmitter pulse and maintains that 
condition for the proper amount of time. 

d. The sweep trigger is applied to the sweep 
generator in the indicator. The trigger causes the 
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Figure 166. Time relationship of voltages delivered by timing circuits. 
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sweep to begin at the same time that the transmit- 
ter pulse begins. The constants of the sweep gen- 
erator are such that the retrace begins at the end 
of the receiver gate. The indicator gate is applied 
to the cathode-ray tube in such a way that un- 
blanking occurs from the beginning of the trans- 
mitter pulse to the end of the sweep. The cathode- 
ray tube is driven below cut-off by this gate during 


the retrace time when blanking is desired and 
lasts until the next transmitter pulse occurs. A 
marker gate, which has the same time duration but 
opposite polarity, is applied to a range-marker 
generator. This circuit produces a series of uni- 
formly spaced markers. The first marker occurs 
at the beginning of the sweep and the last marker 
occurs at the end of the sweep. 


Section IV. POWER SUPPLIES 


84. General 


a. The power-supply requirements for cathode- 
ray tube display systems vary considerably. In 
general, a high voltage is required for the acceler- 
ating anode of the cathode-ray tube. The current 
needed for this purpose is very low. In addition, 
a lower voltage is wanted for the other electrodes 
of the cathode-ray tube and for the auxiliary cir- 
cuits. The current required for this purpose is 
much greater, especially if a large number of 
circuits are used with the cathode-ray tube. 

6. In simple displays, a single power supply is 
used. This supply can utilize a single power trans- 
former, rectifier tube, and filter circuit to deliver 
all the voltages needed in the display. More fre- 
quently, however, two rectifiers are used with a 
special power transformer. This transformer has 
several secondary windings and multitapped 
windings to produce the required voltages. One 
rectifier delivers the high voltage, while the other 
supplies the low voltage. In addition, a low-volt- 
age, high-current supply is required for the heat- 
ers of the tubes. With complex displays, separate 
power supplies may be needed for separate por- 
tions of the system. For example, in a radar dis- 
play, separate supplies can be used for the re- 
ceiver, for the local oscillator in the receiver, for 
the timer, for the modulator and transmitter, for 
the T/R (transmit-receive) switch, and for the 
cathode-ray tube and its auxiliary circuits. 

ce. Most of the power supplies used are conven- 
tional circuits which have been discussed in other 
technical manuals. Voltage regulation is common, 
and adequate shielding and filtering are important 
to prevent ripple voltages from modulating the 
trace. 


85. High Voltage 


a. The high voltage required for the accelerat- 
ing plate of the cathode-ray tube imposes some 
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special problems. Typical voltages range from 2 
to 15 kv (kilovolts), and certain cathode-ray tubes 
require accelerating voltages as high as 30 kv. The 
current needed, however, rarely exceeds several 
hundred microamperes. Therefore, the power out- 
put required is very low. Adequate insulation and 
proper placement of parts are used to prevent 
corona or are-over. The construction of the high- 
voltage supply is such as to minimize danger to 
personnel. Protective shields and interlocks are 
commonly used. 

6. A conventional half-wave rectifier sometimes 
is used to deliver the high voltage required. A 
high-voltage transformer steps up the line voltage 
and applies it to a diode rectifier. This diode has 
a high peak inverse voltage rating so that it does 
not arc-over when the high voltage is applied to 
it in the nonconducting direction. Because of the 
existing low current, an R-C filter can be used 
instead of the conventional L-C (inductance-ca- 
pacitance) filter. The value of the filter resistor 
is large and the capacitance of the filter capaci- 
tor(s) is smal] as compared to low-voltage power 
supplies. This prevents large charges from being 
stored by the capacitors, although a dangerous 
shock hazard still exists. A bleeder resistor is used 
to discharge the filter capacitors when the input 
voltage is removed. A limiting resistor sometimes 
is used between the plate of the rectifier and the 
secondary winding of the transformer. This re- 
sistor protects the transformer by limiting the 
current flow in the event that a short-circuit occurs 
in the capacitor(s) or rectifier tube. 

ce. An r-f osctllator can also be used in a circuit 
that provides high voltage for the accelerating 
plate. A power pentode receiving tube is used ina 
conventional oscillator circuit. The frequency of 
operation usually is approximately 100kce. The 
output of the oscillator is applied to an r-f trans- 
former which steps up the voltage to a high value. 
The secondary winding of the transformer is con- 


nected to a half-wave rectifier which converts the 
r-f to direct current. An R-C filter circuit is used 
to smooth out the r-f ripple. Because r-f is used 
rather than the low frequency of the power line, 
the physical size of the high-voltage transformer 
and filter capacitor is smaller. The small capaci- 
tance of the filter capacitors (about 500 uuf) and 
the limited power output of the oscillator mini- 
mizes the danger of injury due to electrical shock. 
Also, if accidental contact is made, the circuit 
is detuned and the output voltage drops rapidly. 
Adequate shielding must be used to prevent un- 
desired coupling to other circuits. 

d. Another method of obtaining a high voltage 
is frequently found in television displays that use 
electromagnetic cathode-ray tubes. This circuit is 
the kick-back or fly-back high-voltage supply. 
During a rapid retrace, the quick collapse of the 
magnetic field surrounding the deflection coils 
induces a large-amplitude voltage pulse in the 
coils. The peak amplitude of this pulse can be 
approximately 1,000 volts in a typical television 
display. This voltage is stepped up by means 
of a transformer from 5 to 15 kv. The output 
voltage of the transformer is applied to a half- 
wave rectifier which converts it to direct current. 
An R-C filter smooths out the ripple. Sometimes 
a powdered graphite coating is applied to the out- 
side of the glass envelope of the cathode-ray tube. 
A capacitance of about 1,500 uuf exists between 
the outer coating and the inner coating of the 
tube. The capacitance serves as the output filter 
capacitor in the power supply. This scheme for 
obtaining high voltage is advantageous because it 
reduces the number of components required in the 
equipment. 

e. In addition to the above-mentioned circuits, 
conventional voltage doublers, triplers, and quad- 
ruplers are used to produce the required high 
voltage. These multipliers can be used with any 
of the foregoing circuits to increase the magnitude 
of the voltage, or they can be operated from a 
power transformer that is connected directly to 
the a-c line. 


86. Requirements for Electrostatic Cathode- 
Ray Tubes 


a. The accelerating plate of the electrostatic 
cathode-ray tube must be highly positive with 
respect to the cathode. The deflection plates are 
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mounted close to the accelerating anode. For 
several reasons there must be a minimum difference 
of potential between the accelerating plate and the 
deflection plates. A large difference of potential 
here would produce electrostatic fields which 
would produce defocusing of the electron beam. 
Also, it would be necessary to provide high-volt- 
age insulation between these closely spaced elec- 
trodes. It is necessary to operate the deflection 
plates as near to ground potential as possible 
since one side of most signal circuits is grounded. 
When this is done, the danger of high voltage 
at the signal input terminals is avoided. Also, 
operating the deflection plates near ground poten- 
tial permits the centering controls to be located 
in low-potential circuits. In order to satisfy these 
requirements, the accelerating plate is grounded 
and the other electron-gun electrodes are made 
highly negative. The cathode is connected to one 
side or to the center tap of the heater supply 
transformer winding. Therefore, this winding 
must be well insulated because of the high negative 
voltages used. 

6. A typical electrostatic cathode-ray tube used 
in oscilloscopes is the 5UP1. This tube usually is 
operated with about 2,000 volts on the accelerat- 
ing plate. This accelerating plate is operated at 
ground potential and the cathode is operated at 
a potential of — 2,000 volts with respect to ground. 
The screen grid and powdered graphite coating are 
connected to the accelerating anode internally. 
The voltage applied to the focusing anode is from 
340 to 640 volts with respect to the cathode for 
proper focus. The control-grid voltage required 
for cut-off is approximately — 90 volts with respect 
to the cathode. D-c positioning voltages also are 
required for both sets of deflection plates. The 
magnitude of these voltages is several hundred 
volts. The current requirements for all these 
electrodes are negligible. The heater requires 
6.3 volts at .6 ampere. 

c. The voltages applied to the focusing anode, 
the control grid, and the deflection plates can be 
regulated. This prevents changes in pattern focus, 
intensity, and position caused by variations in 
line voltage. The same regulated supply often 
is used to deliver several hundred volts to the 
sweep circuit, amplifiers, and other circuits re- 
quired for the display. The current requirements 
for this supply depend on the needs of these cir- 
cuits. 
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87. Requirements for Electromagnetic Cath- 
ode-Ray Tubes 


a. Higher accelerating voltages are used for 
electromagnetic cathode-ray tubes. These volt- 
ages are obtained from any of the power supplies 
mentioned in paragraph 85. Because the deflec- 
tion system uses externally mounted coils, the 
problems of high-voltage insulation and ground- 
ing of signal input connections do not occur. For 
these reasons, the accelerating anode is not 
grounded. Instead, the cathode is operated at 
or near ground potential as in ordinary tubes. 
The current required in the accelerating anode 
circuit rarely exceeds several hundred micro- 
amperes. However, considerably more current is 
needed for the focus coil and deflection coils. 

b. A typical electromagnetic cathode-ray tube 
used in radar displays is the 7BP7. The acceler- 
ating voltage commonly used is 4,000 volts. The 
screen-grid voltage is 250 volts and the grid volt- 


age required for cut-off is approximately —70 
volts. The current for the focus coil is obtained 
from a several hundred volt power supply. Fre- 
quently, this is the same supply that is used for the 
screen grid. The amount of current required for 
the focus coil depends on the number of turns and 
the construction of the coil. About 400 ampere 
turns are required for proper focus. Typical cur- 
rents required range from 15 to 30 ma in one 
certain focus coil. Regulation is used frequently 
for all voltages except the high voltage. The same 
regulated supply also can be used for the other 
circuits required for the display. 

c. Power amplifiers are used to deliver the cur- 
rents needed for deflection. Therefore, the out- 
put power of the power supply required for these 
circuits is considerably greater than is needed for 
the voltage amplifiers used with electrostatic cath- 
ode-ray tubes. Several hundred milliamperes of 
current may be required for adequate deflection. 


Section V. SUMMARY AND REVIEW QUESTIONS 


88. Summary 


a. Blanking is the process of removing all or a 
portion of the pattern that is displayed on the 
screen of a cathode-ray tube. 

6. Intensity modulation is the process of varying 
the intensity of the pattern produced in such a 
way that information is presented. 

c. The most common use of blanking is to re- 
move the retrace. 

d. The polarity of a blanking voltage is negative 
when applied to the control grid of the cathode- 
ray tube or positive when applied to the cathode. 

e. Markers can be produced on the screen of a 
cathode-ray tube by blanking or by intensity mod- 
ulation. 

f. Clamping circuits are used to fix the begin- 
ning of the trace on the screen of a cathode-ray 
tube. 

g. Clamping of unblanking signals prevents a 
change in pattern intensity when various sweep 
lengths are used. 

h. Video signal clamping prevents any change 
in the pattern when the average content of the 
video signals vary. It also prevents the loss of 
weak signals immediately following strong sig- 
nals, 
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t. Timing circuits produce the signals that syn- 
chronize and maintain the proper time relation- 
ship between the various circuits in a cathode-ray 
tube display system. 

j. A trigger is used to initiate the action of 
another circuit, while a gate maintains the action 
for a definite period of time. 

k. A high-voltage, low-current supply is needed 
for the accelerating anode of the cathode-ray tube. 
Lower voltages are required for the other elec- 
trodes. Electromagnetic cathode-ray tubes need 
a greater current for focus and deflection. Neg- 
higible current is required for these purposes in 
the electrostatic tube. 


89. Review Questions 


a. Why is blanking required? 

b. Give several cases where blanking the retrace 
should not be used. 

ce. How is blanking accomplished ? 

d. How can a blanking signal be generated from 
the sawtooth sweep voltage? 

e. Give some other sources of blanking signals. 

j. For what purpose can markers be used along 
the trace on the screen of a cathode-ray tube? 

g. To which electrodes of the cathode-ray tube 
can the intensity modulation signal be applied ? 








h. Why is sweep clamping important? Why are 
unblanking signals frequently clamped ? 

2. What is synchronized clamping and when is 
it used ? 

j. How do timing circuits accomplish their pur- 
pose ? 

k. Distinguish between driving signals and sync 
signals. 
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?. What is the difference between a trigger and a 
gate? 

m. Give several methods of producing the high 
voltage required for the accelerating anode of the 
cathode-ray tube. 

nm. Why is the positive side of the high-voltage 
power supply for an electrostatic cathode-ray tube 
usually grounded ? 
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CHAPTER 6 
VOLTAGE AND CURRENT REQUIREMENTS FOR RADAR SCANS 


ee ee 


Section I. A-SCAN DISPLAY 


90. Information Presented 


a. The A-scan radar display presents informa- 
tion about the range of detected target signals 
(par. 28a). Range is the distance, usually in yards 
or miles, from the radar set to the target. The 
target echo signal is applied to the radar indicator 
in such a way that deflection modulation of the 
cathode-ray tube electron beam results. The beam 
is made to move vertically upward in accordance 
with the amplitude of the target signal. Examina- 
tion of the pip produced also gives much informa- 
tion about the size, shape, and nature of the de- 
tected target. 

&. The chief use of the A-scan is for accurate 
range determination. This type of display per- 
mits target observation in spite of much inter- 
ference and receiver noise. Because this display 
does not supply information about the bearing 
(azimuth) of a target, it seldom is used alone. 
Some device which indicates the antenna bearing 
frequently is associated with the A-scope. Such 
a device shows the bearing of targets that are dis- 
played on the cathode-tube. A-scans can also be 
used with other radar scans which give bearing 
information. 


91. Type of Cathode-ray Tube 


a. The highly directional radar beam, which is 
scanning, passes over each target in a compara- 
tively short period of time. This causes the sig- 
nals that appear on the A-scope to appear and 
disappear rapidly. ‘Therefore, a medium—or 
short—persistence screen is required for the cath- 
ode-ray tube. Also, not too much is gained by 
using a large screen diameter, and the A-scope 
usually is limited to about 5 inches. 

b. Most A-scan displays use electrostatic cath- 
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ode-ray tubes with P1 or P4 phosphors. These 
tubes require simple associated circuits. 


92. Signal Requirements 


a. HorizontTaL SiGNALs AND CIRCUITS. 

(1) In order to measure range along the 
horizontal axis of the display, a timebase 
is required. The velocity of electromag- 
netic waves is known to a high degree of 
accuracy and this velocity does not vary 
under normal conditions. The velocity 
has been found to be slightly over 186,000 
miles per second or .186 mile per micro- 
second. This is equivalent to 328 yards 
per microsecond. If an electromagnetic 
wave travels 328 yards in 1 usec it re- 
quires 6.17 usec for energy to travel 2,024 
yards or 1 nautical mile. 

(2) The basic principle of radar is the trans- 
mission of pulses of radio energy and 
their reception as echoes. This energy 
is concentrated into a narrow beam by a 
highly directional antenna. When a 
pulse strikes a target, reflection of some 
of the energy occurs. Consequently, an 
echo pulse is produced which travels back 
to the radar receiving antenna. If an 
object is located at a distance of 2,000 
yards from the radar transmitter, the 
radio pulse requires 6.1 usec to reach the 
target. An additional 6.1 usec is required 
for the echo to return to the radar re- 
ceiver. Consequently, a total time inter- 
val of 12.2 usec is required to detect the 
presence of an object which is at a range 
of 2,000 yards. If an object is located 
at twice that distance, twice the amount 
of time would be required to detect it. 
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Consequently, range is determined by 
measuring the interval of time which 
elapses between the transmission of the 
pulse and the reception of the echo. 

If the electron beam is made to move 
horizontally at a linear rate, equal dis- 
tances correspond to equal time intervals. 
As equal time intervals correspond to 
equal target ranges, a linear calibrated 
scale can be placed under the horizontal 
timebase and range can be measured di- 
rectly. 

A sawtooth sweep voltage is applied to 
the horizontal-deflection plates of the 
cathode-ray tube. This voltage begins 
at the same time that the transmitter 
pulse starts. It ends after the time inter- 
val required to detect an object at the 
maximum range of the radar system. 
For example, if the radar system is de- 
signed to display signals up to a maxi- 
mum range of 20,000 yards, the duration 
of the sweep must be at least 122 usec. In 
addition, the amplitude of the sweep must 
be sufficient to permit adequate spot de- 
flection. Almost the full screen diameter 
should be swept in order to use the cath- 
ode-ray tube screen to maximum advan- 
tage. 

If the maximum range setting is to be 
changed, for example, from 20,000 yards 
to 100,000 yards, the sweep duration 
must be increased accordingly. The 
sweep must now last for 610 sec. Some 
means must be provided to change the 
sweep duration. Also, if balanced de- 
flection is required, a phase-inverter or 
paraphase amplifier must follow the 
sweep generator. Sweep clamping is 
used in order to permit every sweep to 
start at the same point on the screen. 
In order to time the sweep start and dura- 
tion properly, a gated sweep is always 
used. This circuit frequently takes the 
form of a triggered multivibrator which 
gates the sweep generator. 

Horizontal centering usually is provided 
by the application of a d-c voltage to the 
horizontal plates. The magnitude of 
this voltage is determined by the setting 
of the centering controls, 
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6. VERTICAL SIGNALS AND CIRCUITS. 


(1) 


(2) 


(3) 


The target echo signals which are ampli- 
fied and detected by the radar receiver 
are applied to the vertical-deflection 
plates of the cathode-ray tube. These 
signals are applied in such a way as to 
produce an upward deflection for each 
target. The output of most radar re- 
ceivers usually is only a few volts. This 
low-amplitude signal does not produce 
sufficient vertical deflection. Consequent- 
ly, a wide-range video amplifier must be 
inserted between the receiver and the 
vertical-deflection plates. This voltage 
amplifier can consist of one or more stages 
to obtain the necessary gain. It must 
have a wide frequency response to handle 
the high-frequency components of the 
receiver output pulse. A typical fre- 
quency response is from several hundred 
cycles to several megacycles. 

Fixed range markers often are used to 
permit more accurate estimation of tar- 
get range on the A-scope. These markers 
are uniformly spaced, sharply peaked 
waveforms. They are applied to the ver- 
tical-deflection plates in such a way as to 
cause an upward deflection. The range 
markers can be distinguished from re- 
ceived echoes in two ways. In some radar 
systems the range markers are not ap- 
plied to the cathode-ray tube at the same 
time as the target signals. As these two 
vertical-deflection signals are not applied 
simultaneously, no confusion results. 
Other radar systems present range mark- 
ers and target signals at the same time. 
The markers can be recognized by their 
unvarying amplitude, short time dura- 
tion, and uniform spacing. 

A block diagram of a circuit which can 
generate fixed range markers is shown 
in figure 167. In this circuit, the shock- 
excited oscillator is gated by the timer. 
A series of slightly damped sine waves 
is produced. The period of the sine wave 
is chosen to be equal to the time interval 
required between the range markers. 
This series of sine waves is then applied 
to a two-stage over-driven amplifier 
whose output is a series of square waves. 
The square waves are then differentiated, 
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Figure 167. Block diagram and waveforms of range-marker generator. 


the negative peaks are removed, and the 
remaining positive peaks are applied to 
the upper vertical-deflection plate of the 
cathode-ray tube. When extreme accu- 
racy is required, a crystal oscillator is 
used to synchronize the markers. 


c. Z-Axis SIGNALS AND CIRCUITS. 
(1) In order to prevent the appearance of the 
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(2) 


cathode-ray tube retrace, a blanking gate 
is used. This gate also serves a second 
purpose. After the end of the sweep a 
rather long resting period occurs. This 
period frequently has a time duration 
which is longer than the period of time 
during which information is to be pre- 
sented. During this resting time, the re- 
ceiver is still in operation and target sig- 
nals are being applied to the cathode-ray 
tube deflection plates. The blanking gate 
prevents the appearance of these received 
signals during the fly-back time and dur- 
ing the resting time until the next trans- 
mitter pulse is sent out. The blanking 
gate is usually a negative square wave 
which is applied to the cathode-ray tube 
control grid. It cuts off the electron beam 
completely during the time that infor- 
mation is not to be presented. 

The purpose of the blanking gate can 
be described in another manner. The gate 
unblanks the cathode-ray tube during the 
useful period of time by raising the con- 
trol grid voltage above cut-off. When 
this portion of the cycle is referred to, the 
gate is called an unblanking or intensity 
gate. The blanking gate and the un- 
blanking gate are merely different por- 
tions of the same waveform. The terms 
often are used interchangeably. Un- 
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blanking is needed when information is 
to be presented; blanking is required 
when information is not to be presented. 
The time duration requirement for the 
unblanking portion of the waveform is 
the same as for the sweep. The gate must 
begin when the sweep starts and must 
end when the period of time that is 
needed for the maximum range has 
elapsed. 

The unblanking gate usually is obtained 
from the same triggered multivibrator 
which gates the sweep generator. Some- 
times an attenuator and an isolating am- 
plifier are used between the multivibra- 
tor and the control grid of the cathode- 
ray tube. This prevents interaction and 
loading of the multivibrator and allows 
the proper amplitude of gating voltage 
to be applied. Intensity gate clamping is 
used frequently so that the proper refer- 
ence level is maintained when the range- 
setting of the radar system is changed. 
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93. Typical A-scan Block Diagram 
(fig. 168.) 


a, An input trigger actuates the start-stop mul- 
tivibrator. This can be the same trigger which 
operates the radar modulator and transmitter. In 
this way the transmitter pulse is transmitted at 
the same time that the multivibrator is triggered. 
The negative alternation of the square-wave out- 
put has a duration which equals the time required 
to display the range desired. When the operating 
range of the radar system is changed, the length 
of this alternation must be changed. This is done 
by changing the time constant of the multivibra- 
tor circuit. 
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Figure 168. Block diagram and waveforms of simple A-scan display. 


5. The output of the multivibrator gates the 
sweep generator. This circuit can be modified to 
produce a more linear sweep. Provision is made to 
change the time constant of the sweep generator 
when the operating range of the radar set is 
changed. In this way, the faster sweeps that are 
required for the short ranges can be generated. 
The reference level of the sweep voltage is kept 
constant by the sweep clamper. 

c. The sweep voltage is amplified and inverted 
in the paraphrase amplifier. This circuit supplies 
the amplified sweep voltage to the horizontal- 
deflection plates of the cathode-ray tube. Con- 
sequently, the horizontal timebase along which 
range can be measured is produced. 

d.The negative gate produced by the multivi- 
brator is also applied to an attenuator and an 
isolating amplifier. The output of this circuit is 
a@ positive gate which is maintained at a certain 
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reference level by a clamping circuit. This in- 
tensity gate is applied to the control grid of the 
cathode-ray tube. Here it intensifies the presen- 
tation while the sweep is moving from left to right. 
Blanking results at all other times. 

e. The multivibrator also gates the range- 
marker generator. This circuit applies a series of 
uniformly spaced signals to the vertical-deflection 
plates. The spacing between the range markers 
usually is changed when the operating range of the 
radar set is changed. For example, when operat- 
ing the radar set on its 20,000-yard range, it is 
convenient to have four range-marker intervals. 
The space between adjacent range markers then 
represents 5,000 yards distance. When switching 
the radar system to its 100,000-yard range, it is 
desirable to increase the spacing between range 
markers in order to prevent a large number of 
closely spaced markers from appearing on the 
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Figure 170. The internal construction of type 83DP1 cath- 
ode-ray tube. 


(2) In order to produce the circular sweep, 
two sine waves 90° out of place are used. 
One of these is applied to the horizontal- 
deflection plates and the other to the ver- 
tical-deflection plates. If the frequency 
of the sine waves is 5.12 kc, the spot of 
light traces one complete circle on the 
cathode-ray tube screen in 1/5,120 second 
or 195 usec. In this period of time, a ra- 
dar pulse can travel to a target 32,000 
yards away and its echo can return to the 
radar-receiving antenna. Therefore, the 
maximum range displayed is 32,000 yards. 
To display a longer range, a longer time 
interval is required. Consequently, a 
lower sweep frequency is used. 

(3) In order to measure range accurately, 
the sweep frequency must be stable. Us- 
ually stability 1s obtained by means of 
a crystal oscillator. However, since the 
sweep frequencies needed are quite low, 
the crystal oscillator is used to synchro- 
nize a multivibrator which operates at a 
lower frequency. 

6. Raptau DEFLECTION SIGNALS AND CIRCUITS. 

(1) The echo signals which are amplified and 
detected by the radar receiver must cause 
deflection modulation. These signals are 
amplified by a video amplifier whose fre- 
quency range is wide enough to handle the 
high-frequency components of the short 
duration pulses that are used. 

(2) The electron beam is deflected radially 
outward in accordance with the incoming 
signals. Consequently, the polarity of 
the video signals that are applied to the 
radial-deflection electrode must be neg- 
ative. 

e. Z-Axis Sianats. An intensity gate is applied 
to the control grid of the cathode-ray tube. There 
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is no flyback or retrace in the J-scan, as the elec- 
tron beam returns to its starting point when the 
sweep is completed. However, the intensity gate 
is used to prevent the display of signals which are 
beyond the range for which the radar set is ad- 
justed. This gate begins when the transmitter 
is triggered and lasts for one circular sweep. 


97. Typical J-Scan Block Diagram 


a. A crystal oscillator which operates at a low 
radio frequency (about 82kc) is the first stage 
in the block diagram (fig. 171). The sine-wave 
output is then applied to a trigger generator. 
This stage is a modified cathode follower which is 
driven beyond cut-off by the applied sine wave. A 
small capacitor is connected across the cathode 
resistor and the time constant of this network is 
quite short. The output of the stage is a distorted 
sine wave (fig. 171). This stage serves to sharpen 
the trigger and provide isolation between the 
oscillator and the first multivibrator. 

6. A free-running multivibrator follows the 
trigger generator. This stage has a natural fre- 
quency somewhat lower than one-fourth of the 
erystal-oscillator frequency. The multivibrator 
is synchronized to exactly one-fourth of the oscil- 
lator frequency by the incoming triggers. Hence, 
this stage serves as a frequency divider of high 
stability. The output of this multivibrator is then 
applied through an R-C differentiating circuit to 
a second multivibrator. This stage functions in a 
manner similar to that of the first frequency 
divider. Its output of 5.12-kc square waves is fed 
to a tuned amplifier. 

c. Although the input to the tuned amplifier is 
a square wave, the output is a reasonably good 
sine wave. This is true because the amplifier re- 
sponds to the fundamental frequency only, there- 
by eliminating all the harmonics composing the 
square wave. The 5.12-kc sine wave is applied to 
a double-tuned, phase-splitting transformer. The 
output of this transformer consists of two sine 
waves which have a phase difference of 90°. The 
application of these voltages to the deflection 
plates produces a circular sweep which can display 
targets up to a maximum range of 32,000 yards. 

d. In order to produce the still lower recurrence 
frequency, a third frequency-dividing multivibra- 
tor is used. The output of this circuit is then 
peaked and these peaks are fed into the trans- 
mitter trigger circuits. Here, after suitable shap- 
ing, the transmitted output pulse is generated. 
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Figure 171. Block diagram of J-scan display. 


The transmitted trigger is also applied to a gate 
multivibrator. The output of this circuit is an 
intensity gate which starts at the beginning of the 
sweep and lasts for the sweep duration. Conse- 
quently, the pattern on the cathode-ray tube screen 
is intensified for the first 32,000 yards of range 
immediately following the transmitter pulse. The 


intensity gate is clamped to a suitable reference 
level by a clamper circuit. 

e. The video output of the receiver is applied 
through a three-stage video amplifier to the radial- 
deflector electrode of the cathode-ray tube. The 
electron beam is deflected radially outward in ac- 
cordance with the received echoes from radar 
targets. 


Section Ill. PPI-SCAN DISPLAY 


98. Information Presented 


a. One of the most useful of the radar displays 
is the plan-position indicator or PPI-scan. This 
display furnishes both range and bearing of tar- 
gets in the form of a polar map (fig. 56). Re- 
ceived echoes from targets are applied to the 
cathode-ray tube in such a way as to produce zn- 
tensity modulation of the beam. An increase in 
pattern brightness is produced whenever a target 
is detected. 

b. Range measurement of targets is made by 
noting the distance of the bright spot of light from 
the center of the screen. If a target appears at 
the center of the screen, its range is zero. If a 
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target appears at the periphery of the screen, its 
range is the maximum range for which the radar 
system is adjusted. Assume that the radar system 
is adjusted for a 20,000-yard range. A target in- 
dication is seen on the screen at a distance which 
is halfway between the center and the periphery. 
This target has a range of 10,000 yards. 

c. Bearing information also is obtained by ob- 
serving the position of the echo signal on the 
screen. On ground radar sets, the antenna and 
indicator usually are oriented during installation 
of the equipment so that the top of the screen 
represents true north. Consequently, a target 
to the east of the radar set appears as a spot of 
light on the right side of the screen and a target 


to the west of the radar set appears as a spot of 
light on the left side of the screen. An azimuth 
or bearing scale, calibrated in degrees, usually is 
placed around the periphery of the screen to facili- 
tate azimuth measurements. On mobile equip- 
ments, the reference direction often is made to 
coincide with the direction of travel instead of 
true north and the targets are indicated on the 
scope as being dead ahead, to the right of, left of, or 
astern the carrier. For example, if a ship-borne 
radar is oriented so that its course of travel is 
used as the reference direction, targets dead ahead 
of the ship will appear as spots of light between 
the center and top of the screen, targets to the 
right of the ship (to starboard) will appear on 
the right side of the screen, and targets to the left 
of the carrier (to port) will appear on the left side 
of the screen. 

d. In addition to bearing and range information, 
the PPI-scan gives much information about the 
nature of the target itself. The pattern produced 
is maplike, and such things as land-water bounda- 
ries, bridges, and target outlines can be seen. 
For this reason, the PPI-scan is an important aid 
to navigation. 


99. Type of Cathode-ray Tube 


a. For maximum usefulness, a large screen di- 
ameter is used. In addition, the intensity-modu- 
lated display requires a high-density electron 
beam. For these reasons, an electromagnetic 
cathode-ray tube usually is used. 

b. The phosphor which is used on the screen of 
the cathode-ray tube must have a long persistence. 
Special cascade screens, such as the P7, have been 
especially developed for this screen. The speed 
of antenna rotation in most PPlI-scan radar 
systems is quite slow. Five to twenty revolutions 
per minute is a typical speed range for general- 
purpose radar antenna systems. All portions of 
the screen cannot be illuminated at once. Infor- 
mation can be presented along only one radial 
sweep line at a time. Consequently, in order to 
present the entire screen pattern at once, the long- 
persistence screen is needed. Usually, an amber 
optical filter is fitted over the screen. This mini- 
mizes the bright blue flash produced by the first 
layer of the P7 screen. The observer sees only the 
yellow phosphorescence, which persists for several 
seconds after the sweep has rotated beyond a par- 
ticular portion of the screen. 
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100. Signal Requirements 


a. Roratine Sweer. To measure range, a linear 
sweep must be used. In the PPI-scan this sweep 
causes the beam to start at the center of the screen 
and move radially outward to the.periphery. It 
is necessary that the sweep trace position be made 
to indicate target bearing (azimuth). As the an- 
tenna rotates, the sweep trace must rotate in syn- 
chronism. The entire process of electron deflec- 
tion is as follows: 

(1) The electron beam begins at the center 
of the screen. At the start of the trans- 
mitter pulse, the beam moves outward 
from the center and upward to the top 
of the screen. The beam moves rapidly 
back to the center of the tube. This con- 
cludes the first sweep. At the start of 
the next transmitter pulse, the process is 
repeated but with one difference. In- 
stead of the second trace falling exactly 
on top of the first, it is displaced by a 
fraction of a degree. Both the antenna 
and the sweep have rotated slightly. The 
amount of displacement of the sweep de- 
pends on the number of transmitted 
pulses per second and the speed of an- 
tenna rotation. By the time the antenna 
has completed one revolution, the entire 
screen has been covered with a series of 
very narrowly separated radial sweeps. 

(2) Two methods are used to produce the ro- 
tating sweep which characterizes this 
display. In both of these, the magnetic 
deflection field is made to rotate in syn- 
chronization with the radar antenna. 
The first of these methods is called the 
mechanical azimuth sweep. In this sys- 
tem the deflection yoke is mounted on 
bearings and is rotated mechanically 
around the neck of the cathode-ray tube. 
The windings within the yoke are such 
that a single magnetic field direction is 
produced. As the yoke is rotated, this 
magnetic field also rotates. Ifasawtooth 
Sweep current is applied through slip 
rings, a linear sweep is produced (fig. 
172). The direction of electron beam 
deflection is at right angles to the direc- 
tion of the magnetic field. As this field 
rotates, the sweep is displaced accord- 
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Figure 172. Mechanical azimuth sweep for PPI-scan. 
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(3) 


(4) 


To synchronize the antenna and sweep 
rotation, several arrangements are used. 
One method uses synchronous motors con- 
nected to the same power supply to drive 
the antenna and the deflection yoke. 
Another method uses electromechanical 
repeaters, such as synchros, or more com- 
plex servo systems to accomplish proper 
synchronization. 

The second method of rotating the deflec- 
tion field is called the electrical azimuth 
sweep. In this system, a fixed deflection 
yoke is used which contains both horizon- 
tal- and vertical-deflection coils. In- 
phase sawtooth sweep currents are 
applied to both sets of deflection coils. 
As the radar antenna rotates from 0° to 
90°, the amplitude of the sawtooth sweep 
currents in the horizontal-deflection coils 
increases sinusoidally from zero to a 
maximum (fig. 173). During this same 
time, the amplitude of the vertical sweep 
currents decreases from maximum to zero. 
At 0° there is maximum vertical deflec- 
tion and no horizontal deflection. The 
sawtooth sweep which occurs here deflects 
the beam upward ata linear rate. A ver- 
tical radial sweep is produced. In the 
45° position of the antenna, equal hori- 
zontal- and vertical-deflection forces are 
produced and the beam produces a radial 
sweep at a 45° angle. At the 90° posi- 
tion, there is no vertical deflection and a 
maximum horizontal deflection. The 
sawtooth sweep which occurs here moves 
the beam to the right at a linear rate. A 
horizontal radial sweep is produced. In 
this way, a series of radial sweeps is pro- 
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(5) 


(6) 


duced which is displaced around the 
cathode-ray tube screen in accordance 
with antenna rotation. Note in figure 
173 that the amplitude variations of the 
in-phase sawtooth waveforms are 90° 
apart in time phase, and that the ampli- 
tude vary sinusoidally. 

As a means of obtaining the required 90° 
amplitude variation, a rotary transformer 
frequently is used. This transformer, 
which resembles a small electric motor, 
has two secondary windings, which are 
mounted at right angles in the stator 
housing. The primary is wound on the 
rotor, which is driven by the rotating 
antenna. A trapezoidal-wave generator 
is connected to the primary winding by 
means of slip rings. As the rotor is 
turned, the voltage obtained from either 
stator secondary varies. Maximum volt- 
age is obtained from one secondary wind- 
ing when zero voltage is obtained from 
the other. The transformer is so con- 
structed that the amplitude of the out- 
put voltage varies sinusoidally with rotor 
angle. The amplitudes of the trapezoidal 
output voltages vary sinusoidally and are 
90° apart in time phase. These output 
voltages then are applied to separate 
power amplifiers. The output currents of 
these amplifiers have the required saw- 
tooth sweep waveforms. 

Sweep clampers are used to keep the ref- 
erence level constant. This permits every 
sweep to start at the same point on the 
cathode-ray tube screen. 


6. Z-Axis SIGNALS. 


(1) 


(2) 


(3) 


An intensity gate is required to blank 
out the retrace. It also prevents signals 
from modulating the electron beam be- 
tween the end of the sweep and the begin- 
ning of the next transmitter pulse. 

In addition, the video signal from the 
radar receiver must be applied to the 
control grid of the cathode-ray tube dur- 
ing the sweep time. This results in in- 
tensity modulation of the electron beam 
in accordance with the amplitude of the 
received echoes. 

Range markers can be used with this scan. 
Uniformly spaced peak waves are gene- 
rated by a range-marker generator as pre- 
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Figure 178. Deflection coil currents for electrical azimuth sweep. 


viously described. These are applied to 
the control grid of the cathode-ray tube. 
The result is a series of uniformly spaced 
bright spots along the sweep which pro- 
duce bright concentric circles as the sweep 
rotates. These are called range rings and 
are used to estimate target range. 


101. Typical PPl-scan Block Diagram 
(fig. 174) 


a. A negative trigger from the timer actuates 
a start-stop multivibrator. This trigger also is 
used to begin the transmitter pulse. The multi- 
vibrator has two outputs which are of opposite 
polarity. The time duration of these square-wave 
outputs is changed when the radar range is 
changed. If the radar has two range settings, 
20,000 yards and 100,000 yards, the gate lengths 
should be 122 usec and 610 usec, respectively. 

b. The negative gate is applied to the sweep 
generator. This circuit produces a trapezoidal 
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sweep. The constants of this circuit also must be 
changed when the range is changed in order to pro- 
duce the two sweep rates required. This voltage is 
applied to a sweep power amplified whose output 
is fed to the rotating deflection yoke. A sawtooth 
of current then flows through the yoke winding 
to produce the sweep. 

ce. The negative gate is also applied to the 
marker generator. The output of this circuit pro- 
duces the uniformly spaced concentric range rings. 
The output of the previously discussed marker 
generator consisted of a series of uniformly spaced 
positive pulses. These may be applied to the con- 
trol grid of the cathode-ray tube to produce the in- 
tensity modulation required. A series of negative 
pulses produces the same result if these are ap- 
plied to the cathode. In order to invert the wave- 
form, the cathode follower in figure 167 can be re- 
placed by a cut-off limiter which produces phase 
inversion. 

d. The positive gate produced by the start-stop 
multivibrator is applied to the control grid of the 
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Figure 174. Simple PPI-scan block diagram. 


cathode-ray tube. This isthe intensity gate which 
intensifies the trace only during the time that in- 
formation is to be presented. 

é. The signals from the radar receiver are ap- 
plied through a video limiter to a two-stage video 
amplifier. The purpose of the video limiter is to 
prevent strong signals from blooming on the 
screen. Blooming refers to the defocusing which 
occurs when an extremely bright spot 1s produced 
on the cathode-ray tube screen. The video limiter 
prevents signals from exceeding the limit level. 


When the receiver gain control is advanced to ob- 
serve weak signals, strong signals are prevented 
from blooming and possibly obscuring weak sig- 
nals nearby. The video amplifier must have a fre- 
quency response from several hundred cycles to 
several megacycles in order to respond to the pulses 
that are applied. The output of the video ampli- 
fier consists of negative echo pulses which are ap- 
plied to the cathode of the cathode-ray tube. The 
result is intensity modulation of the electron beam. 


Section IV. B-SCAN DISPLAY 


102. Information Presented 


a. The B-scan display furnishes information on 
a rectangular display pattern (fig. 54) about the 
range and bearing of a target. The vertical axis 
represents the range of the target. Zero range is 
located at the bottom of the rectangular pattern 
and maximum range is atthetop. The horizontal 
axis represents the bearing of the target. A dead- 
ahead bearing is at the center of the pattern. A 
target that bears to the left appears to the left 
of the centerline, while a target whose position 
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is on the right appears to the right of the center- 
line. A vertical centerline, therefore, represents 
a bearing of 0°, a vertical line at the extreme 
right represents a bearing of 90°, and a vertical 
line at the extreme left represents a bearing of 
270°. 

b. Signals are applied to the cathode-ray tube 
in such a way as to produce intensity modulation 
of the electron beam. The pattern produced is 
highly distorted compared to that of the PPI- 
scan, especially at short ranges. 


103. Type of Cathode-ray Tube 


Most B-scan displays use electromagnetic 
cathode-ray tubes with long-persistence screens, 
for the reasons given above in the discussion of 
the PPI-scan. A fixed deflection yoke consisting 
of horizontal- and vertical-deflection coils is used. 


104. Signal Requirements 


a. HorizonTAL SIGNALS AND CIRCUITS. 

(1) A horizontal sweep is required which 
produces deflection in accordance with 
the bearing of the radar antenna. With 
the antenna at its dead-ahead position, 
the sweep current must be zero. Under 
these conditions, there is no horizontal 
deflection and the electron beam is cen- 
tered horizontally. If the antenna ro- 
tates continuously at a slow and uniform 
rate, the current through the horizontal- 
deflection coils must vary linearly. The 
amount of current flow must be deter- 
mined by the exact azimuth (bearing) of 
the antenna. Because of the slow speeds 
at which most radar antennas rotate, the 
rate of current change through the 
horizontal-deflection coils is quite low. 
Therefore, the effect of deflection-coil 
inductance is neglected in designing these 
sweep circuits. 

(2) Several methods have been used to trans- 
mit information about the azimuth of the 
antenna to the horizontal-deflection coils, 
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The simplest method uses a circular- 
shaped potentiometer with a continuous 
resistance winding (fig. 175-A). A d-c 
voltage source is connected to two fixed 
taps located opposite each other. This 
potentiometer is mounted on the same 
shaft which rotates the antenna. 

The rotating portion of the potentiome- 
ter consists of two arms (A and B, fig. 
175), with their associated slip rings. 
When the antenna is at its dead-ahead 
position, the contact arms are located 
midway between the fixed voltage taps. 
Under these conditions, there is no dif- 
ference of potential between A and B 
and no deflection current flows. As the 
shaft rotates, arm B moves closer to the 
point of positive potential, and arm A 
moves closer to the point of ground po- 
tential. Deflection current flows from 
arm A through the horizontal-deflection 
coils and to arm B. When the shaft and 
the antenna have rotated 90°, a maximum 
difference of potential is produced and 
maximum deflection current flows. As 
the shaft continues to rotate, the amount 
of the deflection current is reduced. Aft- 
er 180° of rotation, arms A and B are 
midway between the fixed voltage points, 
and the deflection current is again re- 
duced to zero. Continued rotation of the 
shaft reverses the positions of the arms, 
and current flows through the deflection 
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A, Sweep potentiometer for B-scan ; B, Deflection coil current. 


Figure 175. 
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coils in the opposite direction. Conse- 
quently, the deflection coil current has 
a triangular waveform (B, fig. 175). 

(4) When additional deflection power is re- 
quired, the output voltage from the po- 
tentiometer is applied to a d-c amplifier. 
The output of this amplifier is then ap- 
plied to the horizontal-deflection coils. 

6. VerTicaL SIGNALS AND Circurrs. A linear 
timebase is required which permits a measurement 
of range to be made. A trapezoidal voltage is 
applied through sweep amplifiers to the vertical- 
deflection coils of the cathode-ray tube. This 
voltage causes a sawtooth current to flow through 
the vertical-deflection coils. The length of the 
sweep is determined by the range for which the 
radar system is adjusted. Sweep clamping can 
be used to maintain the correct reference level. 

c. Z-Axis SIGNALS. 

(1) Two intensity gates are required in the 
B-scan display. One of these occurs at 
the same rate as the vertical sweep. This 
gate intensifies the trace from the time 
that the transmitter pulse is generated 
until the maximum range of the radar 
system has been displayed. It prevents 
the vertical retrace from appearing on 
the screen. In addition, it reduces the 
intensity of the trace beyond the maxi- 
mum range. 

(2) A second intensity gate is needed to blank 
the cathode-ray tube while the antenna 
has a bearing which is outside the sector 
in which information is to be presented. 
For example, assume that the B-scan is 
to display useful information from a 
bearing of 270° through 0° to 90°. This 
is a sector 180° wide and centered at the 
dead-ahead position of the antenna. 
During the other half-revolution of the 


antenna, from 90° through 180° to 270°, 
it is necessary to prevent signals from 
appearing on the screen. A _ simple 
method of producing the required blank- 
ing is to use a cam arrangement mounted 
on the antenna shaft (A, fig. 175). The 
cam closes a contact which energizes a 
blanking relay. This relay applies suf- 
ficient negative voltage to the control 
grid of the cathode-ray tube to produce 
blanking. 

The video signals from the radar re- 
ceiver are applied to the cathode-ray tube 
in such a way as to produce intensity 
modulation. Video limiting and ampli- 
fication are required. 
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105. Typical B-scan Block Diagram 
(fig. 176) 


a. A timer trigger operates the start-stop multi- 
vibrator which generates a negative gate. The 
gate actuates the sweep generator and, in addition, 
intensifies the vertical trace. Intensity gate 
clamping is used to maintain the correct level of 
brightness in spite of any variation in signal con- 
tent or range. The output of the sweep genera- 
tor is applied to the sweep amplifier. This circuit 
delivers a sawtooth sweep current to the vertical- 
deflection coils in the fixed yoke. 

b. A triangular wave is supplied to the hori- 
zontal-deflection coils by means of the azimuth 
sweep potentiometer. This potentiometer is lo- 
cated in the antenna assembly. Its operation has 
already been described. Horizontal blanking is 
accomplished by the cam and relay arrangement 
which has been discussed. Signals from the radar 
receiver are limited and amplified and finally 
applied to the control grid of the cathode-ray tube. 


Section V. C-SCAN DISPLAY 


106. Information Presented 


a. The C-scan is a rectangular display in which 
the bearing and elevation of a target are given as 
shown in figure 54. Elevation is the vertical 
angle between the line drawn from the radar sys- 
tem to the target and the horizontal reference 
level. To a radar system which is installed on 
the ground, all angles of elevation are positive; 
that is, all targets will be above the horizontal 
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ground level. To an airborne radar system, how- 
ever, a target can be either above or below the 
level of the plane. Consequently, both positive 
and negative angles of elevation exist. 

6. Radar targets are displayed by intensity 
modulating the cathode-ray tube beam. This is 
the only scan discussed which does not furnish 
information concerning the range of a target. 
The use of the C-scan is limited and it is always 
used with one or more associated radar scans. 
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the radar set, changes the duration of the square 
wave. This waveform is peaked by a differenti- 
ating circuit in the input of a cathode-follower 
stage. The position of the negative peak is 
changed when the duration of the square wave 
changes. This negative peak is used to trigger a 
second start-stop multivibrator. The output of 


this circuit, called the delayed time interval multi- 
vibrator, is a narrow, positive square wave. The 
position of this waveform is determined by the 
setting of the delay control. This square wave in- 
tensifies the trace on the cathode-ray tube screen 
for the short period of time during which informa- 
tion is to be presented. 


Section VI. SUMMARY AND REVIEW QUESTIONS 


110. Summary 


a. The A-scan is a deflection-modulated display 
which furnishes range information of radar tar- 
gets. 

b. The A-scan requires a horizontal timebase. 
Signals cause vertical deflection. 

c. The range of a target is measured by noting 
the distance, measured along the timebase, be- 
tween the transmitted pulse and the received tar- 
get echo. 

d. Range markers are used to permit more ac- 
curate measurement of range. 

e. An intensity gate is required to intensify the 
trace only during those times when information 
is to be presented. Blanking of the retrace and 
removal of signals outside the range of the radar 
system are accomplished. 

f. The J-scan is a radial-deflection modulated 
display which furnishes range information of 
radar targets. 

g. The circular timebase on the J-scope is pro- 
duced by two sine waves which are 90° out of 
phase. Video signals are applied to the radial- 
deflection electrode. 

h. The PPI-scan is an intensity-modulated dis- 
play which presents range and bearing informa- 
tion in the form of a polar map. 

7. Radial timebase rotation is produced by 
either the mechanical or the electrical azimuth 
sweep system. A long-persistence cathode-ray 
tube screen is used. 

j. The B-scan is an intensity-modulated display 
which presents range and bearing information in 
the form of a rectangular chart. 

k. The C-scan is an intensity-modulated display 
which presents bearing and elevation information 
in the form of a rectangular chart. 
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111. Review Questions 


a. What information is given by the A-scan dis- 
play ? 

b. Why must a medium- or short-persistence 
screen be used in the A-scan and J-scan? 

c. Explain how range can be measured on the 
A-scan display. 

d. How can range markers be recognized ? 

e. What is the purpose of the unblanking gate 
inaradar display? Distinguish between an inten- 
sity gate and a blanking gate. 

f. How is a circular sweep produced for the 
J -scope ? 

g. Give several advantages of the J-scan over 
the A-scan. 

h. How is radial deflection usually produced in 
the J-scan ? 

i. What information is given on the PPI-scan 
display ? 

j. Why must a long-persistence cathode-ray 
tube screen be used for the PPI-scan ? 

k. How can a rotating sweep be produced ? 

4. To what electrode of the cathode-ray tube 
must the video signals be applied to produce in- 
tensity modulation ? 

m. What information is given on the B-scan 
display ? 

n. What deflection voltages or currents are re- 
quired to produce a B-scan display ? 

o. What is the purpose of the cam and contact 
assembly on the antenna shaft of a radar set which 
has a B-scan display ? 

p. What information is given on the C-scan dis- 
play ? 

gq. What deflection voltages or currents are re- 
quired to produce a C-scan display ? 

r. What is the purpose of the circular-shaped 
potentiometer which is found in the antenna as- 
sembly of radar sets using B- and C-scan displays? 
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CHAPTER 7 
APPLICATION OF TEST OSCILLOSCOPES 





112. Typical Test Oscilloscope 


There are many varieties of test oscilloscopes, 
some designed for general purpose measurements, 
others for specialized tests. ‘The measurements 
and tests to be discussed in this chapter are those 
which can be performed with the typical general- 
purpose instrument, and it is this oscilloscope 
which will be described here. 

a. Panen ARRANGEMENT. As mentioned previ- 
ously, the typical test oscilloscope for general- 
purpose work consists of six basic sections: the 
vertical amplifier, the horizontal amplifier, the 
sync circuits, the sweep circuits, the cathode-ray 
tube and its circuits, and the power supply. It is 
the practice of most manufacturers of test oscillo- 
scopes to locate the controlg for each basic section 
in the same place on the front panel of the instru- 
ment. Consequently, the front panel can be di- 
vided into four zones (fig. 178). The cathode-ray 
tube and power-supply control zone contains the 
cathode-ray tube beam controls (intensity, focus, 
horizontal and vertical centering) and the power 
supply on-off switch. In the zone below are the 
sync and sweep controls for the selection of the 
frequency and type of time-base voltage. The 
vertical and horizontal amplifier gain controls are 
located on the lower third of the panel. This ar- 
rangement of the panel controls, while typical, is 
not invariable. For example, in some common test 
oscilloscopes the power-supply switch is located 
near the bottom of the front panel between the 
vertical and horizontal amplifier controls. Simi- 
larly, the vertical and horizontal amplified control 
sections may be located to the left and right, respec- 
tively, of the sweep and sync control zone, which 
may extend down the center of the panel. Fur- 
thermore, in many oscilloscopes there is a small 
panel in the rear with terminals for direct con- 
nection of the input signal to the vertical and hori- 
zontal deflection plates of the cathode-ray tube, 
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bypassing the amplifiers. These terminals are 
used when the input signal frequency is so high 
or so low that passing the signal through the ampl:- 
fiers results in excessive distortion. Generally, 
the signal to be studied is injected into the oscillo- 
scope through the signal input and ground termi- 
nals usually found in the vertical and horizontal 
amplifier zones on the front panel. Each of the 
zones on the front panel may contain one or more 
manual controls depending upon the number of 
circuits controlled in the zone and the accuracy of 
the instrument. For example, the gain control 
of the vertical amplifier may be a single potenti- 
ometer, or a stepped resistor for coarse adjustment 
with a potentiometer used for fine adjustment (fig. 
179). 
6. OPERATION OF CONTROLS. 

(1) The first indication of the function of 
any control or terminal of the oscilloscope 
is its location on the front panel. The 
controls themselves are labeled. How- 
ever, the names for the same type con- 
trols differ with different makes of oscil- 
loscopes. For example, such words as 
VERTICAL or VERT, single letters 
such as V, and the mathematical expres- 
sion Y, which denotes the vertical axis 
when applied to oscilloscopes, all have 
the same meaning. The control, switch, 
or terminal that bears one of these labels 
is associated with the motion of the elec- 
tron beam in the vertical direction. Simi- 
larly, the word HORIZONTAL or 
HOR, and the letters H and X, all indi- 
cate the horizontal-deflection controls. 
Words following these prefixes state the 
function of the control. In general, the 
controls on the front panel of the oscil- 
loscope can be divided functionally into 
two classes. The first group consists of 
operating controls. These establish the 


Table II. Panel Controls and Terminals on the Typical Test Oscilloscope 





Control or terminal function 


Beam (trace) intensity 


Beam focus. 
Position of beam (trace) along 
vertical axis. 


Position of beam (trace) along 
horizontal axis. 


Power supply. 


Signal input level to vertical 
amplifier (single control). 


Signal input level to vertical 
amplifier, coarse adjustment | 
on dual control. 


Signal input level to vertical 
amplifier, fine adjustment on 
dual control. 


Signal input to vertical ampli- 
fier (terminals or pin-jacks). 


Signal input level to horizontal 
amplifier (single control). 
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Names for terminal or control 


Intensity. Potentiometer. 
Brilliance. 

Focus. Potentiometer. 
Vertical position. Potentiometer. 
Vert position. 
Vertical centering. 
Y position. 

Y centering. 

V position. 

V centering. 
Positioning. 
Horizontal position. 
Hor position. 

Hor centering. 

H position. 

H centering. 

X position. 

X centering. 
Positioning. 

Power on on-off. 


Potentiometer. 


Rotary. 
Toggle. 
Slide. 
Attenutator. Potentiometer. 
Vertical gain. 
Vertical amplifier. 

V amplifier. 

Y amplitude. 

Vert amplitude. 
Gain. 

Attenuator. 

Vertical gain. 
Vertical range. 

Amp ratio. 
Attenuation. 

Signal atten. 

V sensitivity. 

V vernier. 

Y amplitude. 

Vert gain vernier. 

Y gain. 

V gain. 

V calibration. 

Gain. 

Vertical input. 

V input 

Y signal input. 
Input. 

Vertical. 
Attenuator. 
Horizontal gain. 
Horizontal amplifier. 
H amplifier. 

X amplifier. 

Hor amplifier. 

Gain. 


Step attenuator 


Potentiometer. 


Potentiometer, 


Type of control 


Class of centrol 


Operating. 


Operating. 
Operating. 


Operating. 


Operating. 


Signal. 


Signal. 


Signal. 


Signal. 
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Table II. Panel Controls and Terminals on the Typical Test Oscilloscope—Continued 





Control or terminal function 


Signal input level to horizontal 
amplifier, course adjustment 
on dual control. 


Signal input level to horizontal 
amplifier, fine adjustment on 
dual control. 


Signal input to horizontal am- 
plifier (terminals or pin- 
jacks). 


Signal input selector to hori- 
zontal amplifier. 


Frequency range selector, coarse 
adjustment of timebase os- 
cillator. 


Fine frequency adjustment of 
timebase oscillator. 


Synchronizing signal amplitude 
adjustment. 


Synchronizing signal source se- 
lector. 


Names for terminal or control 


Attenuator. 
Horizontal gain. 
Horizontal range. 
Amp ratio. 
Attenuation. 
Signal atten. 

H sensitivity. 

H vernier. 

X amplitude. 

Hor gain vernier. 
X gain. 

H gain. 

H calibration. 
Gain. 

Horizontal input. 
H input. 

X signal input. 

X input. 

I input. 
Horizontal. 

Hor gain/sel. 

Hor sel/gain. 
Horizontal. 

Syne. 

H syne/sel. 

H sync/sweep sel. 
Coarse frequency. 
Frequency range. 
Sweep range. 
Range switch. 
Sweep frequency. 
Range. 

Sweep vernier. 
Fine frequency. 
Vernier. 
Frequency vernier. 
Frequency. 

Fine. 

Sweep sync. 

Sync. 

Sync adjust. 

Sync signal amplitude. 
Sync lock. 

Sync signal. 
Locking. 

Sync amplitude. 
Synchronizing sync selector. 
Sync signal selector. 
H sync/sweep selector. 
Horizontal. 
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conditions of the electron beam necessary 
for proper viewing or proper display, 
and are related to the no-signal condition 
of the cathode-ray tube. In this group 
are the intensity, the focus, the power- 
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Type of control Class of contro] 
Step attenuator. Signal. 
Potentiometer. Signal. 
Step switch. Signal. 
Step switch. Signal. 
Potentiometer. Signal. 
Potentiometer. Signal 
Step switch. Signal. 


supply, and the two beam-position con- 
trols. The second group consists of the 
signal controls. These affect either the 
input signal as it passes through the vari- 
ous circuits of the oscilloscope, or the 
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(4) 


position. The former type of numbering 
expresses the ratio between the input and 
output voltages as, for example, 1:1, 
10:1, or 100:1, whereas the other kind 
of scale expresses the output voltage in 
terms of fractions of the input voltage. 
Such a switch is called a step attenuator. 
The continuously variable, or fine control, 
used with the step attenuator fills in the 
gaps between the steps. For an attenua- 
tor whose steps are calibrated as 1, 10, 
100, and 1,000, the fine control would have 
a range of 10:1. Thus, for example, if 
the step attenuator is in the 100 position, 
one end of the fine control corresponds to 
100:1 and the other end corresponds to 
1,000:1. If one of the signal controls 
is not labeled clearly, the panel zone in 
which it appears is an indication of the 
circuit it controls, as explained pre- 
viously. The switch which selects the in- 
put to the horizontal amplifier makes 
available to the latter the sweep voltage 
generated in the timebase circuits of the 
oscilloscope, or a 60-cps sine-wave voltage 
from the power supply, or an external 
sweep voltage. The application of these 
various types of timebase will be discussed 
later in this chapter. In connection with 
the control switch, however, each step of 
the switch may be labeled differently, even 
though its function is the same, for dif- 
ferent oscilloscopes. At least five dif- 
ferent labels are used to indicate the posi- 
tion which selects the sawtooth oscillator 
contained within the oscilloscope. These 
are: INT., SWEEP, SAWTOOTH, S. S. 
OSCILLATOR, AMP IN. The sine- 
wave timebase voltage position usually is 
labeled in one of three ways: LINE, 
LINE FREQUENCY, 60CPS. The po- 
sition which makes the horizontal ampli- 
fier available for signals originating ex- 
ternal to the oscilloscope may be labeled 
EXT or AMP OUT. Similarly, the 
switch used to select the synchronization 
voltage for the timebase oscillator may be 
variously labeled. 

No matter how the test oscilloscope is 
used, the panel switches and controls 
must be manipulated to suit the specific 
purpose. For example, when setting up 
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the test oscilloscope to observe the volt- 
age variations of simple waveforms 
against a linear timebase, the vartous sig- 
nal controls must be set to the positions 
indicated in figure 180. The settings of 
the various signal controls for specific 
uses will be covered more completely in 
the discussions of the various applica- 
tions of the test oscilloscope which fol- 
low. The operating controls, on the 
other hand, always should be set for the 
clearest, sharpest, and most usable trace 
that can be obtained. The focus control 
should be adjusted in conjunction with 
the intensity control (changing the set- 
ting of one usually requires a change 
in the setting of the other), to yield a 
sharp, thin trace without blur, and with 
maximum detail. The position controls 
center the trace on the screen of the cath- 
ode-ray tube for ease in viewing. To 
obtain satisfactory detail in waveform 
observation, the gain controls of the ver- 
ticle and horizontal amplifiers should be 
set to give a signal trace on the screen 
which is 2 to 3 inches in height for a 
5-inch cathode-ray tube. Figure 181 
shows properly and improperly focused 
and positioned traces. 


113. Frequency Relationships in Waveform 
Observation 


As explained previously, at least 3 cycles of the 
input signal to be observed should be displayed on 
the face of the test oscilloscope. This allows a 
proper study of the voltage waveforms. The re- 
lationship between the frequency of the signal 
applied to the vertical deflection plates and the 
frequency of the timebase determines the number 
of cycles of the signal which appear on the screen. 

a. FREQUENCY RELATIONSHIP BETWEEN SWEEP 
AND SignaL. In waveform display, the sweep 
frequency is kept lower than, or equal to, the fre- 
quency of the input signal, but never higher. If 
the sweep frequency is higher than the signal fre- 
quency, only a portion of the signal appears on 
the screen. Although the characteristics of some 
symmetrical waves may be derived from observa- 
tion of only parts of them this practice is not 
recommended. To obtain 3 cycles of any wave- 
form on the screen of the cathode-ray tube, the 
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Figure 180. Simplified block diagram of test oscilloscope illustrating arrangement of sicitches for waveform 
observation. 


sweep frequency must be set to one-third the fre- 
quency of the input signal. For 3 cycles of a sig- 
nal whose frequency is 30,000 cps, for example, the 
timebase frequency is set at 10,000 cps. To 
A A vA B 
“ C %y D 
TM 671-186 


Figure 181. Simple waveforms showing good and bad 
focus, intensity, and position control settings. 
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observe 2 cycles of this input signal, the sweep 
frequency is set to one-half the input signal 
frequency, or 15,000 cps; for 5 cycles, the sweep 
frequency is one-fifth the signal frequency (fig. 
182). A trace with more than 5 or 6 cycles gener- 
ally cannot give a satisfactory amount of detail 
for waveform observation. When the ratio of the 
input signal frequency to the timebase frequency 
is not an integer (1, 2, 3, etc.), the waveform dis- 
play will consist of many lines moving across the 
screen. The nature of these patterns is too com- 
plex to be of any value. Setting the coarse fre- 
quency selector to the frequency which is one-third 
of the input signal (for 3 cycles), usually does not 
give a stationary waveform pattern on the screen. 
The frequency of the timebase oscillator may vary 
a little above or below the setting of the timebase 
frequency selector, or the input signal frequency 
may not be known exactly. The fine frequency 
control should be adjusted a little to the right or 
left of its original setting to stop the waveform. 
If there is no setting on the coarse frequency se- 
lector corresponding to one-third the signal fre- 
quency, the closest setting should be chosen, and 
the fine frequency control adjusted to obtain the 
desired waveform. 


175 





Figure ise Various sievep- fo-nigiit jrequeney rato’, 


ob, Susan Fergurscy Hoses Tes Sweer a 


ae Frequency divided ue Wes & sireep 5 Faeries ¥ Nee ea 34, 6), a egetes f per: seeped a8 Ka i he phoned on ae RSS IR 


Nc a whale: tuber, that: 1s, the tomber of sapur. ‘ 


“Fenour ENCY. 


176 


1 Gor gle 


RO BBG 
; which js twice the: f eo 
and: in. ‘pliase with the: signal, In By “the input. 
signal is 90° aliead of the s SWORD, with. the: ayeep See 
twice the freqnency: of the: sigrtal, ‘tyand Dare” 





E | wavefor ‘anniysis.: 


ee UAT end 


Bae signal == that Sell de: ae oi ihe: ser saris: Nae 
> "Phe reason farthis ig explained in pare strap BOBS i 
‘The display presented onthe server of the esthade: 2 
ray: tobe. way. be ‘He ak the fy pow shown. in figuy Que : me 'e 
185. Each of these presents complete pycleg 
“The téace starts 
at different parts af: the wateforn, depending oy 
how the-input and the. sawteoth yeep voltage graft Ree 
are synchropiged, A waveform Ww Ath proper set 
“tings: of horizontal and: vertical ain eostrols. faeces 


of: the wave fre: ta. he: cabservente: 


shown i in. A of, figtire: eh ee ilusteutes the effect ; 2 


ot increasing: the gain contre: of the werhiind: ant eee 
 plifier. ‘The setting of the vertical amplitier pain Se 
~ eontrol is too high, resulting in wloss of the posi- 
= tive and. newative peaks of the inpat: signal Wave 2 SS 
. form. Because the horizontal amplifier: inereases. ~ ae 
the voltage level of the : sweep fed tothe herizantal 
_ deBection. plates, . increasing the pain ‘setling of 
othe horizontal amplifier ba tha gryat’ @. qwasne buts 
\codewa onthe mumber of. eyeles of the signal dis- om 
i played: on the tube fice: ac, fe. 184), HONE Cote Se eee 
6. Swree Besgvencs: Gararay Titan ‘Sama 
chin  yeinewex, Operation: ‘of the sweep ‘at y frees ~. 
| quency which is greater. than the signal frequeney eer ree 
- segnilts in.odd patterns of Tied usefulness (Bx. 
A shows the. £Pace. results ing trou: a sweep > 
frequency of the signal input - 





ae: 


the patterns for sweep. frequency | three: tings the: 


signal frequency: ‘Tn G the. sweep isin phase’ ‘with ¢ Bs z = 
the sina; HL a» the | peep 3 ig 2t0% ahead of the ; 


cee the ee haa: the raterna Shear in Eg a | 
F may be displayed.” “E yesuits when the sweep 
“and the. signal ure it. phase: . gE nevis when the. es 


aweep leads: the si ignal by a 


q 14. Waveform Analysis 


: Abiosranye ENR Aer he decred : 


Bote aber of eyeles of the signal toy De whudy acd are: sar ee 
‘obtained on the seveen at Ve ent hode-ray Pile ig 
thie fest oscilloscope, some! Agperations: BH must 
he performed with’ the signi controls for ‘worrect ee 
moe T Ist ough. phase, " operations, Rees 
ae he e trhee. 18, made i Bs piseat the information. ausns ie So 


i. te ish: stilton Opes, the, tallow ie ardiast paRUts bunt a e ees 





ae oat Shine eter is tal} Satie vile ose sateeie 2 ie Shiai 
acre: itenstey,. Sarah position tig: renntrals ate seb 1G. the 
eis atidpeint of thee 3 PATE. “Phe PUWer Es switched 
| a amy ; Une vertical and Tirizertal: aniplitier, Pa care 
a trade. are. ad muneed: iy ‘about tie ind: of thei t full 
PAIL ahd the HEN y lector. is “et: tor inter ‘nal syBe 
x Tie signal. tee he abser ved then! ee on’ ented: ba Hee 

feed vertival Japa steriana be: vf the aseillascapie, atid 
the. ce HES awed ays frequency: control ser tothe: posi a 
Fie CORRE AY, VOD e seclew: per: seul ‘fer abser WRG 
OTS, fires: free sii 


: “qnenes: cuntpat of fie aneye y wenerator. then ‘is ety : 
bv Acie fo abap rae wave. Atthis point, lye geal, wnitrola 
gta aes othe JGstaantal- and vertital auplitier “ade. 
Cs wali: are ‘cea! faster! HO {Hint ‘the t OE. as ce hight ae 
te co ae Af te wv ide, ane % LOrers ¢ ‘abouts Bi te Th pee vent OF, thie os 
Py Re oN PERIL, | Nes xt, We’ dutensity, Theus wed positions 
gees og remit wis ore eset toe verter and sharpen. ie 3 | 








3 cycles. ok the: Input, AWAY eforme, 









trace. 





See PROPER! ¥ ee meiner ney ies 
Be GAIN. aE TTINGS | Mendes ah ina 








ye 
! 


: ey ii ASPB CCt of suriblia pearbinul aeons: RL Beiy WER Y. oe an EPzS 


4 y? ¥ “ 


+ BEA Se + $e ” sans . 
i ~a9F ¥ , ~ r ae é 
? , f 7 ed 
: : or - s > ; 
x ‘ ‘ + : - 83 ’ bom, 
« 2 4 1? a4 ’ ‘ 
¢a..t¢,! vu Arf AIR e@aviay 
*.* of <f i> * ty . ' 
. aiky es . ‘ 
ei . a . a 9 i 4 > 
: ‘ ‘ * 
y ; * ’ . 
() y | eC : 
- a ‘ y j , 4 
Rex + ’ , rf 
' i if i 


y ynrt it 


i oe, wtlnateh 3 Beyeles alt hie! (put ware 
a fart appear mithe St recict hey TAY iy tac evowdind 2 
i for easy SMU Out eae | LAY tise ISA). 


Pend ateas Consents - 
A, Ube: bor ian nd g 


caus espteol dioudd be aude anced tay 


“ERCESSIVE- 
“VERTIOAL. GAIN 


3 , eon an ws, 
ea ai Myelin 
i 





PhONa it : Tw 67-188 Aut titan’ 2: 
OH EKE FY ae ree: cre €8: wronen a 1 cit Mos ame ahatte aU ED Pred tex me v relations: Teh, ett ANGE solide slymatctacetrer a inp gt 










jptoree, eet HOR: mk SRS hele goa Waa (ESE eae ae et Sa 





eon an he canal Root ven ifanye tar 


Fut Inte i inerenving. the: hevige mitalhgain contest ion 
ais BG). 


“The. elec tron besos i is-stith tracing thre % 
~eiuiplete vycles, hut. purtsof the first anit last ey ved 
RTE TOE visible héentiae: they. ane (iced hie the hana 


off te screen nt: thie faibe. “he ilisphiy: afd eywiles see Fa 
at il he. tnpit sway ef one on ‘the ser ‘ee Ot tus “erik” as is 
is advisable bed wismoven Tf the first. anil last; iweles oF 
are uot dixplayed fully, Vie vention cyele g gives aoe 
scone pictire at the sl ignal wire Herta. anes 
effect at. Jens ag the vert jealannplitier 1 re Hint ‘oon Pk 
trol folon praat rs vahie Was shown: aK, fiutive TSE ee 
The ut contra} nt ‘the: verte lamplifier tireults, aioe 
“not only. epatrals the amount nf wailtAajse. fail tot pees 
cat: le fer: t fori ‘ates’ ly Ee y Oe: i pi amnpliter, ae a city 
? bat ales parley: ee et | bese 















Sted a ‘ i . « Fa RS ag? 4 = 
Y 49 asad OY ae ep we SE ae he ae eaal P a e 





| BR i = a exCESSIVE {f 
2e Shs RORIzONTAL and | 
oth an Wwe 


‘ 
a. 


wit oe r% +5 ‘ : 

¥ ‘ , ? , < . ? 
€o we ON We ST lex ERPs OES 
aE Berta ee tt PRaSs 

t a eet > +i ‘ Prey het iy lh's yah 
s . # at eerter ' 4 : 


a 


a. 


‘The ae 3 





<rbaclioge if eeEERE: Seni ee 
Thendtern Sel auieiet: he: ‘vertical: asuplifier: pH eS 
& tawenal, t Ti Svale control joist: he addy fete el Wate fe ‘ 
Hie pease t tie semound ong: By neon rig voltage: fer fas 


ote ithe. pay ean ator, Me signal waveform Bus 


e | 


bg. wens siationary: on. the sereri. ‘However, ae determining Hie sway de which the signal voltage to 3 
: fem lini EXAESSITE, SY. nehronizing: voliuge te, the te, obser ect wares with Time, af: Ret Eate, ob-~ Seas 


oe -Syreep useilator results 4 We dist orci at the patter n° Beri \tialis,: ple: Volfage versus tine. velutionshi: p ot RLS 


: on the screen (fig. 1ST Loe Besides the effort ‘af the — the signal waveform shawn on the texr “ost lloseespie EBS S 
ca ings of the signal’ controls ‘Oty the ‘brace: of the o“sereen. Test ‘corsespond: ONKC thy with the: yallage ee 
Ae aveforn, ahotlier iiportant: Tae al 1S. thie. Tinea <overss” time Telatiinship of ve signal: Sages eee 
| Ate of the ree vallage., 2 ie Ti ecto atas a arse gh nee Therefare, the timebuse: voltae generated | in the Lins 
‘ | As ticensed peor test aseifloscapie is nade a a lies t: as ‘possible: cE eS Ses 
af this PUTpIOSe, we Saw teil voltuge dx used ows exs | 
plated ay paragraph: iia Ci) EE the Osing part Shee 

ab the. sivetaatliy {lua part, reprictusiagy fl in] Ae 
“signal, is nat Jinenr, the: signal wavetorir bbserved yee 
ee “on the sereen drill not be. at excl repr eduction Of 
| ne the ingouts. cA nonlinenc: sweep) Voltage As fig. 188), get 
| ue awill: space ont: ire: saypat wave pycles: oHev only. tk 2 SS 
4 oo thee BCYBER,: resulting} 1 the tepe. ot trace: show Rae 
7 By! CHE the: ae eyeles: or alpal waveform th Be 

(Signnl-freqmency ta sweep- fregiielicy ratio is 

: ae a8 Ly only i: vyelg appears. normal. the ue an the: 
: oo qiddie, - The: ast quarter of the’ ‘eycle ab the. 

Fo extcenie right appears on the: yerrates tay fost 

HN CASES, when the: sweep 1S uot strichly: Tingary eee ee 
. . Sigial waveforus reproduced, on the extreme: Tet. nee 
3 eaves at the. trtiee, (ihe first « ove Les) are the ACUVALE NPE Bets: St 
es ceo he: yereater the: wuiniber of cye les af the. dnput. Seite 
e  wauveform, clish dayed on thre stFeen, ‘the: gre me thes. as: 
~ ttkel head. that dior more cycles will give an-ar > 
me urate, Ree AE of the TENS waveform of the: Ce 
: as signal, ae res 
OS eR Wa ARE ie Cosas W AVES w aveforms aA 
. 2 xe" cao | te discover Uhe | ype oF: voltage ARist~ 

> TRE at Farions “points. it at iret. The voltage ae 
i Thequenc ¥ of the osuvefornt is. jucasured: ort 1 eR 
Hie COUN pared. with, known patterus.. Qualitative poni- S 
fe | parisen, va. provide inforiuition: canderning” thee 
os : coo function: anc the’ ‘oper LON wea erry, An: Che 

e testing - son sunal ysis ‘of. dlectranic: bincuits,, bath 

ms re shiruseidal and. nonsinsnidel waveforms, are, Be ; a %e 

: aye ‘countered: ae he nongintisoidal aoY complex | wiive-) me Boos 

















Te 671- tao. -) fernr ear be nunlyzed i ie LAPS: nea sine wave. and oe 

: . A #33 ’ ’ * % i ex Agee 

Figure. 785. Yorious. trates predived inhew Pregacney Bf ie Dartmonics.. Rar lv complex: waver is: fhe e oe 
Sweep 2 REEDEET, than eat of inate: Hrtsesiy * reoutltant. oft & sine wae at the: fundamental: Ere Ba 





LE ate RNS ' BNE EEO ) "hs “ews? e788 
Wes . Pian? ti ot: x ae ee te site ce, in - mude easier (wie te by increasing 40% eH wemninlinie 
4378 MAREAY ean CEES AS OMe Minas EN ” ON ah te 













j ly 
4 B. x 
' 


TM 671-192. 


a Sotuisl dire qirsdineed his: peepee. ay wdirnidantion: BR: mae Baht f* 
ptojloved’: fe) kai oka tint Pree epee Ae nyemO Vel ccm eM HM jo 


cfhabieontat ein Thera id Bi! aS 
Ue Nea Fiji: ae ied 


ee Ae oo 


| yates ple éeviauy. ad fe hpenonic in ek erat. 
es anpl pein be a phase relations to the findaneotal, 
t Coiplex. Avot far the CaM ‘be analyzed. Ar a Ve cathe 1K 
radtilys aiey Ore 
whse | 


pde-ray fbr: SOTe). by usitig: fF (MAPIEY. 
by, com paring the Wavetoren: Ads auother 


characteristics are: kin frou, Experience, or hy: z 
The. iley Slop 


es a harmonic, wate anal sven 


va 





TM 671-193. 


ee: Bhyeh sh war ine she 


Piney AB. 


ahs th B the third Tani ig Sule to thas 





ment of complex maretorins 3 is: shows’ graphically ys 
fo fignre isd. The camiplex:’ warefarme in A: is. 


, Savon of the Shoda Pian tt { i seconidl hats | ie ie a * 
ise ONT, 3 


funidament: af {9 produce another ty a€ eof coliples 


ms Hey oy Br. 


: EEE IS te er-i98 1 ing 
ere Bape § co Gayton ia lunnent ‘ah fe ines at im ‘i oe a 
ce ; wit ee: WAKES. eRe ee pe makers Pod, ‘ 


ine Singh Sev ot or e VOELRK WW AORRORALE wee isn “190. 
! oF hree: 8] iii Ave psd ators. live their ontt pute cone. 
S aeek tok: te series.” | 


The “utpnits: x are: additive, and 


Ete resultant sins af their output ‘voltages appears 
“ BCPOSE. the ipar terminals 
Both te frequenry atid the anphtuile of the ee 
put of euch oscillator cat be vaaied,, | 
waveforms: resulting front the. wddition. ak. thie. & re 
as fundamental and Dy adit joseal: huraniies, ee 

~ eilhitor oA is set ote 
eS  Bandamental, and hte other twa oseillators sure set 
[Ste frequent) les of. whatever: Hainionres are desired.” 
Phe svie: seler 4005 switch at the: coseillo-svape WASeE 
ont dreborned ay ne wid the sweep frequency selector 
“ae Bet at ohe-thinl thie frequiney af uscilimor AL 


Re 3 
y . ba 


af. the: pstilloscope: 


‘Sn st el yt the” 


sane frequency; called the 


“Ye rt 


a € asciatae: aN: is set tool HU CPSs. oeuillafen i te 
BAH) EDS An 48e Maton i Tey, OU. epse the. vesiilt- og 





eds ee ee ‘ anhis the vgmplex wavefo i, os 
ae Nemoear reli “Be age ae AD dirs ae Ws rare #88 result a cy “aul: the x gnples a are fo; Ti ‘shawl. a d figure: 


FOL Oscillator. 1 Big. 190) produces the second 
harnonie vevtlee aut omaplitage, ean, ke 0, Der cent, 


rl Ne, 1 ee 4 
ate sad “e r ‘ bret hy qlis 


Way br ete Ney ‘else 8 C4 sh w hay t iy ve n't be 
yey ale SWeln kod > - . ey bes he ee ate tt ton 
ey he bye ty . She dg cel . & ‘ ie 


Tyra 


é * 
 S 


{ST ADDITIONAL 


FUNDAMENTAL HARMONIC HARMONIC 
FREQUENCY FREQUENCY FREQUENCY INT INT 
OSCILLATOR OSCILLATOR OSCILLATOR 


2ND ADDITIONAL 


CRO 





















SYNC SWEEP 


H 
O 
oO 









TM 671-195 


Figure 190. Circuit set-up for compler waveform analysis with test oscilloscope. 


of the fundamental. Oscillator C produces the 
third harmonic with an amplitude equal to 100 
percent of the fundamental. For the complex 
waveform in D, figure 191, the outputs of all three 
oscillators are in phase, as shown in A, B, and C. 
Complex waveforms in which the harmonics are 
not in phase with the fundamental are shown in 
A and B, figure 192. These waveforms are gen- 
erated by much more complex circuit arrange- 
ments than that of figure 190. Most complex 
waves contain many more harmonics than were 
used to produce the waveforms just discussed, but 
the lower orders of harmonics (third, fourth, 
fifth) play the greatest part in determining the 
general shape of the complex waveform. The 
analysis of complex waveforms in connection with 
the testing of circuits and equipment is covered 
later in this chapter. 

e. Direcr Connecrion to Scorzr. In many 
cases where complex waves are to be studied on 
the oscilloscope, the output of the circuit under 
observation must. be fed directly to the deflection 
plates of the oscilloscope. To accomplish this, the 
signal input leads are connected to the terminals 
provided on a small panel at the back of the os- 
cilloscope. This is necessary when the harmonics 
present in the complex wave are above the fre- 
quency limit of the vertical amplifier; 20,000-cps 
square waves, for example, require a vertical amp- 
lifier with flat response up to 200,000 cps. This is 
above the upper frequency limit of most vertical 
amplifiers in test oscilloscopes, making the direct 
connections a necessity for accurate observation. 
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115. Sine-wave Testing 


One of the most useful waveforms for testing 
purposes is the sine wave, because distortions of 
its shape are followed easily on the screen of the 
test oscilloscope. Even vertical amplifiers with 
limited frequency response will reproduce a sine 
wave, although it will be distorted. 

a. INPUT aND QutTputT SigNAaLt RELATIONSHIP. 
In sine-wave testing, the two major properties of 
the input signal, amplitude and shape, are used 
to determine different characteristics of the cir- 
cuit under test. If a sine-wave voltage is applied 
to a circuit and a distorted waveform is obtained 
at its output, the circuit usually is the cause of the 
distortion. A sine-wave voltage applied to an 
amplifier, for example, may undergo the various 
types of distortion shown in figure 193. These 
distorted sine waves will be considered in detail 
later. The amplitude of the output sine wave as 
observed on the oscilloscope, in comparison with 
the amplitude of the input sine wave, indicates the 
gain characteristics of the circuit under test. The 
amplitude of the input sine wave is also important 
in considering the distortion caused by a circuit 
under test. For example, if the voltage level of 
the input signal is so high as to overdrive the am- 
lifier, amplitude distortion results (C, fig. 193). 

6. CuecKinG AvupIo AMPLIFIERS. 

(1) A simple test set-up for checking audio 
amplifiers with a sine-wave voltage is 
shown in figure 194. The signal genera- 
tor used should have a range from 20 cps 
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amplitude of the image on the screen con- 
stant. Otherwise, it will be difficult to 
analyze the waveform properly. This is 
so because the output of the amplifier will 
be higher than the output of the signal 
generator (the output voltage will be the 
gain of the amplifier times the input volt- 
age). A voltage divider can be placed 
across the output of the amplifier in par- 
allel with the load and the input to the 
oscilloscope tapped off at various posi- 
tions to keep the signal voltage constant 
at the vertical-deflection plates of the os- 
cilloscope. This voltage divider should 
have a resistance of about 1 megohm. 
After checking the output at point 2 for 
the audio-frequency range, the output to 
the oscilloscope can be taken off the next 
to the last stage of the amplifier for va- 
rious frequencies. In succeeding tests, 
the output to the oscilloscope is taken off 
the stages closer and closer to the input 
to find what stage is defective, if any. 

The waveforms shown in B and C, figure 
193, are the distorted patterns observed 
at the output of an audio amplifier using 
the test set-up shown in figure 194. B 
indicates a flattening of the negative 
peaks of the signal cycle caused by ex- 
cessively high grid bias on a voltage or 
power amplifier tube, or too low a plate 
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or screen voltage on these same tubes. 
C indicates too large an input signal, as 
explained previously. In the testing of 
multistage amplifiers using triodes and 
pentodes, if the output is a complex 
wave consisting of the input sine-wave 
plus even harmonics, a triode stage usu- 
ally is defective; if the output contains 
odd harmonics plus the fundamental 
sine-wave, a pentode stage usually is de- 
fective. 

c. CHEeck1Ine Puase INVERTER AND PusH-PuLu 
Systems. The use of push-pull amplifiers is very 
common in audio systems, oscilloscope deflection 
systems, and other circuitry where a high degree 
of balanced power amplification is required as 
explained in paragraph 64a. Phase-inversion 
stages are used in many amplifiers to obtain the 
polarity opposition of the two signals fed to the 
push-pull amplifier stage. Unbalanced operation 
of phase-inversion stages is indicated by the dif- 
ference in amplitude of the signal output as ob- 
tained from both grids of the following push-pull 
amplifier tubes. If one of the tubes of a push-pull 
amplifier is inoperative, the output waveform 
from plate to ground of the operative tube shows 
a gradual rounding of the negative peaks. This 
results from the addition of even harmonics to 
the signal fed to the amplifier, which would nor- 
mally be balanced out by the now inoperative tube. 
A leaky coupling capacitor in the output-tube grid 
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Figure 194. Basic test set-up for audio amplifier testing. 
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circuit results in a slanting flat-top on the positive 
peaks of the output waveform. Excessive bias on 
the push-pull tubes results in the type of distor- 
tion shown in B figure 193. These distortion pat- 
terns are typical for most defective push-pull 
circuits. A different distortion pattern should be 
expected for each particular element defect in a 
particular circuit. 

d. Cneckine Cxiass-B Amputiriers. Class-B 
amplifiers are used in audio circuits where high- 
power amplification is required with compara- 
tively low plate dissipation. Generally, the 
Class-B amplifier is coupled to the preceding 
driver stage by a step-down transformer, so that 
the input signal at the grids of the class-B ampli- 
fier tubes (connected in push-pull across the sec- 
ondary of the transformer) is smaller than the 
signal across the transformer primary. There- 
fore, if the signal-generator output is followed 
from the driver to the input of the class-B stage, 
using the test set-up shown in figure 194, the wave- 
form at the plate of the driver tube should be of 
greater amplitude than the waveform at the grids 
of the class-B amplifier tubes. At the plate of 
one of the class-B amplifier tubes only the posi- 
tive half cycles of the signal input are reproduced ; 
the negative half cycles are obtained at the plate 
of the other tube. If there is no distortion in the 
class-B amplifier stage, the class-B amplifier out- 
put waveform taken off across the secondary of 
the output transformer is the same as the driver 
stage waveform. 


116. Square-wave Testing 


a. COMPOSITION OF SquaRE Wave. Square 
waves are complex waves composed of a funda- 
mental and at least 10 odd harmonics of various 
amplitudes. The greater the number of odd har- 
monics in the square-wave signal, the sharper are 
the corners of the square wave. The use of square 
(or rectangular) waves for testing circuits has 
definite advantages over the use of sine waves. 
Square-wave signals passed through a circuit are 
more sensitive to circuit instability than are sine- 
wave signals. Square waves can be used to check 
for hum and motorboating in circuits, as well as 
oscillating amplifiers. The operation of compen- 
sating networks can be shown directly with square 
waves. 

6. Inpurt anp Output SicNaL RELATIONSHIP. 
An ideal square wave is one which rises abruptly 
from zero to some positive value, stays there for 
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some fixed period of time, falls abruptly to some 
negative value, stays there for the same length of 
time as for the positive value, and then passes 
through zero to start the cycle over again (A, fig. 
195). Ifa square wave is fed to an amplifier, for 
example, the sudden rises and drops in voltage 
test the response of the circuit to instantaneous 
signal changes (transients). If an amplifier re- 
produces the input signal without rounding the 
corners, it indicates that the amplifier responds 
immediately to instantaneous signal changes. If 
the amplifier under test has a tendency to oscillate, 
this will show up on the output waveform as pips 
on the positive and negative plateaus (D, fig. 195). 
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Figure 195. Square-wave input to an amplifier and typical 
output patterns. 


In this case, the waveform indicates that the cir- 
cuit is highly damped, since the oscillations appear 
for only a short time of each half of the output 
cycle. Nonlinear distortion in a circuit under 
test is indicated in the output waveform by asym- 
metrical positive and negative half cycles. 


c. FUNDAMENTAL TEST SET-UP. 


(1) The basic test set-up for square-wave 
testing is the same as that shown in figure 
194. A square-wave generator is sub- 
stituted for the sine-wave generator. For 
the testing of any circuit, the signal gen- 
erator with its normal load, or a device 
equivalent to its normal load, should be 
inserted where the audio amplifier and 
load are shown in the illustration. If an 
audio amplifier is tested without its usual 
load, a 500-ohm resistor should be in- 
serted for the substitute load. The fre- 
quency range of a typical generator used 
for these tests is from 20 to 10,000 cycles, 
with an output impedance of 500 ohms. 
Because the square wave generated by 
such equipment contains at least the 
twenty-first harmonic (the tenth odd 
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harmonic) of the fundamental frequency, 
when the generator is set to 10,000 cps 
the square wave generated can be used 
to test the response of the circuit to a 
signal of about 200 kc. A square-wave 
signal of constant amplitude should be 
fed to the input of the circuit under test. 
The oscilloscope should then be placed 
across the input of the circuit to make 
certain that the oscilloscope itself re- 
sponds to the waveform. If the oscillo- 
scope does not reproduce the generated 
waveform perfectly, the actual wave- 
form it does give can be used for com- 
parison with the output. If the circuit 
tested consists of more than one stage, the 
oscilloscope probe should be moved from 
stage to stage 1n succession, to check the 
output of each stage against its input. 
(2) In square-wave testing with the oscillo- 
scope, it is particularly important that the 
vertical-deflection amplifier have a fre- 
quency-compensated attenuator. Figure 
138 shows the effect of feeding a 15,000- 
cps square-wave signal to the vertical 
amplifier of an oscilloscope through an 
uncompensated attenuator. Here it is 
shown that, although the vertical ampli- 
fier of the oscilloscope is rated to pass a 
a 15,000-cps square wave without distor- 
tion, the attenuator cuts down on the fre- 
quency range for which measurements 
can be made with the oscilloscope. In 
such cases, the input signal to the oscillo- 
scope should be fed directly to the ver- 
tical-deflection plate terminals on the 
small panel on the rear of the oscilloscope. 


d. Response CHECKING oF Circuits. The re- 
sponse characteristics of most circuits are limited 
by the lowest and the highest frequencies that the 
circuit passes. The high-frequency transmission 
determines the shape of the transient at the in- 
stants that the signal is applied and removed. 
The low-frequency transmission of the circuit de- 
termines the value and the shape of the waveform 
after some time has elapsed (between the appli- 
cation and the removal of the square wave for 
each half cycle). If a square wave is fed to a 
circuit and the output wave is rounded off as in 
B, figure 195, it indicates that the response of the 
circuit to high frequencies is poor. If the output 
waveform has sharp corners, however, and the 
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center of the waveform plateau has a dip or slant 
as in E, the low-frequency response of the circuit 
is poor. This indicates that the circuit passes 
the high-frequency components of the input wave- 
form and only a limited portion of the low-fre- 
quency components. C shows the response of a 
circuit having poor high-frequency response. 
é. CHeckING AuDIO AMPLIFIER. 

(1) Because the square wave is composed of a 
fundamental frequency and a large num- 
ber of odd harmonics, passing a square 
wave through a circuit immediately gives 
information about the frequency response 
of the circuit to a wide band of frequen- 
cies. As mentioned previously, the 
square waves generated by most square- 
wave generators contain the fundamental 
and about ten odd harmonics of appre- 
ciable amplitude. (Actually, the square 
wave contains many more harmonics, but. 
their contribution to the shape of the 
wave is almost negligible.) If an ampli- 
fier cannot pass any of the harmonic fre- 
quency components of the square wave, 
the output waveform will not be square, 
and its shape will depend on the remain- 
ing harmonics. To cover the frequency 
response of a circuit, therefore, it is nec- 
essary to use only two different frequency 
settings on the square-wave generator. 
To test the frequency response of an 
audio amplifier from 20 to 20,000 cps, a 
20-cycle square wave should first be fed 
to the circuit. This tests the low-fre- 
quency response of the amplifier. If the 
amplifier passes equally all frequencies 
from 20 to about 400 cycles, the out-put 
waveform will be square; that is, there 
will be no appreciable difference between 
it and the input waveform. To test the 
high-frequency response of the circuit, 
the signal generator should be set to about 
1,000 cps. If the circuit amplifies all 
frequencies equally up through the tenth- 
odd harmonic (that is, up to 20,000 cps), 
the square-wave output should be exactly 
like the input. This would indicate good 
response in the upper audio-frequency 
range from 1,000 to 20,000 cps. 

(2) Besides furnishing information on fre- 
quency response, square-wave testing of 
an audio amplifier uncovers a great va- 


riety of circuit defects. If the output 
waveform at any stage exhibits a thicken- 
ing of the flat-top portion of the wave, it 
indicates the presence of hum voltage 
superimposed on the signal. Oscillation 
in the high-frequency range is shown by 
an output waveform like that shown in 
D, figure 195. If oscillation occurs in the 
low-frequency range of the amplifier, the 
pips occur nearer the right end of the 
waveform plateau. 
f. Cueckine Vipeo AMPLIFIER. 

(1) The testing of a video amplifier requires 
the use of a square-wave generator capa- 
ble of furnishing a square-wave signal 
with a fundamental frequency of about 
100 ke. If such a signal is fed to a video 
amplifier, its response to 2 me, the 
twentieth harmonic, can be observed. To 
observe the response to higher signal fre- 
quencies, higher-frequency square waves 
must be used. 

(2) The test set-up for checking video ampli- 
fiers by square-wave testing is the same as 
in figure 194 where a square-wave gene- 
rator is used. The generator should first 
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be set to 60 cps to observe low-frequency 
response, and then to some higher value 
(from 25 kc to 100 kc, depending on the 
range of the amplifier) for the high-fre- 
quency response of the amplifier. The 
generator output should be kept low to 
prevent the video amplifier from limiting 
the input signal and giving a misleading 
output pattern. For such tests it gen- 
erally is necessary to use the direct con- 
nection to the vertical-deflection plates of 
the oscilloscope, as mentioned previously. 
Most general-purpose oscilloscopes do not 
have vertical amplifiers whose frequency 
range exceeds about 300 kc. When used 
to pass signals of higher frequency, the 
vertical amplifier introduces distortion, 
attenuating the signal to such an extent 
that good analysis is impossible. At the 
high frequencies, the attenuating probe 
furnished with the oscilloscope should be 
used to increase the input impedance of 
the oscilloscope and reduce losses. Some 
of the output waveforms observed for 
video amplifiers and the defects causing 
them are shown in figure 196. 
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Figure 196, Output waveforms from video amplifiers with a square-wave input, showing defects causing distortion. 
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117. Voltage and Current Measurements 


a. VALUE oF OscinLoscorE. The cathode-ray 
oscilloscope also is used for measuring i1nstantane- 
ous a-c and d-c voltages and currents. Since the 
height of a trace on the screen is proportional to 
the amplitude of the signal input voltage to the 
oscilloscope, the height can be used to measure 
the input. This is particularly applicable to tran- 
sient and a-c peak voltage measurements because 
the electron beam deflection occurs immediately 
with a change in voltage on the deflection plates. 
In conventional meters, the meter movement does 
not respond to rapid changes in voltage and cur- 
rent because of its inertia, and cannot give instan- 
taneous values. 


6. A-C VoLraGEs. 


(1) Before voltage or current measurements 
can be made, the oscilloscope must be cali- 
brated so that the relationship between 
input voltage and trace height is known. 
Two considerations are important in this 
calibration: one, the range of voltages to 
be measured by the oscilloscope; two, the 
maximum usable height of the trace. The 
measurement range determines what the 
setting of the vertical-amplifier attenu- 
ator will be for maximum height of the 
trace. Once set, the attenuator should 
be kept in that position for all further 
operations. 

Cathode-ray oscilloscopes are useful pri- 
marily for indicating peak-to-peak volt- 
ages because these are shown directly on 
thescreen. To convert peak-to-peak volt- 
age values of sine waves to rms values, 
the peak-to-peak value is divided by 2.83. 
Therefore, if a 100-volt (rms) signal is 
fed into an oscilloscope, the peak-to-peak 
voltage is 2.83 times 100 or 283 volts, 
which corresponds to the distance be- 
tween the positive and negative peaks on 
the trace of the input signal. If the 
maximum usable trace on the screen is 
4 inches in height for a 5-inch tube, the 
4-inch trace corresponds to 283 volts and 
each vertical inch of trace corresponds 
to 283 divided by 4 or 70.8 volts. Conse- 
quentlv, if an input voltage produces a 
38-inch trace peak-to-peak on the screen, 
the input voltage is 3 times 70.8 or 212.4 
volts (peak-to-peak). To obtain the rms 
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value, divide the peak-to-peak value by 
2.83; in the example given here, the rms 
value is 212.4 divided by 2.83 or 75.1 
volts. It should be noted that 2.83 is 
the conversion factor for rms to peak- 
to-peak only for sine-wave voltages. For 
complex waves, only peak-to-peak values 
are used. The larger the face diameter 
of the tube, the greater the accuracy of 
calibration and measurement. 

To aid in reading voltage values directly 
from the screen of the cathode-ray tube, 
calibrated scales are used. Usually these 
are plastic discs, which fit over the face 
of the cathode-ray tube, ruled in the same 
manner as rectangular-coordinate graph 
paper. If there are four spaces to an 
inch and the screen is calibrated so that 
each inch represents 70.8 volts, the space 
between two horizontal lines corresponds 
to 70.8 divided by 4, or 17.7 volts. If, 
therefore, an a-c voltage 1s applied to the 
scope and the image covers six spaces 
from peak-to-peak, the amplitude of the 
input signal is 17.7 times 6 or 106.2 volts 
peak-to-peak. Many scales are not cross- 
ruled into boxes but have only horizontal 
lines ; the same method of calibration and 
interpretation applies to them. 

For making a-c voltage measurements, 
the sweep and sync switches are set to 
INTERNAL, and the calibrating and un- 
known voltages are fed successively to 
the vertical-deflection amplifier termi- 
nals. Generally, the sweep-frequency 
selector is set to the frequency of the 
measured voltage in order to obtain a 
single-cycle trace on the screen for ease in 
measurement. A voltage whose rms or 
peak-to-peak value is known is fed to the 
oscilloscope. Attenuation and gain con- 
trols are adjusted to bring the peaks of 
the calibrating trace up to a convenient 
horizontal line on the plastic scale. The 
scale then is calibrated in the manner 
discussed above, and the calibrating volt- 
age is removed. Probes for increasing 
the input impedance of the oscilloscope 
(to decrease circuit loading) and for in- 
creasing the voltage range measureable 
with the oscilloscope (multiplier probes) 
generally are available and similar in de- 


sign and construction to those used with 
conventional voltmeters. 


c. D-C VottacEs. 
(1) Unless the oscilloscope has a d-c low- 


frequency limit of 0 cps, a d-c input volt- 
age to be measured must be connected 
directly to the vertical deflection plates. 
This is necessary because a-c oscilloscopes 
usually are capacitance coupled at the 
input and block d-c voltages at the input 
to the vertical amplifier. The horizontal 
plates can either be grounded (together 
with one vertical plate) or connected to 
the internal sweep generator. When the 
plates are grounded, an input d-c voltage 
on the vertical deflection plates results in 
a vertical displacement of the spot on the 
screen; the distance between the original 
position of the spot and the new position 
represents the d-c voltage value. If the 
sweep is connected to the horizontal 
plates, the original no-input condition of 
the beam results in a horizontal trace 
across the screen (positioned low if it is 
desired to measure large voltage values, 
and at the center of the screen for medium 
measurements). When a d-c voltage is 
applied to the vertical deflection plates, 
the trace is displaced upward for positive 
values, downward for negative values. 
Reversing input connections reverses the 
direction of the displacement. The verti- 
cal distance between the new and old posi- 
tions of the trace represents the value of 
the d-c voltage input. 


(2) The screen can be calibrated, as explained 


previously, in a-c voltage measurements, 
except in this case a battery or a regulated 
power-supply system should be used to 
furnish the calibrating voltage. A po- 
tentiometer is placed across the d-c source 
and voltages from various positions on it 
are applied to the oscilloscope, at the same 
time being measured by a conventional 
d-c voltmeter in parallel with the oscillo- 
scope input. The measurement sensi- 
tivity of the instrument depends on the 
deflection sensitivity of the cathode-ray 
tube. For example, if the deflection sensi- 
tivity of a particular oscilloscope is .2 mm 
(millimeter) per volt dc, d-c voltages 
lower than about 10 volts cannot be meas- 
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ured accurately by applying them directly 
to the vertical-deflection plates. This is 
because .2 mm is equal to about .008 inch, 
and 10 times .2 mm is only about .08 inch. 
Spot deflections less than .1 inch are too 
small to be measured accurately on the 
screen of the cathode-ray tube. Simi- 
larly, for this deflection sensitivity, volt- 
ages exceeding about 350 volts for 3-inch 
tubes and 600 volts for 5-inch tubes are 
not measurable unless a multiplier probe 
is used. A 7%00-volt d-c voltage, for 
example, results in a beam deflection of 
700 times .008, or 5.6 inches, which is not 
observable on the face of a 5-inch cathode- 
ray tube. 


d. CURRENT MEASUREMENTS. 


(1) 


(2) 


Cathode-ray oscilloscopes cannot measure 
current directly. An unknown current 
must be measured by passing it through a 
resistor whose value’ is known. The volt- 
age drop across the resistor then is meas- 
ured by the oscilloscope and the current 
is found by using Ohm’s law: 
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For d-c measurements a low-value resistor 
is connected across the vertical-deflection 
plates. Then a known d-c calibrating 
voltage is applied to this resistor and the 
screen of the oscilloscope 1s calibrated as 
described previously. The input voltage 
then is applied across the resistor as for 
d-c voltage measurements, 

For a-c measurements, the calibrating 
source may be a variable-frequency audio 
generator capable of being set to any de- 
sired frequency (to match the frequency 
of the voltage to be measured), or the 
secondary of a transformer furnishing a 
low 60-cps voltage. This voltage is ap- 
plied to a small resistor in parallel with 
the input to the vertical-deflection ampli- 
fier of the oscilloscope. An a-c voltmeter 
is connected in parallel with the input, 
and the height of the trace on the screen 
for various input voltages is correlated 
with the readings on the voltmeter. Once 
the oscilloscope has been calibrated, the 
resistor remains in place for all measure- 
ments. It can be changed only if the os- 
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cilloscope is recalibrated. These resis- 
tors should be of the noninductive (com- 
position) type. 


118. Amplifier Response Testing 


a. Frequency Ranoe. To judge the perform- 
ance of the amplifier it is necessary to know the 
range of frequencies that an amplifier can pass 
with minimum allowable attenuation. One stand- 
ard for stating the frequency range of an ampli- 
fier includes all the frequencies which can be am- 
plified to not less than about 70 percent, or within 
3 db (decibles) of the maximum gain level of the 
amplifier. For example, if an amplifier is said 
to have a frequency response from 0 to 200 ke, this 
indicates that the amplifier gain for signals from 
0 cps (d-c) to 200 ke is within about 70 percent of 
the maximum possible with that amplifier. In 
other words, the gain falls off only 3 db at 200 ke. 
The amplifier can handle signal voltages with fre- 
quencies above 200 kc, but the gain is considerably 
less than the maximum gain of the amplifier. 
When a sufficiently high frequency is reached, no 
amplification is possible. In terms of response, 
amplifiers can be divided into two categories: those 
used in the audio-frequency range (20 to 20,000 
cps) and those used to amplify signal voltages 
with frequencies from 20,000 cps to 1 mc and 
higher. Although the methods used for testing 
the frequency response for both of these categories 
are in general the same, some of the equipment 
used with the oscilloscope in each frequency range 
is different. 


6. CHuEcKkiInc FreQquENcy Response or AUDIO 
AMPLIFIERS. 


(1) The test set-up shown in figure 194 can 
be used to check the frequency response 
of an audio amplifier. The voltage out- 
put of a sine-wave signal generator is 
kept constant and the gain control of the 
amplifier under test is set at about half 
its maximum. The height of the trace 
on the oscilloscope screen should be set 
at some convenient level with a signal- 
generator frequency of about 1,000 cps. 
The amplifier output for other test fre- 
quencies (from 20 to 20,000 cps) is then 
noted with reference to this initial level. 
The various values are plotted on semi- 
logarithmic graph paper (relative gain 
vertically versus frequency horizontally) 
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(2) 


(3) 


to get the frequency response curve of 
the amplifier. 

For a continuous frequency response 
check in one operation, sweep-signal 
generators are used. These are signal 
generators whose output frequency 
changes automatically and continuously 
from 20 to 20,000 cps, or another fre- 
quency range according to the design of 
the generator. The output of the sweep- 
signal generator is fed into the amplifier 
under test. Also, a timebase signal from 
the sweep-signal generator is fed to the 
horizontal input terminals of the oscil- 
loscope. The timebase selector of the 
oscilloscope is set to OFF, or EXTER- 
NAL. The trace on the screen shows 
relative gain of the amplifier versus the 
frequency for the frequency range swept 
by the generator. 

Another method for checking the fre- 
quency response of an audio amplifier in 
one operation is by using a square-wave 
generator. This method has been de- 
scribed previously. 


ce. CHECKING FREQUENCY RESPONSE OF VIDEO 


AMPLIFIERS. 


(1) The frequency range of video amplifiers 
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extends from 0 cps to 1 mc or higher. 
However, the frequency range which can 
be checked with an oscilloscope is limited 
by the latter’s vertical amplifier. If the 
vertical amplifier has a high-frequency 
limit of about 300 ke (typical for most 
general-purpose oscilloscopes), the re- 
sponse of a video amplifier from 300 ke 
up cannot be tested with this oscilloscope. 
However, the video amplifier can be tested 
by connecting its output directly to the 
vertical-deflection plates of the oscillo- 
scope. This can be done if the video 
amplifier can furnish a sufficiently large 
voltage output to give a sizable trace with- 
out being overdriven. This is possible 
when the voltage applied to the video am- 
plifier and the deflection sensitivity of the 
cathode-ray tube are both large. 

Square-wave generators are used to test 
the frequency response of video ampli- 
fiers. The fundamental frequency of the 
square-wave input must be 50 ke or 
higher. The tenth odd harmonic of a 


50-kc square wave is approximately 1 me, 
so that the frequency response of the am- 
plifier to 1 mc can be tested. The test 
set-up used for square-wave response test- 
mg has been described earlier in this chap- 
ter. In general, square-wave response 
testing does not give enough exact infor- 
mation to make it possible to plot a fre- 
quency-response curve for the amplifier. 
However, it does present the response 
characteristics of the amplifier, which is 
usually all the information necessary for 
trouble shooting. 

(3) Sweep-signal generators also are used to 
check video-amplifier frequency response. 
The test set-up is the same as for audio- 
amplifier response testing, except that the 
frequencies covered by the generator for 
video testing range from 0 to 5 or 10 me. 
For oscilloscopes whose vertical-ampli- 
fier response extends only to about 300 ke, 
a rectifier probe is used. The probe recti- 
fies the signal output of the video ampli- 
fier at the amplifier output terminals and 
feeds a rectified signal into the vertical 
amplifier of the oscilloscope. The curve 
presented on the screen of the oscilloscope 
resembles a continuous frequency-re- 
sponse curve with relative gain plotted 
vertically and frequency horizontally. 


119. Alinement of Tuned Circuits 


Tuned circuits are used in communication and 
radar equipment because of their selectivity char- 
acteristics. A tuned circuit allows signals of only 
a certain frequency band to pass. The process by 
which tuned circuits are adjusted to pass the 
proper frequencies is called alinement. A tuned 
circuit is properly adjusted when it is resonant at 
the frequency desired. 


a. RESONANCE CURVE. 


(1) If an input signal of constant amplitude 
is fed to a tuned circuit and the frequency 
of the signal is varied, the output voltage 
of the tuned circuit varies with frequency 
in one of the ways shown in figure 197. 
These curves show the frequencies at 
which particular circuits are resonant and 
the resonance or response curves for the 
tuned circuits. The output voltage is 
plotted on graph paper against fre- 
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quency. The frequency of the input is 
then varied in steps and the output am- 
plitude is recorded for each frequency 
setting (with the input amplitude con- 
stant). When all these output voltage 
points are connected, the resonance curve 
results. The shape of the curve depends 
upon the Q of the tuned circuit. A 
typical resonance curve for a high-Q 
tuned circuit is shown in A, figure 197. 
For lower values of Q, the sides of the 
curve are not so steep. The peak value 
on the curve represents the maximum 
relative amplitude of signal voltage 
passed by the tuned circuit. The fre- 
quency at which this peak occurs is the 
resonant frequency of the tuned circuit. 
In adjusting a tuned circuit, the value of 
inductance or capacitance is changed. 
This results in a change in the frequency 
at which the circuit is resonant, and in 
the shape of the curve. A _ narrow, 
sharply peaked curve (A and D, fig. 197) 
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Figure 197. Typical resonance curves for single- and 
multiple-tuned stages. Possible marker points for aid 
in alinement appear on each. These markers are gen- 
erated by a marker generator which is generally part of 
the sweep-signal generator. 


indicates that the circuit passes a nar- 
row band of frequencies with minimum 
attenuation. A wide, flat-top curve as in 
F indicates that the circuit passes a wide 
band of frequencies at peak amplitude. 


(2) Sometimes the resonance curve shows two 


or more peaks (B and E fig. 197). This 
results when the tuned stage has an over- 
coupled transformer, or when there is 
more than one tuned circuit in the stage. 
The actual resonant point for such cir- 
cults is indicated by the mark in the 
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trough between the two peaks if the cir- 
cuits all have the same resonant fre- 
quency. The curve of C is the response 
curve of an f-m detector. Here, the re- 
sponse curve must rise linearly for a fixed 
band of frequencies (those between the 
lower and upper marks on the curve). 
The symmetry characteristics of a reso- 
nance curve also are important. In most 
circuits it is desired that the shapes of the 
curve on both sides of the resonant point 
be alike, as in A and B. In television 
receivers, however, it is important that 
the over-all video i-f response curve be 
of the type shown in F. This asymetri- 
cal response curve fulfills the require- 
ments of these circuits for proper 
operation. 

The shape of the response curve needed 
for tuned circuits which are to be alined 
must be known before alinement can pro- 
ceed. The technical manual furnished 
with the specific equipment under test 
reproduces or describes the response curve 
required for each stage or group of stages. 
This response curve can then be obtained 
on the oscilloscope by feeding the output 
of a sweep-signal generator into the cir- 
cuit under test. The vertical deflection 
amplifier of the oscilloscope is connected 
across the output of the circuit after it 
is rectified, and the timebase is obtained 
from the output of the sweep-signal 
generator. The trace on the screen repre- 
sents the amplitude of the output of the 
tuned circuit versus the frequency of the 
input signal. 


6. Sweer-SIGNAL GENERATORS. 
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(1) The use of sweep-signal generators for 


circuit testing has been mentioned pre- 
viously. These generators provide a 
voltage of constant amplitude with fre- 
quency changes from the low limit to 
the upper limit of a preselected continu- 
ous frequency band. The variable fre- 
quency signal fed to a tuned circuit to 
measure its resonance characteristic must 
extend beyond both the lower and the 
upper limits of the frequency response 
of the circuit. The center frequency of 
the varying-frequency signal should be 
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(4) 


approximately equal to the resonant fre- 
quency of the tuned circuit. 

The basic method for producing a vary- 
ing frequency signal uses an a-f or r-f 
oscillator with a L-C tank circuit. The 
inductance or capacitance of the tank 
circuit is varied continuously by either 
mechanical or electronic means. This 
results in a continuous change in the fre- 
quency of oscillation of the oscillator. 
One of the mechanical methods uses a 
60- or 120-cps signal to activate a vi- 
brating mechanism attached to the rotor 
plates of the variable capacitor of the 
oscillator-tuned circuit. Each vibration 
of the vibrator changes the capacitance 
of the tank circuit to produce a whole 
range of frequencies. Since the vibrator 
is actuated 60 or 120 times per second, 
the complete range of varying-frequency 
oscillations is produced 60 or 120 times 
per second. Another mechanical method 
uses a vibrator to change the inductance 
of the circuit by vibrating a metal plate 
close to the inductor. This varies the 
effective inductance of the tank circuit, 
producing the varying-frequency oscilla- 
tions. 

The electronic sweep-signal generator 
uses a reactance tube. This is a pentode 
whose plate impedance (either inductive 
or capacitive) varies with the variations 
in the 60-cps input fed to its control grid. 
The output impedance of the reactance 
tube is connected in parallel with the tank 
circuit of the sweep-generator oscillator. 
Consequently, changes in the output im- 
pedance result in changes in the capaci- 
tance or inductance of the tank circuit, 
which varies the frequency of oscillation. 
Many sweep-signal generators incorpo- 
rate a marker generator. This is a vari- 
able-frequency generator, which injects 
an unmodulated r-f signal into the sweep- 
generator output to produce a sudden 
change in amplitude of the test signal 
at a particular frequency. In this way 
marker pips are produced at various fre- 
quencies along the response curve of a 
tuned circuit (fig. 197). These aid in 
determining the frequency values at vari- 
ous other points on the resonance curve. 


If the marker generator is not part of the 
sweep-signal generator, a separate signal 
generator can be used to provide the 
marker pips. The output of the marker 
generator can be fed into any point of 
the circuit under test. 


c. RecriFicaTion or Tunep Circuit Ourrvr. 
(1) It was mentioned previously that the out- 


put of a tuned circuit must be rectified 
before the signal is fed to an oscilloscope 
to produce a resonance curve. The rea- 
son is that the output from a tuned circuit 
whose signal input comes from a sweep- 
signa] generator actually looks like the 
pattern shown in A, figure 198. The fre- 
quency of the output varies in accordance 
with the frequency of the input, but the 
amplitudes of some frequencies are at- 
tenuated more than others. The dotted 
line (the envelope) showing the outline 
of the output pattern is the actual re- 
sponse curve of the tuned circuit (both 
in the positive and in the negative direc- 
tion). If the lower half is cut off and 
only the peaks of the signal are used, the 
result is the curve shown in B, figure 198. 
This is done by detection. 


(2) If a detector stage follows the tuned cir- 


cuit under test, the signal fed to the 
oscilloscope is taken across a resistor in 
the plate circuit of the detector (C, fig. 
198). This is a simplified schematic of 
the final 1-f and detector stages of a radio 
receiver. If a detector stage does not fol- 
low the tuned circuit under test, a detec- 
tor circuit using either a conventional 
diode or a crystal is incorporated in the 
probe unit discussed in paragraph 62. 


d. How ALINEMENT 18 ACCOMPLISHED. 
(1) To check on whether a tuned circuit or a 


group of tuned circuits in a particular 
piece of equipment has the correct reso- 
nance characteristics, resonance curves 
are obtained on the oscilloscope. If the 
correct resonance curves for the equip- 
ment are included in the equipment tech- 
nical manual, the curves obtained can be 
compared to them. If correct curves are 
not available, the curves obtained must be 
analyzed to determine whether the re- 
sponse is correct for the circuits. The 
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A, Unrectified response patterns for tuned circuit; B, Rectified 
response patterns; C, Circuit furnishing a rectified output to 
an oscilloscope. 


(2) 


Figure 198. 


alinement procedures given in the techni- 
cal manuals should be followed. 

The method for varying the resonant fre- 
quency of a tuned circuit consists of 
changing either the capacitance or the in- 
ductance (or both) of the circuit. In 
most cases, small variable capacitors in 
series (padders) or in parallel (trim- 
mers) with the tuned-circuit capacitor 
are adjusted for alinement. Sometimes 
the only capacitance in the tuned circuit 
is that of the trimmer. The trimmer or 
padder is adjusted to add capacitance to 
or subtract it from the tuned circuit. By 
changing the capacitance, the capacitive 
reactance for all frequencies is changed. 
This means that the capacitive reactance 
will be equal to the inductive reactance 
at a new resonant frequency. This results 
in a shift of the resonance curve. In 
many receivers permeability-tuned coils 
are used. These are inductors which have 
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of modulation displayed is too great to be observed 
individually. However, the presence of modu- 
lation is visible as horizontal light streaks across 
the rectangular block of light. This is shown in 
A, where two bright lines traverse the block pat- 
tern and divide it into three equal areas. This 
indicates 50 percent sine-wave modulation. One- 
hundred percent sine-wave modulation results in 
one light streak through the center of the block. 
These streaks result from the compression of 
many downward modulation peaks. Complex- 
wave modulation produces many more light 
streaks as in D. An unmodulated carrier has no 
light streaks, 

ce. MoputaTep-Wave Pattern. The _ second 
type of pattern presents the modulated-wave enve- 
lope. It shows the changes in carrier amplitude 
with time (B and B, fig. 199). This display is 
produced by feeding the carrier signal to the verti- 
cal-deflection plates of the oscilloscope and adjust- 
ing the internal time-base sweep to some submulti- 
ple of the modulation frequency. In B, the sweep 
frequency is one-fourth the modulation frequency. 
This trace shows 100 percent sine-wave modula- 
tion of the carrier. If the modulation percentage 
were less, the downward modulation peaks would 
be farther apart. The percent modulation is ob- 
tained from the following formula: 


B-A 
Br A * 100 


where B is vertical height of the pattern at its 
widest point, and A is the vertical height of the 
pattern at its narrowest point. 

d. TRAPEzoIDAL Patrern. The third type of 
pattern is shown in C and F, figure 199. 

(1) This display presents changes in r-f car- 
rier amplitude vertically against changes 
in modulating amplitude horizontally. 
The r-f voltage is applied to the vertical- 
deflection plates and the modulating volt- 
age is applied to the horizontal-deflection 
amplifier input. To obtain the modu- 
lating voltage, connect a .1-Uf coupling 
capacitor to the modulation connection 
on the r-f amplifier. Also connect a volt- 
age-divider resistor (about 5,000 ohms) 
between the capacitor and ground. Ad- 
just the tap on the voltage divider to tap 
off a few volts of the modulator output 
voltage. The sweep-frequency selector 
of the oscilloscope is set to the OF F posi- 
tion. The percentage modulation for- 
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mula for this pattern is the same as for 
modulated-wave patterns. 

The graphical development of the trape- 
zoidal pattern is shown in figure 200. 
One cycle of the modulated-wave enve- 
lope combines with 1 cycle of the modu- 
lation voltage to form the pattern. The 
electron beam moves from left to right 
across the screen as a result of the change 
in voltage from 0 to 6 on the modulation 
(horizontal deflection) signal. During 
the same time, the beam sweeps across the 
screen vertically many times because of 
the rapid changes in vertical-deflection 
voltage. These changes are a result of 
the changes in amplitude of the modu- 
lated r-f voltage. On the vertical-deflec- 
tion wave, the points 2’ on the positive 
half and 2 on the negative half do not 
occur simultaneously. During the small 
time difference between them, the voltage 
on the vertical-deflection plates changes 
from the value which positioned the 
beam at 2 to the value of the modulated 
wave at 2’, This causes the beam to move 
upward and slightly to the right on the 
face of the tube to point 2’. The actual 
time difference between 2 and 2’ depends 
on the frequency of the r-f voltage fed to 
the vertical channel. In most cases it is 
very high, and the time difference between 
two corresponding points on the wave is 
small, making the line between them 
seem to be vertical. Each of the other 
lines of the trapezoidal trace is formed in 
the same way. 

After the beam reaches the right side of 
the screen, it moves from right to left 
because of the change in horizontal- 
deflection voltage from 6 to 12 on the 
modulating wave. Corresponding to 
these new horizontal-deflection voltages, 
the voltages on the vertical-deflection 
plates change according to the voltages 
6’ to 12’ and 6 to 12 on the modulated 
r-f wave. For position 9 on the hori- 
zontal deflecting wave, for example, the 
line traced is 9 to 9’ on the trapezoid. 
The amplitude of the line is the same as 
the amplitude of the line from 3’ to 3, 
and it falls in the same place on the screen 
because of the symmetry of the modulat- 
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Figure 200, Graphical development of trapezoidal pattern. 


ing wave. For the pattern to have 
straight sides, the amplitude of the car- 
rier must change linearly with the modu- 
lating voltage. Differences in phase be- 
tween the modulator output and the 
modulated carrier result in the type of 
trace shown in F, figure 199. 


e. Correct AND DEFECTIVE OPERATION. Proper 
transmitter operation results in patterns similar 
to those shown in A, B, and C, figure 199. If the 
amplitude-modulation percentage is less than 100 
percent, the modulated-wave pattern shows shal- 
lower troughs than those in B. The trapezoidal 
pattern resembles the final trace shown in figure 
200. Trapezoidal patterns generally are more 
useful for tracing defects than other types of pat- 
terns. Some of the causes for improper opera- 
tion are too high or too low plate voltage in the 
final r-f stage, insufficient r-f excitation on the 
final r-f stage, mismatch between modulator and 
r-f final stage, imperfect neutralization, and dis- 
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torted modulation voltage, shown in D. These 
produce distorted patterns which can be correlated 
with the transmitter defect. 


121. Vibrator Testing 


The vibrator is used in electronic equipment 
to change d-c to a-c. Basically, it is a high-speed 
reversing switch. When one set of contacts is 
closed, the voltage output is in one direction; 
when the second set of contacts is closed and the 
first set is open, the voltage output is in the oppo- 
site direction. The time during which a set of 
contacts is closed is called closure time. The 
vibrator output is fed to the primary of a step-up 
transformer. The stepped-up voltage across the 
secondary is rectified and filtered and serves as the 
plate-voltage power supply for the equipment of 
which it is a part. If the vibrator itself rectifies 
the output of the transformer it is called a syn- 
chronous vibrator. If a rectifier tube is used 
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(2) If the signals are two sine waves of equal 
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amplitude and frequency, the phase dif- 
ference between them can vary from 0 
to 860°. As shown in figure 109, a 90° 
phase difference produces a circular trace 
on the screen of the cathode-ray tube. 
The addition of these two sine waves pro- 
duces a trace which starts at the top of 
the screen and moves clockwise to pro- 
duce a circle. A phase difference of 270° 
also produces a circle, the trace starting 
at the bottom and moving counterclock- 
wise. These two circles are indistin- 
guishable. If such a pattern is produced 
in comparing two signals on the oscillo- 
scope, the phase difference is taken to be 
either 90° or 270°. 

A of figure 202 shows the patterns re- 
sulttng from the addition of two sine 
waves with phase differences from 0 to 
360° in steps of 22.5°. Sine waves of 
equal amplitude and frequency produce 
straight line images for phase differences 
of 0°, 180°, and 360°. Phase differences 
between 0-90°, 90-180°, 180-270°, and 


(4) 


(5) 


270-360° produce ellipses of continu- 
ously varying characteristics, illustrated 
in A. Phase differences other than those 
shown produce similar ellipses. 

For more precise calculation of the phase 
difference between two sine waves of equal 
amplitude and frequency, two measure- 
ments must be made on the Lissajous fig- 
ure. These consist of measuring the two 
distances a and b indicated in B, figure 
202. For the ellipse shown, a is equal to 
seven spaces along the X axis and b is 
equal to eight spaces along the X axis; 
a divided by b gives the sine of the phase 
angle. In this example, the sine is seven- 
eighths, or .87, and the phase angle is ap- 
proximately 60° or 300°. 

Phase differences between signals other 
than sine waves can also be measured. 
Two triangular waves result in a slanted 
line, a slanted rectangle, or a square stand- 
ing on one of its corners, for phase dif- 
ferences of 0°, between 0° and 90°, and 
90°, respectively. The same patterns are 
produced in reverse order from 90° to 
180° phase differences. The same order 
is followed for the phase differences 
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justment causes the pulse to appear at the 
center of the trace as well as at the begin- 
ning. Oversynchronization should be 
avoided because it distorts the pattern. 
The oscilloscope changes the actual wave- 
forms because of its shunt capacitance 
and loading. The waveforms as dis- 
played still can be used if the reference 
waveforms shown in the radar equipment 
technical manual were produced under 
the same conditions. Makeshift test 
leads or twisted leads should be avoided, 
because the shunt capacitance introduced 
by them distorts the pattern. The un- 
grounded test lead must be kept away 
from other circuits to avoid feedback 
and undesired coupling. Short leads 
must be used, especially when connections 
are made to high-impedance circuits. To 
prevent stray pick-up of power line volt- 
age, the ungrounded test lead must not 
be handled. A signal can be picked up 
by the test lead even through opened 
coupling capacitors by means of stray 
coupling to the test leads. This effect 
can occur particularly in radar circuits 
which carry narrow pulses. When stray 
coupling occurs, the pulse amplitude is 
reduced and pattern distortion results be- 
cause the high-frequency components of 
the pulse are emphasized. The amplitude 
of voltage can be measured if the os- 
cilloscope is calibrated. 

(3) The waveforms in the r-f portions of the 
radar transmitter and receiver are in a 
frequency range outside the response of 
the oscilloscopa Special connectors and 
fittings which include crystal detectors 
can be used to convert the frequency to a 
much lower value so that it can be applied 
to the oscilloscope. Because of the special 
nature of the waveforms to be observed 
in radar circuits, oscilloscopes are specif- 
ically designed for use with radar sets. 
These special oscilloscopes are known as 
synchroscopes and are discussed in 
chapter 8. 
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124. Summary 


a. The front panel of the typical test oscilloscope 
can be divided into four control zones. Each zone 
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contains all of the controls for one or more of the 
basic sections of the oscilloscope. 

b. The deflection plates of the cathode-ray tube 
are connected directly to terminals on a small panel 
on the rear of the oscilloscope. These connections 
are used when the input signal frequency is beyond 
the limits of the oscilloscope amplifiers. 

ce. The front-panel controls are divided into 
signal and operating controls. Signal controls 
select the timebase and synchronizing voltages and 
increase or decrease the amplitude of these and the 
input signal voltages. Operating controls estab- 
lish the proper electron beam conditions for a 
satisfactory display. 

d. The vertical and horizontal gain controls 
generally consistent of a step switch for coarse ad- 
justments and a potentiometer for fine adjust- 
ments. This also is true for the sweep-frequency 
selector. 

e. For proper waveform observation, the sweep 
frequency should be one-third the input-signal fre- 
quency. This results in a trace with 3 cycles of 
input signal. 

f. The vertical-amplifier gain control adjusts 
both the height of the trace on the screen and the 
amount of synchronizing voltage fed to the time- 
base generator. Consequently, the vertical gain 
and the synchronizing controls must be adjusted 
with respect to one another. 

g. If the timebase voltage is not linear, the vari- 
ation with time of the trace is not the same as for 
the original signal waveform. If many signal 
cycles are displayed, the ones at the extreme left 
of the trace are the most nearly linear. 

h, A complex wave is the sum of a number of 
sine waves with various frequency and phase 
relationships. The component with the lowest 
frequency is the fundamental. The rest are har- 
monics of the fundamental. 

2. The number and the type of harmonics in a 
complex wave determine the size and the shape 
of the wave. The lower order harmonics have the 
greatest effect. 

j. If a pure sine wave is fed into an audio 
amplifier and the output is a complex wave with 
predominant even harmonics, a triode stage is 
defective. If the output has odd harmonics, a 
pentode stage is defective. 

k. Unbalanced operation of a push-pull sys- 
tems results in a difference in the waveform of 
the voltage at both plates. 
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t. To reproduce square waves, wide-band ampli- 
fiers are necessary. If these are not included in 
the oscilloscope, connections must be made directly 
to the deflection plates. 

m. If an amplifier rounds the corners of a 
square wave, the high-frequency response is poor. 
If the amplifier distorts the plateau of the square 
wave, its low-frequency response 1s poor. 

n. Calibration of an oscilloscope consists of cor- 
relating the height of the trace with known input 
voltage values. This must be done before voltage 
or current measurements can be made with the 
oscilloscope. 

o. The oscilloscope indicates peak-to-peak volt- 
ages for sine- and complex-wave inputs. Divid- 
ing the peak-to-peak value of a sine wave by 2.83 
gives the rms value. 

p. For d-c voltage measurements, the input must 
be connected directly to the vertical-deflection 
plate terminals of an oscilloscope, unless a d-c 
amplifier is provided. 

g. For current measurements, a resistor of 
known value is shunted across the vertical input 
or deflection terminals of the oscilloscope. The 
current in the circuit is read in terms of the voltage 
drop developed across the resistor. 

r. The frequency response of an amplifier is the 
range of frequencies which the circuit amplifies 
within a stated percentage of maximum gain. To 
obtain the frequency response for an amplifier, a 
constant-amplitude signal at various frequencies, 
obtained from a single-frequency, sweep-signal, 
or square-wave generator, is fed into the amplifier 
and the output is observed on the oscilloscope. 

s. For alinement of a tuned circuit, the reso- 
nance curves of the circuit are reproduced on the 
oscilloscope and checked against the normal curves 
for the circuit. To reproduce the resonance curve, 
the r-f or i-f from the circuit is passed through a 
detector and applied to the vertical input of the 
oscilloscope. 

t. The modulated output of an a-m transmitter 
is checked by its block, modulated-wave, or trape- 
zoidal pattern as displayed on the oscilloscope. 
These patterns show the percent modulation and 
also the distortion resulting from phase differ- 
ences, overdriven amplifiers, etc. 

u. Lissajous figures show the frequency and 
phase relationships between signals fed to the 
vertical and horizontal channels of an oscilloscope. 
For accurate phase-difference measurements, the 
frequency of both signals should be the same. 
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v. For measurement of phase difference, the 
sine of the phase-difference angle is given by the 
ratio of the horizontal width of the elliptical pat- 
tern when the vertical defection is zero to the 
total horizontal width of the pattern. For fre- 
quency calculation, the ratio of the vertical fre- 
quency of the Lissajous figure to the horizontal 
frequency is given by the ratio of the number of 
tangencies at the top or bottom of the figure to the 
number of tangencies at either side. 

w. To trouble shoot a radar set with the oscillo- 
scope, the normal waveforms for the circuit tested 
must be known beforehand. The oscilloscope and 
other test equipment must be set up as recom- 
mended in the equipment technical manual to 
obtain these same waveforms. 

az. Because of the high frequency of radar sig- 
nals, test leads must not be shielded and must be 
handled carefully to prevent too great a drop in 
input impedance of the oscilloscope. 


125. Review Questions 


a. What are the major sections of the typical 
test oscilloscope that are controlled in each of the 
four zones of controls? 

6. What are the functions of the operating 
controls ? 

c. Name four operating controls and tell how 
they accomplish their function. 

d. How do the coarse and fine adjustment con- 
trols operate together to attenuate the input signal 
to the vertical channel ? 

e. What is the procedure for adjusting the con- 
trols of the oscilloscope to obtain a good trace? 

f. If a 30,000-cps signal is fed to the vertical 
input terminals of the oscilloscope, what sweep 
frequency should be selected? Why? 

g. When is it necessary to feed an input signal 
directly to the deflection plates of an oscilloscope? 

h. What is the procedure for checking an audio 
amplifier with a sine-wave signal generator? 

z. Name three distortion effects introduced by 
defective push-pull amplifiers. How they are 
recognized by sine-wave testing ? 

7. How does a square-wave test the high-fre- 
quency response of amplifier? How does it indi- 
cate low-frequency response? 

k. How are parasitic oscillations in a circuit in- 
dicated on the output waveform ? 


2. Give a method for calibrating an oscilloscope 
for a-c voltage measurements. 

m. How are d-c voltages measured on an a-c 
oscilloscope ? 

n. What is meant when it is said that an ampli- 
fier has a frequency response of from 30 to 40,000 
cps within 5 db? 

o. How is a sweep-signal generator used for 
testing the response of amplifiers? How is the 
sweep signal generated ? 

p. How is the resonance curve of a tuned circuit 
obtained on an oscilloscope? 

g. What type of transmitter output pattern 
gives the most information about the modulation 
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percentage? How is the modulation percentage 
calculated for a trapezoidal pattern ? 

r. If the contacts on a nonsynchronous vibrator 
are too far apart, how will this be indicated by an 
oscilloscope ? 

s. If tivo signals of equal frequency and ampli- 
tude are fed to the vertical and horizontal chan- 
nels of an oscilloscope, how can their phase differ- 
ence be calculated from the pattern ? 

t. If a 30,000-cps sine wave is fed to the vertical 
channel of an oscilloscope, and a 20,000-cps sine 
wave is fed to the horizontal channel, how many 
horizontal and vertical tangent points will the 
Lissajous pattern have? 


201 


CHAPTER 8 


SYNCHROSCOPE 





126. Basic Synchroscope 


The synchroscope is an oscilloscope designed 
especially for the study of periodic and nonpe- 
riodic pulses of short duration by means of fast 
sweeps. The name synchroscope derives from the 
fact that the sweep is generated only when a syn- 
chronizing signal is present. This signal can be 


from an external or an internal source. 


Several 


calibrated sweep speeds are available for making 
precise measurements. 


a, VERTICAL (SIGNAL) CHANNEL. 
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(1) 


(2) 


(3) 


The block diagram in figure 205 shows 
the vertical channel for the signal input 
and the horizontal channel for the sweep 
input to the deflection plates of a cath- 
ode-ray tube. The vertical channel con- 
sists of an input impedance selector, a 
coupling amplifier, a delay network, a 
signal attenuator, a vertical amplifier, 
and the vertical deflection plates. A volt- 
age applied to one vertical deflection 
plate provides vertical positioning of the 
display. With the switches in the posi- 
tions shown, the horizontal channel con- 
sists of a synchronizing pulse amplifier, 
a start-stop multivibrator used as a sweep 
generator, a sweep amplifier and both 
horizontal deflection plates. A voltage 
applied to one horizontal deflection plate 
provides horizontal positioning. 

The pulse to be observed is applied to 
the signal input terminal of the vertical 
channel. If this pulse is large, an 
attenuator probe can be inserted between 
the signal source and the input signal 
terminal. The probe acts as a voltage 
divider. A typical voltage reduction 
ratio between the tip of the probe and 
the signal input terminal is 10 to 1. 

The input impedance selector is a device 
used to match the output impedance of 
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(6) 


the signal source to the input impedance 
of the coupling amplifier. A control on 
the operating panel permits switching 
from low to high input impedance. An 
attenuator sometimes is associated with 
this control to provide fixed reductions of 
the signal voltage while maintaining a 
constant input impedance. 

The negative pulse is fed to the control 
grid of the coupling amplifier. The 
coupling amplifier serves two functions. 
First, it operates as a cathode follower, 
providing an impedance match for the 
low-impedance input of the delay net- 
work. The negative pulse is taken at the 
cathode without amplification. A po- 
tentiometer is used instead of a fixed 
cathode resistor. By changing the set- 
ting of this potentiometer, the vertical 
image size is controlled. Second, the 
coupling amplifier supplies a positive 
pulse to the synchronizing pulse amplifier 
when internal sync is used. The positive 
pulse is obtained in the plate circuit of 
the coupling amplifier and coupled 
through the INT-EXT syne switch. 
This positive pulse is used to trigger the 
start-stop multivibrator in the horizontal 
channel. 

The negative pulse taken at the cathode 
of the coupling amplifier is applied to a 
delay network. The delay network is an 
artificial transmission line which pre- 
vents the pulse from causing a vertical 
deflection of the electron beam until 
shortly after the sweep has started. A 
typical delay time is 14 usec. 

The signal attenuator, through which the 
delayed pulse is fed to the vertical ampli- 
fier, is a tapped voltage divider. It con- 
trols the amount of signal voltage input 
to the vertical amplifier. 


Tl tr] 


COUPLING 
AMPLIFIER 














SIGNAL 
ATTENUATOR 


VERTICAL 
AMPLIFIER 





O IMPEDANCE 
SIGNAL | SELECTOR 
INPUT 

















VERTICAL 
POSITIONING 
















POWER 
SUPPLIES 

TO ALL 
STAGES 































CT ERIN A ene f) INTENSITY 
SYNG EXT 
POLARITY 
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TM 671-210 
Figure 205. Block diagram of basic synchroscope. 
(7) The vertical amplifier usually consists of for reducing the amplitude of an external 
several stages of amplification in which sync voltage. 

frequency compensation is used. The rel- (2) With the switch in the znternal sync posi- 
ative response of the vertical channel tion, a positive pulse is taken from the 
must be wide enough to pass square waves plate of the coupling amplifier in the ver- 
of short duration. A typical vertical tical channel. This pulse is the amplified 
channel has a uniform frequency response signal, and it is fed to the synchronizing 
from about 20 cps to 4 mc. The output pulse amplifier. Here, it is amplified and 
of the vertical amplifier is applied to the shaped so that a sharp negative pulse ap- 
vertical deflection plates, resulting in bal- pears at the output. The size of this pulse 
anced deflection. is controlled by a variable potentiometer 


in the cathode circuit of the amplifier. 

A typical sweep generator is a start-stop 
multivibrator. This circuit is activated 
by the negative pulse from the sync pulse 


6. HorizontaL (SwEEP) CHANNEL. 
(1) Two types of sync signal input are avail- (3) 
able at the input of the horizontal chan- 
nel. A positive pulse derived from the 


signal input may be taken from the cou- amplifier. A SWEEP te eenee ated only 
pling amplifier, or some external sync when it is triggered by a negative pulse. 
may be applied by means of the external In some types of synchroscopes, a separate 
sync input terminal. As with the signal internal trigger generator is provided. 
input, an attenuator probe may be used The sweep generator serves two functions. 

203 


Google 


PSE lr gael Sint 
5] ir 
1; ouelt 
sees Bisint 
ots: 
reget Halt 
EES tye 
testi cer Tidy 
reine hi ; 
sf } ’ 

i 
' 







ei inst, a aweep voltage: aR: ‘gpeniratedl aod 
ie fu the: eer a Pace 


i Dk Bae Halt mt zonitul ‘shunted contrala.4 iu “AL UTE: 
ae raoeed is. : pout treed 3 a the caatpnit , 





a OF a) is 8 LN CR oh OR strip along, the wight aide: of Mai inh 
Sina gece ae. es He, a NY Bees mips of these controls the vosntitions 








Se Bet DSC. and 200° vigee Ee ey ee atia teh z 
(EY Sometimes fi: fiee-eunning su Loath Pe i ae ce S oe 
y erator: 18! py ‘oyided $6 that tie dnstrument, heels Sane 


dan be ised as a ‘wenerat best osrilloscope. Ee “eo 


“204. 





ee nie) 


(8) The cathode-ray tube wiually is an elec 0 


2 ‘The. power sip »plies for. thie ‘st useeine Ye Gs 
ah ae the samme, us, for thes OSC Mosvope., MRS ee CE 


ioacee) ree 18 een iu ae AT = oo foes sh ae 1 < 










Paes ih in the I EST i SYNC p postion 


Sy S ee 3 cae . . +t . > 
weeks 4 eo ha : * 
Oy ge pee Ce e . —. aaa ge wha <= oe 
Aste eer 8 OG ra ae ef 3 tt Swe. 
= = agent, oe - 






i “pariphase ‘genplifier ahr ules: fa Nias ee CWRie the « sy ne ss 
 suniplifed siveup voltage These toltdpes EER, NC position, te #9 
This’ va 


” gre @piposite iy polarity.’ They areap- (Signal itself. This ¥ e renee 
BE PUL DB 2 Pg ee I oe thet oe a ue a aupling nie at esis 











Pye °3 


plied: to: “opposite: hovizontul-ditloesion Sa ES GS 
coe plates: in the vathode-ray. tbe, producing See Seen At 
balanced dx flection: fof the. electron. bai oS eS 2 





oo ernstatie type. AMY picid, jahe Tossa Bye eben us 
- Y phosphar Boren whic cH produces. free we 3 ere ie 
pried af. yuedinnt persiste 2 ROR BURY 
portability’ a ‘ a iube. with: ay fae diatuefer Oe te a er is 
as small as: 2 Tuchies® NY) ‘be. “ised, | “Gens: Beane as oo canted ‘on 
erally, face. diameters range, fre 2 oe to Gs Ee: knob clockwise in othe Bye 
ee inehyes. as iy ‘test -ostillosre OPES, fi Bate GH ee The Parcon thaltlvibeatoe 
: by: a tepative. pulse, anlys o> 
F the ‘external ayne palse las the. a ae a 


_Ingh- voltage supply depends om the: ty * uns ot es polarity: ithe oes POLAR: ae a 








+ 















Ys $5 . | Hee tys 

ne Ecathoue ray ube ae . cated. A ie 
“4 “ghey es 
J *2 43.75" F4, 2b s 

we f\7°R ES gh? ix, 
. ASS AFAR 
‘ ey . ; 
: ba s 5 ly rh J 

Rae es tae te Pe 
‘ J ey Le 


ORG ss OES 


| a ae NDA R Se 
Pe : 4 
24 xy ie 


a ae 


(5 


ee” 


reverses the connections of the pulse 
amplifier output transformer, invert- 
ing the polarity of the sync pulse. 

This equipment incorporates two types 
of sweep generators. Depending upon 
the signal to be observed, either the 
start-stop multivibrator or the free- 
running sawtooth generator is chosen 
by means of the SWEEP SELEC- 
TOR. With the free-running saw- 
tooth generator in the circuit, three 
ranges of sweep speeds are available. 
The COARSE sweep speed control 
switches-in the selected sweep speed, 
and the FINE sweep speed control 
provides adjustment of the sweep speed 
within range limits. Using the free- 
running sawtooth generator, the 
FAST sweep speed range includes 
sweeps from 20 to 200 usec (5,000 to 
50,000 cps), the MEDIUM sweep speed 
range from 200 to 4,000 usec (250 to 
5,000 cps), and the SLOW sweep speed 
range from 4,000 to 100,000 usec (10 to 
250 cps). Therefore, the sawtooth 
generator provides a continuous sweep 
speed range from 20 to 100,000 usec 
(10 to 50,000 cps) in three steps, with 
fine control available within each step. 
The sawtooth generator requires no 
trigger voltage to produce a sweep. It 
can be synchronized easily with peri- 
odic pulses, but is unsatisfactory for 
nonperiodic pulses. Its value consists 
in allowing the instrument to be oper- 
ated as a general test oscilloscope. 


(c) With the SWEEP SELECTOR in the 


START-STOP position, the sweep is 
is supplied by a start-stop multivibra- 
tor. Unlike the free-running sawtooth 
generator, the multivibrator requires a 
trigger pulse to cause a sweep to be 
generated. A negative trigger pulse 
disturbs the normally stable condition 
of the circuit, one sweep is generated, 
and then the circuit returns to the 
stable condition until the next negative 
pulse arrives. A negative pulse is 
needed to generate each sweep. Using 
the start-stop sweep generator, the 
sweep speed controls make available 
three sweep speed ranges different 
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(2) Vertical channel controls. 


from those available with the free-run- 
ning sawtooth generator. The FAST 
Sweep speed range supplies driven 
sweeps whose duration is from 414 to 
8 usec, the MEDIUM sweep speed 
range is from 20 to 50 usec, and the 
SLOW sweep speed range is from 120 
to 280 usec. The FINE control func- 
tions in the same way as for the saw- 
tooth sweep ranges, adjusting the 
sweep duration within the limits of 
each coarse step. In these positions 
both periodic and nonperiodic pulses 
of short duration can be observed. 
These three sweep speed ranges are 
chosen for their value in observing short 
pulses in microwave equipment such 
as radar. 

The control 
strip on the left side of the unit has the 
vertical channel controls (B, fig. 206). 
The signal to be observed is coupled to the 
SIGNAL INPUT jack. The character- 
istics of this signal determine the settings 
not only of the signal channel controls 
but also of the sweep channel controls. 
If the signal is a nonperiodic negative 
Square wave of 5-usec duration, for ex- 
ample, certain settings are required on the 
horizontal channel controls. For a 5-usec 
nonperiodic pulse, the START-STOP 
generator is selected. The FAST sweep 
speed is used. If no external sync is 
used, the switch must be in the INT 
SYNC position, where the pulse triggers 
the sweep. 


(a2) If the signal source has a low im- 


pedance, the INPUT IMPEDANCE 
selector is set in the LOW position. 
There is no attenuation in this circuit, 
and the signal voltage should be within 
0.1 to 1 volt. If the signal source has 
a high impedance, the HIGH range of 
INPUT IMPEDANCE is selected. In 
the HIGH position, three steps of at- 
tenuation marked in db loss are pro- 
vided. The O db position provides no 
attenuation, and the signal voltage 
limits are the same as for the LOW 
impedance position. In the 20-db posi- 
tion, a 10-to-1 voltage divider allows 
signal inputs from 1 to 10 volts, and 
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(d 





the 40 db position allows inputs from 
10 to 100 volts. With an input-atten- 
uated probe, the upper limit can be 
extended to 450 volts. If the 5-usec 
pulse has a peak amplitude of 20 volts 
and is applied from a high-impedance 
source, the INPUT IMPEDANCE 
selector is set in the HIGH range in 
the 40-db attenuator position. 


(6) The pulse appears at the grid of the 


coupling amplifier. The sync voltage 
is obtained directly from the plate cir- 
cult. The signal is obtained from the 
cathode circuit. A smooth control of 
the amount of signal voltage applied 
through the delay network to the ver- 
tical amplifier is provided by the 
IMAGE SIZE control. This is a po- 
tentiometer in series with the coupling 
amplifier cathode circuit. By decreas- 
ing the resistance, the amplitude of the 
signal is increased on the cathode-ray 
tube screen. 

The signal passes through the delay 
network, which prevents the appear- 
ance of the pulse on the screen until 
1% usec after the sweep starts. This 
delay network provides a fixed amount 
of delay which cannot be changed. 
Before the signal is fed to the vertical 
amplifier, it passes through another at- 
tenuator. This provides 11 steps of 
signal attenuation for each setting of 
the attenuator in the INPUT IM- 
PEDANCE selector. Eleven taps are 
arranged to provide attenuation in 2-db 
steps. By providing attenuation in 
two separate controls, distortion is 
minimized. The attenuator controls 
must be set properly to achieve good 
fidelity in displaying the pulse on the 
screen. For every signal there is an 
optimum setting of these controls. Im- 
proper settings result in distortion of 
the waveform. The pulse then is ap- 
plied through the vertical amplifier to 
the vertical-deflection plates. 
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(3) Cathode-ray tube controls. A BRIGHT- 


NESS potentiometer controls the inten- 
sity of the trace. FOCUS control also is 
provided, along with controls for HOR- 
IZONTAL and VERTICAL position- 
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ing. With all the controls at their proper 
settings, the signal appears as a positive 
square wave whose width is 5 usec on a 
sweep whose duration can be varied from 
20 to 50 usec. With the FINE sweep 
control set for a 20-usec sweep, the pulse 
appears as shown in A, figure 207. If 
the sweep speed range is set at FAST, 
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Figure 207. 5-usec pulse at two sweep speeds of the 


synchroscope. 


the pulse appears on a sweep which can 
be varied from 414 to 8 usec. With the 
FINE control set for an 8-usec sweep, the 
pulse appears as in B figure 207. 


d. MILITARY OSCILLOSCOPE-SYNCHROSCOPE PANEL 
OPERATION. 
(1) This specialized unit combines the func- 


(2 


(3 


ew” 


~~ 


tions of a standard test oscilloscope and 
a synchroscope. When used as an oscillo- 
scope, a thyratron sweep generator whose 
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NOISE DISCRIMINATOR control is 
adjusted until the sweep just appears on 
the screen. It operates by clipping the 
input at the highest average noise level 
and allowing only the signal to appear 
at the output. The sweep gate multivi- 
brator generates either a 5— or a 250-usec 
square wave when a trigger is applied. 
The pulse width depends on the setting 
of the SWEEP SELECTOR. The 
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Figure 208. Block diagram of the oscilloscope-synchroscope for synchroscope operation. 


frequency range is from 25 to 1,000 cps is 
in the circuit. When used as a synchro- 
scope, a multivibrator is used as a sweep 
generator. ‘Two sweep speeds, 5 and 250 
usec, are available when the multivibrator 
is used. 

Figure 208 is a block diagram of this unit 
set up for synchroscope operation. The 
controls used are discussed below. The 
operating panel, which includes both syn- 
chroscope and conventional oscilloscope 
controls, is shown in figure 209. 

The input signal is used to trigger the 
sweep circuits of the horizonal channel. 
This signal is applied to the trigger-nozse 
discriminator, which distinguishes be- 
tween the signal and any noise that may 
be present. The signal is applied to the 
horizontal channel by operating the 
TRIGGER SELECTOR switch to V. D. 
(vertical deflection). The TRIGGER 


Google 


(4 


(5 


“ew” 


~es” 


sweep gate supplies an unblanking volt- 
age to the control grid of the cathode- 
ray tube and gates the sweep generator. 
By means of a push-pull amplifier, the 
output of the sweep generator is converted 
into two sweep voltages of opposite po- 
larity. ‘These are applied to the hori- 
zontal-deflection plates, producing bal- 
anced deflection of the electron beam. 
The signal] input is fed through the ver- 
tical channel to produce unbalanced de- 
flection. COARSE and FINE VIDEO 
GAIN controls are provided to control 
image size. Ifthe signal is large enough, 
switching the VERTICAL AMPLI- 
FIER control to OUT allows the signal 
to be applied directly to the vertical-de- 
flection plates. 

Pulse width may be determined by means 
of a transparent calibrated screen placed 
over the face of the cathode-ray tube. By 
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Figure 209. Control panel of oscilloscope-synchroscope. 


using the calibrated screen and the deflec- 
tion sensitivity value, the amplitude of a 
pulse can be determined. The deflection 
sensitivity is determined by applying a 
known voltage to the vertical channel and 
measuring the deflection on the calibrated 
screen. The signal voltage then can be 
applied and its amplitude measured. 


127. Timing Measurements 


The synchroscope provides a means of deter- 
mining accurately the duration of short pulses. 
It also can be used to measure the elapsed time 
between two pulses. The latter use is similar to 
A-scope operation, wherein the time elapsed be- 
tween a radar transmitter pulse and an echo is 
interpreted as range. 

a. Putse Duration. One of the characteristics 
of a pulse is its duration. A pulse whose duration 
is 5 usec was shown in figure 207. A synchro- 
scope may incorporate a circuit which superim- 
poses markers on the trace against which pulse 
duration may be measured. The circuit which 
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generates these markers must be of a constant fre- 
quency for precise measurement. An external 
marker generator also can be used. The same 
trigger that causes a sweep may be used to syn- 
chronize the timing circuit. Figure 210 shows 
12-usec timing pulses superimposed on a 50-usec 
sweep. The pulse is seen to have a width of 10 usec. 

6. Time Between Putses. As mentioned 
above, the time between pulses may be used to 
indicate range (radar A-scope operation). The 
time between pulses is measured in microseconds. 
These pulses may be periodic, in which case the 
time between pulses helps to determine the pulse- 
recurrence time and frequency. The time relation- 
ship between a specific pair of pulses also can be 
investigated. This application is important in the 
operation of loran. By measuring the difference 
in time between two pulses transmitted from dif- 
ferent locations, the position of a plane or ship 
can be ascertained. 

c. VeLociry oF A Progecrite. An application 
of pulse-recurrence time measurement is one 
method of calculating the velocity of a projectile. 
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Figure 210. Pulse width measurement on a synchroscope. 


The test arrangement is shown in figure 211. A 
magnetized shell is fired through the two coils. 
The shell induces a voltage in the coils as it passes 
through them. When the shell passes the first coil, 
a pip appears on the screen. When it passes the 
second coil, another pip appears on the screen. 
If the distance between the coils and the time 








elapsed between the pips are known, the velocity 
can be calculated. Assume that the distance 
between the coils is 2 yards and the time between 
pips is 1,000 usec; then the velocity is equal to 2 
yards/1,000 usec, or 2,000 yards/sec. 

d. VottTace MEASUREMENT. ‘The instantaneous 
voltages of pulses may be measured by applying 
voltages of known value to the vertical-deflection 
plates along with the signal. The calibrating 
voltage may be of any frequency or waveshape 
provided that it does not exceed input limits. 
However, it is convenient to have a waveform 
similar to the signal. 


e. Power MEASUREMENT. 


(1) Measurements of pulse width and of time 
between pulses may be combined to help 
calculate the average power of a radar 
transmitter. Consider the relationships 
shown in figure 212. The pulse recur- 
rence time is equal to the time from the 
start of the first pulse to the start of the 
second pulse. The transmitter produces 
power only during the time duration of 
the pulse. Because the pulse is a square 
wave, this time is equal to the pulse 
width. During the resting time, the 
transmitter does not operate. The aver- 
age power during 1 cycle (pulse recur- 
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Figure 211. Measuring velocity of a projectile. 
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rence time) is some fraction of the peak 
power. This fraction is the ratio of the 
pulse width to the pulse-recurrence time 
and is known as the duty cycle. The 
pulse width and the pulse-recurrence 
time are measured on the calibrated 
sweep of the synchroscope. If the aver- 
age power is known, the peak power can 
be calculated by dividing the average 
power by the duty cycle. Conversely, if 
the peak power is known, the average 
power can be calculated by multiplying 
the peak power by the duty cycle. 
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Figure 212. Power measurement of @ periodic pulse, 
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(3) 


For example, a radar transmitter sends 
out 2-usec pulses repeated every 2,000 
usec. The pulse width is 2 usec, and the 
pulse-recurrence time is 2,000 usec. The 
duty cycle, therefore, is .001. If the 
average power is .2 kw (kilowatt), the 
peak power is .2 kw divided by .001, or 
200 kw. 

The power in a pulse can be found by 
comparing the unknown pulse to a pulse 
of known power. The synchroscope is 
substituted for the device which usually 
receives the pulse, and the input impe- 
dance is adjusted to the same value as 
that of the normal load. Attenuation 
controls are set to 0, and the known pulse 
is applied to the signal channel. The 
amplitude of the image produced on the 
screen is noted. Then, the unknown 
pulse is applied to the signal channel. 
The attenuation controls are adjusted 
until the image of the unknown pulse has 
the same amplitude as that of the known 
pulse. The amount of db attenuation 
needed to achieve equal amplitudes is 
noted on the attenuation control. The db 
reading then is converted to the power 


Google 


ratio of the unknown to the known pulse 
power. The power of the unknown pulse 
can now be calculated. If pulses of 
higher radio frequency are the unknown 
to be measured, a rectifying device, such 
as a crystal detector, is necessary to sup- 
ply to the signal channel a pulse within 
its frequency range. Because the rectifier 
device is usually not linear, attenuation 
adjustments should be made only on the 
input side of the detector. 


f. OrnHeR Appuiications. The synchroscope 
also can be used to measure radar receiver sensi- 
tivity and the minimum signal discernible on a 
radar screen. 


128. Summary 


a. Thesynchroscope is an oscilloscope especially 
designed for the study of periodic and nonperiodic 
pulses of short duration. A trigger signal from 
either an internal or an external source is needed 
to generate a sweep. Vertical and horizontal 
channels are comparable to those in the standard 
test oscilloscope. 

6. A typical vertical amplifier in a synchro- 
scope has a bandwidth of 20 cps to 4 me. 

c. The synchroscope is capable of measuring the 
width of narrow pulses in microseconds. 

d. The synchroscope can be used to measure the 
pulse-recurrence time from the start of one pulse 
to the start of another. This application is of im- 
portance in connection with radar, loran, and ve- 
locity measurements. 

e. By means of a calibrating voltage, the in- 
stantaneous voltages of a pulse can be measured. 

jf. The ratio of the pulse width to the pulse- 
recurrence time is known as the duty cycle. This 
is also the ratio of the average power to the peak 
power of a pulsed transmitter. 

g. When pulses of higher radio frequency 
energy are to be observed, a detector 1s necessary 
before the pulse can be applied to the signal 
channel. 


129. Review Questions 


a. Give two differences between the general test 
oscilloscope and the synchroscope. 

6. What is the reason for inserting a delay net- 
work in the signal channel ? 

c. Compare the types of signals handled by the 


general test oscilloscope and the synchroscope. 

d. Why is it necessary for the vertical signal 
channel to have a large bandwidth ? 

e. What are the differences in the sweep fre- 
quency controls of the synchroscope compared to 
those of the general test oscilloscope ? 


Google 


7. Name three characteristics of a periodic pulse 
that can be observed and measured on a synchro- 
scope. 

g. How can a nonperiodic pulse be made to ap- 
pear in the same position on the trace in the syn- 
chroscope ? 
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